
Florida Department of Law Enforcement
       Inspection Tests

Instrument Serial #80-000200

Agency Date Time
Operator

Software Source

FDLE/ATP MELBOURNE 03/20/2007 12:03:35
HACKNEY,DWITE,N

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

627201I
10/03/2008

# Sims  5 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.049
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.199
0.08 g/210L Dry Gas Std Test  #4 0.081
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.048
0.08 g/210L Test  #5 0.079
0.20 g/210L Test  #5 0.199
0.08 g/210L Dry Gas Std Test  #5 0.080
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.049
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.200
0.08 g/210L Dry Gas Std Test  #6 0.080
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.049
0.08 g/210L Test  #7 0.079
0.20 g/210L Test  #7 0.200
0.08 g/210L Dry Gas Std Test  #7 0.080
Interferent Detect Test  #7 INT
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       Inspection Tests
Instrument Serial #80-000200

Agency Date Time
Operator

Software Source

Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.049
0.08 g/210L Test  #8 0.079
0.20 g/210L Test  #8 0.200
0.08 g/210L Dry Gas Std Test  #8 0.080
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.049
0.08 g/210L Test  #9 0.079
0.20 g/210L Test  #9 0.200
0.08 g/210L Dry Gas Std Test  #9 0.081
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.049
0.08 g/210L Test  #10 0.079
0.20 g/210L Test  #10 0.200
0.08 g/210L Dry Gas Std Test  #10 0.080
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Test  (Std Dev) 0.0003
0.20 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0005

INSPECTION AFTER REPAIR

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000206

Agency Date Time
Operator

Software Source

FDLE/ATP PROC 01/25/2007 12:55:56
PERBTANI,AAMIR,A

Agency     Inspection

200605B
05/04/2008

200509B
09/22/2007

200509C
09/22/2007

620901I
08/02/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.011Yes
Date and/or Time Adjusted Alcohol Free Test  #1 (Retry) 0.000No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 0.050
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.072
Alcohol Free Subject Test: 0.000 0.08 g/210L Test  #1 (Retry) 0.076Yes
Mouth Alcohol Test: Slope Not Met 0.20 g/210L Test  #1 0.174Yes
Interferent Detect Test: Interferent Detect 0.20 g/210L Test  #1 (Retry) 0.195Yes
Diagnostic Check (Post-Inspection): OK 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Alcohol Free Test: OK Interferent Detect Test  #1 INTYes
0.05 g/210L Test: OK Alcohol Free Test  #2 0.000Yes
0.08 g/210L Test: OK Alcohol Free Test  #2 (Retry) 0.000Yes
0.20 g/210L Test: OK 0.05 g/210L Test  #2 0.048Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Test  #2 0.076Yes

0.08 g/210L Test  #2 (Retry) 0.077
0.20 g/210L Test  #2 0.190
0.20 g/210L Test  #2 (Retry) 0.196
0.08 g/210L Dry Gas Std Test  #2 0.079
Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
Alcohol Free Test  #3 (Retry) 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.076
0.08 g/210L Test  #3 (Retry) 0.077
0.20 g/210L Test  #3 0.194
0.20 g/210L Test  #3 (Retry) 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

00: Control Outside Tolerance. 08: Control Outside Tolerance. 20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000219

Agency Date Time
Operator

Software Source

FDLE FMROC 01/08/2007 16:10:20
VENTURI,GEORGE,L

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  5 Complies Yes

8100.27

0.0003Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.050
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.197
0.08 g/210L Dry Gas Std Test  #4 0.078
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.050
0.08 g/210L Test  #5 0.080
0.20 g/210L Test  #5 0.198
0.08 g/210L Dry Gas Std Test  #5 0.078
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.050
0.08 g/210L Test  #6 0.079
0.20 g/210L Test  #6 0.198
0.08 g/210L Dry Gas Std Test  #6 0.078
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.050
0.08 g/210L Test  #7 0.080
0.20 g/210L Test  #7 0.198
0.08 g/210L Dry Gas Std Test  #7 0.078
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050
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       Inspection Tests
Instrument Serial #80-000219

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.079
0.20 g/210L Test  #8 0.198
0.08 g/210L Dry Gas Std Test  #8 0.078
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.079
0.20 g/210L Test  #9 0.198
0.08 g/210L Dry Gas Std Test  #9 0.078
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.079
0.20 g/210L Test  #10 0.198
0.08 g/210L Dry Gas Std Test  #10 0.078
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0003
0.08 g/210L Test  (Std Dev) 0.0004
0.20 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0003

Remarks:

Printed: 11 April 2008 Page: 2
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       Inspection Tests
Instrument Serial #80-000219

Agency Date Time
Operator

Software Source

FDLE FMROC 12/05/2007 19:07:32
VENTURI,GEORGE,L

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

626101I
09/20/2008

# Sims  5 Complies Yes

8100.27

0.0003Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.050
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.202
0.08 g/210L Dry Gas Std Test  #4 0.078
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.050
0.08 g/210L Test  #5 0.079
0.20 g/210L Test  #5 0.201
0.08 g/210L Dry Gas Std Test  #5 0.078
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.050
0.08 g/210L Test  #6 0.079
0.20 g/210L Test  #6 0.201
0.08 g/210L Dry Gas Std Test  #6 0.078
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.050
0.08 g/210L Test  #7 0.079
0.20 g/210L Test  #7 0.201
0.08 g/210L Dry Gas Std Test  #7 0.078
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050
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       Inspection Tests
Instrument Serial #80-000219

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.079
0.20 g/210L Test  #8 0.201
0.08 g/210L Dry Gas Std Test  #8 0.078
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.078
0.20 g/210L Test  #9 0.201
0.08 g/210L Dry Gas Std Test  #9 0.079
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.079
0.20 g/210L Test  #10 0.201
0.08 g/210L Dry Gas Std Test  #10 0.078
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0003
0.08 g/210L Test  (Std Dev) 0.0003
0.20 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

INSPECTION FOLLOWING RETURN FROM AUTHORIZED REPAIR FACILITY

Remarks:

Printed: 11 April 2008 Page: 2
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       Inspection Tests
Instrument Serial #80-000220

Agency Date Time
Operator

Software Source

FL DEPT OF LAW ENF 03/06/2007 11:24:49
SKIPPER,ROGER,G

Agency     Inspection

# Sims  0 Complies No

8100.26

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK No
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

RESET INSTRUMENT FOR TRAININGNon-compliance: . 

Remarks:

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000220

Agency Date Time
Operator

Software Source

FL DEPT OF LAW ENF 05/08/2007 14:52:49
SUERETH,DONALD,P

Agency     Inspection

# Sims  0 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK No
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Non-compliance: . 

Remarks:

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000220

Agency Date Time
Operator

Software Source

FL. DEPT. OF LAW ENF 05/30/2007 13:57:38
SUERETH,DONALD,P

Department Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

518602I
07/07/2007

# Sims  4 Complies Yes

8100.26

0.0008Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049Yes
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.048
0.08 g/210L Test  #4 0.081
0.20 g/210L Test  #4 0.198
0.08 g/210L Dry Gas Std Test  #4 0.080
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.048
0.08 g/210L Test  #5 0.081
0.20 g/210L Test  #5 0.198
0.08 g/210L Dry Gas Std Test  #5 0.080
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.046
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.197
0.08 g/210L Dry Gas Std Test  #6 0.080
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.047
0.08 g/210L Test  #7 0.081
0.20 g/210L Test  #7 0.197
0.08 g/210L Dry Gas Std Test  #7 0.080
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.047
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       Inspection Tests
Instrument Serial #80-000220

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.081
0.20 g/210L Test  #8 0.198
0.08 g/210L Dry Gas Std Test  #8 0.079
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.048
0.08 g/210L Test  #9 0.081
0.20 g/210L Test  #9 0.200
0.08 g/210L Dry Gas Std Test  #9 0.079
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.049
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.200
0.08 g/210L Dry Gas Std Test  #10 0.079
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0011
0.08 g/210L Test  (Std Dev) 0.0005
0.20 g/210L Test  (Std Dev) 0.0010
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0006

Time-Date changed. 

Remarks:

Printed: 11 April 2008 Page: 2
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       Inspection Tests
Instrument Serial #80-000220

Agency Date Time
Operator

Software Source

FL DEPT OF LAW ENF. 07/16/2007 17:17:58
SUERETH,DONALD,P

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

635301G
12/21/2008

# Sims  4 Complies Yes

8100.27

0.0006Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.050
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.197
0.08 g/210L Dry Gas Std Test  #4 0.078
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.050
0.08 g/210L Test  #5 0.080
0.20 g/210L Test  #5 0.197
0.08 g/210L Dry Gas Std Test  #5 0.078
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.050
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.198
0.08 g/210L Dry Gas Std Test  #6 0.078
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.051
0.08 g/210L Test  #7 0.080
0.20 g/210L Test  #7 0.199
0.08 g/210L Dry Gas Std Test  #7 0.078
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000220

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.080
0.20 g/210L Test  #8 0.198
0.08 g/210L Dry Gas Std Test  #8 0.078
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.051
0.08 g/210L Test  #9 0.081
0.20 g/210L Test  #9 0.198
0.08 g/210L Dry Gas Std Test  #9 0.078
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.051
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.198
0.08 g/210L Dry Gas Std Test  #10 0.078
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0006
0.08 g/210L Test  (Std Dev) 0.0006
0.20 g/210L Test  (Std Dev) 0.0010
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

Remarks:

Printed: 11 April 2008 Page: 2
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       Inspection Tests
Instrument Serial #80-000224

Agency Date Time
Operator

Software Source

FDLE/ATP PROC 01/31/2007 23:39:51
VANDYKE,KEITH,T

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.074
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.076
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.193Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.046Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.076Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.077
0.08 g/210L Test  #3 (Retry) 0.076
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

08: JAR FIT LOOSE. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000224

Agency Date Time
Operator

Software Source

FDLE/ATP PROC 02/28/2007 21:22:55
VANDYKE,KEITH,T

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.182
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.193Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.188Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.194Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.191
0.20 g/210L Test  #3 (Retry) 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

20: Control Outside Tolerance LEAK AT SIMULATOR. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000224

Agency Date Time
Operator

Software Source

FDLE/ATP PROC 06/18/2007 10:12:22
MALHIOT,MATTHEW,E

Agency     Inspection

# Sims  0 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK No
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

ONLY TO REMOVE FROM DISABLE MODENon-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000227

Agency Date Time
Operator

Software Source

FDLE OROC 01/17/2007 17:08:22
COX,MICHAEL,G

Agency     Inspection

200509A
09/22/2007

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot#
Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.043No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 (Retry) 0.044
Barometric Pressure Sensor Check: OK Interferent Detect Test  #1 INT
Alcohol Free Subject Test: 0.000 Alcohol Free Test  #2 0.000Yes
Mouth Alcohol Test: Slope Not Met 0.05 g/210L Test  #2 0.044Yes
Interferent Detect Test: Interferent Detect 0.05 g/210L Test  #2 (Retry) 0.044Yes
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #2 INTNo
Alcohol Free Test: OK Alcohol Free Test  #3 0.000Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #3 0.044No
0.08 g/210L Test: OK 0.05 g/210L Test  #3 (Retry) 0.044No
0.20 g/210L Test: OK Interferent Detect Test  #3 INTNo
0.08 g/210L Dry Gas Std Test: OK No

05: Control Outside Tolerance, Control Outside Tolerance. Non-compliance: OUT OF RANGE RESULTS FOR
0.05G/210L TEST   . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000227

Agency Date Time
Operator

Software Source

FDLE OROC 01/17/2007 19:52:47
COX,MICHAEL,G

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.185
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.154Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048No
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.186Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.174Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTNo
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000No

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.184
0.20 g/210L Test  #3 (Retry) 0.178
Interferent Detect Test  #3 INT

20: Control Outside Tolerance USING 34C. Non-compliance: UNKNOWN SIMULATOR ERROR. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000227

Agency Date Time
Operator

Software Source

FDLE OROC 01/17/2007 21:10:12
COX,MICHAEL,G

Agency     Inspection

200605B
05/04/2008

200509B
09/22/2007

200509C
09/22/2007

627201I
10/03/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 (Retry) 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 (Retry) 0.195
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

20: RFI Detect. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000227

Agency Date Time
Operator

Software Source

FDLE OROC 02/28/2007 01:26:39
COX,MICHAEL,G

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.188
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.189Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.045No
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.189Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.188Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTNo
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000No

0.05 g/210L Test  #3 0.045
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.187
0.20 g/210L Test  #3 (Retry) 0.187
Interferent Detect Test  #3 INT

20: Control Outside Tolerance, Control Outside Tolerance. Non-compliance: 0.200G/210L OUT OF RANGE. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000227

Agency Date Time
Operator

Software Source

FDLE OROC 02/28/2007 02:54:18
COX,MICHAEL,G

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

620901I
08/02/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 0.000Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.046Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.076Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.191Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 0.000Yes

Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.192
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT
Interferent Detect Test  #3 (Retry) INT

Int Det: AIRLEAK/CROSS THREADED JAR

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000227

Agency Date Time
Operator

Software Source

FDLE OROC 03/13/2007 16:55:26
COX,MICHAEL,G

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000227

Agency Date Time
Operator

Software Source

FDLE OROC 04/09/2007 15:23:21
COX,MICHAEL,G

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.084Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.084Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.083
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000227

Agency Date Time
Operator

Software Source

FDLE OROC 04/25/2007 08:41:25
GRAY,SCOTT,G

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000227

Agency Date Time
Operator

Software Source

FDLE OROC 05/02/2007 11:00:34
GRAY,SCOTT,G

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.186
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.197Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.187Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.198Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.189
0.20 g/210L Test  #3 (Retry) 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

RE-TIGHTEN SIMULATOR JAR. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000227

Agency Date Time
Operator

Software Source

FDLE OROC 09/04/2007 12:39:39
SKIPPER,ROGER,G

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

0.0008Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.050
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.197
0.08 g/210L Dry Gas Std Test  #4 0.077
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.049
0.08 g/210L Test  #5 0.079
0.20 g/210L Test  #5 0.198
0.08 g/210L Dry Gas Std Test  #5 0.077
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.049
0.08 g/210L Test  #6 0.079
0.20 g/210L Test  #6 0.198
0.08 g/210L Dry Gas Std Test  #6 0.077
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.049
0.08 g/210L Test  #7 0.080
0.20 g/210L Test  #7 0.198
0.08 g/210L Dry Gas Std Test  #7 0.076
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000227

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.079
0.20 g/210L Test  #8 0.198
0.08 g/210L Dry Gas Std Test  #8 0.077
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.198
0.08 g/210L Dry Gas Std Test  #9 0.077
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.198
0.08 g/210L Dry Gas Std Test  #10 0.077
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0007
0.08 g/210L Test  (Std Dev) 0.0008
0.20 g/210L Test  (Std Dev) 0.0017
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0003

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000228

Agency Date Time
Operator

Software Source

FDLE MROC 07/21/2007 17:48:23
SMITH,DANIEL,A

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200605F
05/10/2008

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.000
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.171Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049No
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.000Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.184Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTNo
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000No

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.000
0.20 g/210L Test  #3 (Retry) 0.188
Interferent Detect Test  #3 INT

20: Control Outside Tolerance, Control Outside Tolerance. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000228

Agency Date Time
Operator

Software Source

FDLE MROC 07/21/2007 18:23:58
SMITH,DANIEL,A

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot#
Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.184
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.079
Alcohol Free Subject Test: 0.000 Interferent Detect Test  #1 INTYes
Mouth Alcohol Test: Slope Not Met Alcohol Free Test  #2 0.000Yes
Interferent Detect Test: Interferent Detect 0.05 g/210L Test  #2 0.050Yes
Diagnostic Check (Post-Inspection): OK 0.08 g/210L Test  #2 0.081No
Alcohol Free Test: OK 0.08 g/210L Test  #2 (Retry) 0.079Yes
0.05 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Test: OK Alcohol Free Test  #3 0.000No
0.20 g/210L Test: OK 0.05 g/210L Test  #3 0.051No
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Test  #3 0.080No

0.08 g/210L Test  #3 (Retry) 0.069
Interferent Detect Test  #3 INT

08: Control Outside Tolerance, Control Outside Tolerance. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000228

Agency Date Time
Operator

Software Source

FDLE MROC 07/24/2007 11:00:03
SMITH,DANIEL,A

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200605F
05/10/2008

705301I
07/27/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000228

Agency Date Time
Operator

Software Source

FDLE MROC 08/30/2007 02:24:22
SMITH,DANIEL,A

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

705301I
02/27/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 (Retry) 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

00: Ambient Fail. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000228

Agency Date Time
Operator

Software Source

FDLE MROC 10/15/2007 11:23:52
VEIGA,SANDRA,F

Agency     Inspection

# Sims  0 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK No
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

READY MODE FOR DEPT. INSPECTIONINSTRUMENT NOT IN SERVICE . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000228

Agency Date Time
Operator

Software Source

FDLE MROC 10/15/2007 13:59:05
VEIGA,SANDRA,F

Department Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

709601I
04/08/2009

# Sims  5 Complies Yes

8100.27

0.0003Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.203Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.203
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.050
0.08 g/210L Test  #4 0.082
0.20 g/210L Test  #4 0.203
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.050
0.08 g/210L Test  #5 0.082
0.20 g/210L Test  #5 0.203
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.050
0.08 g/210L Test  #6 0.082
0.20 g/210L Test  #6 0.203
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.050
0.08 g/210L Test  #7 0.083
0.20 g/210L Test  #7 0.203
0.08 g/210L Dry Gas Std Test  #7 0.079
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000228

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.082
0.20 g/210L Test  #8 0.203
0.08 g/210L Dry Gas Std Test  #8 0.079
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.082
0.20 g/210L Test  #9 0.204
0.08 g/210L Dry Gas Std Test  #9 0.079
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.082
0.20 g/210L Test  #10 0.203
0.08 g/210L Dry Gas Std Test  #10 0.079
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0003
0.08 g/210L Test  (Std Dev) 0.0004
0.20 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0003

IN COMPLIANCE

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000229

Agency Date Time
Operator

Software Source

FDLE 01/03/2007 14:12:05
SUERETH,DONALD,P

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

518602I
07/07/2007

# Sims  4 Complies Yes

8100.27

0.0007Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.050Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.080Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 INTYes

Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Interferent Detect Test  #3 (Retry) INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.051
0.08 g/210L Test  #4 0.082
0.20 g/210L Test  #4 0.197
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Interferent Detect Test  #4 (Retry) INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.050
0.08 g/210L Test  #5 0.082
0.20 g/210L Test  #5 0.197
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Interferent Detect Test  #5 (Retry) INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.051
0.08 g/210L Test  #6 0.082
0.20 g/210L Test  #6 0.197
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Interferent Detect Test  #6 (Retry) INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.051

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000229

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #7 0.082
0.20 g/210L Test  #7 0.197
0.08 g/210L Dry Gas Std Test  #7 0.079
Interferent Detect Test  #7 INT
Interferent Detect Test  #7 (Retry) INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050
0.08 g/210L Test  #8 0.082
0.20 g/210L Test  #8 0.198
0.08 g/210L Dry Gas Std Test  #8 0.079
Interferent Detect Test  #8 (Retry) INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.082
0.20 g/210L Test  #9 0.197
0.08 g/210L Dry Gas Std Test  #9 0.080
Interferent Detect Test  #9 (Retry) INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.081
0.20 g/210L Test  #10 0.197
0.08 g/210L Dry Gas Std Test  #10 0.079
Interferent Detect Test  #10 (Retry) INT
0.05 g/210L Test  (Std Dev) 0.0006
0.08 g/210L Test  (Std Dev) 0.0010
0.20 g/210L Test  (Std Dev) 0.0011
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0003

Int Det: RFI Detect. CELL PX REMOVED FROM AREA. 

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000229

Agency Date Time
Operator

Software Source

FDLE 01/03/2007 18:27:32
BALDWIN,DEAN,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

612202G
05/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000229

Agency Date Time
Operator

Software Source

FDLE 01/31/2007 17:00:02
BALDWIN,DEAN,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

612202G
05/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000229

Agency Date Time
Operator

Software Source

FDLE 02/19/2007 10:08:19
BALDWIN,DEAN,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

612202G
05/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000229

Agency Date Time
Operator

Software Source

FDLE 04/06/2007 15:15:59
GRAY,BEVERLY,A

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

632401I
11/22/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000229

Agency Date Time
Operator

Software Source

FDLE 04/11/2007 14:02:57
GRAY,BEVERLY,A

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

632401
11/22/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000229

Agency Date Time
Operator

Software Source

FDLE 04/20/2007 06:35:08
RAULERSON,JOSEPH,H

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

627201I
10/03/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000229

Agency Date Time
Operator

Software Source

FDLE 05/24/2007 05:03:14
RAULERSON,JOSEPH,H

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

627201I
10/03/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000229

Agency Date Time
Operator

Software Source

FDLE 06/04/2007 10:18:57
RAULERSON,JOSEPH,H

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

627201I
10/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 INTYes

Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3
Interferent Detect Test  #3 (Retry) INT

Int Det: RFI Detect/CELL PX IN ROOM. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000229

Agency Date Time
Operator

Software Source

FDLE 11/14/2007 13:42:35
SUERETH,DONALD,P

Department Inspection

200605B
05/04/2008

200605F
05/04/2008

200605F
05/10/2008

709601I
04/08/2009

# Sims  4 Complies Yes

8100.27

0.0006Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.050
0.08 g/210L Test  #4 0.080
0.20 g/210L Test  #4 0.197
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.051
0.08 g/210L Test  #5 0.080
0.20 g/210L Test  #5 0.197
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.050
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.197
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.050
0.08 g/210L Test  #7 0.080
0.20 g/210L Test  #7 0.197
0.08 g/210L Dry Gas Std Test  #7 0.079
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000229

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.080
0.20 g/210L Test  #8 0.197
0.08 g/210L Dry Gas Std Test  #8 0.079
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.198
0.08 g/210L Dry Gas Std Test  #9 0.078
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.198
0.08 g/210L Dry Gas Std Test  #10 0.079
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Test  (Std Dev) 0.0004
0.20 g/210L Test  (Std Dev) 0.0015
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

DEPUTY W. KING PRESENT.

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000229

Agency Date Time
Operator

Software Source

FDLE 11/14/2007 14:20:50
KING,WAYNE,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

709601I
04/08/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000229

Agency Date Time
Operator

Software Source

FDLE 12/23/2007 16:58:04
ROBERSON,WILLIAM,E

Agency     Inspection

200708A
08/01/2009

200605C
05/04/2008

200605F
05/10/2008

632401I
11/22/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.184
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.192Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.046Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.190Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.193Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.192
0.20 g/210L Test  #3 (Retry) 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

20: TEMPERATURE TO LOW                                     . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000737

Agency Date Time
Operator

Software Source

ALACHUA COUNTY SO 01/26/2007 23:50:55
ULRICH,SCOTT,C

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

629302I
10/23/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000737

Agency Date Time
Operator

Software Source

ALACHUA COUNTY SO 02/23/2007 16:46:25
JACKSON,MICHAEL,T

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000737

Agency Date Time
Operator

Software Source

ALACHUA COUNTY SO 03/20/2007 13:35:49
JACKSON,MICHAEL,T

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200605F
05/10/2008

629302I
10/23/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.192
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000737

Agency Date Time
Operator

Software Source

ALACHUA COUNTY SO 04/09/2007 14:59:50
MALHIOT,MATTHEW,E

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

702401G
01/26/2009

# Sims  5 Complies Yes

8100.27

0.0008Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.047
0.08 g/210L Test  #4 0.077
0.20 g/210L Test  #4 0.195
0.08 g/210L Dry Gas Std Test  #4 0.080
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.048
0.08 g/210L Test  #5 0.078
0.20 g/210L Test  #5 0.196
0.08 g/210L Dry Gas Std Test  #5 0.080
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.048
0.08 g/210L Test  #6 0.078
0.20 g/210L Test  #6 0.196
0.08 g/210L Dry Gas Std Test  #6 0.080
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.049
0.08 g/210L Test  #7 0.078
0.20 g/210L Test  #7 0.196
0.08 g/210L Dry Gas Std Test  #7 0.080
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.049

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000737

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.079
0.20 g/210L Test  #8 0.196
0.08 g/210L Dry Gas Std Test  #8 0.079
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.048
0.08 g/210L Test  #9 0.079
0.20 g/210L Test  #9 0.197
0.08 g/210L Dry Gas Std Test  #9 0.079
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.049
0.08 g/210L Test  #10 0.079
0.20 g/210L Test  #10 0.197
0.08 g/210L Dry Gas Std Test  #10 0.079
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0010
0.08 g/210L Test  (Std Dev) 0.0007
0.20 g/210L Test  (Std Dev) 0.0008
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0008

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000737

Agency Date Time
Operator

Software Source

ALACHUA COUNTY SO 04/25/2007 14:31:50
JACKSON,MICHAEL,T

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

702401G
01/26/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

A F / M A:AGENCY INSPECTOR NEGLECTED TO INTRODUCE THE M A  . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000737

Agency Date Time
Operator

Software Source

ALACHUA COUNTY SO 05/30/2007 13:58:58
JACKSON,MICHAEL,T

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

702401G
01/26/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000737

Agency Date Time
Operator

Software Source

ALACHUA COUNTY SO 06/20/2007 16:39:39
JACKSON,MICHAEL,T

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

702401G
01/26/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

.

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000737

Agency Date Time
Operator

Software Source

ALACHUA COUNTY SO 07/27/2007 14:05:14
JACKSON,MICHAEL,T

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

702401G
01/26/2009

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047No
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

TEMP OFF/UNK REASONNon-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000737

Agency Date Time
Operator

Software Source

ALACHUA COUNTY SO 07/31/2007 12:56:32
JACKSON,MICHAEL,T

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

702401G
01/26/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.045Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000737

Agency Date Time
Operator

Software Source

CMI INC 11/01/2007 10:39:00
JACKSON,MICHAEL,T

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

702401G
01/26/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.205
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.205Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.206
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

RETURN FROM REPAIR, BACK IN SERVICE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000737

Agency Date Time
Operator

Software Source

ALACHUA COUNTY SO 11/01/2007 15:19:03
MALHIOT,MATTHEW,E

Department Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

627101I
10/03/2008

# Sims  5 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.048
0.08 g/210L Test  #4 0.080
0.20 g/210L Test  #4 0.202
0.08 g/210L Dry Gas Std Test  #4 0.078
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.048
0.08 g/210L Test  #5 0.080
0.20 g/210L Test  #5 0.202
0.08 g/210L Dry Gas Std Test  #5 0.078
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.049
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.202
0.08 g/210L Dry Gas Std Test  #6 0.078
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.049
0.08 g/210L Test  #7 0.081
0.20 g/210L Test  #7 0.202
0.08 g/210L Dry Gas Std Test  #7 0.078
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.049

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000737

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.081
0.20 g/210L Test  #8 0.202
0.08 g/210L Dry Gas Std Test  #8 0.078
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.049
0.08 g/210L Test  #9 0.081
0.20 g/210L Test  #9 0.202
0.08 g/210L Dry Gas Std Test  #9 0.078
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.049
0.08 g/210L Test  #10 0.081
0.20 g/210L Test  #10 0.201
0.08 g/210L Dry Gas Std Test  #10 0.078
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Test  (Std Dev) 0.0005
0.20 g/210L Test  (Std Dev) 0.0003
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000737

Agency Date Time
Operator

Software Source

ALACHUA COUNTY SO 12/18/2007 23:50:13
JACKSON,MICHAEL,T

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

702401G
01/26/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.205
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 0.000Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.050Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.082Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.205Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 0.000Yes

Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.205
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 0.000
Interferent Detect Test  #3 (Retry) INT

Int Det: ACETONE REPLACED. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000738

Agency Date Time
Operator

Software Source

FT. WALTON BEACH PD 01/24/2007 17:11:52
HULL,R,S

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000738

Agency Date Time
Operator

Software Source

FT. WALTON BEACH PD 02/27/2007 19:13:36
HULL,R,S

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 0.000Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.079Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 INTYes

Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT
Interferent Detect Test  #3 (Retry) INT

Int Det: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000738

Agency Date Time
Operator

Software Source

FT. WALTON BEACH PD 03/31/2007 12:24:39
HULL,R,S

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 0.000Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.076Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.191Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 0.000Yes

Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.192
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT
Interferent Detect Test  #3 (Retry) INT

Int Det: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000738

Agency Date Time
Operator

Software Source

FT. WALTON BEACH PD 04/23/2007 12:20:48
HULL,R,S

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.191Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.190
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000738

Agency Date Time
Operator

Software Source

FT. WALTON BEACH PD 05/30/2007 20:15:47
HULL,R,S

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

611801G
05/01/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000738

Agency Date Time
Operator

Software Source

FT. WALTON BEACH PD 06/30/2007 08:50:20
HULL,R,S

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

611801G
05/01/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000738

Agency Date Time
Operator

Software Source

FT. WALTON BEACH PD 07/31/2007 08:43:45
HULL,R,S

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

611801G
05/01/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000738

Agency Date Time
Operator

Software Source

FT. WALTON BEACH PD 08/30/2007 13:16:26
HULL,R,S

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

611801G
05/01/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000738

Agency Date Time
Operator

Software Source

FT. WALTON BEACH PD 09/28/2007 20:29:16
HULL,R,S

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

611801G
05/01/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

TIME CHANGED. TIME WAS 12 HOURS OFF.

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000738

Agency Date Time
Operator

Software Source

FT. WALTON BEACH PD 10/10/2007 10:41:01
GEDDINGS,MARGARET,M

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

719402I
07/15/2009

# Sims  5 Complies Yes

8100.27

0.0008Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.204Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.049
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.201
0.08 g/210L Dry Gas Std Test  #4 0.081
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.049
0.08 g/210L Test  #5 0.078
0.20 g/210L Test  #5 0.200
0.08 g/210L Dry Gas Std Test  #5 0.081
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.049
0.08 g/210L Test  #6 0.078
0.20 g/210L Test  #6 0.199
0.08 g/210L Dry Gas Std Test  #6 0.081
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.049
0.08 g/210L Test  #7 0.078
0.20 g/210L Test  #7 0.199
0.08 g/210L Dry Gas Std Test  #7 0.081
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.049

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000738

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.079
0.20 g/210L Test  #8 0.199
0.08 g/210L Dry Gas Std Test  #8 0.081
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.049
0.08 g/210L Test  #9 0.078
0.20 g/210L Test  #9 0.198
0.08 g/210L Dry Gas Std Test  #9 0.081
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.049
0.08 g/210L Test  #10 0.078
0.20 g/210L Test  #10 0.197
0.08 g/210L Dry Gas Std Test  #10 0.081
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0008
0.08 g/210L Test  (Std Dev) 0.0004
0.20 g/210L Test  (Std Dev) 0.0020
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0000

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000738

Agency Date Time
Operator

Software Source

FT. WALTON BEACH PD 10/31/2007 07:51:49
HULL,R,S

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

611801G
05/01/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 0.000Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 INTYes

Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT
Interferent Detect Test  #3 (Retry) INT

Int Det:FORGOT TO CONNECT RETURN LINE AFTER ADDING ACETONE . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000739

Agency Date Time
Operator

Software Source

OKALOOSA COUNTY SO 01/28/2007 09:33:07
BOZEMAN,CHARLIE,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

611801G
05/01/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000739

Agency Date Time
Operator

Software Source

OKALOOSA COUNTY SO 02/24/2007 09:35:12
BOZEMAN,CHARLIE,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

611801G
05/01/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000739

Agency Date Time
Operator

Software Source

OKALOOSA COUNTY SO 03/28/2007 09:30:48
BOZEMAN,CHARLIE,W

Agency     Inspection

# Sims  0 Complies Yes

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK No
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000739

Agency Date Time
Operator

Software Source

OKALOOSA COUNTY SO 03/28/2007 10:14:24
BOZEMAN,CHARLIE,W

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000739

Agency Date Time
Operator

Software Source

OKALOOSA COUNTY SO 04/26/2007 22:38:53
BOZEMAN,CHARLIE,W

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

609301G
04/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.189
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.193Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.191Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.192Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.192
0.20 g/210L Test  #3 (Retry) 0.193
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000739

Agency Date Time
Operator

Software Source

OKALOOSA COUNTY SO 05/30/2007 02:46:08
BOZEMAN,CHARLIE,W

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049Yes
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Time-Date changed. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000739

Agency Date Time
Operator

Software Source

OKALOOSA COUNTY SO 06/21/2007 01:42:31
BOZEMAN,CHARLIE,W

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000739

Agency Date Time
Operator

Software Source

OKALOOSA COUNTY SO 07/29/2007 09:58:33
BOZEMAN,CHARLIE,W

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000739

Agency Date Time
Operator

Software Source

OKALOOSA COUNTY SO 08/26/2007 11:10:49
BOZEMAN,CHARLIE,W

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

609301G
04/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000739

Agency Date Time
Operator

Software Source

OKALOOSA COUNTY SO 09/28/2007 01:58:02
BOZEMAN,CHARLIE,W

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

632401I
11/22/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000739

Agency Date Time
Operator

Software Source

OKALOOSA COUNTY SO 10/16/2007 11:32:09
GEDDINGS,MARGARET,M

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

719402I
07/15/2009

# Sims  5 Complies Yes

8100.27

0.0005Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.048
0.08 g/210L Test  #4 0.077
0.20 g/210L Test  #4 0.195
0.08 g/210L Dry Gas Std Test  #4 0.081
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.048
0.08 g/210L Test  #5 0.077
0.20 g/210L Test  #5 0.195
0.08 g/210L Dry Gas Std Test  #5 0.081
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.048
0.08 g/210L Test  #6 0.078
0.20 g/210L Test  #6 0.195
0.08 g/210L Dry Gas Std Test  #6 0.081
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.047
0.08 g/210L Test  #7 0.078
0.20 g/210L Test  #7 0.195
0.08 g/210L Dry Gas Std Test  #7 0.081
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.047

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000739

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.078
0.20 g/210L Test  #8 0.196
0.08 g/210L Dry Gas Std Test  #8 0.081
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.048
0.08 g/210L Test  #9 0.078
0.20 g/210L Test  #9 0.196
0.08 g/210L Dry Gas Std Test  #9 0.081
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.048
0.08 g/210L Test  #10 0.078
0.20 g/210L Test  #10 0.196
0.08 g/210L Dry Gas Std Test  #10 0.081
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Test  (Std Dev) 0.0006
0.20 g/210L Test  (Std Dev) 0.0009
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0000

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000739

Agency Date Time
Operator

Software Source

OKALOOSA COUNTY SO 10/30/2007 02:05:04
BOZEMAN,CHARLIE,W

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

632401I
11/22/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000739

Agency Date Time
Operator

Software Source

OKALOOSA COUNTY SO 11/27/2007 02:55:22
BOZEMAN,CHARLIE,W

Agency     Inspection

200708A
08/01/2009

200708C
08/01/2009

200708D
08/01/2009

632401I
11/22/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000739

Agency Date Time
Operator

Software Source

OKALOOSA COUNTY SO 12/30/2007 09:28:23
BOZEMAN,CHARLIE,W

Agency     Inspection

200708A
08/01/2009

200708C
08/01/2009

200708D
08/01/2009

632401I
11/22/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000742

Agency Date Time
Operator

Software Source

VALPARASIO PD 01/07/2007 16:12:29
RATELIFF,ALAN,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

609301G
04/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000742

Agency Date Time
Operator

Software Source

VALPARASIO PD 02/10/2007 16:48:28
RATELIFF,ALAN,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

609301G
04/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000742

Agency Date Time
Operator

Software Source

VALPARASIO PD 03/07/2007 19:19:43
RATELIFF,ALAN,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

609301G
04/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.069
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.077
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.198Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.072Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.078Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.074
0.08 g/210L Test  #3 (Retry) 0.078
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

08: Control Outside Tolerance/LEAK IN TUBING. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000742

Agency Date Time
Operator

Software Source

VALPARASIO PD 04/08/2007 00:23:49
RATELIFF,ALAN,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

609301G
04/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000742

Agency Date Time
Operator

Software Source

VALPARASIO PD 05/05/2007 01:46:52
RATELIFF,ALAN,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

609301G
04/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000742

Agency Date Time
Operator

Software Source

VALPARASIO PD 06/07/2007 00:29:29
RATELIFF,ALAN,W

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

609301G
04/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.000
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.191Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.080Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.000Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.194Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.000
0.20 g/210L Test  #3 (Retry) 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

20: Control Outside Tolerance: BROKEN SIM TUBE. REPLACED TU

Remarks:

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000742

Agency Date Time
Operator

Software Source

VALPARASIO PD 07/06/2007 01:14:56
RATELIFF,ALAN,W

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

609301G
04/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000742

Agency Date Time
Operator

Software Source

VALPARASIO PD 08/07/2007 00:41:25
RATELIFF,ALAN,W

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

609301G
04/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000742

Agency Date Time
Operator

Software Source

VALPARAISO PD 09/06/2007 13:00:33
GEDDINGS,MARGARET,M

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

719402I
07/15/2009

# Sims  5 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Alcohol Free Test  #1 (Retry) 0.000No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 0.050Yes
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.080Yes
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.200Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK Alcohol Free Test  #2 (Retry) 0.000Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 0.049Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 0.080Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
Alcohol Free Test  #3 (Retry) 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
Alcohol Free Test  #4 (Retry) 0.000
0.05 g/210L Test  #4 0.050
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.200
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
Alcohol Free Test  #5 (Retry) 0.000
0.05 g/210L Test  #5 0.050
0.08 g/210L Test  #5 0.080
0.20 g/210L Test  #5 0.201
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
Alcohol Free Test  #6 (Retry) 0.000
0.05 g/210L Test  #6 0.049
0.08 g/210L Test  #6 0.079
0.20 g/210L Test  #6 0.200
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 (Retry) 0.000
0.05 g/210L Test  #7 0.050

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000742

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #7 0.080
0.20 g/210L Test  #7 0.200
0.08 g/210L Dry Gas Std Test  #7 0.079
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 (Retry) 0.000
0.05 g/210L Test  #8 0.050
0.08 g/210L Test  #8 0.080
0.20 g/210L Test  #8 0.200
0.08 g/210L Dry Gas Std Test  #8 0.079
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 (Retry) 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.079
0.20 g/210L Test  #9 0.199
0.08 g/210L Dry Gas Std Test  #9 0.078
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 (Retry) 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.200
0.08 g/210L Dry Gas Std Test  #10 0.079
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Test  (Std Dev) 0.0004
0.20 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0003

00: RFI Detect TURNED OFF CELL. 

Remarks:

Printed: 11 April 2008 Page: 2
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       Inspection Tests
Instrument Serial #80-000742

Agency Date Time
Operator

Software Source

VALPARAISO PD 09/06/2007 23:27:49
RATELIFF,ALAN,W

Agency     Inspection

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

A F / M A: . 

Remarks:

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000742

Agency Date Time
Operator

Software Source

VALPARAISO PD 09/07/2007 00:15:48
RATELIFF,ALAN,W

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

609301G
04/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.189
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.195Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.079Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.196Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.193
0.20 g/210L Test  #3 (Retry) 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

20: Control Outside Tolerance AIR LEAK IN SIM SEAL. 

Remarks:

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000742

Agency Date Time
Operator

Software Source

VALPARAISO PD 10/05/2007 01:31:59
RATELIFF,ALAN,W

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

609301G
04/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.183
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.192Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.050Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.076Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.186Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.193Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.187
0.20 g/210L Test  #3 (Retry) 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

20: Control Outside Tolerance.SIMULATOR SOLUTION TO COOL   

Remarks:

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000742

Agency Date Time
Operator

Software Source

VALPARAISO PD 11/05/2007 02:31:48
RATELIFF,ALAN,W

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

609301G
04/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000742

Agency Date Time
Operator

Software Source

VALPARAISO PD 12/07/2007 02:46:05
RATELIFF,ALAN,W

Agency     Inspection

200708A
08/01/2009

200708C
08/01/2009

200708D
08/01/2009

609301G
04/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.188
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.195Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.190Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.196Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.191
0.20 g/210L Test  #3 (Retry) 0.196
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

20: Control Outside Tolerance LOOSE SEAL. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000744

Agency Date Time
Operator

Software Source

ESCAMBIA SO 03/22/2007 14:12:43
MALHIOT,MATTHEW,E

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

0.0005Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.048
0.08 g/210L Test  #4 0.077
0.20 g/210L Test  #4 0.196
0.08 g/210L Dry Gas Std Test  #4 0.078
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.048
0.08 g/210L Test  #5 0.078
0.20 g/210L Test  #5 0.196
0.08 g/210L Dry Gas Std Test  #5 0.078
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.048
0.08 g/210L Test  #6 0.078
0.20 g/210L Test  #6 0.195
0.08 g/210L Dry Gas Std Test  #6 0.078
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.048
0.08 g/210L Test  #7 0.078
0.20 g/210L Test  #7 0.194
0.08 g/210L Dry Gas Std Test  #7 0.078
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.048

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000744

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.078
0.20 g/210L Test  #8 0.195
0.08 g/210L Dry Gas Std Test  #8 0.079
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.048
0.08 g/210L Test  #9 0.077
0.20 g/210L Test  #9 0.194
0.08 g/210L Dry Gas Std Test  #9 0.078
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.048
0.08 g/210L Test  #10 0.079
0.20 g/210L Test  #10 0.194
0.08 g/210L Dry Gas Std Test  #10 0.078
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Test  (Std Dev) 0.0006
0.20 g/210L Test  (Std Dev) 0.0008
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

Remarks:

Printed: 11 April 2008 Page: 2
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       Inspection Tests
Instrument Serial #80-000744

Agency Date Time
Operator

Software Source

ESCAMBIA SO 04/28/2007 12:48:46
PLY,MELINDA,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

620901I
08/02/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.074
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.076
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.189Yes
Mouth Alcohol Test: Slope Not Met 0.20 g/210L Test  #1 (Retry) 0.192Yes
Interferent Detect Test: Interferent Detect 0.08 g/210L Dry Gas Std Test  #1 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.08 g/210L Dry Gas Std Test  #1 (Retry) 0.077Yes
Alcohol Free Test: OK Interferent Detect Test  #1 INTYes
0.05 g/210L Test: OK Alcohol Free Test  #2 0.000Yes
0.08 g/210L Test: OK 0.05 g/210L Test  #2 0.045Yes
0.20 g/210L Test: OK 0.08 g/210L Test  #2 0.075Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Test  #2 (Retry) 0.076Yes

0.20 g/210L Test  #2 0.190
0.20 g/210L Test  #2 (Retry) 0.192
0.08 g/210L Dry Gas Std Test  #2 0.000
0.08 g/210L Dry Gas Std Test  #2 (Retry) 0.077
Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.075
0.08 g/210L Test  #3 (Retry) 0.076
0.20 g/210L Test  #3 0.191
0.20 g/210L Test  #3 (Retry) 0.193
0.08 g/210L Dry Gas Std Test  #3 0.000
0.08 g/210L Dry Gas Std Test  #3 (Retry) 0.077
Interferent Detect Test  #3 INT

08: Control OutsideTHERM SCREW TIGHTEN/SIM LID TIGHTEN. 20: Control OutsideCHANGED
TUBING/COND.BUILDUP. 08: Control OutsideTANK CHANGED. 

Remarks:

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000744

Agency Date Time
Operator

Software Source

ESCAMBIA SO 05/17/2007 13:41:02
PLY,MELINDA,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

635301G
12/21/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000744

Agency Date Time
Operator

Software Source

ESCAMBIA SO 06/28/2007 11:09:28
PLY,MELINDA,M

Agency     Inspection

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

A F / M A: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000744

Agency Date Time
Operator

Software Source

ESCAMBIA SO 06/28/2007 11:52:52
PLY,MELINDA,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

635301G
12/21/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000744

Agency Date Time
Operator

Software Source

ESCAMBIA SO 07/23/2007 14:14:31
PLY,MELINDA,M

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

635301G
12/21/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000744

Agency Date Time
Operator

Software Source

ESCAMBIA SO 08/29/2007 15:15:48
PLY,MELINDA,M

Agency     Inspection

200612C
12/14/2008

\200612D
12/14/2008

200612A
12/05/2008

635301G
12/21/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078No
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 0.000Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.046Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 INTYes

Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Interferent Detect Test  #3 (Retry) INT

A F / M A: . SEALS TIGHTENED. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000744

Agency Date Time
Operator

Software Source

ESCAMBIA SO 08/29/2007 16:14:41
PLY,MELINDA,M

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

635301G
12/21/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000744

Agency Date Time
Operator

Software Source

ESCAMBIA SO 09/27/2007 15:58:37
PLY,MELINDA,M

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

620901I
08/02/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.076Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000744

Agency Date Time
Operator

Software Source

ESCAMBIA SO 10/29/2007 14:54:27
PLY,MELINDA,M

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

620901I
08/02/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.076Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.075Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.075Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.075
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000744

Agency Date Time
Operator

Software Source

ESCAMBIA COUNTY SO 11/28/2007 15:57:43
PLY,MELINDA,M

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

635301G
12/21/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.187
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.194Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.075Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.195Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.194
0.20 g/210L Test  #3 (Retry) 0.195
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

20:CHANGED TUBING. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000744

Agency Date Time
Operator

Software Source

ESCAMBIA COUNTY SO 12/19/2007 13:23:11
PLY,MELINDA,M

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

635301G
12/21/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 0.000Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.046Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.076Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.076Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 INTYes

Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT
Interferent Detect Test  #3 (Retry) INT

Int Det:LID TIGHTENED. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000749

Agency Date Time
Operator

Software Source

ESCAMBIA COUNTY SO 01/30/2007 14:38:00
ISENBERG,KESLEY,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.191Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.192
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000749

Agency Date Time
Operator

Software Source

ESCAMBIA COUNTY SO 02/27/2007 15:17:09
PLY,MELINDA,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.075Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.191Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.191
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000749

Agency Date Time
Operator

Software Source

ESCAMBIA COUNTY SO 03/27/2007 15:14:20
PLY,MELINDA,M

Agency     Inspection

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Interferent Detect Test  #1 0.000No
Minimum Sample Volume Check: OK Alcohol Free Test  #2 0.000
Barometric Pressure Sensor Check: OK Interferent Detect Test  #2 0.000
Alcohol Free Subject Test: 0.000 Alcohol Free Test  #3 0.000Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #3 0.000Yes
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK Yes
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Int Det: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000749

Agency Date Time
Operator

Software Source

ESCAMBIA COUNTY SO 03/27/2007 16:09:58
PLY,MELINDA,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

635301G
12/21/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 0.000Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.046Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.075Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.190Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 0.000Yes

Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.191
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 0.000
Interferent Detect Test  #3 (Retry) INT

Int Det:SIM SEAL FAIL. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000749

Agency Date Time
Operator

Software Source

ESCAMBIA COUNTY SO 04/28/2007 11:39:51
PLY,MELINDA,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.187
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.188Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046No
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.075Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.189Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.189Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTNo
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000No

0.05 g/210L Test  #3 0.045
0.08 g/210L Test  #3 0.075
0.20 g/210L Test  #3 0.189
0.20 g/210L Test  #3 (Retry) 0.189
Interferent Detect Test  #3 INT

20: Control Outside Tolerance, Control Outside Tolerance. Non-compliance:.20 OUT OF ACC RANGE. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000749

Agency Date Time
Operator

Software Source

ESCAMBIA COUNTY SO 04/28/2007 14:27:43
PLY,MELINDA,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.073
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.076
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.189Yes
Mouth Alcohol Test: Slope Not Met 0.20 g/210L Test  #1 (Retry) 0.183Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000No
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.075Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.077Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.191No
0.08 g/210L Dry Gas Std Test: OK 0.20 g/210L Test  #2 (Retry) 0.185No

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.076
0.08 g/210L Test  #3 (Retry) 0.077
0.20 g/210L Test  #3 0.191
0.20 g/210L Test  #3 (Retry) 0.186
Interferent Detect Test  #3 INT

A F / M A:OPERATOR ERROR. 08: Control Outside Tolerance. 20: Control Outside Tolerance, Control Outside
Tolerance. Non-compliance:SIMULATOR ISSUE GEDDINGS. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000749

Agency Date Time
Operator

Software Source

ESCAMBIA COUNTY SO 05/17/2007 14:30:54
PLY,MELINDA,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

635301G
12/21/2008

620901I
08/02/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.191
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000749

Agency Date Time
Operator

Software Source

ESCAMBIA COUNTY SO 06/28/2007 12:46:32
PLY,MELINDA,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

620901I
08/02/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000749

Agency Date Time
Operator

Software Source

ESCAMBIA COUNTY SO 07/23/2007 15:41:32
PLY,MELINDA,M

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

620901I
08/02/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.190Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.192
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000749

Agency Date Time
Operator

Software Source

ESCAMBIA COUNTY SO 08/29/2007 16:56:40
PLY,MELINDA,M

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

620901I
08/02/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000749

Agency Date Time
Operator

Software Source

ESCAMBIA COUNTY SO 09/05/2007 10:46:53
GEDDINGS,MARGARET,M

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

719402I
07/15/2009

# Sims  5 Complies Yes

8100.27

0.0005Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.046
0.08 g/210L Test  #4 0.076
0.20 g/210L Test  #4 0.194
0.08 g/210L Dry Gas Std Test  #4 0.081
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.047
0.08 g/210L Test  #5 0.076
0.20 g/210L Test  #5 0.193
0.08 g/210L Dry Gas Std Test  #5 0.081
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.046
0.08 g/210L Test  #6 0.076
0.20 g/210L Test  #6 0.193
0.08 g/210L Dry Gas Std Test  #6 0.081
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.047
0.08 g/210L Test  #7 0.076
0.20 g/210L Test  #7 0.193
0.08 g/210L Dry Gas Std Test  #7 0.081
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.047

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000749

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.076
0.20 g/210L Test  #8 0.192
0.08 g/210L Dry Gas Std Test  #8 0.081
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.048
0.08 g/210L Test  #9 0.076
0.20 g/210L Test  #9 0.192
0.08 g/210L Dry Gas Std Test  #9 0.081
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.048
0.08 g/210L Test  #10 0.076
0.20 g/210L Test  #10 0.192
0.08 g/210L Dry Gas Std Test  #10 0.082
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0008
0.08 g/210L Test  (Std Dev) 0.0004
0.20 g/210L Test  (Std Dev) 0.0006
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0003

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000749

Agency Date Time
Operator

Software Source

ESCAMBIA COUNTY SO 09/27/2007 15:09:04
PLY,MELINDA,M

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

620901I
08/02/2008

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.000No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 (Retry) 0.047
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.076
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.194Yes
Mouth Alcohol Test: Slope Not Met 0.20 g/210L Test  #1 (Retry) 0.195Yes
Interferent Detect Test: Interferent Detect 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #1 INTYes
Alcohol Free Test: OK Alcohol Free Test  #2 0.000Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 0.046Yes
0.08 g/210L Test: OK 0.05 g/210L Test  #2 (Retry) 0.047Yes
0.20 g/210L Test: OK 0.08 g/210L Test  #2 0.076Yes
0.08 g/210L Dry Gas Std Test: OK 0.20 g/210L Test  #2 0.195Yes

0.20 g/210L Test  #2 (Retry) 0.195
0.08 g/210L Dry Gas Std Test  #2 0.079
Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.044
0.05 g/210L Test  #3 (Retry) 0.046
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3
0.20 g/210L Test  #3 (Retry) 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

TIGHTENED SEAL/LID/AIR LEAKIN COMPLIANCE. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000749

Agency Date Time
Operator

Software Source

ESCAMBIA COUNTY SO 10/29/2007 14:09:27
PLY,MELINDA,M

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

620901I
08/02/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.045Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.075Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000749

Agency Date Time
Operator

Software Source

ESCAMBIA COUNTY SO 11/28/2007 15:03:13
PLY,MELINDA,M

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

729001I
10/23/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.079
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.000Yes
Mouth Alcohol Test: Slope Not Met 0.20 g/210L Test  #1 (Retry) 0.193Yes
Interferent Detect Test: Interferent Detect 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #1 INTYes
Alcohol Free Test: OK Alcohol Free Test  #2 0.000Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 0.045Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 0.075Yes
0.20 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.076Yes
0.08 g/210L Dry Gas Std Test: OK 0.20 g/210L Test  #2 0.188Yes

0.20 g/210L Test  #2 (Retry) 0.195
0.08 g/210L Dry Gas Std Test  #2 0.081
Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.074
0.08 g/210L Test  #3 (Retry) 0.079
0.20 g/210L Test  #3 0.191
0.20 g/210L Test  #3 (Retry) 0.197
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

08:NO WITHIN ACC RANGE/CHANGED TUBING                      . 20:CHANGE TUBING. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000749

Agency Date Time
Operator

Software Source

ESCAMBIA COUNTY SO 12/19/2007 14:32:28
PLY,MELINDA,M

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

729001I
10/23/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.188
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.193Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.076Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.187Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.197Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.186
0.20 g/210L Test  #3 (Retry) 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

20: CHANGE TUBING. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000751

Agency Date Time
Operator

Software Source

ESCAMBIA COUNTY SO 09/05/2007 08:59:58
GEDDINGS,MARGARET,M

Agency     Inspection

# Sims  0 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK No
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

AI FOR DI ONLYNon-compliance:AI FOR DI ONLY. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000751

Agency Date Time
Operator

Software Source

ESCAMBIA COUNTY SO 09/05/2007 10:26:30
GEDDINGS,MARGARET,M

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

719402I
07/15/2009

# Sims  5 Complies Yes

8100.27

0.0007Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.047
0.08 g/210L Test  #4 0.077
0.20 g/210L Test  #4 0.197
0.08 g/210L Dry Gas Std Test  #4 0.077
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.046
0.08 g/210L Test  #5 0.077
0.20 g/210L Test  #5 0.196
0.08 g/210L Dry Gas Std Test  #5 0.077
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.046
0.08 g/210L Test  #6 0.077
0.20 g/210L Test  #6 0.196
0.08 g/210L Dry Gas Std Test  #6 0.077
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.047
0.08 g/210L Test  #7 0.077
0.20 g/210L Test  #7 0.196
0.08 g/210L Dry Gas Std Test  #7 0.077
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.047

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000751

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.077
0.20 g/210L Test  #8 0.197
0.08 g/210L Dry Gas Std Test  #8 0.077
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.048
0.08 g/210L Test  #9 0.077
0.20 g/210L Test  #9 0.196
0.08 g/210L Dry Gas Std Test  #9 0.077
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.047
0.08 g/210L Test  #10 0.078
0.20 g/210L Test  #10 0.197
0.08 g/210L Dry Gas Std Test  #10 0.077
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0006
0.08 g/210L Test  (Std Dev) 0.0007
0.20 g/210L Test  (Std Dev) 0.0011
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000751

Agency Date Time
Operator

Software Source

ESCAMBIA COUNTY SO 12/19/2007 15:28:20
PLY,MELINDA,M

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.177
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.166Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048No
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.176Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.170Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTNo
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000No

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.176
0.20 g/210L Test  #3 (Retry) 0.169
Interferent Detect Test  #3 INT

A F / M A:TOO MUCH MA. 20:CHANGED TUBING, Control Outside Tolerance. Non-compliance:.20 NOT IN ACC.
RANGE. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000752

Agency Date Time
Operator

Software Source

MARION COUNTY SO 01/13/2007 15:10:24
FORTE,MICHAEL,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

515901I
06/13/2007

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000752

Agency Date Time
Operator

Software Source

MARION COUNTY SO 02/18/2007 16:10:30
SECKEL,ERIC,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000752

Agency Date Time
Operator

Software Source

MARION COUNTY SO 03/27/2007 08:08:06
SECKEL,ERIC,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.000Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 (Retry) 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.079Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.000Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 (Retry) 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.000
0.08 g/210L Dry Gas Std Test  #3 (Retry) 0.080
Interferent Detect Test  #3 INT

08: LINE NOT CONNECTED

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000752

Agency Date Time
Operator

Software Source

MARION COUNTY SO 04/24/2007 12:19:41
SAVARESE,K,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000752

Agency Date Time
Operator

Software Source

MARION COUNTY SO 05/26/2007 09:31:07
SAVARESE,K,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000752

Agency Date Time
Operator

Software Source

MARION COUNTY SO 06/07/2007 10:58:49
MALHIOT,MATTHEW,E

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  5 Complies Yes

8100.27

0.0006Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.046
0.08 g/210L Test  #4 0.078
0.20 g/210L Test  #4 0.195
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.047
0.08 g/210L Test  #5 0.078
0.20 g/210L Test  #5 0.195
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.047
0.08 g/210L Test  #6 0.078
0.20 g/210L Test  #6 0.195
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.048
0.08 g/210L Test  #7 0.078
0.20 g/210L Test  #7 0.195
0.08 g/210L Dry Gas Std Test  #7 0.079
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.048

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000752

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.078
0.20 g/210L Test  #8 0.195
0.08 g/210L Dry Gas Std Test  #8 0.078
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.048
0.08 g/210L Test  #9 0.078
0.20 g/210L Test  #9 0.195
0.08 g/210L Dry Gas Std Test  #9 0.078
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.048
0.08 g/210L Test  #10 0.078
0.20 g/210L Test  #10 0.195
0.08 g/210L Dry Gas Std Test  #10 0.078
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0011
0.08 g/210L Test  (Std Dev) 0.0003
0.20 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0006

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000752

Agency Date Time
Operator

Software Source

MARION COUNTY SO 06/07/2007 12:33:35
FORTE,MIKE,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000752

Agency Date Time
Operator

Software Source

MARION COUNTY SO 07/30/2007 09:13:49
FORTE,M,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000752

Agency Date Time
Operator

Software Source

MARION COUNTY SO 08/18/2007 11:52:59
FORTE,MIKE,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000752

Agency Date Time
Operator

Software Source

MARION COUNTY SO 10/08/2007 13:29:20
Q,Q,Q

Agency     Inspection

# Sims  0 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK No
Date and/or Time Adjusted Yes
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Time-Date changed. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000752

Agency Date Time
Operator

Software Source

MARION COUNTY SO 10/16/2007 18:19:00
TECH,SOURCE,

Agency     Inspection

# Sims  0 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK No
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000752

Agency Date Time
Operator

Software Source

MARION COUNTY SO 12/06/2007 19:03:17
QQ,QQ,Q

Agency     Inspection

# Sims  0 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK No
Date and/or Time Adjusted Yes
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Time-Date changed. N. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000752

Agency Date Time
Operator

Software Source

MARION COUNTY SO 12/06/2007 19:24:12
QQQ,Q,Q

Agency     Inspection

# Sims  0 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK No
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000752

Agency Date Time
Operator

Software Source

MARION COUNTY SO 12/07/2007 12:24:32
QQ,QQ,Q

Agency     Inspection

# Sims  0 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK No
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000760

Agency Date Time
Operator

Software Source

ALACHUA COUNTY SO 01/26/2007 23:47:41
ULRICH,SCOTT,C

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

629302I
10/23/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000760

Agency Date Time
Operator

Software Source

ALACHUA COUNTY SO 02/23/2007 16:42:47
JACKSON,MICHAEL,T

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

1

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000760

Agency Date Time
Operator

Software Source

ALACHUA COUNTY SO 03/20/2007 13:27:05
JACKSON,MICHAEL,T

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200605F
05/10/2008

629302I
10/23/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.183
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.190Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.079Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.188Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.191Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.191
0.20 g/210L Test  #3 (Retry) 0.192
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000760

Agency Date Time
Operator

Software Source

ALACHUA COUNTY SO 04/09/2007 15:26:17
MALHIOT,MATTHEW,E

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

0.0002Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.050
0.08 g/210L Test  #4 0.080
0.20 g/210L Test  #4 0.198
0.08 g/210L Dry Gas Std Test  #4 0.080
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.050
0.08 g/210L Test  #5 0.080
0.20 g/210L Test  #5 0.198
0.08 g/210L Dry Gas Std Test  #5 0.080
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.050
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.198
0.08 g/210L Dry Gas Std Test  #6 0.080
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.050
0.08 g/210L Test  #7 0.080
0.20 g/210L Test  #7 0.198
0.08 g/210L Dry Gas Std Test  #7 0.079
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000760

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.080
0.20 g/210L Test  #8 0.198
0.08 g/210L Dry Gas Std Test  #8 0.080
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.198
0.08 g/210L Dry Gas Std Test  #9 0.080
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.198
0.08 g/210L Dry Gas Std Test  #10 0.080
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Test  (Std Dev) 0.0000
0.20 g/210L Test  (Std Dev) 0.0003
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0003

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000760

Agency Date Time
Operator

Software Source

ALACHUA COUNTY SO 04/25/2007 14:28:38
JACKSON,MICHAEL,T

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

A F / M A: Interferent Detect, CLNG FLUID JUST USED IN AREA. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000760

Agency Date Time
Operator

Software Source

ALACHUA COUNTY SO 05/30/2007 13:44:20
JACKSON,MICHAEL,T

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000760

Agency Date Time
Operator

Software Source

ALACHUA COUNTY SO 06/20/2007 16:33:03
JACKSON,MICHAEL,T

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000760

Agency Date Time
Operator

Software Source

ALACHUA COUNTY SO 07/27/2007 14:00:07
JACKSON,MICHAEL,T

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

629302I
10/23/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000760

Agency Date Time
Operator

Software Source

ALACHUA COUNTY SO 08/21/2007 09:54:41
JACKSON,MICHAEL,T

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

629302I
10/23/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048Yes
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Time-Date changed. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000760

Agency Date Time
Operator

Software Source

ALACHUA COUNTY SO 09/28/2007 09:28:58
JACKSON,MICHAEL,T

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

702401G
01/26/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Alcohol Free Test  #1 (Retry) 0.000No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 0.047
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.079
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.194Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 (Retry) 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.079Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 INTYes

Alcohol Free Test  #3 (Retry) 0.000
0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

00: RFI Detect RADIO CAME IN ROOM

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000760

Agency Date Time
Operator

Software Source

ALACHUA COUNTY SO 10/31/2007 14:31:10
JACKSON,MICHAEL,T

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

702401G
01/26/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000760

Agency Date Time
Operator

Software Source

ALACHUA COUNTY SO 11/01/2007 10:33:20
JACKSON,MICHAEL,T

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

702401G
01/26/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000760

Agency Date Time
Operator

Software Source

ALACHUA COUNTY SO 12/18/2007 23:44:57
JACKSON,MICHAEL,T

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

702401G
01/26/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 0.000Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.080Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 0.000Yes

Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 0.000
Interferent Detect Test  #3 (Retry) INT

Int Det: ACETONE REPLACED. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000763

Agency Date Time
Operator

Software Source

OKALOOSA COUNTY SO 02/05/2007 10:33:01
MALHIOT,MATTHEW,E

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

627101I
10/03/2008

# Sims  5 Complies Yes

8100.27

0.0005Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.050
0.08 g/210L Test  #4 0.080
0.20 g/210L Test  #4 0.198
0.08 g/210L Dry Gas Std Test  #4 0.080
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.050
0.08 g/210L Test  #5 0.080
0.20 g/210L Test  #5 0.198
0.08 g/210L Dry Gas Std Test  #5 0.080
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.049
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.199
0.08 g/210L Dry Gas Std Test  #6 0.080
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.050
0.08 g/210L Test  #7 0.080
0.20 g/210L Test  #7 0.198
0.08 g/210L Dry Gas Std Test  #7 0.079
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000763

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.079
0.20 g/210L Test  #8 0.199
0.08 g/210L Dry Gas Std Test  #8 0.080
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.199
0.08 g/210L Dry Gas Std Test  #9 0.079
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.051
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.198
0.08 g/210L Dry Gas Std Test  #10 0.079
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0006
0.08 g/210L Test  (Std Dev) 0.0004
0.20 g/210L Test  (Std Dev) 0.0006
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000763

Agency Date Time
Operator

Software Source

OKALOOSA COUNTY SO 02/28/2007 22:29:12
VANDYKE,KEITH,T

Agency     Inspection

200605F
05/10/2008

200605C
05/04/2008

200605B
05/04/2008

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000763

Agency Date Time
Operator

Software Source

OKALOOSA COUNTY SO 03/29/2007 19:29:29
VAN DYKE,KEITH,T

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000763

Agency Date Time
Operator

Software Source

OKALOOSA COUNTY SO 04/30/2007 14:41:46
VANDYKE,KEITH,T

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.187
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.192Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.076Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.191Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.192Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.190
0.20 g/210L Test  #3 (Retry) 0.193
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

LEAK AT SIM JAR.

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000763

Agency Date Time
Operator

Software Source

OKALOOSA COUNTY SO 05/31/2007 14:19:42
VANDYKE,KEITH,T

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

632401I
11/22/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

ROOM TEMP 73F

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000763

Agency Date Time
Operator

Software Source

OKALOOSA COUNTY SO 06/30/2007 04:32:39
VANDYKE,KEITH,T

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

632401I
11/22/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000763

Agency Date Time
Operator

Software Source

OKALOOSA COUNTY SO 07/30/2007 03:24:06
VANDYKE,KEITH,T

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

632401I
11/22/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

ROOM TEMP 75F

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000763

Agency Date Time
Operator

Software Source

OKALOOSA COUNTY SO 08/31/2007 17:50:12
VANDYKE,KEITH,T

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

632401I
11/22/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

ROOM TEMP 72F

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000763

Agency Date Time
Operator

Software Source

OKALOOSA COUNTY SO 09/27/2007 22:20:05
VANDYKE,KEITH,T

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

632401I
11/22/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

ROOM TEMP 72F AT TIME OF TESTS

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000763

Agency Date Time
Operator

Software Source

OKALOOSA COUNTY SO 10/30/2007 08:58:18
VANDYKE,KEITH,T

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

632401I
11/22/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

ROOM TEMP 76 AT TIME OF TEST

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000763

Agency Date Time
Operator

Software Source

OKALOOSA COUNTY SO 11/30/2007 17:58:32
VANDYKE,KEITH,T

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

632401I
11/22/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.192
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

ROOM TEMP 74F AT TIME OF TEST

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000763

Agency Date Time
Operator

Software Source

OKALOOSA COUNTY SO 12/20/2007 03:21:38
VANDYKE,KEITH,T

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

632401I
11/22/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

ROOM TEMP 77F AT TIME OF INSPECTION

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000765

Agency Date Time
Operator

Software Source

SANTA ROSA CO SO 01/05/2007 23:16:25
BRINKERHOFF,CRAIG,O

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

# Sims  5 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.084
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.243
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.116Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050No
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.084Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.246Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.135Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTNo
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000No

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.083
0.20 g/210L Test  #3 0.246
0.20 g/210L Test  #3 (Retry) 0.152
Interferent Detect Test  #3 INT

20: Control Outside Tolerance, Control Outside Tolerance. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000765

Agency Date Time
Operator

Software Source

SANTA ROSA CO SO 01/05/2007 23:50:19
BRINKERHOFF,CRAIG,O

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

518802I
07/12/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.084
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.212
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.210Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.052Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.083Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.211Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.209Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.084
0.20 g/210L Test  #3 0.210
0.20 g/210L Test  #3 (Retry) 0.209
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000765

Agency Date Time
Operator

Software Source

SANTA ROSA CO SO 02/12/2007 13:33:25
MALHIOT,MATTHEW,E

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

627101I
10/03/2008

# Sims  5 Complies Yes

8100.27

0.0007Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.049
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.198
0.08 g/210L Dry Gas Std Test  #4 0.078
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.049
0.08 g/210L Test  #5 0.080
0.20 g/210L Test  #5 0.198
0.08 g/210L Dry Gas Std Test  #5 0.078
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.049
0.08 g/210L Test  #6 0.079
0.20 g/210L Test  #6 0.198
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.049
0.08 g/210L Test  #7 0.079
0.20 g/210L Test  #7 0.199
0.08 g/210L Dry Gas Std Test  #7 0.078
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000765

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.080
0.20 g/210L Test  #8 0.198
0.08 g/210L Dry Gas Std Test  #8 0.078
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.198
0.08 g/210L Dry Gas Std Test  #9 0.078
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.198
0.08 g/210L Dry Gas Std Test  #10 0.078
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0006
0.08 g/210L Test  (Std Dev) 0.0005
0.20 g/210L Test  (Std Dev) 0.0014
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000765

Agency Date Time
Operator

Software Source

SANTA ROSA CO SO 03/09/2007 23:10:50
BRINKERHOFF,CRAIG,O

Agency     Inspection

200605B
05/04/2008

200509B
09/22/2007

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.208
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.209Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.209
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000765

Agency Date Time
Operator

Software Source

SANTA ROSA CO SO 04/07/2007 01:04:50
BRINKERHOFF,CRAIG,O

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.083
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.208
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.083Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.208Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.084
0.20 g/210L Test  #3 0.208
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000765

Agency Date Time
Operator

Software Source

SANTA ROSA CO SO 05/05/2007 02:01:05
BRINKERHOFF,CRAIG,O

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.203
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.203Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.203
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000765

Agency Date Time
Operator

Software Source

SANTA ROSA CO SO 06/02/2007 00:28:11
BRINKERHOFF,CRAIG,O

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.206
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.207Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.207
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000765

Agency Date Time
Operator

Software Source

SANTA ROSA CO SO 07/06/2007 22:44:15
BRINKERHOFF,CRAIG,O

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.080
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.204Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.080Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.203Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 (Retry) 0.080
0.20 g/210L Test  #3 0.203
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

08: RFI Detect. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000765

Agency Date Time
Operator

Software Source

SANTA ROSA CO SO 08/11/2007 02:02:28
BRINKERHOFF,CRAIG,O

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200612A
12/05/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.207
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.208Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.083
0.20 g/210L Test  #3 0.208
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000765

Agency Date Time
Operator

Software Source

SANTA ROSA CO SO 09/14/2007 23:17:41
BRINKERHOFF,CRAIG,O

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200612A
12/05/2008

635301G
12/21/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000765

Agency Date Time
Operator

Software Source

SANTA ROSA CO SO 10/22/2007 13:13:41
BRINKERHOFF,CRAIG,O

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

635301G
12/21/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.205
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.205Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.206
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000765

Agency Date Time
Operator

Software Source

SANTA ROSA CO SO 11/03/2007 00:33:36
BRINKERHOFF,CRAIG,O

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

635301G
12/21/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.206
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.207Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.207
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000765

Agency Date Time
Operator

Software Source

SANTA ROSA COUNTY SO 12/08/2007 12:53:04
BRINKERHOFF,CRAIG,O

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

635301G
12/21/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000768

Agency Date Time
Operator

Software Source

SUWANNEE CO SO 07/12/2007 10:54:22
MALHIOT,MATTHEW,E

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

709601I
04/08/2009

# Sims  5 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.051
0.08 g/210L Test  #4 0.081
0.20 g/210L Test  #4 0.201
0.08 g/210L Dry Gas Std Test  #4 0.078
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.051
0.08 g/210L Test  #5 0.081
0.20 g/210L Test  #5 0.201
0.08 g/210L Dry Gas Std Test  #5 0.077
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.051
0.08 g/210L Test  #6 0.081
0.20 g/210L Test  #6 0.202
0.08 g/210L Dry Gas Std Test  #6 0.077
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.051
0.08 g/210L Test  #7 0.082
0.20 g/210L Test  #7 0.202
0.08 g/210L Dry Gas Std Test  #7 0.078
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.051

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000768

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.081
0.20 g/210L Test  #8 0.202
0.08 g/210L Dry Gas Std Test  #8 0.077
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.051
0.08 g/210L Test  #9 0.082
0.20 g/210L Test  #9 0.202
0.08 g/210L Dry Gas Std Test  #9 0.077
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.051
0.08 g/210L Test  #10 0.082
0.20 g/210L Test  #10 0.202
0.08 g/210L Dry Gas Std Test  #10 0.077
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Test  (Std Dev) 0.0006
0.20 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000768

Agency Date Time
Operator

Software Source

SUWANNEE CO SO 07/29/2007 08:53:37
FALGOUT,DAVID,G

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

706101I
03/05/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000770

Agency Date Time
Operator

Software Source

HAMILTON COUNTY S.O. 01/30/2007 14:25:55
ALLEN,PAMELA,R

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

617202I
06/23/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000770

Agency Date Time
Operator

Software Source

HAMILTON COUNTY S.O. 02/27/2007 11:14:43
ALLEN,PAMELA,R

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

617202I
06/23/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000770

Agency Date Time
Operator

Software Source

HAMILTON COUNTY S.O. 03/26/2007 18:12:58
ALLEN,PAMELA,R

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

617202I
06/23/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000770

Agency Date Time
Operator

Software Source

HAMILTON COUNTY S.O. 04/30/2007 12:36:04
ALLEN,PAMELA,R

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

617202I
06/23/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000770

Agency Date Time
Operator

Software Source

HAMILTON COUNTY S.O. 05/30/2007 10:17:30
ALLEN,PAMELA,R

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

617202I
06/23/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000770

Agency Date Time
Operator

Software Source

HAMILTON COUNTY S.O. 06/20/2007 12:19:36
ALLEN,PAMELA,R

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

617202I
06/23/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000770

Agency Date Time
Operator

Software Source

HAMILTON COUNTY S.O. 07/30/2007 18:16:15
ALLEN,PAMELA,R

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200509C
09/22/2007

617202I
06/23/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000770

Agency Date Time
Operator

Software Source

HAMILTON COUNTY S.O. 08/31/2007 16:44:04
ALLEN,PAMELA,R

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

617202I
06/23/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000770

Agency Date Time
Operator

Software Source

HAMILTON COUNTY S.O. 09/27/2007 15:26:38
ALLEN,PAMELA,R

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

617202I
06/23/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000770

Agency Date Time
Operator

Software Source

HAMILTON COUNTY S.O. 10/29/2007 15:16:06
ALLEN,PAMELA,R

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

617202I
06/23/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000770

Agency Date Time
Operator

Software Source

HAMILTON COUNTY SO 11/01/2007 11:43:25
MALHIOT,MATTHEW,E

Department Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

627101I
10/03/2008

# Sims  5 Complies Yes

8100.27

0.0003Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.050
0.08 g/210L Test  #4 0.080
0.20 g/210L Test  #4 0.196
0.08 g/210L Dry Gas Std Test  #4 0.078
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.049
0.08 g/210L Test  #5 0.080
0.20 g/210L Test  #5 0.195
0.08 g/210L Dry Gas Std Test  #5 0.077
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.049
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.195
0.08 g/210L Dry Gas Std Test  #6 0.077
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.049
0.08 g/210L Test  #7 0.080
0.20 g/210L Test  #7 0.196
0.08 g/210L Dry Gas Std Test  #7 0.077
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.049

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000770

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.080
0.20 g/210L Test  #8 0.195
0.08 g/210L Dry Gas Std Test  #8 0.077
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.049
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.196
0.08 g/210L Dry Gas Std Test  #9 0.077
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.049
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.196
0.08 g/210L Dry Gas Std Test  #10 0.077
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Test  (Std Dev) 0.0003
0.20 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0003

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000770

Agency Date Time
Operator

Software Source

HAMILTON COUNTY SO 11/30/2007 14:01:33
ALLEN,PAMELA,R

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

617202I
06/23/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000770

Agency Date Time
Operator

Software Source

HAMILTON COUNTY SO 12/27/2007 11:46:45
ALLEN,PAMELA,R

Agency     Inspection

200612C
12/14/2008

200708C
08/01/2009

200612A
12/05/2008

617202I
06/23/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000771

Agency Date Time
Operator

Software Source

PERRY PD 01/31/2007 05:13:26
GRAY,LIN,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

612201G
05/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.189
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.199Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.083Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.050Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.080Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.201Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.083Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.20 g/210L Test  #3 (Retry) 0.201
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000771

Agency Date Time
Operator

Software Source

PERRY PD 02/27/2007 08:37:02
PARKER,C,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

612201G
05/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000771

Agency Date Time
Operator

Software Source

PERRY PD 03/29/2007 05:34:59
GRAY,LIN,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

612201G
05/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 (Retry) 0.048
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.081
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.195Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 (Retry) 0.049Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 0.082Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 (Retry) 0.049
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

05: RFI Detect. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000771

Agency Date Time
Operator

Software Source

PERRY PD 04/26/2007 01:35:48
FRANKLIN,MICHAEL,E

Agency     Inspection

# Sims  2 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Alcohol Free Test  #2 0.000No
Minimum Sample Volume Check: OK Alcohol Free Test  #3 0.000
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 Yes
Mouth Alcohol Test: Slope Not Met Yes
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK Yes
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

A F / M A: RFI DetectRFI DetectRFI Detect. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000771

Agency Date Time
Operator

Software Source

PERRY PD 04/26/2007 02:29:37
FRANKLIN,MICHAEL,E

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

612201G
05/05/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.083Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.083Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.084
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000771

Agency Date Time
Operator

Software Source

PERRY PD 05/31/2007 15:34:52
PARKER,C,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

612201G
05/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.083Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000771

Agency Date Time
Operator

Software Source

PERRY PD 06/30/2007 04:00:28
GRAY,LIN,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

612201G
05/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Alcohol Free Test  #1 (Retry) 0.000No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 0.050
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.078
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.190Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2Yes
Alcohol Free Test: OK Alcohol Free Test  #2 (Retry) 0.000Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 0.050Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 (Retry) 0.000
0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

00: RFI Detect. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000771

Agency Date Time
Operator

Software Source

PERRY PD 08/05/2007 08:58:14
PARKER,C,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

612201G
05/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.000No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 (Retry) 0.047
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.077
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.193Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.083Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.046Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 (Retry) 0.047Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.083Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.046
0.05 g/210L Test  #3 (Retry) 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

05: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000771

Agency Date Time
Operator

Software Source

PERRY PD 08/26/2007 03:32:33
GRAY,LIN,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

612201G
05/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

A F / M A: RFI Detect. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000771

Agency Date Time
Operator

Software Source

PERRY PD 09/27/2007 14:04:50
GRAY,LIN,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

612201G
05/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 (Retry) INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 (Retry) INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 (Retry) INT

Int Det: RFI Detect. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000771

Agency Date Time
Operator

Software Source

PERRY PD 10/30/2007 14:15:01
FRANKLIN,MICHAEL],E

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.037No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 (Retry) 0.045
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.000
Alcohol Free Subject Test: 0.000 0.08 g/210L Test  #1 (Retry) 0.078Yes
Mouth Alcohol Test: Slope Not Met 0.20 g/210L Test  #1 0.196Yes
Interferent Detect Test: Interferent Detect 0.20 g/210L Test  #1 (Retry) 0.214Yes
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #1 INTNo
Alcohol Free Test: OK Alcohol Free Test  #2 0.000Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 0.040Yes
0.08 g/210L Test: OK 0.05 g/210L Test  #2 (Retry) 0.046Yes
0.20 g/210L Test: OK 0.08 g/210L Test  #2 0.000No
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Test  #2 (Retry) 0.079No

0.20 g/210L Test  #2 0.213
0.20 g/210L Test  #2 (Retry) 0.215
Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.043
0.05 g/210L Test  #3 (Retry) 0.046
0.08 g/210L Test  #3 0.000
0.08 g/210L Test  #3 (Retry) 0.079
0.20 g/210L Test  #3 0.213
0.20 g/210L Test  #3 (Retry) 0.214
Interferent Detect Test  #3 INT

05: Control Outside Tolerance. 08: Control Outside Tolerance. 20: Control Outside Tolerance, Control Outside
Tolerance. POSSIBLE SIMULATOR PROBLEM. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000771

Agency Date Time
Operator

Software Source

PERRY PD 11/04/2007 02:55:08
GRAY,LIN,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

612201G
05/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.083Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.083Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.083
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000771

Agency Date Time
Operator

Software Source

PERRY PD 11/28/2007 01:20:18
FRANKLIN,MICHAEL,E

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

612201G
05/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.083
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000771

Agency Date Time
Operator

Software Source

PERRY PD 12/05/2007 14:02:43
GEDDINGS,MARGARET,M

Department Inspection

200708A
08/01/2009

200708C
08/01/2009

200708D
08/01/2009

719402I
07/15/2009

# Sims  5 Complies Yes

8100.27

0.0005Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.049
0.08 g/210L Test  #4 0.080
0.20 g/210L Test  #4 0.196
0.08 g/210L Dry Gas Std Test  #4 0.082
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.049
0.08 g/210L Test  #5 0.081
0.20 g/210L Test  #5 0.196
0.08 g/210L Dry Gas Std Test  #5 0.083
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.049
0.08 g/210L Test  #6 0.081
0.20 g/210L Test  #6 0.196
0.08 g/210L Dry Gas Std Test  #6 0.082
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.049
0.08 g/210L Test  #7 0.080
0.20 g/210L Test  #7 0.196
0.08 g/210L Dry Gas Std Test  #7 0.083
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.049

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000771

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.081
0.20 g/210L Test  #8 0.196
0.08 g/210L Dry Gas Std Test  #8 0.083
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.081
0.20 g/210L Test  #9 0.196
0.08 g/210L Dry Gas Std Test  #9 0.083
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.081
0.20 g/210L Test  #10 0.195
0.08 g/210L Dry Gas Std Test  #10 0.083
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Test  (Std Dev) 0.0005
0.20 g/210L Test  (Std Dev) 0.0006
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0008

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000771

Agency Date Time
Operator

Software Source

PERRY PD 12/31/2007 03:42:51
GRAY,LIN,

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200605F
05/10/2008

612201G
05/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.083Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.083Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.083
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000772

Agency Date Time
Operator

Software Source

SANTA ROSA CO SO 01/02/2007 09:19:54
MALHIOT,MATTHEW,E

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

627101I
10/02/2008

# Sims  5 Complies Yes

8100.27

0.0006Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.050
0.08 g/210L Test  #4 0.080
0.20 g/210L Test  #4 0.198
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.050
0.08 g/210L Test  #5 0.080
0.20 g/210L Test  #5 0.198
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.050
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.198
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.050
0.08 g/210L Test  #7 0.081
0.20 g/210L Test  #7 0.199
0.08 g/210L Dry Gas Std Test  #7 0.079
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000772

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.080
0.20 g/210L Test  #8 0.199
0.08 g/210L Dry Gas Std Test  #8 0.079
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.198
0.08 g/210L Dry Gas Std Test  #9 0.080
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.081
0.20 g/210L Test  #10 0.199
0.08 g/210L Dry Gas Std Test  #10 0.079
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Test  (Std Dev) 0.0005
0.20 g/210L Test  (Std Dev) 0.0012
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0005

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000772

Agency Date Time
Operator

Software Source

SANTA ROSA CO SO 01/20/2007 02:23:48
BRINKERHOFF,CRAIG,O

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200605F
05/10/2008

518802I
07/12/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.203
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.203Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.205
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000772

Agency Date Time
Operator

Software Source

SANTA ROSA CO SO 02/03/2007 00:59:25
BRINKERHOFF,CRAIG,O

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200605F
05/10/2008

518802I
07/12/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.205
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.206Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.083
0.20 g/210L Test  #3 0.206
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000772

Agency Date Time
Operator

Software Source

SANTA ROSA CO SO 03/09/2007 23:42:03
BRINKERHOFF,CRAIG,O

Agency     Inspection

200605B
05/04/2008

200509B
09/22/2007

200605F
05/10/2008

518802I
07/12/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.203
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.083Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.204Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.083
0.20 g/210L Test  #3 0.205
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000772

Agency Date Time
Operator

Software Source

SANTA ROSA CO SO 04/07/2007 01:00:16
BRINKERHOFF,CRAIG,O

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

518802I
07/12/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.083
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.211
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.209Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.050Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.084Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.211Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.209Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.084
0.20 g/210L Test  #3 0.211
0.20 g/210L Test  #3 (Retry) 0.209
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000772

Agency Date Time
Operator

Software Source

SANTA ROSA CO SO 05/05/2007 01:31:23
BRINKERHOFF,CRAIG,O

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

518802I
07/12/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.203Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.203
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000772

Agency Date Time
Operator

Software Source

SANTA ROSA CO SO 06/01/2007 23:55:23
BRINKERHOFF,CRAIG,O

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.209
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.208Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.208
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000772

Agency Date Time
Operator

Software Source

SANTA ROSA CO SO 07/06/2007 23:04:33
BRINKERHOFF,CRAIG,O

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.204
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.204Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.203
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000772

Agency Date Time
Operator

Software Source

SANTA ROSA CO SO 08/11/2007 01:46:38
BRINKERHOFF,CRAIG,O

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200612A
12/05/2008

# Sims  5 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.083
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.212
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.211Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050No
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.083Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.211Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.209Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTNo
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000No

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.083
0.20 g/210L Test  #3 0.212
0.20 g/210L Test  #3 (Retry) 0.209
Interferent Detect Test  #3 INT

20: Control Outside Tolerance, Control Outside Tolerance. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000772

Agency Date Time
Operator

Software Source

SANTA ROSA CO SO 08/11/2007 02:19:07
BRINKERHOFF,CRAIG,O

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200612A
12/05/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.083
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.209
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.083Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.210Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.083
0.20 g/210L Test  #3 0.207
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000772

Agency Date Time
Operator

Software Source

SANTA ROSA CO SO 09/14/2007 23:55:57
BRINKERHOFF,CRAIG,O

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200612A
12/05/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000772

Agency Date Time
Operator

Software Source

SANTA ROSA CO SO 10/22/2007 12:36:22
BRINKERHOFF,CRAIG,O

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.016No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 (Retry) 0.050
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.082
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.204Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.016Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 (Retry) 0.050Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 0.083Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.205Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.016
0.05 g/210L Test  #3 (Retry) 0.050
0.08 g/210L Test  #3 0.083
0.20 g/210L Test  #3 0.206
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

05: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000772

Agency Date Time
Operator

Software Source

SANTA ROSA CO SO 11/03/2007 00:02:15
BRINKERHOFF,CRAIG,O

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.205
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.083Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.206Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.206
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000772

Agency Date Time
Operator

Software Source

SANTA ROSA COUNTY SO 11/20/2007 18:18:16
BRINKERHOFF,CRAIG,O

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000773

Agency Date Time
Operator

Software Source

LAFAYETTE COUNTY SO 01/26/2007 12:41:29
MANDOLA,MATTHEW,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

627001I
09/29/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000773

Agency Date Time
Operator

Software Source

LAFAYETTE COUNTY SO 02/22/2007 10:24:30
MANDOLA,MATTHEW,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

627001I
09/29/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000773

Agency Date Time
Operator

Software Source

LAFAYETTE COUNTY SO 03/28/2007 10:55:46
MANDOLA,MATTHEW,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

627001I
09/29/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000773

Agency Date Time
Operator

Software Source

LAFAYETTE COUNTY SO 05/01/2007 10:24:36
MANDOLA,MATTHEW,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000773

Agency Date Time
Operator

Software Source

LAFAYETTE COUNTY SO 05/30/2007 11:25:50
MANDOLA,MATTHEW,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.189
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.196Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.197Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.197
0.20 g/210L Test  #3 (Retry) 0.197
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

LOW TEMP. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000773

Agency Date Time
Operator

Software Source

LAFAYETTE COUNTY SO 06/29/2007 10:09:46
MANDOLA,MATTHEW,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000773

Agency Date Time
Operator

Software Source

LAFAYETTE COUNTY SO 08/10/2007 12:35:23
MANDOLA,MATTHEW,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

719102I
07/15/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000773

Agency Date Time
Operator

Software Source

LAFAYETTE COUNTY SO 10/02/2007 10:12:58
MANDOLA,MATTHEW,

Agency     Inspection

200708A
08/01/2009

200612D 200708D
08/01/2009

719102I
07/15/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000773

Agency Date Time
Operator

Software Source

LAFAYETTE COUNTY SO 11/06/2007 11:55:07
MANDOLA,MATTHEW,

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

719102I
07/15/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.189
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.197Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.198Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.20 g/210L Test  #3 (Retry) 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

20: Control Outside ToleranceCONNECTION LOOSE. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000773

Agency Date Time
Operator

Software Source

LAFAYETTE COUNTY SO 12/13/2007 12:34:06
MALHIOT,MATTHEW,E

Department Inspection

200708A
08/01/2009

200612D
12/14/2008

200605F
05/10/2008

627101I
10/03/2008

# Sims  5 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.048
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.199
0.08 g/210L Dry Gas Std Test  #4 0.080
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.048
0.08 g/210L Test  #5 0.079
0.20 g/210L Test  #5 0.199
0.08 g/210L Dry Gas Std Test  #5 0.080
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.048
0.08 g/210L Test  #6 0.078
0.20 g/210L Test  #6 0.198
0.08 g/210L Dry Gas Std Test  #6 0.080
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.047
0.08 g/210L Test  #7 0.079
0.20 g/210L Test  #7 0.199
0.08 g/210L Dry Gas Std Test  #7 0.080
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.048

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000773

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.079
0.20 g/210L Test  #8 0.199
0.08 g/210L Dry Gas Std Test  #8 0.080
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.048
0.08 g/210L Test  #9 0.079
0.20 g/210L Test  #9 0.199
0.08 g/210L Dry Gas Std Test  #9 0.080
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.048
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.199
0.08 g/210L Dry Gas Std Test  #10 0.080
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0007
0.08 g/210L Test  (Std Dev) 0.0007
0.20 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0000

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000775

Agency Date Time
Operator

Software Source

COLUMBIA COUNTY SO 01/08/2007 14:16:19
MALHIOT,MATTHEW,E

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

627101I
10/03/2008

# Sims  5 Complies Yes

8100.27

0.0005Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.048
0.08 g/210L Test  #4 0.078
0.20 g/210L Test  #4 0.200
0.08 g/210L Dry Gas Std Test  #4 0.077
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.047
0.08 g/210L Test  #5 0.078
0.20 g/210L Test  #5 0.201
0.08 g/210L Dry Gas Std Test  #5 0.077
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.047
0.08 g/210L Test  #6 0.078
0.20 g/210L Test  #6 0.200
0.08 g/210L Dry Gas Std Test  #6 0.076
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.048
0.08 g/210L Test  #7 0.079
0.20 g/210L Test  #7 0.200
0.08 g/210L Dry Gas Std Test  #7 0.076
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.047

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000775

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.077
0.20 g/210L Test  #8 0.201
0.08 g/210L Dry Gas Std Test  #8 0.076
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.048
0.08 g/210L Test  #9 0.078
0.20 g/210L Test  #9 0.201
0.08 g/210L Dry Gas Std Test  #9 0.076
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.048
0.08 g/210L Test  #10 0.078
0.20 g/210L Test  #10 0.201
0.08 g/210L Dry Gas Std Test  #10 0.076
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Test  (Std Dev) 0.0005
0.20 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0006

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000775

Agency Date Time
Operator

Software Source

COLUMBIA COUNTY SO 01/25/2007 10:37:47
PERBTANI,AAMIR,A

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

620901I
08/02/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.044No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 (Retry) 0.047
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.073
Alcohol Free Subject Test: 0.000 0.08 g/210L Test  #1 (Retry) 0.078Yes
Mouth Alcohol Test: Slope Not Met 0.20 g/210L Test  #1 0.198Yes
Interferent Detect Test: Interferent Detect 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #1 INTYes
Alcohol Free Test: OK Alcohol Free Test  #2 0.000Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 0.046Yes
0.08 g/210L Test: OK 0.05 g/210L Test  #2 (Retry) 0.048Yes
0.20 g/210L Test: OK 0.08 g/210L Test  #2 0.076Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Test  #2 (Retry) 0.078Yes

0.20 g/210L Test  #2 0.201
0.08 g/210L Dry Gas Std Test  #2 0.077
Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.05 g/210L Test  #3 (Retry) 0.048
0.08 g/210L Test  #3 0.078
0.08 g/210L Test  #3 (Retry) 0.077
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

05: Control Outside Tolerance. 08: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000775

Agency Date Time
Operator

Software Source

COLUMBIA COUNTY SO 02/28/2007 17:12:51
PERBTANI,AAMIR,A

Agency     Inspection

200605B
05/04/2008

200509B
09/22/2007

200605F
05/10/2008

620901I
08/02/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.071
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.077
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.196Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.075Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.077Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.076
0.08 g/210L Test  #3 (Retry) 0.078
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

08: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000775

Agency Date Time
Operator

Software Source

COLUMBIA COUNTY SO 03/28/2007 11:11:45
PERBTANI,AAMIR,A

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

620901I
08/02/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.074
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.075
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.199Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.076Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.075Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.076Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.077
0.08 g/210L Test  #3 (Retry) 0.076
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

A F / M A: . 08: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000775

Agency Date Time
Operator

Software Source

COLUMBIA COUNTY SO 04/29/2007 08:02:36
PERBTANI,AAMIR,A

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

620901I
08/02/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000775

Agency Date Time
Operator

Software Source

COLUMBIA COUNTY SO 05/30/2007 09:55:43
PERBTANI,AAMIR,A

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

620901I
08/02/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.076Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.075
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000775

Agency Date Time
Operator

Software Source

COLUMBIA COUNTY SO 06/30/2007 15:03:37
GRIFFIN,DALE,A

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

620901I
08/02/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.186
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.195Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.191Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.197Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.194
0.20 g/210L Test  #3 (Retry) 0.198
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

20: Control Outside Tolerance.                             

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000775

Agency Date Time
Operator

Software Source

COLUMBIA COUNTY SO 07/31/2007 19:14:43
CARSON,RUSSELL,C

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200509C
09/22/2007

610201G
04/17/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000775

Agency Date Time
Operator

Software Source

COLUMBIA COUNTY SO 08/30/2007 23:13:02
CARSON,RUSSELL,C

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

610201G
04/17/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000775

Agency Date Time
Operator

Software Source

COLUMBIA COUNTY SO 09/30/2007 02:45:53
GRIFFIN,DALE,A

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

610201G
04/17/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.071
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.077
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.201Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.050Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.075Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.077Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.075
0.08 g/210L Test  #3 (Retry) 0.077
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

OUTSIDE TOLERANCE LEVEL                                    

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000775

Agency Date Time
Operator

Software Source

COLUMBIA COUNTY SO 10/29/2007 21:46:49
GRIFFIN,DALE,A

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

610201G
04/17/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000775

Agency Date Time
Operator

Software Source

COLUMBIA COUNTY SO 11/25/2007 21:42:51
CARSON,RUSSELL,C

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

# Sims  2 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot#
Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.074
Barometric Pressure Sensor Check: OK Interferent Detect Test  #1 INT
Alcohol Free Subject Test: 0.000 Alcohol Free Test  #2 0.000Yes
Mouth Alcohol Test: Slope Not Met 0.05 g/210L Test  #2 0.047Yes
Interferent Detect Test: Interferent Detect 0.08 g/210L Test  #2 0.077Yes
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #2 INTNo
Alcohol Free Test: OK Alcohol Free Test  #3 0.000Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #3 0.048Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #3 0.077No
0.20 g/210L Test: OK Interferent Detect Test  #3 INTNo
0.08 g/210L Dry Gas Std Test: OK No

08: Control Outside Tolerance. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000775

Agency Date Time
Operator

Software Source

COLUMBIA COUNTY SO 11/25/2007 22:56:41
CARSON,RUSSELL,C

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

610201G
04/17/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.073
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.078
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.192Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.079Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.08 g/210L Test  #3 (Retry) 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

08: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000775

Agency Date Time
Operator

Software Source

COLUMBIA COUNTY SO 12/28/2007 10:56:56
CARSON,RUSSELL,C

Agency     Inspection

200708A
08/01/2009

200605C
05/04/2008

200605F
05/10/2008

724701G
06/09/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.045Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000776

Agency Date Time
Operator

Software Source

LAFAYETTE COUNTY SO 01/26/2007 11:13:44
MANDOLA,MATTHEW,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

627001I
09/29/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.187
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.194Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.083Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.191Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.195Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.083Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.193
0.20 g/210L Test  #3 (Retry) 0.196
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

LOW TEMP. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000776

Agency Date Time
Operator

Software Source

LAFAYETTE COUNTY SO 02/22/2007 11:46:01
MANDOLA,MATTHEW,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

627001I
09/29/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.186
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.194Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.076Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.194Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.193
0.20 g/210L Test  #3 (Retry) 0.194
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

LOW TEMP. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000776

Agency Date Time
Operator

Software Source

LAFAYETTE COUNTY SO 03/28/2007 09:39:35
MANDOLA,MATTHEW,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

627001I
09/29/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.074
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.076
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.191Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.075Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.076Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.076
0.08 g/210L Test  #3 (Retry) 0.077
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

LOW TEMP. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000776

Agency Date Time
Operator

Software Source

LAFAYETTE COUNTY SO 05/01/2007 12:05:27
MANDOLA,MATTHEW,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.189
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.195Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.196Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.194
0.20 g/210L Test  #3 (Retry) 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000776

Agency Date Time
Operator

Software Source

LAFAYETTE COUNTY SO 05/30/2007 09:57:56
MANDOLA,MATTHEW,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.075Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.075
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000776

Agency Date Time
Operator

Software Source

LAFAYETTE COUNTY SO 06/29/2007 12:09:10
MANDOLA,MATTHEW,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.189
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.194Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.000Yes
Interferent Detect Test: Interferent Detect 0.08 g/210L Dry Gas Std Test  #1 (Retry) 0.079Yes
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #1 INTYes
Alcohol Free Test: OK Alcohol Free Test  #2 0.000Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 0.046Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Dry Gas Std Test: OK 0.20 g/210L Test  #2 (Retry) 0.195Yes

0.08 g/210L Dry Gas Std Test  #2 0.079
0.08 g/210L Dry Gas Std Test  #2 (Retry) 0.079
Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.194
0.20 g/210L Test  #3 (Retry) 0.196
0.08 g/210L Dry Gas Std Test  #3 0.078
0.08 g/210L Dry Gas Std Test  #3 (Retry) 0.079
Interferent Detect Test  #3 INT

LOW TEMP. BLK HOSE NOT ON. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000776

Agency Date Time
Operator

Software Source

LAFAYETTE COUNTY SO 08/10/2007 11:08:10
MANDOLA,MATTHEW,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

719102I
07/15/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000776

Agency Date Time
Operator

Software Source

LAFAYETTE COUNTY SO 10/02/2007 12:13:04
MANDOLA,MATTHEW,

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

719102I
07/15/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.043No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 (Retry) 0.046
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.075
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.185Yes
Mouth Alcohol Test: Slope Not Met 0.20 g/210L Test  #1 (Retry) 0.194Yes
Interferent Detect Test: Interferent Detect 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #1 INTYes
Alcohol Free Test: OK Alcohol Free Test  #2 0.000Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 0.044Yes
0.08 g/210L Test: OK 0.05 g/210L Test  #2 (Retry) 0.047Yes
0.20 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.08 g/210L Dry Gas Std Test: OK 0.20 g/210L Test  #2 0.191Yes

0.20 g/210L Test  #2 (Retry) 0.195
0.08 g/210L Dry Gas Std Test  #2 0.078
Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.045
0.05 g/210L Test  #3 (Retry) 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.193
0.20 g/210L Test  #3 (Retry) 0.195
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

05: Control OutsideLOW TEMP. 20: Control OutsideLOW TEMP. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000776

Agency Date Time
Operator

Software Source

LAFAYETTE COUNTY SO 11/06/2007 10:24:17
MANDOLA,MATTHEW,

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

719102I
07/15/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000776

Agency Date Time
Operator

Software Source

LAFAYETTE COUNTY SO 12/13/2007 12:54:48
MALHIOT,MATTHEW,E

Department Inspection

200708A
08/01/2009

200612D
12/14/2008

200605F
05/10/2008

627101I
10/03/2008

# Sims  5 Complies Yes

8100.27

0.0005Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.047
0.08 g/210L Test  #4 0.076
0.20 g/210L Test  #4 0.197
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.047
0.08 g/210L Test  #5 0.077
0.20 g/210L Test  #5 0.196
0.08 g/210L Dry Gas Std Test  #5 0.078
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.046
0.08 g/210L Test  #6 0.076
0.20 g/210L Test  #6 0.196
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.047
0.08 g/210L Test  #7 0.077
0.20 g/210L Test  #7 0.196
0.08 g/210L Dry Gas Std Test  #7 0.078
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.047

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000776

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.077
0.20 g/210L Test  #8 0.196
0.08 g/210L Dry Gas Std Test  #8 0.079
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.047
0.08 g/210L Test  #9 0.077
0.20 g/210L Test  #9 0.196
0.08 g/210L Dry Gas Std Test  #9 0.079
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.048
0.08 g/210L Test  #10 0.077
0.20 g/210L Test  #10 0.196
0.08 g/210L Dry Gas Std Test  #10 0.079
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0006
0.08 g/210L Test  (Std Dev) 0.0005
0.20 g/210L Test  (Std Dev) 0.0003
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0006

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000778

Agency Date Time
Operator

Software Source

NAS JACKSONVILLE PD 01/19/2007 09:03:54
HEMPHILL,CLOTE,

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

612202G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000778

Agency Date Time
Operator

Software Source

NAS JACKSONVILLE PD 02/16/2007 10:32:43
HEMPHILL,CLOTE,

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

# Sims  5 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot#
Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.069
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.072
Alcohol Free Subject Test: 0.000 Interferent Detect Test  #1 INTYes
Mouth Alcohol Test: Slope Not Met Alcohol Free Test  #2 0.000Yes
Interferent Detect Test: Interferent Detect 0.05 g/210L Test  #2 0.050Yes
Diagnostic Check (Post-Inspection): OK 0.08 g/210L Test  #2 0.068No
Alcohol Free Test: OK 0.08 g/210L Test  #2 (Retry) 0.075Yes
0.05 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Test: OK Alcohol Free Test  #3 0.000No
0.20 g/210L Test: OK 0.05 g/210L Test  #3 0.049No
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Test  #3 0.068No

0.08 g/210L Test  #3 (Retry) 0.076
Interferent Detect Test  #3 INT

08: Control Outside Tolerance, Control Outside Tolerance. Non-compliance:08 RANGE NOT MET. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000778

Agency Date Time
Operator

Software Source

NAS JACKSONVILLE PD 02/20/2007 10:26:05
HEMPHILL,CLOTE,

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

612202G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000778

Agency Date Time
Operator

Software Source

NAS JACKSONVILLE PD 03/15/2007 11:26:06
HEMPHILL,CLOTE,

Agency     Inspection

200509A
09/22/2007

200605C
05/04/2008

200509C
09/22/2007

612202G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000778

Agency Date Time
Operator

Software Source

NAS JACKSONVILLE PD 04/25/2007 10:06:54
HEMPHILL,CLOTE,

Agency     Inspection

200509A
09/22/2007

200605C
05/04/2008

200605F
05/10/2008

612202G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000778

Agency Date Time
Operator

Software Source

NAS JACKSONVILLE PD 05/25/2007 08:44:01
HEMPHILL,CLOTE,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

612202G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

A F / M A: Improper SampleImproper Sample. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000778

Agency Date Time
Operator

Software Source

NAS JACKSONVILLE PD 06/22/2007 09:45:43
HEMPHILL,CLOTE,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

612202G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.192
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000778

Agency Date Time
Operator

Software Source

NAS JACKSONVILLE PD 07/27/2007 08:09:49
HEMPHILL,CLOTE,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

612202G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.191Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.192
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000778

Agency Date Time
Operator

Software Source

NAS JACKSONVILLE PD 08/28/2007 09:02:29
HEMPHILL,CLOTE,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

612202G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 (Retry) 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 (Retry) 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 (Retry) 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

A F / M A: Improper Sample. 05: RFI Detect. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000778

Agency Date Time
Operator

Software Source

NAS JACKSONVILLE PD 09/27/2007 09:03:12
HEMPHILL,CLOTE,

Agency     Inspection

200605B
05/04/2008

200612D
12/14/2008

200605F
05/10/2008

612202G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.076Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.076Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000778

Agency Date Time
Operator

Software Source

NAS JACKSONVILLE PD 10/25/2007 10:10:59
MALHIOT,MATTHEW,E

Department Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

627101I
10/03/2008

# Sims  5 Complies Yes

8100.27

0.0003Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.049
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.195
0.08 g/210L Dry Gas Std Test  #4 0.080
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.049
0.08 g/210L Test  #5 0.079
0.20 g/210L Test  #5 0.196
0.08 g/210L Dry Gas Std Test  #5 0.080
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.049
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.196
0.08 g/210L Dry Gas Std Test  #6 0.080
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.049
0.08 g/210L Test  #7 0.080
0.20 g/210L Test  #7 0.196
0.08 g/210L Dry Gas Std Test  #7 0.080
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.049

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000778

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.080
0.20 g/210L Test  #8 0.197
0.08 g/210L Dry Gas Std Test  #8 0.080
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.049
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.195
0.08 g/210L Dry Gas Std Test  #9 0.080
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.196
0.08 g/210L Dry Gas Std Test  #10 0.080
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0003
0.08 g/210L Test  (Std Dev) 0.0005
0.20 g/210L Test  (Std Dev) 0.0006
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0000

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000778

Agency Date Time
Operator

Software Source

NAS JACKSONVILLE PD 10/29/2007 09:06:42
HEMPHILL,CLOTE,

Agency     Inspection

200605B
05/04/2008

200612D
12/14/2008

200612A
12/05/2008

612202G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.076Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000778

Agency Date Time
Operator

Software Source

NAS JACKSONVILLE PD 11/20/2007 09:53:05
HEMPHILL,CLOTE,

Agency     Inspection

200612C
12/14/2008

200612D
12/12/2008

200612A
12/05/2008

612202G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1Yes
Date and/or Time Adjusted Alcohol Free Test  #1 (Retry) 0.000No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 0.049
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.079
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.197Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 (Retry) 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.079Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 INTYes

Alcohol Free Test  #3 (Retry) 0.000
0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

00: RFI Detect/CELL PHONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000778

Agency Date Time
Operator

Software Source

NAS JACKSONVILLE PD 12/28/2007 08:47:55
HEMPHILL,CLOTE,

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

612202G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

A F / M A: Improper Sample/MOUTH PIECE INCORRECT           

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000779

Agency Date Time
Operator

Software Source

MADISON COUNTY SO 01/22/2007 13:59:22
MALHIOT,MATTHEW,E

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

627101I
10/03/2008

# Sims  5 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.049
0.08 g/210L Test  #4 0.080
0.20 g/210L Test  #4 0.200
0.08 g/210L Dry Gas Std Test  #4 0.078
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.050
0.08 g/210L Test  #5 0.080
0.20 g/210L Test  #5 0.199
0.08 g/210L Dry Gas Std Test  #5 0.078
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.050
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.200
0.08 g/210L Dry Gas Std Test  #6 0.077
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.050
0.08 g/210L Test  #7 0.080
0.20 g/210L Test  #7 0.200
0.08 g/210L Dry Gas Std Test  #7 0.078
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000779

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.080
0.20 g/210L Test  #8 0.200
0.08 g/210L Dry Gas Std Test  #8 0.078
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.199
0.08 g/210L Dry Gas Std Test  #9 0.078
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.049
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.200
0.08 g/210L Dry Gas Std Test  #10 0.077
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Test  (Std Dev) 0.0004
0.20 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000779

Agency Date Time
Operator

Software Source

MADISON COUNTY SO 02/19/2007 13:33:06
STRICKLAND,JAMES,M

Agency     Inspection

200509A
09/22/2007

200605C
05/04/2008

200505C
05/05/2007

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.085
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.203
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.052Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.084Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.204Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.052
0.08 g/210L Test  #3 0.085
0.20 g/210L Test  #3 0.205
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000779

Agency Date Time
Operator

Software Source

MADISON COUNTY SO 03/06/2007 12:52:30
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

515902I
06/13/2007

515902I
06/13/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.052No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.084
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.000
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.205Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.052Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.083Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.000Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.204Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.052
0.08 g/210L Test  #3 0.083
0.20 g/210L Test  #3 0.000
0.20 g/210L Test  #3 (Retry) 0.203
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

20: Control Outside Tolerance/SIM-LEFTOFF#200605F/05/10/08 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000779

Agency Date Time
Operator

Software Source

MADISON COUNTY SO 04/05/2007 11:01:27
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.000Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 (Retry) 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.051Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.081Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.000Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 (Retry) 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.052
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.000
0.08 g/210L Dry Gas Std Test  #3 (Retry) 0.079
Interferent Detect Test  #3 INT

08: Control Outside Tolerance.LEFT GAS LINE OFF. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000779

Agency Date Time
Operator

Software Source

MADISON COUNTY SO 05/09/2007 11:00:58
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000779

Agency Date Time
Operator

Software Source

MADISON COUNTY SO 06/12/2007 11:58:30
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000779

Agency Date Time
Operator

Software Source

MADISON COUNTY SO 07/12/2007 15:04:15
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000779

Agency Date Time
Operator

Software Source

MADISON COUNTY SO 08/15/2007 15:00:56
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.076Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000779

Agency Date Time
Operator

Software Source

MADISON COUNTY SO 09/13/2007 10:40:27
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.000Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 (Retry) 0.077Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.051Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.080Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.000Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 (Retry) 0.077Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.077
0.08 g/210L Dry Gas Std Test  #3 (Retry) 0.077
Interferent Detect Test  #3 INT

08: Control Outside Tolerance.LEFT D/GAS LINE OFF.       

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000779

Agency Date Time
Operator

Software Source

MADISON COUNTY SO 10/04/2007 11:16:14
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.076Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.075Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000779

Agency Date Time
Operator

Software Source

MADISON COUNTY SO 11/13/2007 11:28:49
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

719101I
07/15/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.075Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.076Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000779

Agency Date Time
Operator

Software Source

MADISON COUNTY SO 12/10/2007 12:16:16
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.076Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000780

Agency Date Time
Operator

Software Source

SUWANNEE COUNTY SO 01/31/2007 19:30:18
FALGOUT,DAVID,G

Agency     Inspection

200504C
04/21/2007

200605C
05/04/2008

200605F
05/10/2008

617202I
06/23/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000780

Agency Date Time
Operator

Software Source

SUWANNEE COUNTY SO 02/27/2007 15:53:46
FALGOUT,DAVID,G

Agency     Inspection

200504C
04/21/2007

200504D
04/21/2007

200605F
05/10/2008

617202I
06/23/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.075
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000780

Agency Date Time
Operator

Software Source

SUWANNEE COUNTY SO 03/31/2007 13:20:46
FALGOUT,DAVID,G

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

617202I
06/23/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.075
0.20 g/210L Test  #3 0.192
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000780

Agency Date Time
Operator

Software Source

SUWANNEE COUNTY SO 04/11/2007 11:07:56
MALHIOT,MATTHEW,E

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

706101I
03/05/2009

# Sims  5 Complies Yes

8100.27

0.0006Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 (Retry) 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 (Retry) 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 (Retry) 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 (Retry) 0.048
0.08 g/210L Test  #4 0.078
0.20 g/210L Test  #4 0.196
0.08 g/210L Dry Gas Std Test  #4 0.080
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 (Retry) 0.048
0.08 g/210L Test  #5 0.079
0.20 g/210L Test  #5 0.196
0.08 g/210L Dry Gas Std Test  #5 0.080
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 (Retry) 0.048
0.08 g/210L Test  #6 0.078
0.20 g/210L Test  #6 0.196
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 (Retry) 0.048
0.08 g/210L Test  #7 0.079
0.20 g/210L Test  #7 0.196
0.08 g/210L Dry Gas Std Test  #7 0.080
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 (Retry) 0.048

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000780

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.079
0.20 g/210L Test  #8 0.196
0.08 g/210L Dry Gas Std Test  #8 0.080
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 (Retry) 0.049
0.08 g/210L Test  #9 0.078
0.20 g/210L Test  #9 0.196
0.08 g/210L Dry Gas Std Test  #9 0.079
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 (Retry) 0.049
0.08 g/210L Test  #10 0.078
0.20 g/210L Test  #10 0.198
0.08 g/210L Dry Gas Std Test  #10 0.080
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Test  (Std Dev) 0.0008
0.20 g/210L Test  (Std Dev) 0.0008
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

05: RFI Detect CELL PHONE IN AREA. 

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000780

Agency Date Time
Operator

Software Source

SUWANNEE COUNTY SO 04/30/2007 12:46:42
FALGOUT,DAVID,G

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot#
Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.074
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.073
Alcohol Free Subject Test: 0.000 Interferent Detect Test  #1 INTYes
Mouth Alcohol Test: Slope Not Met Alcohol Free Test  #2 0.000Yes
Interferent Detect Test: Interferent Detect 0.05 g/210L Test  #2 0.048Yes
Diagnostic Check (Post-Inspection): OK 0.08 g/210L Test  #2 0.075No
Alcohol Free Test: OK 0.08 g/210L Test  #2 (Retry) 0.075Yes
0.05 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Test: OK Alcohol Free Test  #3 0.000No
0.20 g/210L Test: OK 0.05 g/210L Test  #3 0.048No
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Test  #3 0.076No

0.08 g/210L Test  #3 (Retry) 0.075
Interferent Detect Test  #3 INT

08: Control Outside Tolerance, Control Outside Tolerance. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000780

Agency Date Time
Operator

Software Source

SUWANNEE CO SO 07/12/2007 11:05:04
MALHIOT,MATTHEW,E

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

709601I
04/08/2009

# Sims  5 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.051
0.08 g/210L Test  #4 0.081
0.20 g/210L Test  #4 0.201
0.08 g/210L Dry Gas Std Test  #4 0.080
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.051
0.08 g/210L Test  #5 0.081
0.20 g/210L Test  #5 0.200
0.08 g/210L Dry Gas Std Test  #5 0.080
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.050
0.08 g/210L Test  #6 0.081
0.20 g/210L Test  #6 0.201
0.08 g/210L Dry Gas Std Test  #6 0.080
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.051
0.08 g/210L Test  #7 0.081
0.20 g/210L Test  #7 0.201
0.08 g/210L Dry Gas Std Test  #7 0.080
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000780

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.081
0.20 g/210L Test  #8 0.201
0.08 g/210L Dry Gas Std Test  #8 0.080
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.051
0.08 g/210L Test  #9 0.081
0.20 g/210L Test  #9 0.200
0.08 g/210L Dry Gas Std Test  #9 0.080
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.082
0.20 g/210L Test  #10 0.200
0.08 g/210L Dry Gas Std Test  #10 0.080
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Test  (Std Dev) 0.0003
0.20 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000780

Agency Date Time
Operator

Software Source

SUWANNEE CO SO 07/22/2007 14:01:38
FALGOUT,DAVID,G

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

706101I
03/05/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000780

Agency Date Time
Operator

Software Source

SUWANNEE CO SO 08/31/2007 15:36:24
FALGOUT,DAVID,G

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

706101I
03/05/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.077
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.196Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.078Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 (Retry) 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

08: RFI Detect. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000780

Agency Date Time
Operator

Software Source

SUWANNEE CO SO 09/30/2007 20:58:18
FALGOUT,DAVID,G

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

706101I
03/05/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.187
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.193Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.190Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.194Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.191
0.20 g/210L Test  #3 (Retry) 0.194
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000780

Agency Date Time
Operator

Software Source

SUWANNEE CO SO 11/04/2007 16:47:17
FALGOUT,DAVID,G

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200612A
12/05/2008

706101I
03/05/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000780

Agency Date Time
Operator

Software Source

SUWANNEE CO SO 12/30/2007 09:38:06
FALGOUT,DAVID,G

Agency     Inspection

200605B
05/04/2008

200612D
12/14/2008

200612A
12/05/2008

706101I
03/05/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000781

Agency Date Time
Operator

Software Source

WASHINGTON COUNTY SO 01/29/2007 06:23:56
BROCK,BILLY,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000781

Agency Date Time
Operator

Software Source

WASHINGTON COUNTY SO 02/25/2007 23:39:47
BROCK,BILLY,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000781

Agency Date Time
Operator

Software Source

WASHINGTON COUNTY SO 03/28/2007 19:40:43
BROCK,BILLY,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

60931G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000781

Agency Date Time
Operator

Software Source

WASHINGTON COUNTY SO 04/29/2007 15:51:47
BROCK,BILLY,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000781

Agency Date Time
Operator

Software Source

WASHINGTON COUNTY SO 05/31/2007 23:18:34
BROCK,BILLY,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000781

Agency Date Time
Operator

Software Source

WASHINGTON COUNTY SO 06/30/2007 16:43:58
BROCK,BILLY,J

Agency     Inspection

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Interferent Detect Test  #1 0.000No
Minimum Sample Volume Check: OK Interferent Detect Test  #1 (Retry) 0.000
Barometric Pressure Sensor Check: OK Alcohol Free Test  #2 0.000
Alcohol Free Subject Test: 0.000 Interferent Detect Test  #2 INTYes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #2 (Retry) 0.000Yes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #3 0.000No
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #3 INTNo
Alcohol Free Test: OK Interferent Detect Test  #3 (Retry) 0.000Yes
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Int Det:JAR NOT SEALED, . Non-compliance:JAR CHIPED WILL NOT SEAL. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000781

Agency Date Time
Operator

Software Source

WASHINGTON COUNTY SO 06/30/2007 18:10:35
BROCK,BILLY,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.187
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.185Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 0.000Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000No
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.189Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.190No
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 0.000No

Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.207
0.20 g/210L Test  #3 (Retry) 0.191
Interferent Detect Test  #3 0.000
Interferent Detect Test  #3 (Retry) INT

Int Det:JAR NOT SEALED REPLACED JAR. POOR SEAL ON JAR. Non-compliance:FAILED .20. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000781

Agency Date Time
Operator

Software Source

WASHINGTON COUNTY SO 07/31/2007 20:53:51
BROCK,BILLY,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

# Sims  3 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.010Yes
Date and/or Time Adjusted Alcohol Free Test  #1 (Retry) 0.000No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 0.048
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.078
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.171Yes
Mouth Alcohol Test: Slope Not Met 0.20 g/210L Test  #1 (Retry) 0.188Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000No
Alcohol Free Test: OK Alcohol Free Test  #2 (Retry) 0.000Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 0.049Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.183No
0.08 g/210L Dry Gas Std Test: OK 0.20 g/210L Test  #2 (Retry) 0.191No

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
Alcohol Free Test  #3 (Retry) 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.186
0.20 g/210L Test  #3 (Retry) 0.191
Interferent Detect Test  #3 INT

00: Control Outside Tolerance. 20: Control Outside Tolerance, Control Outside Tolerance. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000781

Agency Date Time
Operator

Software Source

WASHINGTON COUNTY SO 08/28/2007 10:55:21
BROCK,BILLY,J

Agency     Inspection

200612C
12/14/2008

200509B
09/22/2007

200509C
09/22/2007

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000781

Agency Date Time
Operator

Software Source

WASHINGTON COUNTY SO 09/30/2007 07:42:45
BROCK,BILLY,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200708D
08/01/2009

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000781

Agency Date Time
Operator

Software Source

WASHINGTON COUNTY SO 10/02/2007 15:36:54
GEDDINGS,MARGARET,M

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

719402I
07/15/2009

# Sims  5 Complies Yes

8100.27

0.0005Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.074Yes
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.077Yes
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.200Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.077Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 (Retry) 0.077
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.047
0.08 g/210L Test  #4 (Retry) 0.078
0.20 g/210L Test  #4 0.200
0.08 g/210L Dry Gas Std Test  #4 0.078
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.047
0.08 g/210L Test  #5 (Retry) 0.078
0.20 g/210L Test  #5 0.200
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.048
0.08 g/210L Test  #6 (Retry) 0.078
0.20 g/210L Test  #6 0.200
0.08 g/210L Dry Gas Std Test  #6 0.078
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.048
0.08 g/210L Test  #7 (Retry) 0.078
0.20 g/210L Test  #7 0.200
0.08 g/210L Dry Gas Std Test  #7 0.078
Interferent Detect Test  #7 INT

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000781

Agency Date Time
Operator

Software Source

Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.048
0.08 g/210L Test  #8 (Retry) 0.078
0.20 g/210L Test  #8 0.200
0.08 g/210L Dry Gas Std Test  #8 0.078
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.048
0.08 g/210L Test  #9 (Retry) 0.079
0.20 g/210L Test  #9 0.199
0.08 g/210L Dry Gas Std Test  #9 0.078
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.048
0.08 g/210L Test  #10 (Retry) 0.079
0.20 g/210L Test  #10 0.199
0.08 g/210L Dry Gas Std Test  #10 0.078
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0006
0.08 g/210L Test  (Std Dev) 0.0007
0.20 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

08: RFI DetectCELL PHONE TOO CLOSE. 

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000781

Agency Date Time
Operator

Software Source

WASHINGTON COUNTY SO 10/27/2007 13:11:22
BROCK,BILLY,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200708D
08/01/2009

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000781

Agency Date Time
Operator

Software Source

WASHINGTON COUNTY SO 11/23/2007 21:56:22
BROCK,BILLY,J

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000781

Agency Date Time
Operator

Software Source

WASHINGTON COUNTY SO 12/27/2007 17:20:38
BROCK,BILLY,J

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.188
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.192Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.191Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.193Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.191
0.20 g/210L Test  #3 (Retry) 0.193
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

A F / M A: Range Exceeded. 20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000782

Agency Date Time
Operator

Software Source

WASHINGTON COUNTY SO 01/29/2007 05:29:07
BROCK,BILLY,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.071
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.077
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.193Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.073Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.078Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.074
0.08 g/210L Test  #3 (Retry) 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

08: Control Outside Tolerance POOR SEAL ON JAR. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000782

Agency Date Time
Operator

Software Source

WASHINGTON COUNTY SO 02/25/2007 23:41:49
BROCK,BILLY,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000782

Agency Date Time
Operator

Software Source

WASHINGTON COUNTY SO 03/28/2007 18:38:07
BROCK,BILLY,J

Agency     Inspection

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Interferent Detect Test  #1 0.000No
Minimum Sample Volume Check: OK Interferent Detect Test  #1 (Retry) 0.000
Barometric Pressure Sensor Check: OK Alcohol Free Test  #2 0.000
Alcohol Free Subject Test: 0.000 Interferent Detect Test  #2 0.000Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #2 (Retry) 0.000Yes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #3 0.000No
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #3 0.000No
Alcohol Free Test: OK Interferent Detect Test  #3 (Retry) 0.000Yes
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

OLD BOTTLE OF ACETONE, . Non-compliance:ACETONE. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000782

Agency Date Time
Operator

Software Source

WASHINGTON COUNTY SO 03/28/2007 19:31:00
BROCK,BILLY,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

A F / M A: Range ExceededRange Exceeded. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000782

Agency Date Time
Operator

Software Source

WASHINGTON COUNTY SO 04/29/2007 18:52:30
BROCK,BILLY,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000782

Agency Date Time
Operator

Software Source

WASHINGTON COUNTY SO 05/31/2007 23:02:11
BROCK,BILLY,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000782

Agency Date Time
Operator

Software Source

WASHINGTON COUNTY SO 06/30/2007 18:12:14
BROCK,BILLY,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000782

Agency Date Time
Operator

Software Source

WASHINGTON COUNTY SO 07/31/2007 18:53:09
BROCK,BILLY,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

609301G
04/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.188
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.192Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.191Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.193Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.191
0.20 g/210L Test  #3 (Retry) 0.193
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000782

Agency Date Time
Operator

Software Source

WASHINGTON COUNTY SO 08/28/2007 10:43:01
BROCK,BILLY,J

Agency     Inspection

200612C
12/14/2008

200509B
09/22/2007

200509C
09/22/2007

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000782

Agency Date Time
Operator

Software Source

WASHINGTON COUNTY SO 09/30/2007 07:46:17
BROCK,BILLY,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200708D
08/01/2009

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000782

Agency Date Time
Operator

Software Source

WASHINGTON COUNTY SO 10/02/2007 15:41:51
GEDDINGS,MARGARET,M

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

719402I
07/15/2009

# Sims  5 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 (Retry) 0.049Yes
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.077Yes
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.199Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 (Retry) 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 INTYes

Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 (Retry) 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 (Retry) 0.048
0.08 g/210L Test  #4 0.078
0.20 g/210L Test  #4 0.198
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 (Retry) 0.048
0.08 g/210L Test  #5 0.078
0.20 g/210L Test  #5 0.199
0.08 g/210L Dry Gas Std Test  #5 0.080
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 (Retry) 0.048
0.08 g/210L Test  #6 0.078
0.20 g/210L Test  #6 0.199
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 (Retry) 0.049
0.08 g/210L Test  #7 0.078
0.20 g/210L Test  #7 0.199
0.08 g/210L Dry Gas Std Test  #7 0.079
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000782

Agency Date Time
Operator

Software Source

0.05 g/210L Test  #8 (Retry) 0.048
0.08 g/210L Test  #8 0.078
0.20 g/210L Test  #8 0.199
0.08 g/210L Dry Gas Std Test  #8 0.080
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 (Retry) 0.049
0.08 g/210L Test  #9 0.078
0.20 g/210L Test  #9 0.199
0.08 g/210L Dry Gas Std Test  #9 0.079
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 (Retry) 0.048
0.08 g/210L Test  #10 0.078
0.20 g/210L Test  #10 0.199
0.08 g/210L Dry Gas Std Test  #10 0.079
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Test  (Std Dev) 0.0003
0.20 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0005

05: RFI DetectCELL PHONE TOO CLOSE. 

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000782

Agency Date Time
Operator

Software Source

WASHINGTON COUNTY SO 10/27/2007 13:10:05
BROCK,BILLY,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200708D
08/01/2009

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000782

Agency Date Time
Operator

Software Source

WASHINGTON COUNTY SO 11/23/2007 21:44:24
BROCK,BILLY,J

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 (Retry) 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

00: Ambient Fail. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000782

Agency Date Time
Operator

Software Source

WASHINGTON COUNTY SO 12/27/2007 17:16:55
BROCK,BILLY,J

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

609301G
04/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.076Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.076Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

A F / M A: Range Exceeded. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000784

Agency Date Time
Operator

Software Source

HOLMES COUNTY SO 01/16/2007 15:03:22
RALEY,MICHAEL,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618101I
07/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000784

Agency Date Time
Operator

Software Source

HOLMES COUNTY SO 02/22/2007 14:56:24
RALEY,MICHAEL,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618101I
07/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.000Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 (Retry) 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 (Retry) 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 (Retry) 0.080Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 (Retry) 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
0.08 g/210L Dry Gas Std Test  #3 (Retry) 0.080
Interferent Detect Test  #3 INT

00: Ambient Fail. GAS HOSE UNHOOKED. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000784

Agency Date Time
Operator

Software Source

HOLMES COUNTY SO 03/18/2007 15:05:58
RALEY,MICHAEL,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618101I
07/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000784

Agency Date Time
Operator

Software Source

HOLMES COUNTY SO 04/23/2007 21:19:09
RALEY,MICHAEL,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618101I
07/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000784

Agency Date Time
Operator

Software Source

HOLMES COUNTY SO 05/17/2007 21:37:46
RALEY,MICHAEL,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618101I
07/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000784

Agency Date Time
Operator

Software Source

HOLMES COUNTY SO 06/27/2007 11:00:23
RALEY,MICHAEL,

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

618101I
07/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000784

Agency Date Time
Operator

Software Source

HOLMES COUNTY SO 07/26/2007 16:00:28
RALEY,MICHAEL,

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

618101I
07/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000784

Agency Date Time
Operator

Software Source

HOLMES COUNTY SO 08/27/2007 20:27:46
RALEY,MICHAEL,

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

618101I
07/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 (Retry) 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

00: Ambient Fail. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000784

Agency Date Time
Operator

Software Source

HOLMES COUNTY SO 09/27/2007 21:06:51
RALEY,MICHAEL,

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

618101I
07/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000784

Agency Date Time
Operator

Software Source

HOLMES COUNTY SO 10/02/2007 10:58:28
GEDDINGS,MARGARET,M

Department Inspection

# Sims  5 Complies No

8100.27

Avg Std Dev

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Interferent Detect Test  #1 INTNo
Minimum Sample Volume Check: OK Alcohol Free Test  #2 0.000Yes
Barometric Pressure Sensor Check: OK Interferent Detect Test  #2 INTYes
Alcohol Free Subject Test: 0.000 Alcohol Free Test  #3 0.000Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #3 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #4 0.000No
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #5 0.000No
Alcohol Free Test: OK Alcohol Free Test  #6 0.000Yes
0.05 g/210L Test: OK Alcohol Free Test  #7 0.000No
0.08 g/210L Test: OK Alcohol Free Test  #8 0.000No
0.20 g/210L Test: OK Alcohol Free Test  #9 0.000No
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #10 0.000No

Int Det: RFI DetectTOO MANY OFCS WITH RADIOS PASSING AREA  . Non-compliance:TOO MANY OFCS WITH
RADIOS GOING THROUGH AREA. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000784

Agency Date Time
Operator

Software Source

HOLMES COUNTY SO 10/02/2007 13:15:14
GEDDINGS,MARGARET,M

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

719402I
07/15/2009

# Sims  5 Complies Yes

8100.27

0.0006Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.047
0.08 g/210L Test  #4 0.077
0.20 g/210L Test  #4 0.200
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.047
0.08 g/210L Test  #5 0.077
0.20 g/210L Test  #5 0.200
0.08 g/210L Dry Gas Std Test  #5 0.078
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.047
0.08 g/210L Test  #6 0.077
0.20 g/210L Test  #6 0.199
0.08 g/210L Dry Gas Std Test  #6 0.078
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.046
0.08 g/210L Test  #7 0.077
0.20 g/210L Test  #7 0.198
0.08 g/210L Dry Gas Std Test  #7 0.078
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.047

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000784

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.077
0.20 g/210L Test  #8 0.199
0.08 g/210L Dry Gas Std Test  #8 0.078
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.047
0.08 g/210L Test  #9 0.078
0.20 g/210L Test  #9 0.198
0.08 g/210L Dry Gas Std Test  #9 0.078
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.047
0.08 g/210L Test  #10 0.077
0.20 g/210L Test  #10 0.198
0.08 g/210L Dry Gas Std Test  #10 0.078
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0003
0.08 g/210L Test  (Std Dev) 0.0004
0.20 g/210L Test  (Std Dev) 0.0014
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000784

Agency Date Time
Operator

Software Source

HOLMES COUNTY SO 10/30/2007 14:59:55
RALEY,MICHAEL,

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

705001I
02/22/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000784

Agency Date Time
Operator

Software Source

HOLMES COUNTY SO 11/21/2007 16:10:33
RALEY,MICHAEL,

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

705001I
02/22/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000784

Agency Date Time
Operator

Software Source

HOLMES COUNTY SO 12/17/2007 20:18:20
RALEY,MICHAEL,

Agency     Inspection

200708A
08/01/2009

200708C
08/01/2009

200708D
08/01/2009

705001I
02/22/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

PERFORMED M/A 1ST

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000785

Agency Date Time
Operator

Software Source

HOLMES COUNTY SO 01/16/2007 15:11:34
RALEY,MICHAEL,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618101I
07/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.192
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000785

Agency Date Time
Operator

Software Source

HOLMES COUNTY SO 02/22/2007 14:47:05
RALEY,MICHAEL,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618101I
07/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.192
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000785

Agency Date Time
Operator

Software Source

HOLMES COUNTY SO 03/18/2007 15:02:49
RALEY,MICHAEL,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618101I
07/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000785

Agency Date Time
Operator

Software Source

HOLMES COUNTY SO 04/23/2007 21:22:35
RALEY,MICHAEL,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/01/2008

705001I
02/22/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Alcohol Free Test  #1 (Retry) 0.000No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 0.046
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.078
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.192Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 (Retry) 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 INTYes

Alcohol Free Test  #3 (Retry) 0.000
0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

00: RFI Detect. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000785

Agency Date Time
Operator

Software Source

HOLMES COUNTY SO 05/17/2007 21:32:43
RALEY,MICHAEL,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.192
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000785

Agency Date Time
Operator

Software Source

HOLMES COUNTY SO 06/27/2007 10:55:18
RALEY,MICHAEL,

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

705001I
02/22/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.045Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.045
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000785

Agency Date Time
Operator

Software Source

HOLMES COUNTY SO 07/26/2007 15:55:47
RALEY,MICHAEL,

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

705001I
02/22/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.045Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000785

Agency Date Time
Operator

Software Source

HOLMES COUNTY SO 08/27/2007 20:24:09
RALEY,MICHAEL,

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

705001I
02/22/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000785

Agency Date Time
Operator

Software Source

HOLMES COUNTY SO 09/27/2007 21:03:18
RALEY,MICHAEL,

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

705001I
02/22/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000785

Agency Date Time
Operator

Software Source

HOLMES COUNTY SO 11/21/2007 16:15:04
RALEY,MICHAEL,

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

618101I
07/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.075Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.075
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000785

Agency Date Time
Operator

Software Source

HOLMES COUNTY SO 12/17/2007 20:22:21
RALEY,MICHAEL,

Agency     Inspection

200708A
08/01/2009

200708C
08/01/2009

200708D
08/01/2009

618101I
07/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 (Retry) 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.191
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

A F / M A: . 00: Ambient Fail. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000786

Agency Date Time
Operator

Software Source

BROWARD COUNTY SO 01/12/2007 10:37:16
DICIENZO,FRANCA,R

Agency     Inspection

200504C
04/21/2007

200504D
04/21/2007

200505C
05/05/2007

608301G
03/27/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

DID NOT BLOW LONG ENOUGH. PAT NANZ WAS PRESENT FOR INSPECT.

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000786

Agency Date Time
Operator

Software Source

BROWARD COUNTY SO 01/26/2007 15:30:16
NANZ,PATRICIA,M

Agency     Inspection

200504C
04/21/2007

200504D
04/21/2007

200505C
05/05/2007

# Sims  5 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 INT
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.220Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047No
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.220Yes
0.08 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.20 g/210L Test: OK Alcohol Free Test  #3 0.000No
0.08 g/210L Dry Gas Std Test: OK 0.05 g/210L Test  #3 0.047No

0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 (Retry) 0.220
Interferent Detect Test  #3 INT

2READINGS OUT OF RANGE ON .20 SOLUTION. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000786

Agency Date Time
Operator

Software Source

BROWARD S.O. 06/20/2007 12:59:21
VEIGA,SANDRA,F

Department Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

520102I
07/22/2007

# Sims  4 Complies Yes

8100.27

0.0007Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.051
0.08 g/210L Test  #4 0.082
0.20 g/210L Test  #4 0.200
0.08 g/210L Dry Gas Std Test  #4 0.077
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.051
0.08 g/210L Test  #5 0.083
0.20 g/210L Test  #5 0.201
0.08 g/210L Dry Gas Std Test  #5 0.076
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.051
0.08 g/210L Test  #6 0.083
0.20 g/210L Test  #6 0.201
0.08 g/210L Dry Gas Std Test  #6 0.077
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.051
0.08 g/210L Test  #7 0.082
0.20 g/210L Test  #7 0.201
0.08 g/210L Dry Gas Std Test  #7 0.077
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.051

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000786

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.082
0.20 g/210L Test  #8 0.202
0.08 g/210L Dry Gas Std Test  #8 0.077
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.051
0.08 g/210L Test  #9 0.082
0.20 g/210L Test  #9 0.202
0.08 g/210L Dry Gas Std Test  #9 0.077
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.052
0.08 g/210L Test  #10 0.083
0.20 g/210L Test  #10 0.202
0.08 g/210L Dry Gas Std Test  #10 0.077
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Test  (Std Dev) 0.0008
0.20 g/210L Test  (Std Dev) 0.0014
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0003

P. NANZ & F. DICIENZO WERE PRESENT FOR ENTIRE INSPECTION.  

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000786

Agency Date Time
Operator

Software Source

BROWARD S.O. 06/22/2007 10:44:28
DICIENZO,FRANCA,R

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

632102I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

P. NANZ WAS PRESENT AND OBSERVED ENTIRE INSPECTION.

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000786

Agency Date Time
Operator

Software Source

BROWARD S.O. 07/12/2007 15:57:46
NANZ,PATRICIA,M

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

632101I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

F DICIENZO WAS PRESENT AND OBSERVED THE ENTIRE INSPECTION

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000786

Agency Date Time
Operator

Software Source

BROWARD S.O. 08/03/2007 11:00:10
DICIENZO,FRANCA,R

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

632102I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

PAT NANZ WAS PRESENT AND OBSERVED ENTIRE INSPECTION.

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000786

Agency Date Time
Operator

Software Source

BROWARD S.O. 08/24/2007 16:36:55
NANZ,PATRICIA,M

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

632102I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

F DICIENZO WAS PRESENT AND OBSERVED THE ENTIRE INSPECTION

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000786

Agency Date Time
Operator

Software Source

BROWARD S.O. 09/07/2007 15:32:08
DICIENZO,FRANCA,R

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

632102I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

PAT NANZ WAS PRESENT AND OBSERVED ENTIRE INSPECTION.

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000786

Agency Date Time
Operator

Software Source

BROWARD S.O. 09/28/2007 11:05:54
NANZ,PATRICIA,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

632102I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.052
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

F DICIENZO WAS PRESENT AND OBSERVED THE ENTIRE INSPECTION

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000786

Agency Date Time
Operator

Software Source

BROWARD S.O. 10/12/2007 14:11:30
DICIENZO,FRANCA,R

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

632102I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.052No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.083
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.053Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.083Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.053
0.08 g/210L Test  #3 0.083
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

PAT NANZ WAS PRESENT AND OBSERVED ENTIRE INSPECTION.

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000786

Agency Date Time
Operator

Software Source

BROWARD S.O. 10/26/2007 14:38:16
NANZ,PATRICIA,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

632102I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

F DICIENZO WAS PRESENT AND OBSERVED THE ENTIRE INSPECTION

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000786

Agency Date Time
Operator

Software Source

BROWARD S.O. 11/09/2007 11:58:58
DICIENZO,FRANCA,R

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

632102I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

PAT NANZ WAS PRESENT AND OBSERVED ENTIRE INSPECTION.

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000786

Agency Date Time
Operator

Software Source

BROWARD COUNTY SO 12/28/2007 14:27:16
NANZ,PATRICIA,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

632102I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.203
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

F DICIENZO WAS PRESENT AND OBSERVED THE ENTIRE INSPECTION

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000787

Agency Date Time
Operator

Software Source

GULF BREEZE PD 01/20/2007 08:15:57
NEFF,STEPHEN,

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

504601I
02/17/2007

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000787

Agency Date Time
Operator

Software Source

GULF BREEZE PD 02/04/2007 10:46:10
NEFF,STEPHEN,

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

610001G
04/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.083Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.204Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000787

Agency Date Time
Operator

Software Source

GULF BREEZE PD 03/03/2007 08:38:56
NEFF,STEPHEN,

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

610001G
04/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000787

Agency Date Time
Operator

Software Source

GULF BREEZE PD 04/04/2007 14:28:51
NEFF,STEPHEN,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

610001G
04/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000787

Agency Date Time
Operator

Software Source

GULF BREEZE PD 05/22/2007 07:33:51
NEFF,STEPHEN,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

610001G
04/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000787

Agency Date Time
Operator

Software Source

GULF BREEZE PD 06/24/2007 08:25:21
NEFF,STEPHEN,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

610001G
04/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000787

Agency Date Time
Operator

Software Source

GULF BREEZE PD 07/25/2007 08:52:09
NEFF,STEPHEN,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

610001G
04/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000787

Agency Date Time
Operator

Software Source

GULF BREEZE PD 08/18/2007 09:15:35
NEFF,STEPHEN,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

610001G
04/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000787

Agency Date Time
Operator

Software Source

GULF BREEZE PD 09/24/2007 08:08:24
NEFF,STEPHEN,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200612A
12/05/2008

610001G
04/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000787

Agency Date Time
Operator

Software Source

GULF BREEZE PD 10/09/2007 08:42:23
NEFF,STEPHEN,

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

610001G
04/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000787

Agency Date Time
Operator

Software Source

GULF BREEZE PD 10/09/2007 11:34:49
GEDDINGS,MARGARET,M

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

719402I
07/15/2009

# Sims  5 Complies Yes

8100.27

0.0007Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.047
0.08 g/210L Test  #4 0.077
0.20 g/210L Test  #4 0.197
0.08 g/210L Dry Gas Std Test  #4 0.081
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.047
0.08 g/210L Test  #5 0.077
0.20 g/210L Test  #5 0.198
0.08 g/210L Dry Gas Std Test  #5 0.080
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.048
0.08 g/210L Test  #6 0.077
0.20 g/210L Test  #6 0.198
0.08 g/210L Dry Gas Std Test  #6 0.081
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.047
0.08 g/210L Test  #7 0.077
0.20 g/210L Test  #7 0.198
0.08 g/210L Dry Gas Std Test  #7 0.081
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.048

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000787

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.078
0.20 g/210L Test  #8 0.198
0.08 g/210L Dry Gas Std Test  #8 0.080
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.047
0.08 g/210L Test  #9 0.077
0.20 g/210L Test  #9 0.199
0.08 g/210L Dry Gas Std Test  #9 0.080
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.048
0.08 g/210L Test  #10 0.078
0.20 g/210L Test  #10 0.199
0.08 g/210L Dry Gas Std Test  #10 0.081
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0007
0.08 g/210L Test  (Std Dev) 0.0006
0.20 g/210L Test  (Std Dev) 0.0012
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0005

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000787

Agency Date Time
Operator

Software Source

GULF BREEZE PD 11/09/2007 09:16:41
NEFF,STEPHEN,

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

610001G
04/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.203Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.205
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000787

Agency Date Time
Operator

Software Source

GULF BREEZE PD 12/03/2007 08:25:49
NEFF,STEPHEN,N

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

610001G
04/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.203
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000788

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 01/24/2007 18:50:09
SNOW,DAVID,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

535402I
12/22/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000788

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 02/21/2007 19:28:48
SNOW,DAVID,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

535402I
12/22/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.080
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.197Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.050Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.081Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.080Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3
0.08 g/210L Test  #3 (Retry) 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

08: RFI Detect. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000788

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 03/28/2007 19:39:48
SNOW,DAVID,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

535402I
12/22/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000788

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 04/26/2007 18:41:19
SNOW,DAVID,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

535402I
12/22/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000788

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 05/16/2007 19:09:56
SNOW,DAVID,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

535402I
12/22/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000788

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 06/27/2007 19:33:27
SNOW,DAVID,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2006

535402I
12/22/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000788

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 07/26/2007 18:36:46
SNOW,DAVID,J

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

535402I
12/22/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000788

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 08/29/2007 18:21:26
SNOW,DAVID,J

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

535402I
12/22/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000788

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 09/26/2007 12:17:04
HACKNEY,DWITE,N

Department Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

627201I
10/03/2008

# Sims  5 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.184Yes
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.198Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.187Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.198Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.20 g/210L Test  #3 (Retry) 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.048
0.08 g/210L Test  #4 0.078
0.20 g/210L Test  #4 0.197
0.20 g/210L Test  #4 (Retry) 0.199
0.08 g/210L Dry Gas Std Test  #4 0.080
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.048
0.08 g/210L Test  #5 0.078
0.20 g/210L Test  #5 0.197
0.20 g/210L Test  #5 (Retry) 0.199
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.047
0.08 g/210L Test  #6 0.079
0.20 g/210L Test  #6 0.199
0.20 g/210L Test  #6 (Retry) 0.199
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.048

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000788

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #7 0.079
0.20 g/210L Test  #7 0.198
0.20 g/210L Test  #7 (Retry) 0.199
0.08 g/210L Dry Gas Std Test  #7 0.079
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.048
0.08 g/210L Test  #8 0.079
0.20 g/210L Test  #8 0.198
0.20 g/210L Test  #8 (Retry) 0.199
0.08 g/210L Dry Gas Std Test  #8 0.079
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.048
0.08 g/210L Test  #9 0.078
0.20 g/210L Test  #9 0.199
0.20 g/210L Test  #9 (Retry) 0.199
0.08 g/210L Dry Gas Std Test  #9 0.079
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.048
0.08 g/210L Test  #10 0.078
0.20 g/210L Test  #10 0.199
0.20 g/210L Test  #10 (Retry) 0.198
0.08 g/210L Dry Gas Std Test  #10 0.079
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Test  (Std Dev) 0.0005
0.20 g/210L Test  (Std Dev) 0.0053
0.20 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

20: Control Outside Tolerance SIMULATOR AIR LEAK. 

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000788

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 09/26/2007 13:29:23
SNOW,DAVID,J

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

535402I
12/22/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.000
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.079
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.196Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.050Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.000Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.080Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.000
0.08 g/210L Test  #3 (Retry) 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

08: Control Outside Tolerance TUBE NOT CONNECTED. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000788

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 10/18/2007 19:00:38
SNOW,DAVID,J

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

535402I
12/22/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000788

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 11/29/2007 19:10:34
SNOW,DAVID,J

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

535402I
12/22/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000788

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 12/20/2007 19:03:50
SNOW,DAVID,J

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

535402I
12/22/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 INTYes
Date and/or Time Adjusted Alcohol Free Test  #1 (Retry) 0.000No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 0.049
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.080
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.199Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 (Retry) 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.080Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 INTYes

Alcohol Free Test  #3 (Retry) 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

00: Interferent Detect. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000790

Agency Date Time
Operator

Software Source

VERO BEACH PD 01/04/2007 10:50:25
HACKNEY,DWITE,N

Department Inspection

# Sims  0 Complies No

8100.27

Avg Std Dev

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK No
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK Yes
Barometric Pressure Sensor Check: OK No
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

BAROMETRIC PRESSURE OUT OF RANGENon-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000790

Agency Date Time
Operator

Software Source

VERO BEACH PD 01/25/2007 15:31:14
HACKNEY,DWITE,N

Department Inspection

200605B
05/04/2008

200509B
09/22/2007

200509C
09/22/2007

518702I
07/08/2007

# Sims  5 Complies Yes

8100.27

0.0006Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 (Retry) 0.078Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.079Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 (Retry) 0.079Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 INTYes

Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 (Retry) 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.049
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.201
0.08 g/210L Dry Gas Std Test  #4 (Retry) 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.049
0.08 g/210L Test  #5 0.079
0.20 g/210L Test  #5 0.201
0.08 g/210L Dry Gas Std Test  #5 (Retry) 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.049
0.08 g/210L Test  #6 0.079
0.20 g/210L Test  #6 0.200
0.08 g/210L Dry Gas Std Test  #6 (Retry) 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.050
0.08 g/210L Test  #7 0.080
0.20 g/210L Test  #7 0.200
0.08 g/210L Dry Gas Std Test  #7 (Retry) 0.079
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000790

Agency Date Time
Operator

Software Source

0.05 g/210L Test  #8 0.050
0.08 g/210L Test  #8 0.079
0.20 g/210L Test  #8 0.201
0.08 g/210L Dry Gas Std Test  #8 (Retry) 0.080
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.049
0.08 g/210L Test  #9 0.079
0.20 g/210L Test  #9 0.202
0.08 g/210L Dry Gas Std Test  #9 (Retry) 0.080
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.202
0.08 g/210L Dry Gas Std Test  #10 (Retry) 0.080
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Test  (Std Dev) 0.0004
0.20 g/210L Test  (Std Dev) 0.0009
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0006

08: RFI Detect. 

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000790

Agency Date Time
Operator

Software Source

VERO BEACH PD 02/02/2007 13:53:12
ADAMSKI,FRANK,J

Agency     Inspection

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Interferent Detect Test  #1 INTNo
Minimum Sample Volume Check: OK Interferent Detect Test  #1 (Retry) 0.000
Barometric Pressure Sensor Check: OK Alcohol Free Test  #2 0.000
Alcohol Free Subject Test: 0.000 Interferent Detect Test  #2 INTYes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #2 (Retry) 0.000Yes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #3 0.000No
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #3 0.000No
Alcohol Free Test: OK Interferent Detect Test  #3 (Retry) 0.000Yes
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Int Det: , . INTERFERENT NOT DETECTED. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000790

Agency Date Time
Operator

Software Source

VERO BEACH PD 02/02/2007 14:45:26
ADAMSKI,FRANK,J

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

518701I
07/08/2007

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Alcohol Free Test  #1 (Retry) 0.000No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 0.047
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.076
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.186Yes
Mouth Alcohol Test: Slope Not Met 0.20 g/210L Test  #1 (Retry) 0.190Yes
Interferent Detect Test: Interferent Detect 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #1 INTYes
Alcohol Free Test: OK Alcohol Free Test  #2 (Retry) 0.000Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 0.047Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 0.076Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.188Yes
0.08 g/210L Dry Gas Std Test: OK 0.20 g/210L Test  #2 (Retry) 0.192Yes

0.08 g/210L Dry Gas Std Test  #2 0.078
Interferent Detect Test  #2 INT
Alcohol Free Test  #3 (Retry) 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.188
0.20 g/210L Test  #3 (Retry) 0.194
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

00: RFI Detect. 20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000790

Agency Date Time
Operator

Software Source

VERO BEACH PD 03/31/2007 13:23:26
ADAMSKI,FRANK,J

Agency     Inspection

200605C
05/04/2008

200605C
05/04/2008

# Sims  5 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot#
Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.070
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.073
Alcohol Free Subject Test: 0.000 Interferent Detect Test  #1 INTYes
Mouth Alcohol Test: Slope Not Met Alcohol Free Test  #2 0.000Yes
Interferent Detect Test: Interferent Detect 0.05 g/210L Test  #2 0.045Yes
Diagnostic Check (Post-Inspection): OK 0.08 g/210L Test  #2 0.071No
Alcohol Free Test: OK 0.08 g/210L Test  #2 (Retry) 0.073Yes
0.05 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Test: OK Alcohol Free Test  #3 0.000No
0.20 g/210L Test: OK 0.05 g/210L Test  #3 0.045No
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Test  #3 0.070No

0.08 g/210L Test  #3 (Retry) 0.072
Interferent Detect Test  #3 INT

08: Control Outside Tolerance, Control Outside Tolerance. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000790

Agency Date Time
Operator

Software Source

VERO BEACH PD 03/31/2007 14:00:37
ADAMSKI,FRANK,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200509C
09/22/2007

518701I
07/08/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000790

Agency Date Time
Operator

Software Source

VERO BEACH PD 04/30/2007 10:47:54
ADAMSKI,FRANK,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

518701I
07/08/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000790

Agency Date Time
Operator

Software Source

VERO BEACH PD 05/31/2007 13:47:18
ADAMSKI,FRANK,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

518701I
07/08/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

A F / M A: RFI DetectNo Sample Provided. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000790

Agency Date Time
Operator

Software Source

VERO BEACH PD 06/30/2007 10:02:36
ADAMSKI,FRANK,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

518701I
07/08/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000790

Agency Date Time
Operator

Software Source

VERO BEACH PD 07/31/2007 18:16:33
ADAMSKI,FRANK,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

706102I
03/05/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.180
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.199Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.076Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.184Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.198Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.187
0.20 g/210L Test  #3 (Retry) 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000790

Agency Date Time
Operator

Software Source

VERO BEACH PD 08/31/2007 12:06:34
ADAMSKI,FRANK,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

706102I
03/05/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000790

Agency Date Time
Operator

Software Source

VERO BEACH PD 09/30/2007 10:42:50
ADAMSKI,FRANK,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

706102I
03/05/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.052No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.084
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.052Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.052
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000790

Agency Date Time
Operator

Software Source

VERO BEACH PD 10/31/2007 13:24:19
ADAMSKI,FRANK,J

Agency     Inspection

200708A
08/01/2009

200708C
08/01/2009

200708D
08/01/2009

706102I
03/05/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 (Retry) 0.049
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.080
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.198Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 (Retry) 0.051Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 0.081Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 (Retry) 0.050
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

05: RFI Detect. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000790

Agency Date Time
Operator

Software Source

VERO BEACH PD 11/29/2007 16:14:17
ADAMSKI,FRANK,J

Agency     Inspection

200708A
08/01/2009

200708C
08/01/2009

200708D
08/01/2009

706102I
03/05/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000790

Agency Date Time
Operator

Software Source

VERO BEACH PD 12/18/2007 16:21:57
ADAMSKI,FRANK,J

Agency     Inspection

200708A
08/01/2009

200708C
08/01/2009

200708D
08/01/2009

706102I
03/05/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000791

Agency Date Time
Operator

Software Source

FT PIERCE PD 01/20/2007 22:21:38
CURRY,ROBERT,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

502101G
01/24/2007

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.052No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.052
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000791

Agency Date Time
Operator

Software Source

FT PIERCE PD 02/27/2007 16:04:19
CURRY,ROBERT,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

# Sims  3 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.179
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.189Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049No
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.184Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.191Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTNo
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000No

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.187
0.20 g/210L Test  #3 (Retry) 0.191
Interferent Detect Test  #3 INT

20: Control Outside Tolerance, Control Outside Tolerance. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000791

Agency Date Time
Operator

Software Source

FT PIERCE PD 02/27/2007 16:38:45
CURRY,ROBERT,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

# Sims  3 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot#
Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.010Yes
Date and/or Time Adjusted Alcohol Free Test  #1 (Retry) 0.000No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 0.045
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.067
Alcohol Free Subject Test: 0.000 0.08 g/210L Test  #1 (Retry) 0.072Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047No
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.070Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.074Yes
0.08 g/210L Test: OK Interferent Detect Test  #2 INTNo
0.20 g/210L Test: OK Alcohol Free Test  #3 (Retry) 0.000No
0.08 g/210L Dry Gas Std Test: OK 0.05 g/210L Test  #3 0.049No

0.08 g/210L Test  #3 0.072
0.08 g/210L Test  #3 (Retry) 0.075
Interferent Detect Test  #3 INT

00: Sequence Aborted. 08: Control Outside Tolerance, Control Outside Tolerance. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000791

Agency Date Time
Operator

Software Source

FT PIERCE PD 02/28/2007 15:37:06
CURRY,ROBERT,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

ALM-064657
11/30/2007

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000791

Agency Date Time
Operator

Software Source

FT PIERCE PD 03/29/2007 10:39:01
CURRY,ROBERT,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

ALM-064657
11/30/2007

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049Yes
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.185
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.195Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 (Retry) 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.050Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.196Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 (Retry) 0.000
0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.20 g/210L Test  #3 (Retry) 0.196
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Time-Date changed. 00: Ambient Fail. 20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000791

Agency Date Time
Operator

Software Source

FT PIERCE PD 04/30/2007 10:14:31
CURRY,ROBERT,E

Agency     Inspection

200509A
09/22/2007

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000791

Agency Date Time
Operator

Software Source

FT PIERCE PD 05/29/2007 12:38:11
CURRY,ROBERT,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000791

Agency Date Time
Operator

Software Source

FT PIERCE PD 06/26/2007 14:50:08
CURRY,ROBERT,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.181
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.194Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.075Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.190Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.196Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.193
0.20 g/210L Test  #3 (Retry) 0.196
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000791

Agency Date Time
Operator

Software Source

FT PIERCE PD 07/26/2007 13:50:28
CURRY,ROBERT,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.074
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.075
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.183Yes
Mouth Alcohol Test: Slope Not Met 0.20 g/210L Test  #1 (Retry) 0.192Yes
Interferent Detect Test: Interferent Detect 0.08 g/210L Dry Gas Std Test  #1 (Retry) 0.079Yes
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #1 INTYes
Alcohol Free Test: OK Alcohol Free Test  #2 0.000Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 0.049Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 0.075Yes
0.20 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.077Yes
0.08 g/210L Dry Gas Std Test: OK 0.20 g/210L Test  #2 0.189Yes

0.20 g/210L Test  #2 (Retry) 0.194
0.08 g/210L Dry Gas Std Test  #2 (Retry) 0.080
Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.076
0.08 g/210L Test  #3 (Retry) 0.077
0.20 g/210L Test  #3 0.193
0.20 g/210L Test  #3 (Retry) 0.195
0.08 g/210L Dry Gas Std Test  #3 (Retry) 0.079
Interferent Detect Test  #3 INT

08: Control Outside Tolerance. 20: Control Outside Tolerance. 08: RFI Detect. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000791

Agency Date Time
Operator

Software Source

FT PIERCE PD 08/15/2007 13:31:34
CURRY,ROBERT,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.184
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.193Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.190Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.195Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.193
0.20 g/210L Test  #3 (Retry) 0.195
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000791

Agency Date Time
Operator

Software Source

FT PIERCE PD 09/25/2007 10:52:36
CURRY,ROBERT,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.183
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.193Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 (Retry) 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.190Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.194Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 (Retry) 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.192
0.20 g/210L Test  #3 (Retry) 0.194
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

00: Ambient Fail. 20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000791

Agency Date Time
Operator

Software Source

FT PIERCE PD 09/26/2007 12:28:38
HACKNEY,DWITE,N

Department Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

627201I
10/03/2008

# Sims  5 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.048
0.08 g/210L Test  #4 0.078
0.20 g/210L Test  #4 0.197
0.08 g/210L Dry Gas Std Test  #4 0.080
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.048
0.08 g/210L Test  #5 0.078
0.20 g/210L Test  #5 0.197
0.08 g/210L Dry Gas Std Test  #5 0.080
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.048
0.08 g/210L Test  #6 0.077
0.20 g/210L Test  #6 0.197
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.047
0.08 g/210L Test  #7 0.078
0.20 g/210L Test  #7 0.197
0.08 g/210L Dry Gas Std Test  #7 0.079
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.048

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000791

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.078
0.20 g/210L Test  #8 0.197
0.08 g/210L Dry Gas Std Test  #8 0.080
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.047
0.08 g/210L Test  #9 0.079
0.20 g/210L Test  #9 0.197
0.08 g/210L Dry Gas Std Test  #9 0.080
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.047
0.08 g/210L Test  #10 0.078
0.20 g/210L Test  #10 0.198
0.08 g/210L Dry Gas Std Test  #10 0.079
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Test  (Std Dev) 0.0004
0.20 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0005

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000791

Agency Date Time
Operator

Software Source

FT PIERCE PD 10/16/2007 11:56:10
CURRY,ROBERT,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.184
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.193Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.191Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.194Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.194
0.20 g/210L Test  #3 (Retry) 0.194
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000791

Agency Date Time
Operator

Software Source

FT PIERCE PD 11/29/2007 11:47:13
CURRY,ROBERT,E

Agency     Inspection

200708A
08/01/2009

200708C
08/01/2009

200708D
08/01/2009

701201G
01/15/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000791

Agency Date Time
Operator

Software Source

FT PIERCE PD 12/18/2007 11:07:10
CURRY,ROBERT,E

Agency     Inspection

200708A
08/01/2009

200708C
08/01/2009

200708D
08/01/2009

701201G
01/15/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000792

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 01/24/2007 18:39:51
SNOW,DAVID,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/04/2008

632102I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000792

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 02/21/2007 19:21:13
SNOW,DAVID,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

632102I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000792

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 03/28/2007 19:30:42
SNOW,DAVID,J

Agency     Inspection

200605B
05/24/2008

200605C
05/04/2008

200605F
05/10/2008

632102I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000792

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 04/26/2007 18:25:06
SNOW,DAVID,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

632102I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000792

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 05/16/2007 19:18:35
SNOW,DAVID,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

632102I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000792

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 06/27/2007 19:26:10
SNOW,DAVID,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

632102I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000792

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 07/26/2007 18:28:56
SNOW,DAVID,J

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

632102I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000792

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 08/29/2007 18:35:05
SNOW,DAVID,J

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

632102I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000792

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 09/26/2007 11:26:07
HACKNEY,DWITE,N

Department Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

627201I
10/03/2008

# Sims  5 Complies Yes

8100.27

0.0006Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 (Retry) 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 (Retry) 0.000
0.05 g/210L Test  #4 0.047
0.08 g/210L Test  #4 0.078
0.20 g/210L Test  #4 0.195
0.08 g/210L Dry Gas Std Test  #4 0.080
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 (Retry) 0.000
0.05 g/210L Test  #5 0.047
0.08 g/210L Test  #5 0.078
0.20 g/210L Test  #5 0.192
0.08 g/210L Dry Gas Std Test  #5 0.080
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 (Retry) 0.000
0.05 g/210L Test  #6 0.047
0.08 g/210L Test  #6 0.078
0.20 g/210L Test  #6 0.192
0.08 g/210L Dry Gas Std Test  #6 0.080
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 (Retry) 0.000
0.05 g/210L Test  #7 0.047
0.08 g/210L Test  #7 0.078
0.20 g/210L Test  #7 0.192
0.08 g/210L Dry Gas Std Test  #7 0.080
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 (Retry) 0.000
0.05 g/210L Test  #8 0.047

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000792

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.079
0.20 g/210L Test  #8 0.191
0.08 g/210L Dry Gas Std Test  #8 0.079
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 (Retry) 0.000
0.05 g/210L Test  #9 0.047
0.08 g/210L Test  #9 0.078
0.20 g/210L Test  #9 0.191
0.08 g/210L Dry Gas Std Test  #9 0.079
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 (Retry) 0.000
0.05 g/210L Test  #10 0.048
0.08 g/210L Test  #10 0.079
0.20 g/210L Test  #10 0.192
0.08 g/210L Dry Gas Std Test  #10 0.080
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0003
0.08 g/210L Test  (Std Dev) 0.0004
0.20 g/210L Test  (Std Dev) 0.0013
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0005

00: Ambient Fail . 

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000792

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 09/26/2007 12:32:05
SNOW,DAVID,J

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

632101I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000792

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 10/18/2007 18:48:29
SNOW,DAVID,J

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

632102I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000792

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 11/29/2007 18:54:46
SNOW,DAVID,J

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

632102I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

A F / M A:REFERENCE OFF DUE TO PREVIOUS M/A TEST OTHER INST. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000792

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 12/20/2007 19:14:18
SNOW,DAVID,J

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

632101I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000794

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 01/24/2007 18:45:17
SNOW,DAVID,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/04/2008

632102I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000794

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 02/21/2007 19:25:39
SNOW,DAVID,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

632101I
12/02/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000794

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 03/28/2007 19:36:16
SNOW,DAVID,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

632102I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.192
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000794

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 04/26/2007 18:32:45
SNOW,DAVID,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

632102I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000794

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 05/16/2007 19:19:47
SNOW,DAVID,J

Agency     Inspection

2006O5B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

632102I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000794

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 06/27/2007 19:29:33
SNOW,DAVID,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

632102I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000794

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 07/26/2007 18:34:34
SNOW,DAVID,J

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

632102I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000794

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 08/29/2007 18:29:30
SNOW,DAVID,J

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

632102I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000794

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 09/26/2007 11:43:38
HACKNEY,DWITE,N

Department Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

627201I
10/03/2008

# Sims  5 Complies Yes

8100.27

0.0007Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.188Yes
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.198Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.198Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.192
0.20 g/210L Test  #3 (Retry) 0.196
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.047
0.08 g/210L Test  #4 0.077
0.20 g/210L Test  #4 0.192
0.20 g/210L Test  #4 (Retry) 0.196
0.08 g/210L Dry Gas Std Test  #4 0.081
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.048
0.08 g/210L Test  #5 0.077
0.20 g/210L Test  #5 0.190
0.20 g/210L Test  #5 (Retry) 0.196
0.08 g/210L Dry Gas Std Test  #5 0.081
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.049
0.08 g/210L Test  #6 0.077
0.20 g/210L Test  #6 0.190
0.20 g/210L Test  #6 (Retry) 0.196
0.08 g/210L Dry Gas Std Test  #6 0.080
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.048

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000794

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #7 0.077
0.20 g/210L Test  #7 0.191
0.20 g/210L Test  #7 (Retry) 0.194
0.08 g/210L Dry Gas Std Test  #7 0.080
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.048
0.08 g/210L Test  #8 0.078
0.20 g/210L Test  #8 0.191
0.20 g/210L Test  #8 (Retry) 0.194
0.08 g/210L Dry Gas Std Test  #8 0.081
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.048
0.08 g/210L Test  #9 0.077
0.20 g/210L Test  #9 0.191
0.20 g/210L Test  #9 (Retry) 0.193
0.08 g/210L Dry Gas Std Test  #9 0.081
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.048
0.08 g/210L Test  #10 0.077
0.20 g/210L Test  #10 0.191
0.20 g/210L Test  #10 (Retry) 0.197
0.08 g/210L Dry Gas Std Test  #10 0.081
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0006
0.08 g/210L Test  (Std Dev) 0.0003
0.20 g/210L Test  (Std Dev) 0.0023
0.20 g/210L Test  (Std Dev) 0.0016
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

20: Control Outside Tolerance SIMULATOR AIR LEAK. 

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000794

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 09/26/2007 13:17:00
SNOW,DAVID,J

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

63202I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000794

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 10/18/2007 19:30:25
SNOW,DAVID,J

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

632102I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000794

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 11/29/2007 19:03:48
SNOW,DAVID,J

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

632102I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000794

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 12/20/2007 18:23:52
SNOW,DAVID,J

Agency     Inspection

# Sims  5 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) INTYes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 Yes
Mouth Alcohol Test: Slope Not Met Yes
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

00: Ambient Fail, Interferent Detect. Non-compliance:RETEST NEEDED. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000794

Agency Date Time
Operator

Software Source

ST LUCIE COUNTY SO 12/20/2007 19:19:01
SNOW,DAVID,J

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

632102I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000795

Agency Date Time
Operator

Software Source

GULF COUNTY SO 01/31/2007 21:55:21
NEWSOME,JAMES,A

Agency     Inspection

200605B
05/04/2008

200606C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 (Retry) INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 (Retry) INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 (Retry) INT

Int Det: Ambient Fail. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000795

Agency Date Time
Operator

Software Source

GULF COUNTY SO 02/28/2007 20:24:42
NEWSOME,JAMES,A

Agency     Inspection

200605B
05/04/2008

20065C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 (Retry) INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 (Retry) INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 (Retry) INT

A F / M A: . Int Det: Ambient Fail. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000795

Agency Date Time
Operator

Software Source

GULF COUNTY SO 03/30/2007 19:48:40
NEWSOME,JAMES,A

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000795

Agency Date Time
Operator

Software Source

GULF COUNTY SO 04/30/2007 20:35:00
NEWSOME,JAMES,A

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 (Retry) INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 (Retry) INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 (Retry) INT

Int Det: Ambient Fail. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000795

Agency Date Time
Operator

Software Source

GULF COUNTY SO 05/31/2007 20:30:16
NEWSOME,JAMES,A

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.130Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048No
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.131Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTNo
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000No

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.218
0.20 g/210L Test  #3 (Retry) 0.127
Interferent Detect Test  #3 INT

20: Purge Fail, Control Outside Tolerance. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000795

Agency Date Time
Operator

Software Source

GULF COUNTY SO 05/31/2007 21:02:39
NEWSOME,JAMES,A

Agency     Inspection

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

A F / M A: Range ExceededAmbient FailAmbient FailAmbient Fa. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000795

Agency Date Time
Operator

Software Source

GULF COUNTY SO 05/31/2007 21:04:05
NEWSOME,JAMES,A

Agency     Inspection

# Sims  0 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK No
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000795

Agency Date Time
Operator

Software Source

GULF COUNTY SO 08/29/2007 11:07:07
GEDDINGS,MARGARET,M

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

719402I
07/15/2009

# Sims  5 Complies Yes

8100.27

0.0007Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.050
0.08 g/210L Test  #4 0.081
0.20 g/210L Test  #4 0.200
0.08 g/210L Dry Gas Std Test  #4 0.078
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.050
0.08 g/210L Test  #5 0.081
0.20 g/210L Test  #5 0.200
0.08 g/210L Dry Gas Std Test  #5 0.078
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.050
0.08 g/210L Test  #6 0.081
0.20 g/210L Test  #6 0.200
0.08 g/210L Dry Gas Std Test  #6 0.078
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.050
0.08 g/210L Test  #7 0.081
0.20 g/210L Test  #7 0.200
0.08 g/210L Dry Gas Std Test  #7 0.078
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000795

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.081
0.20 g/210L Test  #8 0.201
0.08 g/210L Dry Gas Std Test  #8 0.078
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.051
0.08 g/210L Test  #9 0.081
0.20 g/210L Test  #9 0.200
0.08 g/210L Dry Gas Std Test  #9 0.078
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.051
0.08 g/210L Test  #10 0.081
0.20 g/210L Test  #10 0.200
0.08 g/210L Dry Gas Std Test  #10 0.079
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0007
0.08 g/210L Test  (Std Dev) 0.0006
0.20 g/210L Test  (Std Dev) 0.0011
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000795

Agency Date Time
Operator

Software Source

GULF COUNTY SO 09/04/2007 22:03:06
NEWSOME,JAMES,A

Agency     Inspection

200606B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.197Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.050Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.079Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.198Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 (Retry) INTYes

Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 (Retry) 0.199
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 (Retry) INT

Int Det: Ambient Fail. 20: RFI Detect. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000795

Agency Date Time
Operator

Software Source

GULF COUNTY SO 10/30/2007 20:52:22
NEWSOME,JAMES,A

Agency     Inspection

200606B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.188
Alcohol Free Subject Test: 0.000 Interferent Detect Test  #1 INTYes
Mouth Alcohol Test: Slope Not Met Alcohol Free Test  #2 0.000Yes
Interferent Detect Test: Interferent Detect 0.05 g/210L Test  #2 0.049Yes
Diagnostic Check (Post-Inspection): OK 0.08 g/210L Test  #2 0.078No
Alcohol Free Test: OK 0.20 g/210L Test  #2 0.191Yes
0.05 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Test: OK Alcohol Free Test  #3 0.000Yes
0.20 g/210L Test: OK 0.05 g/210L Test  #3 0.049No
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Test  #3 0.079No

0.20 g/210L Test  #3 0.193
Interferent Detect Test  #3 INT

20: Control Outside , RFI Detect. Non-compliance:CELL PHONE FOR RFI /TEMP 1ST TEST           . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000795

Agency Date Time
Operator

Software Source

GULF COUNTY SO 10/30/2007 22:17:07
NEWSOME,JAMES,A

Agency     Inspection

200605B
05/04/2008

200708C
08/01/2009

200708D
08/01/2009

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.147
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.187Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048No
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.172Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.192Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTNo
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000No

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.179
0.20 g/210L Test  #3 (Retry) 0.193
Interferent Detect Test  #3 INT

20: Control Outside Tolerance, Control Outside Tolerance. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000795

Agency Date Time
Operator

Software Source

GULF COUNTY SO 10/31/2007 21:13:36
NEWSOME,JAMES,A

Agency     Inspection

200708A
08/01/2009

200708C
08/01/2009

# Sims  3 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot#
Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.068
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.069
Alcohol Free Subject Test: 0.000 Interferent Detect Test  #1 INTYes
Mouth Alcohol Test: Slope Not Met Alcohol Free Test  #2 0.000Yes
Interferent Detect Test: Interferent Detect 0.05 g/210L Test  #2 0.048Yes
Diagnostic Check (Post-Inspection): OK 0.08 g/210L Test  #2 0.064No
Alcohol Free Test: OK 0.08 g/210L Test  #2 (Retry) 0.073Yes
0.05 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Test: OK Alcohol Free Test  #3 0.000No
0.20 g/210L Test: OK 0.05 g/210L Test  #3 0.048No
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Test  #3 0.072No

0.08 g/210L Test  #3 (Retry) 0.074
Interferent Detect Test  #3 INT

08: Control Outside Tolerance, Control Outside Tolerance. Non-compliance:DID NOT MEET LEVEL. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000795

Agency Date Time
Operator

Software Source

GULF COUNTY SO 11/01/2007 14:55:41
GEDDINGS,MARGARET,M

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

719402I
07/15/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000795

Agency Date Time
Operator

Software Source

GULF COUNTY SO 12/30/2007 23:12:49
NEWSOME,JAMES,A

Agency     Inspection

200708A
08/01/2009

200708C
08/01/2009

200708D
08/01/2009

# Sims  3 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.157
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.181Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048No
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.172Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.185Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTNo
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000No

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.176
0.20 g/210L Test  #3 (Retry) 0.186
Interferent Detect Test  #3 INT

20: Control Outside DID NOT REACH PROPER TEMP. ON SIMULATOR. Non-compliance:NO WITH IN LIMITS ON
.20. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000795

Agency Date Time
Operator

Software Source

GULF COUNTY SO 12/31/2007 01:34:55
NEWSOME,JAMES,A

Agency     Inspection

200708A
08/01/2009

200708C
08/01/2009

200708D
08/01/2009

# Sims  3 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.159
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.161Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047No
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.179Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.179Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTNo
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000No

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.180
0.20 g/210L Test  #3 (Retry) 0.184
Interferent Detect Test  #3 INT

20: Control Outside Tolerance NOT WITHIN ACCEPTABLE RANGE  . Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000795

Agency Date Time
Operator

Software Source

GULF COUNTY SO 12/31/2007 13:07:03
NEWSOME,JAMES,A

Agency     Inspection

200708A
08/01/2009

200708C
08/01/2009

200708D
08/01/2009

626101I
09/20/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000796

Agency Date Time
Operator

Software Source

LONGBOAT KEY PD 01/14/2007 09:45:10
SHOEMAKER,FRANK,E

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

512601I
05/10/2007

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.186
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.197Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.074Yes
Interferent Detect Test: Interferent Detect 0.08 g/210L Dry Gas Std Test  #1 (Retry) 0.076Yes
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #1 INTYes
Alcohol Free Test: OK Alcohol Free Test  #2 0.000Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 0.053Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 0.080Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.190Yes
0.08 g/210L Dry Gas Std Test: OK 0.20 g/210L Test  #2 (Retry) 0.199Yes

0.08 g/210L Dry Gas Std Test  #2 0.074
0.08 g/210L Dry Gas Std Test  #2 (Retry) 0.075
Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.054
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.194
0.20 g/210L Test  #3 (Retry) 0.200
0.08 g/210L Dry Gas Std Test  #3 0.074
0.08 g/210L Dry Gas Std Test  #3 (Retry) 0.075
Interferent Detect Test  #3 INT

FAILED TO TIGHTEN TOP OFSIMULATOR,CAUSING LEAKAGE OF SAMPLE. BOTTLE OF STANDARD GAS
GETTING LOW. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000796

Agency Date Time
Operator

Software Source

LONGBOAT KEY PD 02/10/2007 14:28:16
SHOEMAKER,FRANK,E

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

635301-G
12/21/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.054No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.055Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.055
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.203
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000796

Agency Date Time
Operator

Software Source

LONGBOAT KEY PD 03/04/2007 07:54:49
SHOEMAKER,FRANK,E

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

635301-G
12/21/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.203
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000796

Agency Date Time
Operator

Software Source

LONGBOAT KEY PD 04/21/2007 10:45:44
SHOEMAKER,FRANK,E

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

635301-G
12/21/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.184
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.194Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.189Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.196Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.193
0.20 g/210L Test  #3 (Retry) 0.198
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000796

Agency Date Time
Operator

Software Source

LONGBOAT KEY PD 05/03/2007 12:07:48
SHOEMAKER,FRANK,E

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

635301-G
12/21/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000796

Agency Date Time
Operator

Software Source

LONGBOAT KEY PD 06/03/2007 10:11:13
SHOEMAKER,FRANK,E

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

635301-G
12/21/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.052Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.053
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000796

Agency Date Time
Operator

Software Source

LONGBOAT KEY PD 07/03/2007 14:56:22
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

635301G
06/03/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.044No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 (Retry) 0.047
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.075
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.189Yes
Mouth Alcohol Test: Slope Not Met 0.20 g/210L Test  #1 (Retry) 0.196Yes
Interferent Detect Test: Interferent Detect 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #1 INTYes
Alcohol Free Test: OK Alcohol Free Test  #2 (Retry) 0.000Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 0.046Yes
0.08 g/210L Test: OK 0.05 g/210L Test  #2 (Retry) 0.047Yes
0.20 g/210L Test: OK 0.08 g/210L Test  #2 0.075Yes
0.08 g/210L Dry Gas Std Test: OK 0.20 g/210L Test  #2 0.192Yes

0.20 g/210L Test  #2 (Retry) 0.198
0.08 g/210L Dry Gas Std Test  #2 0.077
Interferent Detect Test  #2 INT
Alcohol Free Test  #3 (Retry) 0.000
0.05 g/210L Test  #3 0.046
0.05 g/210L Test  #3 (Retry) 0.046
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.194
0.20 g/210L Test  #3 (Retry) 0.198
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

CONTROL TEST OUTSIDE TOLERANCE DUE TO A/C VENT OVER SIM.   l Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000796

Agency Date Time
Operator

Software Source

LONGBOAT KEY PD 09/12/2007 13:58:04
VENTURI,GEORGE,L

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  5 Complies Yes

8100.27

0.0006Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.050
0.08 g/210L Test  #4 0.080
0.20 g/210L Test  #4 0.198
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.051
0.08 g/210L Test  #5 0.080
0.20 g/210L Test  #5 0.199
0.08 g/210L Dry Gas Std Test  #5 0.080
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.050
0.08 g/210L Test  #6 0.081
0.20 g/210L Test  #6 0.198
0.08 g/210L Dry Gas Std Test  #6 0.080
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.051
0.08 g/210L Test  #7 0.081
0.20 g/210L Test  #7 0.198
0.08 g/210L Dry Gas Std Test  #7 0.080
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.051

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000796

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.081
0.20 g/210L Test  #8 0.198
0.08 g/210L Dry Gas Std Test  #8 0.080
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.051
0.08 g/210L Test  #9 0.081
0.20 g/210L Test  #9 0.199
0.08 g/210L Dry Gas Std Test  #9 0.080
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.051
0.08 g/210L Test  #10 0.081
0.20 g/210L Test  #10 0.199
0.08 g/210L Dry Gas Std Test  #10 0.080
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0006
0.08 g/210L Test  (Std Dev) 0.0006
0.20 g/210L Test  (Std Dev) 0.0009
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0003

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000796

Agency Date Time
Operator

Software Source

LONGBOAT KEY PD 09/12/2007 14:32:49
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200612D
12/14/2008

200612A
12/05/2008

717102I
06/29/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000796

Agency Date Time
Operator

Software Source

LONGBOAT KEY PD 10/02/2007 10:07:08
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

635301G
12/21/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000796

Agency Date Time
Operator

Software Source

LONGBOAT KEY PD 11/06/2007 11:58:18
ANDREWS,ROBERT,P

Agency     Inspection

200708A
08/01/2009

200605C
05/04/2008

200612A
12/05/2008

635301G
12/21/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

A F / M A: Range Exceeded. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000796

Agency Date Time
Operator

Software Source

LONGBOAT KEY PD 12/05/2007 10:32:48
ANDREWS,ROBERT,P

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

635301G
12/21/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000797

Agency Date Time
Operator

Software Source

HAMILTON COUNTY S.O. 05/04/2007 18:23:07
FALGOUT,DAVID,G

Agency     Inspection

200605C
05/04/2008

200605B
05/04/2008

200605F
05/10/2008

706101II
03/05/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000797

Agency Date Time
Operator

Software Source

HAMILTON COUNTY S.O. 06/27/2007 14:00:26
FALGOUT,DAVID,G

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

706101I
03/05/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

INTOX ON LOAN FROM HAMILTON CO TIL SUWANNEE CO ARE RETURNED

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000797

Agency Date Time
Operator

Software Source

HAMILTON COUNTY S.O. 07/29/2007 08:12:04
FALGOUT,DAVID,G

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

706101I
03/05/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000808

Agency Date Time
Operator

Software Source

HILLSBOROUGH SO 01/18/2007 11:45:02
GRAY,BEVERLY,A

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

612201G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000808

Agency Date Time
Operator

Software Source

HILLSBOROUGH SO 02/21/2007 12:34:34
GRAY,BEVERLY,A

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

612201G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

A F / M A: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000808

Agency Date Time
Operator

Software Source

HILLSBOROUGH SO 03/20/2007 10:45:25
GRAY,BEVERLY,A

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

632401I
11/22/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000808

Agency Date Time
Operator

Software Source

HILLSBOROUGH SO 04/11/2007 14:57:27
GRAY,BEVERLY,A

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

632401I
11/22/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000808

Agency Date Time
Operator

Software Source

HILLSBOROUGH SO 05/21/2007 11:26:49
GRAY,BEVERLY,A

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

632401I
11/22/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000808

Agency Date Time
Operator

Software Source

HILLSBOROUGH SO 06/21/2007 10:28:46
GRAY,BEVERLY,A

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

632401I
11/22/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000808

Agency Date Time
Operator

Software Source

HILLSBOROUGH SO 07/18/2007 13:49:10
SUERETH,DONALD,P

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

632102I
11/20/2008

# Sims  4 Complies Yes

8100.27

0.0007Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.050
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.197
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.050
0.08 g/210L Test  #5 0.079
0.20 g/210L Test  #5 0.197
0.08 g/210L Dry Gas Std Test  #5 0.078
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.050
0.08 g/210L Test  #6 0.079
0.20 g/210L Test  #6 0.197
0.08 g/210L Dry Gas Std Test  #6 0.078
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.049
0.08 g/210L Test  #7 0.079
0.20 g/210L Test  #7 0.197
0.08 g/210L Dry Gas Std Test  #7 0.078
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.049

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000808

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.079
0.20 g/210L Test  #8 0.198
0.08 g/210L Dry Gas Std Test  #8 0.078
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.079
0.20 g/210L Test  #9 0.198
0.08 g/210L Dry Gas Std Test  #9 0.078
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.049
0.08 g/210L Test  #10 0.079
0.20 g/210L Test  #10 0.198
0.08 g/210L Dry Gas Std Test  #10 0.077
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0007
0.08 g/210L Test  (Std Dev) 0.0003
0.20 g/210L Test  (Std Dev) 0.0009
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0009

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000808

Agency Date Time
Operator

Software Source

HILLSBOROUGH SO 07/19/2007 09:06:16
GRAY,BEVERLY,A

Agency     Inspection

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

A F / M A: No Sample Provided. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000808

Agency Date Time
Operator

Software Source

HILLSBOROUGH SO 07/19/2007 09:41:47
GRAY,BEVERLY,A

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

632102I
11/20/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000808

Agency Date Time
Operator

Software Source

HILLSBOROUGH SO 08/24/2007 10:50:40
GRAY,BEVERLY,A

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

711401G
04/29/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000808

Agency Date Time
Operator

Software Source

HILLSBOROUGH SO 09/24/2007 09:51:40
GRAY,BEVERLY,A

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

711401G
04/29/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000808

Agency Date Time
Operator

Software Source

HILLSBOROUGH SO 10/12/2007 10:18:44
GRAY,BEVERLY,A

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

711401G
04/29/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000808

Agency Date Time
Operator

Software Source

HILLSBOROUGH SO 11/16/2007 10:11:16
GRAY,BEVERLY,A

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

711401G
04/29/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000808

Agency Date Time
Operator

Software Source

HILLSBOROUGH CO SO 12/10/2007 09:56:57
GRAY,BEVERLY,A

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

711401G
04/29/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000809

Agency Date Time
Operator

Software Source

DIXIE COUNTY SO 01/30/2007 15:59:07
MANDOLA,MATTHEW,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

615802I
06/09/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.182
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.193Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.079Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.188Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.195Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.191
0.20 g/210L Test  #3 (Retry) 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

LOW TEMP. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000809

Agency Date Time
Operator

Software Source

DIXIE COUNTY SO 02/21/2007 15:27:38
MANDOLA,MATTHEW,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

615802I
06/09/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000809

Agency Date Time
Operator

Software Source

DIXIE COUNTY SO 03/16/2007 12:17:19
MANDOLA,MATTHEW,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000809

Agency Date Time
Operator

Software Source

DIXIE COUNTY SO 04/16/2007 08:50:34
MANDOLA,MATTHEW,

Agency     Inspection

# Sims  2 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Interferent Detect Test  #1 0.000No
Minimum Sample Volume Check: OK Interferent Detect Test  #1 (Retry) 0.045
Barometric Pressure Sensor Check: OK Alcohol Free Test  #2 0.000
Alcohol Free Subject Test: 0.000 Interferent Detect Test  #2 0.000Yes
Mouth Alcohol Test: Slope Not Met Alcohol Free Test  #3 0.000Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #3 0.000No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK Yes
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

OUT OF ORDERN. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000809

Agency Date Time
Operator

Software Source

DIXIE COUNTY SO 04/16/2007 10:31:35
MANDOLA,MATTHEW,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.189
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.195Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.080Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.196Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.196
0.20 g/210L Test  #3 (Retry) 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

CHANGED O RING. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000809

Agency Date Time
Operator

Software Source

DIXIE COUNTY SO 06/01/2007 16:15:05
MANDOLA,MATTHEW,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000809

Agency Date Time
Operator

Software Source

DIXIE COUNTY SO 07/03/2007 10:19:42
MANDOLA,MATTHEW,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000809

Agency Date Time
Operator

Software Source

CMI INC 08/24/2007 14:03:16
MANDOLA,MATTHEW,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

719102I
07/15/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.186
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.194Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.195Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.194
0.20 g/210L Test  #3 (Retry) 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

LOW TEMP. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000809

Agency Date Time
Operator

Software Source

DIXIE COUNTY SO 09/19/2007 12:24:02
MALHIOT,MATTHEW,E

Department Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

627101I
10/03/2008

# Sims  5 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.049
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.195
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.049
0.08 g/210L Test  #5 0.079
0.20 g/210L Test  #5 0.195
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.049
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.195
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.050
0.08 g/210L Test  #7 0.080
0.20 g/210L Test  #7 0.194
0.08 g/210L Dry Gas Std Test  #7 0.079
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000809

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.080
0.20 g/210L Test  #8 0.194
0.08 g/210L Dry Gas Std Test  #8 0.079
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.194
0.08 g/210L Dry Gas Std Test  #9 0.079
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.195
0.08 g/210L Dry Gas Std Test  #10 0.079
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Test  (Std Dev) 0.0004
0.20 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0003

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000809

Agency Date Time
Operator

Software Source

DIXIE COUNTY SO 09/27/2007 16:56:46
MANDOLA,MATTHEW,

Agency     Inspection

# Sims  2 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

A F / M A: No Sample Provided. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000809

Agency Date Time
Operator

Software Source

DIXIE COUNTY SO 09/27/2007 18:48:42
MANDOLA,MATTHEW,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

719102I
07/15/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.073
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.078
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.185Yes
Mouth Alcohol Test: Slope Not Met 0.20 g/210L Test  #1 (Retry) 0.195Yes
Interferent Detect Test: Interferent Detect 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #1 INTYes
Alcohol Free Test: OK Alcohol Free Test  #2 0.000Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 0.049Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 0.076Yes
0.20 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.078Yes
0.08 g/210L Dry Gas Std Test: OK 0.20 g/210L Test  #2 0.193Yes

0.20 g/210L Test  #2 (Retry) 0.196
0.08 g/210L Dry Gas Std Test  #2 0.078
Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.077
0.08 g/210L Test  #3 (Retry) 0.079
0.20 g/210L Test  #3 0.194
0.20 g/210L Test  #3 (Retry) 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

08: Control Outside LOW TEMP. 20: Control Outside LOW TEMP. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000809

Agency Date Time
Operator

Software Source

DIXIE COUNTY SO 10/29/2007 10:34:16
MANDOLA,MATTHEW,

Agency     Inspection

200708A
08/01/2009

200605C
05/04/2008

200605F
05/10/2008

719102I
07/15/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000809

Agency Date Time
Operator

Software Source

DIXIE COUNTY SO 12/19/2007 12:30:29
MANDOLA,MATTHEW,

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

719102I
07/15/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.008Yes
Date and/or Time Adjusted Alcohol Free Test  #1 (Retry) 0.000No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 0.048
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.073
Alcohol Free Subject Test: 0.000 0.08 g/210L Test  #1 (Retry) 0.081Yes
Mouth Alcohol Test: Slope Not Met 0.20 g/210L Test  #1 0.180Yes
Interferent Detect Test: Interferent Detect 0.20 g/210L Test  #1 (Retry) 0.195Yes
Diagnostic Check (Post-Inspection): OK 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Alcohol Free Test: OK Interferent Detect Test  #1 0.032Yes
0.05 g/210L Test: OK Interferent Detect Test  #1 (Retry) INTYes
0.08 g/210L Test: OK Alcohol Free Test  #2 0.000Yes
0.20 g/210L Test: OK Alcohol Free Test  #2 (Retry) 0.000Yes
0.08 g/210L Dry Gas Std Test: OK 0.05 g/210L Test  #2 0.049Yes

0.08 g/210L Test  #2 0.077
0.08 g/210L Test  #2 (Retry) 0.081
0.20 g/210L Test  #2 0.191
0.20 g/210L Test  #2 (Retry) 0.196
0.08 g/210L Dry Gas Std Test  #2 0.078
Interferent Detect Test  #2 0.035
Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
Alcohol Free Test  #3 (Retry) 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.077
0.08 g/210L Test  #3 (Retry) 0.081
0.20 g/210L Test  #3 0.194
0.20 g/210L Test  #3 (Retry) 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 0.038
Interferent Detect Test  #3 (Retry) INT

00: Control OutsideHOSE CONNECTION LOOSE. Int Det:WRONG SOLUTION. 08: Control OutsideToleranceLOW
TEMP. 20: Control Outside ToleranceLOE TEMP. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000810

Agency Date Time
Operator

Software Source

DIXIE COUNTY SO 01/30/2007 14:33:22
MANDOLA,MATTHEW,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

615802I
06/09/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000810

Agency Date Time
Operator

Software Source

DIXIE COUNTY SO 02/21/2007 16:55:11
MANDOLA,MATTHEW,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

615802I
06/09/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.073
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.076
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.185Yes
Mouth Alcohol Test: Slope Not Met 0.20 g/210L Test  #1 (Retry) 0.193Yes
Interferent Detect Test: Interferent Detect 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #1 INTYes
Alcohol Free Test: OK Alcohol Free Test  #2 0.000Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 0.047Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 0.075Yes
0.20 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.077Yes
0.08 g/210L Dry Gas Std Test: OK 0.20 g/210L Test  #2 0.191Yes

0.20 g/210L Test  #2 (Retry) 0.193
0.08 g/210L Dry Gas Std Test  #2 0.078
Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.076
0.08 g/210L Test  #3 (Retry) 0.078
0.20 g/210L Test  #3 0.192
0.20 g/210L Test  #3 (Retry) 0.194
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

LOW TEMP. LOW TEMP. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000810

Agency Date Time
Operator

Software Source

DIXIE COUNTY SO 03/16/2007 10:04:06
MANDOLA,MATTHEW,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

615802I
06/09/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.185
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.195Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.079Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.191Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.196Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.193
0.20 g/210L Test  #3 (Retry) 0.197
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

LOW TEMP. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000810

Agency Date Time
Operator

Software Source

DIXIE COUNTY SO 04/16/2007 12:15:12
MANDOLA,MATTHEW,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000810

Agency Date Time
Operator

Software Source

DIXIE COUNTY SO 06/01/2007 14:33:49
MANDOLA,MATTHEW,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000810

Agency Date Time
Operator

Software Source

DIXIE COUNTY SO 07/03/2007 13:14:41
MANDOLA,MATTHEW,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.044No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 (Retry) 0.047
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.074
Alcohol Free Subject Test: 0.000 0.08 g/210L Test  #1 (Retry) 0.078Yes
Mouth Alcohol Test: Slope Not Met 0.20 g/210L Test  #1 0.182Yes
Interferent Detect Test: Interferent Detect 0.20 g/210L Test  #1 (Retry) 0.190Yes
Diagnostic Check (Post-Inspection): OK 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Alcohol Free Test: OK Interferent Detect Test  #1 INTYes
0.05 g/210L Test: OK Alcohol Free Test  #2 0.000Yes
0.08 g/210L Test: OK 0.05 g/210L Test  #2 0.046Yes
0.20 g/210L Test: OK 0.05 g/210L Test  #2 (Retry) 0.047Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Test  #2 0.077Yes

0.08 g/210L Test  #2 (Retry) 0.078
0.20 g/210L Test  #2 0.188
0.20 g/210L Test  #2 (Retry) 0.192
0.08 g/210L Dry Gas Std Test  #2 0.078
Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.046
0.05 g/210L Test  #3 (Retry) 0.047
0.08 g/210L Test  #3 0.077
0.08 g/210L Test  #3 (Retry) 0.079
0.20 g/210L Test  #3 0.190
0.20 g/210L Test  #3 (Retry) 0.193
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

LOW TEMP. LOW TEMP. LOW TEMP. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000810

Agency Date Time
Operator

Software Source

DIXIE COUNTY SO 08/24/2007 12:09:31
MANDOLA,MATTHEW,

Agency     Inspection

200612C
12/14/2008

200612C
12/14/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 (Retry) 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 (Retry) 0.195
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

20: RFI Detect. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000810

Agency Date Time
Operator

Software Source

DIXIE COUNTY SO 09/19/2007 11:54:56
MALHIOT,MATTHEW,E

Department Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

627101I
10/03/2008

# Sims  5 Complies Yes

8100.27

0.0006Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.191Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.192
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.046
0.08 g/210L Test  #4 0.077
0.20 g/210L Test  #4 0.192
0.08 g/210L Dry Gas Std Test  #4 0.080
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.046
0.08 g/210L Test  #5 0.077
0.20 g/210L Test  #5 0.192
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.046
0.08 g/210L Test  #6 0.078
0.20 g/210L Test  #6 0.192
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.046
0.08 g/210L Test  #7 0.078
0.20 g/210L Test  #7 0.192
0.08 g/210L Dry Gas Std Test  #7 0.079
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.046

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000810

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.077
0.20 g/210L Test  #8 0.193
0.08 g/210L Dry Gas Std Test  #8 0.079
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.047
0.08 g/210L Test  #9 0.077
0.20 g/210L Test  #9 0.193
0.08 g/210L Dry Gas Std Test  #9 0.079
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.047
0.08 g/210L Test  #10 0.078
0.20 g/210L Test  #10 0.193
0.08 g/210L Dry Gas Std Test  #10 0.079
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Test  (Std Dev) 0.0006
0.20 g/210L Test  (Std Dev) 0.0009
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0006

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000810

Agency Date Time
Operator

Software Source

DIXIE COUNTY SO 09/27/2007 16:16:41
MANDOLA,MATTHEW,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.185
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.194Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 0.000Yes
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #1 (Retry) INTYes
Alcohol Free Test: OK Alcohol Free Test  #2 0.000Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 0.047Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.190Yes
0.08 g/210L Dry Gas Std Test: OK 0.20 g/210L Test  #2 (Retry) 0.195Yes

0.08 g/210L Dry Gas Std Test  #2 0.078
Interferent Detect Test  #2 INT
Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.192
0.20 g/210L Test  #3 (Retry) 0.195
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT
Interferent Detect Test  #3 (Retry) INT

Int Det:NO ACETONE. 20: Control Outside LOW TEMP. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000810

Agency Date Time
Operator

Software Source

DIXIE COUNTY SO 10/29/2007 13:21:14
MANDOLA,MATTHEW,

Agency     Inspection

200708A
08/01/2009

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.043No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 (Retry) 0.046
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.072
Alcohol Free Subject Test: 0.000 0.08 g/210L Test  #1 (Retry) 0.076Yes
Mouth Alcohol Test: Slope Not Met 0.20 g/210L Test  #1 0.187Yes
Interferent Detect Test: Interferent Detect 0.20 g/210L Test  #1 (Retry) 0.192Yes
Diagnostic Check (Post-Inspection): OK 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Alcohol Free Test: OK Interferent Detect Test  #1 INTYes
0.05 g/210L Test: OK Alcohol Free Test  #2 0.000Yes
0.08 g/210L Test: OK 0.05 g/210L Test  #2 0.045Yes
0.20 g/210L Test: OK 0.05 g/210L Test  #2 (Retry) 0.046Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Test  #2 0.075Yes

0.08 g/210L Test  #2 (Retry) 0.077
0.20 g/210L Test  #2 0.189
0.20 g/210L Test  #2 (Retry) 0.192
0.08 g/210L Dry Gas Std Test  #2 0.078
Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.046
0.05 g/210L Test  #3 (Retry) 0.047
0.08 g/210L Test  #3 0.076
0.08 g/210L Test  #3 (Retry) 0.077
0.20 g/210L Test  #3 0.190
0.20 g/210L Test  #3 (Retry) 0.192
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

05 OUT SIDE TOLERANCE LOW TEMP. 08: Control Outside ToleranceLOW TEMP. 20: Control Outside
ToleranceLOW TEMP. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000810

Agency Date Time
Operator

Software Source

DIXIE COUNTY SO 12/19/2007 09:41:17
MANDOLA,MATTHEW,N

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

705001I
02/22/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.188
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.195Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.079Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.195Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.195
0.20 g/210L Test  #3 (Retry) 0.195
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

20: Control Outside ToleranceLOW TEMP. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000811

Agency Date Time
Operator

Software Source

PERRY PD 01/31/2007 06:07:39
GRAY,LIN,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

612201G
05/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Alcohol Free Test  #1 (Retry) 0.000No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 0.048
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.080
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.193Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK Alcohol Free Test  #2 (Retry) 0.000Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 0.048Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 0.080Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 (Retry) 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

00: RFI Detect. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000811

Agency Date Time
Operator

Software Source

PERRY PD 02/27/2007 10:56:18
PARKER,C,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

612201G
05/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000811

Agency Date Time
Operator

Software Source

PERRY PD 03/29/2007 05:54:28
GRAY,LIN,

Agency     Inspection

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1Yes
Date and/or Time Adjusted Alcohol Free Test  #1 (Retry)No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 Yes
Mouth Alcohol Test: Slope Not Met Yes
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

00: RFI Detect, RFI Detect. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000811

Agency Date Time
Operator

Software Source

PERRY PD 03/29/2007 05:58:51
GRAY,LIN,

Agency     Inspection

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

A F / M A: Range ExceededAmbient FailAmbient Fail. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000811

Agency Date Time
Operator

Software Source

PERRY PD 03/29/2007 06:00:27
GRAY,LIN,

Agency     Inspection

# Sims  0 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK No
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

DIAGNOSTIC FAILEDNon-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000811

Agency Date Time
Operator

Software Source

PERRY POLICE DEPT 08/20/2007 15:01:44
GEDDINGS,MARGARET,M

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

719402I
07/15/2009

# Sims  5 Complies Yes

8100.27

0.0006Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.068Yes
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.082Yes
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.198Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.070Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.082Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.070
0.08 g/210L Test  #3 (Retry) 0.082
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.049
0.08 g/210L Test  #4 0.072
0.08 g/210L Test  #4 (Retry) 0.083
0.20 g/210L Test  #4 0.200
0.08 g/210L Dry Gas Std Test  #4 0.077
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.049
0.08 g/210L Test  #5 0.078
0.08 g/210L Test  #5 (Retry) 0.082
0.20 g/210L Test  #5 0.201
0.08 g/210L Dry Gas Std Test  #5 0.078
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.050
0.08 g/210L Test  #6 0.080
0.08 g/210L Test  #6 (Retry) 0.082
0.20 g/210L Test  #6 0.201
0.08 g/210L Dry Gas Std Test  #6 0.077
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.050

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000811

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #7 0.080
0.08 g/210L Test  #7 (Retry) 0.082
0.20 g/210L Test  #7 0.200
0.08 g/210L Dry Gas Std Test  #7 0.077
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050
0.08 g/210L Test  #8 0.080
0.08 g/210L Test  #8 (Retry) 0.083
0.20 g/210L Test  #8 0.199
0.08 g/210L Dry Gas Std Test  #8 0.077
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.080
0.08 g/210L Test  #9 (Retry) 0.082
0.20 g/210L Test  #9 0.198
0.08 g/210L Dry Gas Std Test  #9 0.077
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.081
0.08 g/210L Test  #10 (Retry) 0.083
0.20 g/210L Test  #10 0.197
0.08 g/210L Dry Gas Std Test  #10 0.077
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0006
0.08 g/210L Test  (Std Dev) 0.0052
0.08 g/210L Test  (Std Dev) 0.0004
0.20 g/210L Test  (Std Dev) 0.0013
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0003

08: Control Outside ToleranceCHANGED TUBING. 

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000811

Agency Date Time
Operator

Software Source

PERRY POLICE DEPT 08/27/2007 01:37:33
GRAY,LIN,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

612201G
05/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.054No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.205
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.055Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.205Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.055
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.203
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000811

Agency Date Time
Operator

Software Source

PERRY POLICE DEPT 09/27/2007 15:45:51
GRAY,LIN,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

612201G
05/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.054No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.054Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.055
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000811

Agency Date Time
Operator

Software Source

PERRY POLICE DEPT 10/31/2007 03:35:16
GRAY,LIN,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot#
Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.052No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.000
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.072
Alcohol Free Subject Test: 0.000 Interferent Detect Test  #1 INTYes
Mouth Alcohol Test: Slope Not Met Alcohol Free Test  #2 0.000Yes
Interferent Detect Test: Interferent Detect 0.05 g/210L Test  #2 0.052Yes
Diagnostic Check (Post-Inspection): OK 0.08 g/210L Test  #2 0.000No
Alcohol Free Test: OK 0.08 g/210L Test  #2 (Retry) 0.071Yes
0.05 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Test: OK Alcohol Free Test  #3 0.000No
0.20 g/210L Test: OK 0.05 g/210L Test  #3 0.052No
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Test  #3 0.000No

0.08 g/210L Test  #3 (Retry) 0.073
Interferent Detect Test  #3 INT

08: Control Outside Tolerance, Control Outside Tolerance. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000811

Agency Date Time
Operator

Software Source

PERRY POLICE DEPT 10/31/2007 04:46:48
GRAY,LIN,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot#
Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.000
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.072
Alcohol Free Subject Test: 0.000 Interferent Detect Test  #1 INTYes
Mouth Alcohol Test: Slope Not Met Alcohol Free Test  #2 0.000Yes
Interferent Detect Test: Interferent Detect 0.05 g/210L Test  #2 0.048Yes
Diagnostic Check (Post-Inspection): OK 0.08 g/210L Test  #2 0.000No
Alcohol Free Test: OK 0.08 g/210L Test  #2 (Retry) 0.075Yes
0.05 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Test: OK Alcohol Free Test  #3 0.000No
0.20 g/210L Test: OK 0.05 g/210L Test  #3 0.048No
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Test  #3 0.062No

0.08 g/210L Test  #3 (Retry) 0.075
Interferent Detect Test  #3 INT

08: Control Outside Tolerance, Control Outside Tolerance. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000811

Agency Date Time
Operator

Software Source

PERRY POLICE DEPT 10/31/2007 14:46:22
GRAY,LIN,N

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

# Sims  3 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot#
Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.064
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.068
Alcohol Free Subject Test: 0.000 Interferent Detect Test  #1 INTYes
Mouth Alcohol Test: Slope Not Met Alcohol Free Test  #2 0.000Yes
Interferent Detect Test: Interferent Detect 0.05 g/210L Test  #2 0.050Yes
Diagnostic Check (Post-Inspection): OK 0.08 g/210L Test  #2 0.067No
Alcohol Free Test: OK 0.08 g/210L Test  #2 (Retry) 0.217Yes
0.05 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Test: OK Alcohol Free Test  #3 0.000No
0.20 g/210L Test: OK 0.05 g/210L Test  #3 0.051No
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Test  #3 0.068No

0.08 g/210L Test  #3 (Retry) 0.070
Interferent Detect Test  #3 INT

08: Control Outside Tolerance, Control Outside Tolerance. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000811

Agency Date Time
Operator

Software Source

PERRY POLICE DEPT 10/31/2007 17:20:02
GRAY,LIN,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.066
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.079
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.178Yes
Mouth Alcohol Test: Slope Not Met 0.20 g/210L Test  #1 (Retry) 0.179Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000No
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.051Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.074Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.080Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.182No
0.08 g/210L Dry Gas Std Test: OK 0.20 g/210L Test  #2 (Retry) 0.186No

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.078
0.08 g/210L Test  #3 (Retry) 0.081
0.20 g/210L Test  #3 0.184
0.20 g/210L Test  #3 (Retry) 0.188
Interferent Detect Test  #3 INT

08: Control Outside Tolerance. 20: Control Outside Tolerance, Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000811

Agency Date Time
Operator

Software Source

PERRY POLICE DEPT 10/31/2007 17:35:42
GRAY,LIN,

Agency     Inspection

# Sims  3 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted Alcohol Free Test  #2 (Retry) 0.000No
Minimum Sample Volume Check: OK Alcohol Free Test  #3 (Retry) 0.008
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 Yes
Mouth Alcohol Test: Slope Not Met Yes
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

00: Ambient Fail, Control Outside Tolerance. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000811

Agency Date Time
Operator

Software Source

PERRY POLICE DEPT 10/31/2007 18:24:11
GRAY,LIN,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

612201G
05/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.182
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.195Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.052Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.188Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.197Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.191
0.20 g/210L Test  #3 (Retry) 0.197
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000811

Agency Date Time
Operator

Software Source

PERRY POLICE DEPT 11/27/2007 23:29:47
FRANKLIN,MICHAEL,E

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

612201G
05/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.186
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.197Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.081Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.197Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.198
0.20 g/210L Test  #3 (Retry) 0.197
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000811

Agency Date Time
Operator

Software Source

PERRY POLICE DEPT 12/31/2007 05:29:00
GRAY,LIN,

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200605F
05/10/2008

612201G
05/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.067
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.078
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.197Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.050Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.080Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.079Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.08 g/210L Test  #3 (Retry) 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

08: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000812

Agency Date Time
Operator

Software Source

HERNANDO COUNTY SO 01/24/2007 23:39:50
GREIFENBERGER,FRANCES,M

Agency     Inspection

# Sims  3 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 Yes
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

A F / M A:TOO MUCH ALCOHOL IN MOUTH. Non-compliance:USED TOO MUCH MOUTH ALCOHOL. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000812

Agency Date Time
Operator

Software Source

HERNANDO COUNTY SO 01/24/2007 23:53:40
GREIFENBERGER,FRANCES,M

Agency     Inspection

# Sims  3 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 Yes
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

A F / M A:NOT DETECTING INTERFERENT. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000812

Agency Date Time
Operator

Software Source

HERNANDO COUNTY SO 01/25/2007 00:58:29
GREIFENBERGER,FRANCES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

630702I
11/06/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.190Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Y

Remarks:

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000812

Agency Date Time
Operator

Software Source

HERNANDO COUNTY SO 02/17/2007 00:29:30
GREIFENBERGER,FRANCES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

630702I
11/06/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.052No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.083
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.208
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.053Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.203Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.052
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000812

Agency Date Time
Operator

Software Source

HERNANDO COUNTY SO 03/30/2007 23:24:34
GREIFENBERGER,FRANCES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

630702I
11/06/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.066No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 (Retry) 0.052
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.082
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.197Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.035Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 (Retry) 0.052Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 0.082Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.056
0.05 g/210L Test  #3 (Retry) 0.052
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

05: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000812

Agency Date Time
Operator

Software Source

HERNANDO COUNTY SO 04/22/2007 22:55:32
GREIFENBERGER,FRANCES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

630702I
11/06/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.075
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.188Yes
Mouth Alcohol Test: Slope Not Met 0.20 g/210L Test  #1 (Retry) 0.191Yes
Interferent Detect Test: Interferent Detect 0.08 g/210L Dry Gas Std Test  #1 0.087Yes
Diagnostic Check (Post-Inspection): OK 0.08 g/210L Dry Gas Std Test  #1 (Retry) 0.085Yes
Alcohol Free Test: OK Interferent Detect Test  #1 INTYes
0.05 g/210L Test: OK Alcohol Free Test  #2 0.000Yes
0.08 g/210L Test: OK 0.05 g/210L Test  #2 0.046Yes
0.20 g/210L Test: OK 0.08 g/210L Test  #2 0.033Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Test  #2 (Retry) 0.076Yes

0.20 g/210L Test  #2 0.222
0.20 g/210L Test  #2 (Retry) 0.192
0.08 g/210L Dry Gas Std Test  #2 0.085
0.08 g/210L Dry Gas Std Test  #2 (Retry) 0.085
Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.074
0.08 g/210L Test  #3 (Retry) 0.077
0.20 g/210L Test  #3 0.192
0.20 g/210L Test  #3 (Retry) 0.195
0.08 g/210L Dry Gas Std Test  #3 0.085
0.08 g/210L Dry Gas Std Test  #3 (Retry) 0.084
Interferent Detect Test  #3 INT

08: Control Outside LOOSE PLASTIC TUBING. 20: Control Outside 

Remarks:

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000812

Agency Date Time
Operator

Software Source

HERNANDO COUNTY SO 06/04/2007 17:07:26
SUERETH,DONALD,P

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

518602I
07/07/2007

# Sims  5 Complies No

8100.27

Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 (Retry) 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000No
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.080Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 (Retry) 0.078No

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 (Retry) INT
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.049
0.08 g/210L Test  #4 0.081
0.20 g/210L Test  #4 0.202
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.050
0.08 g/210L Test  #5 0.081
0.20 g/210L Test  #5 0.202
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.050
0.08 g/210L Test  #6 0.081
0.20 g/210L Test  #6 0.202
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.050
0.08 g/210L Test  #7 0.081
0.20 g/210L Test  #7 0.202
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050
0.08 g/210L Test  #8 0.081
0.20 g/210L Test  #8 0.202

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000812

Agency Date Time
Operator

Software Source

Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.081
0.20 g/210L Test  #9 0.203
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.081
0.20 g/210L Test  #10 0.202
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0007
0.08 g/210L Test  (Std Dev) 0.0006
0.20 g/210L Test  (Std Dev) 0.0010

08: Interferent Detect. ROOM FANNED, Interferent Detect. Non-compliance:INTERFERENT DETECTED, ROOM
FANNED AGAIN. 

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000812

Agency Date Time
Operator

Software Source

HERNANDO COUNTY SO 06/04/2007 18:42:50
SUERETH,DONALD,P

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

518602I
07/07/2007

# Sims  5 Complies No

8100.27

Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 (Retry) 0.078Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000No
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.050Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.082Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 (Retry) 0.077No

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 INT
0.08 g/210L Dry Gas Std Test  #3 (Retry) 0.076
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.051
0.08 g/210L Test  #4 0.082
0.20 g/210L Test  #4 0.201
0.08 g/210L Dry Gas Std Test  #4 (Retry) 0.076
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.051
0.08 g/210L Test  #5 0.083
0.20 g/210L Test  #5 0.202
0.08 g/210L Dry Gas Std Test  #5 (Retry) 0.076
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.051
0.08 g/210L Test  #6 0.083
0.20 g/210L Test  #6 0.203
0.08 g/210L Dry Gas Std Test  #6 (Retry) 0.075
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.051
0.08 g/210L Test  #7 0.083
0.20 g/210L Test  #7 0.203
0.08 g/210L Dry Gas Std Test  #7 (Retry) 0.076

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000812

Agency Date Time
Operator

Software Source

Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.051
0.08 g/210L Test  #8 0.082
0.20 g/210L Test  #8 0.204
0.08 g/210L Dry Gas Std Test  #8 (Retry) INT
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.051
0.08 g/210L Test  #9 0.083
0.20 g/210L Test  #9 0.204
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.052
0.08 g/210L Test  #10 0.083
0.20 g/210L Test  #10 0.204
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0008
0.08 g/210L Test  (Std Dev) 0.0005
0.20 g/210L Test  (Std Dev) 0.0025

08: Interferent Detect.CYLINDER CHANGED,SAME LOT NBR.      . CAUSE OF INT UNKNOWNNon-compliance: . 

Remarks:

Printed: 11 April 2008 Page: 2
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       Inspection Tests
Instrument Serial #80-000812

Agency Date Time
Operator

Software Source

HERNANDO COUNTY SO 06/07/2007 16:13:53
LOGUE,JAY,M

Department Inspection

# Sims  0 Complies Yes

8100.27

Avg Std Dev

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK No
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK No
Barometric Pressure Sensor Check: OK No
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Remarks:

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000812

Agency Date Time
Operator

Software Source

HERNANDO COUNTY SO 06/08/2007 14:58:50
LOGUE,JAY,M

Department Inspection

# Sims  4 Complies Yes

8100.27

Avg Std Dev

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK Yes
Barometric Pressure Sensor Check: OK Yes
Alcohol Free Subject Test: 0.000 Yes
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

A F / M A: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000812

Agency Date Time
Operator

Software Source

HERNANDO COUNTY SO 09/19/2007 11:08:13
SUERETH,DONALD,P

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

709601I
04/08/2009

# Sims  4 Complies Yes

8100.27

0.0014Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.191Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.192
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.051
0.08 g/210L Test  #4 0.080
0.20 g/210L Test  #4 0.193
0.08 g/210L Dry Gas Std Test  #4 0.081
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.052
0.08 g/210L Test  #5 0.081
0.20 g/210L Test  #5 0.193
0.08 g/210L Dry Gas Std Test  #5 0.081
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.052
0.08 g/210L Test  #6 0.081
0.20 g/210L Test  #6 0.191
0.08 g/210L Dry Gas Std Test  #6 0.081
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.053
0.08 g/210L Test  #7 0.081
0.20 g/210L Test  #7 0.191
0.08 g/210L Dry Gas Std Test  #7 0.082
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.053
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       Inspection Tests
Instrument Serial #80-000812

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.081
0.20 g/210L Test  #8 0.192
0.08 g/210L Dry Gas Std Test  #8 0.081
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.053
0.08 g/210L Test  #9 0.082
0.20 g/210L Test  #9 0.201
0.08 g/210L Dry Gas Std Test  #9 0.081
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.053
0.08 g/210L Test  #10 0.081
0.20 g/210L Test  #10 0.200
0.08 g/210L Dry Gas Std Test  #10 0.081
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0011
0.08 g/210L Test  (Std Dev) 0.0008
0.20 g/210L Test  (Std Dev) 0.0036
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0003

AI F. GREIFENBERGER PRESENT.

Remarks:

Printed: 11 April 2008 Page: 2
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       Inspection Tests
Instrument Serial #80-000812

Agency Date Time
Operator

Software Source

HERNANDO COUNTY SO 10/29/2007 16:38:50
SUERETH,DONALD,P

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

709601I
04/08/2009

# Sims  5 Complies Yes

8100.27

0.0005Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.205Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.206Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.207
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.050
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.208
0.08 g/210L Dry Gas Std Test  #4 0.080
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.051
0.08 g/210L Test  #5 0.080
0.20 g/210L Test  #5 0.207
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.051
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.207
0.08 g/210L Dry Gas Std Test  #6 0.080
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.050
0.08 g/210L Test  #7 0.080
0.20 g/210L Test  #7 0.207
0.08 g/210L Dry Gas Std Test  #7 0.080
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.051

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000812

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.080
0.20 g/210L Test  #8 0.208
0.08 g/210L Dry Gas Std Test  #8 0.080
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.051
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.207
0.08 g/210L Dry Gas Std Test  #9 0.080
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.051
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.207
0.08 g/210L Dry Gas Std Test  #10 0.080
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0006
0.08 g/210L Test  (Std Dev) 0.0005
0.20 g/210L Test  (Std Dev) 0.0008
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000812

Agency Date Time
Operator

Software Source

HERNANDO COUNTY SO 11/08/2007 22:24:59
GREIFENBERGER,FRANCES,M

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

724801G
09/06/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.207
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.207Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.206
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000812

Agency Date Time
Operator

Software Source

HERNANDO COUNTY SO 12/26/2007 18:24:19
GREIFENBERGER,FRANCES,M

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

724801G
09/06/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.083
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.208
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.207Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 (Retry) 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.083
0.20 g/210L Test  #3 0.206
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

00: Ambient Fail,FANNED RM CUFFS W/SANITIZER BROUGHT IN

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000813

Agency Date Time
Operator

Software Source

MARION COUNTY SO 01/13/2007 15:19:49
FORTE,MICHAEL,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

502101G
01/24/2007

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.189
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.198Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.051Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.080Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.198Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.197
0.20 g/210L Test  #3 (Retry) 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

POOR TUBE CONN. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000813

Agency Date Time
Operator

Software Source

MARION COUNTY SO 02/18/2007 16:16:42
SECKEL,ERIC,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.052No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.083Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

A F / M A:USER M/A

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000813

Agency Date Time
Operator

Software Source

MARION COUNTY SO 03/27/2007 08:01:06
SECKEL,ERIC,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000813

Agency Date Time
Operator

Software Source

MARION COUNTY SO 04/24/2007 12:26:28
SAVARESE,K,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000813

Agency Date Time
Operator

Software Source

MARION COUNTY SO 05/26/2007 09:30:56
SAVARESE,K,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000813

Agency Date Time
Operator

Software Source

MARION COUNTY SO 06/07/2007 11:13:47
MALHIOT,MATTHEW,E

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  5 Complies Yes

8100.27

0.0005Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.050
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.197
0.08 g/210L Dry Gas Std Test  #4 0.078
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.050
0.08 g/210L Test  #5 0.079
0.20 g/210L Test  #5 0.197
0.08 g/210L Dry Gas Std Test  #5 0.077
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.050
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.197
0.08 g/210L Dry Gas Std Test  #6 0.077
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.050
0.08 g/210L Test  #7 0.080
0.20 g/210L Test  #7 0.197
0.08 g/210L Dry Gas Std Test  #7 0.077
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.051

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000813

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.079
0.20 g/210L Test  #8 0.197
0.08 g/210L Dry Gas Std Test  #8 0.077
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.051
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.198
0.08 g/210L Dry Gas Std Test  #9 0.076
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.051
0.08 g/210L Test  #10 0.079
0.20 g/210L Test  #10 0.197
0.08 g/210L Dry Gas Std Test  #10 0.076
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0006
0.08 g/210L Test  (Std Dev) 0.0004
0.20 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0009

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000813

Agency Date Time
Operator

Software Source

MARION COUNTY SO 06/07/2007 12:32:59
FORTE,MIKE,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000813

Agency Date Time
Operator

Software Source

MARION COUNTY SO 07/30/2007 08:38:32
FORTE,M,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000813

Agency Date Time
Operator

Software Source

MARION COUNTY SO 08/18/2007 12:01:16
FORTE,MIKE,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000813

Agency Date Time
Operator

Software Source

MARION COUNTY SO 09/29/2007 11:34:08
FOWLER,RICHARD,L

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000813

Agency Date Time
Operator

Software Source

MARION COUNTY SO 10/27/2007 07:12:12
SAVARESE,K,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200612A
12/05/2008

714102I
05/22/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 0.000Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.079Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 0.000Yes

Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 0.000
Interferent Detect Test  #3 (Retry) INT

Int Det: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000813

Agency Date Time
Operator

Software Source

MARION COUNTY SO 11/18/2007 17:07:54
FORTE,M,F

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

619101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000813

Agency Date Time
Operator

Software Source

MARION COUNTY SO 12/23/2007 07:04:27
SAVARESE,K,P

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612C
12/14/2008

619101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000814

Agency Date Time
Operator

Software Source

HERNANDO COUNTY SO 01/25/2007 00:42:52
GREIFENBERGER,FRANCES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

518701I
07/08/2007

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.053No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.053Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.052
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

A F / M A:GIVING A READING NOT DETECTING MA. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000814

Agency Date Time
Operator

Software Source

HERNANDO COUNTY SO 02/17/2007 01:10:01
GREIFENBERGER,FRANCES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

518701I
07/08/2007

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.052No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.052Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000814

Agency Date Time
Operator

Software Source

HERNANDO COUNTY SO 03/30/2007 21:51:29
GREIFENBERGER,FRANCES,M

Agency     Inspection

200605B
05/04/2008

# Sims  3 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot#
Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.000Yes
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 (Retry) 0.000
Barometric Pressure Sensor Check: OK Interferent Detect Test  #1 0.000
Alcohol Free Subject Test: 0.000 Interferent Detect Test  #1 (Retry) INTYes
Mouth Alcohol Test: Slope Not Met Alcohol Free Test  #2 0.000Yes
Interferent Detect Test: Interferent Detect 0.05 g/210L Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 (Retry) 0.000No
Alcohol Free Test: OK Interferent Detect Test  #2 INTYes
0.05 g/210L Test: OK Interferent Detect Test  #2 (Retry) INTNo
0.08 g/210L Test: OK Alcohol Free Test  #3 0.000No
0.20 g/210L Test: OK 0.05 g/210L Test  #3 0.000No
0.08 g/210L Dry Gas Std Test: OK 0.05 g/210L Test  #3 (Retry) 0.000No

Interferent Detect Test  #3 INT
Interferent Detect Test  #3 (Retry) INT

Time-Date changed. Int Det:NEEDED TO ADD ACETONE. 05: Control Non-compliance:.050 SIMULATOR CRACKED
& LEAKING. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000814

Agency Date Time
Operator

Software Source

HERNANDO COUNTY SO 03/30/2007 22:36:18
GREIFENBERGER,FRANCES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

518701I
07/08/2007

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.043No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 (Retry) 0.046
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.020
Alcohol Free Subject Test: 0.000 0.08 g/210L Test  #1 (Retry) 0.079Yes
Mouth Alcohol Test: Slope Not Met 0.20 g/210L Test  #1 0.195Yes
Interferent Detect Test: Interferent Detect 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #1 INTYes
Alcohol Free Test: OK Alcohol Free Test  #2 0.000Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 0.044Yes
0.08 g/210L Test: OK 0.05 g/210L Test  #2 (Retry) 0.048Yes
0.20 g/210L Test: OK 0.08 g/210L Test  #2 0.080Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Test  #2 (Retry) 0.079Yes

0.20 g/210L Test  #2 0.196
0.08 g/210L Dry Gas Std Test  #2 0.078
Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.045
0.05 g/210L Test  #3 (Retry) 0.050
0.08 g/210L Test  #3 0.079
0.08 g/210L Test  #3 (Retry) 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

05: Control Outside Tolerance. 08: Control Outside Tolerance..050 REPLACED SIMULATOR JAR& .08 SIM HAD TO
BE TIGHTENED

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000814

Agency Date Time
Operator

Software Source

HERNANDO COUNTY SO 04/22/2007 23:36:41
GREIFENBERGER,FRANCES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

518701I
07/08/2007

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.083
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.204
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.203Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.203
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000814

Agency Date Time
Operator

Software Source

HERNANDO COUNTY SO 05/30/2007 22:39:33
GREIFENBERGER,FRANCES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

518701I
07/08/2007

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000814

Agency Date Time
Operator

Software Source

HERNANDO COUNTY SO 06/04/2007 16:50:54
SUERETH,DONALD,P

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

518602I
07/07/2007

# Sims  5 Complies Yes

8100.27

0.0010Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.048
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.200
0.08 g/210L Dry Gas Std Test  #4 0.077
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.049
0.08 g/210L Test  #5 0.079
0.20 g/210L Test  #5 0.201
0.08 g/210L Dry Gas Std Test  #5 0.077
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.049
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.201
0.08 g/210L Dry Gas Std Test  #6 0.077
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.050
0.08 g/210L Test  #7 0.080
0.20 g/210L Test  #7 0.201
0.08 g/210L Dry Gas Std Test  #7 0.077
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000814

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.079
0.20 g/210L Test  #8 0.202
0.08 g/210L Dry Gas Std Test  #8 0.077
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.201
0.08 g/210L Dry Gas Std Test  #9 0.077
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.202
0.08 g/210L Dry Gas Std Test  #10 0.077
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0011
0.08 g/210L Test  (Std Dev) 0.0009
0.20 g/210L Test  (Std Dev) 0.0017
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0003

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000814

Agency Date Time
Operator

Software Source

HERNANDO COUNTY SO 06/04/2007 17:30:01
GREIFENBERGER,FRANCES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

518701I
07/08/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000814

Agency Date Time
Operator

Software Source

HERNANDO COUNTY SO 07/17/2007 02:03:24
GREIFENBERGER,FRANCES,M

Agency     Inspection

# Sims  0 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK No
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000814

Agency Date Time
Operator

Software Source

HERNANDO COUNTY SO 07/27/2007 19:59:28
GREIFENBERGER,FRANCES,M

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

630702I
11/06/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.045Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.045
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000814

Agency Date Time
Operator

Software Source

HERNANDO COUNTY SO 08/26/2007 04:10:17
GREIFENBERGER,FRANCES,M

Agency     Inspection

200509A
09/22/2007

200605C
05/04/2008

200605F
05/10/2008

710701I
04/18/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000814

Agency Date Time
Operator

Software Source

HERNANDO COUNTY SO 09/24/2007 15:14:41
GREIFENBERGER,FRANCES,M

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

710701I
04/18/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000814

Agency Date Time
Operator

Software Source

HERNANDO COUNTY SO 10/26/2007 01:58:54
GREIFENBERGER,FRANCES,M

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

724801G
09/06/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.074
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.078
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.197Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.076Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.078Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.077
0.08 g/210L Test  #3 (Retry) 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

08: TIGHTENED SIMULATOR SEAL. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000814

Agency Date Time
Operator

Software Source

HERNANDO COUNTY SO 11/08/2007 23:09:16
GREIFENBERGER,FRANCES,M

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

724801G
09/06/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000814

Agency Date Time
Operator

Software Source

HERNANDO COUNTY SO 12/26/2007 17:22:43
GREIFENBERGER,FRANCES,M

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

724801G
09/06/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 0.000Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 INTYes

Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT
Interferent Detect Test  #3 (Retry) INT

Int Det:FORGOT TO ADD ACETONE ON FIRST TEST. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000815

Agency Date Time
Operator

Software Source

SUMTER COUNTY SO 01/21/2007 09:55:04
SEGREST,DARRELL,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

0150594
05/08/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000815

Agency Date Time
Operator

Software Source

SUMTER COUNTY SO 02/27/2007 10:10:38
PREVATT,WILLIAM,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

612501G
05/08/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.079Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 INTYes

Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3
Interferent Detect Test  #3 (Retry) INT

Int Det: RFI Detect. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000815

Agency Date Time
Operator

Software Source

SUMTER COUNTY SO 03/31/2007 08:43:59
SEGREST,DARRELL,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

612501G
05/08/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000815

Agency Date Time
Operator

Software Source

SUMTER COUNTY SO 04/30/2007 21:30:19
SEGREST,DARRELL,E

Agency     Inspection

# Sims  5 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

A F / M A: . Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000815

Agency Date Time
Operator

Software Source

SUMTER COUNTY SO 04/30/2007 22:08:26
SEGREST,DARRELL,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

612501G
05/08/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000815

Agency Date Time
Operator

Software Source

SUMTER COUNTY SO 05/30/2007 20:45:11
SEGREST,DARRELL,E

Agency     Inspection

# Sims  5 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

A F / M A: . Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000815

Agency Date Time
Operator

Software Source

SUMTER COUNTY SO 05/30/2007 21:21:51
SEGREST,DARRELL,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

612501G
05/08/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.083Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.083Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.083
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000815

Agency Date Time
Operator

Software Source

SUMTER COUNTY SO 06/30/2007 14:45:34
PREVATT,WILLIAM,J

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

612501G
05/08/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000815

Agency Date Time
Operator

Software Source

SUMTER COUNTY SO 07/30/2007 01:10:49
SEGREST,DARRELL,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

612501G
05/08/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000815

Agency Date Time
Operator

Software Source

SUMTER COUNTY SO 08/31/2007 14:02:13
PREVATT,WILLIAM,J

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

20060F
05/10/2008

612501G
05/08/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.084Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.084Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.083
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000815

Agency Date Time
Operator

Software Source

SUMTER COUNTY SO 09/04/2007 12:37:16
PREVATT,WILLIAM,J

Agency     Inspection

# Sims  0 Complies Yes

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK No
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Remarks:

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000815

Agency Date Time
Operator

Software Source

SUMTER COUNTY SO 09/26/2007 15:17:31
SUERETH,DONALD,P

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

709601I
04/08/2009

# Sims  4 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.050
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.196
0.08 g/210L Dry Gas Std Test  #4 0.078
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.050
0.08 g/210L Test  #5 0.079
0.20 g/210L Test  #5 0.196
0.08 g/210L Dry Gas Std Test  #5 0.078
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.050
0.08 g/210L Test  #6 0.079
0.20 g/210L Test  #6 0.196
0.08 g/210L Dry Gas Std Test  #6 0.078
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.050
0.08 g/210L Test  #7 0.079
0.20 g/210L Test  #7 0.196
0.08 g/210L Dry Gas Std Test  #7 0.077
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000815

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.079
0.20 g/210L Test  #8 0.196
0.08 g/210L Dry Gas Std Test  #8 0.077
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.079
0.20 g/210L Test  #9 0.196
0.08 g/210L Dry Gas Std Test  #9 0.077
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.051
0.08 g/210L Test  #10 0.079
0.20 g/210L Test  #10 0.196
0.08 g/210L Dry Gas Std Test  #10 0.077
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0003
0.08 g/210L Test  (Std Dev) 0.0003
0.20 g/210L Test  (Std Dev) 0.0003
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0008

Remarks:

Printed: 11 April 2008 Page: 2
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       Inspection Tests
Instrument Serial #80-000815

Agency Date Time
Operator

Software Source

SUMTER COUNTY SO 09/30/2007 09:00:57
SEGREST,DARRELL,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

612501G
05/08/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000815

Agency Date Time
Operator

Software Source

SUMTER COUNTY SO 10/24/2007 20:40:47
SEGREST,DARRELL,E

Agency     Inspection

200509A
09/22/2007

200605C
05/04/2008

200605F
05/10/2008

612501G
05/08/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000815

Agency Date Time
Operator

Software Source

SUMTER COUNTY SO 11/30/2007 09:45:13
SEGREST,DARRELL,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200509C
09/22/2007

612501G
05/08/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000815

Agency Date Time
Operator

Software Source

SUMTER COUNTY SO 12/31/2007 19:54:13
PREVATT,WILLIAM,J

Agency     Inspection

200605B
05/04/2008

200708C
08/01/2009

200708D
08/01/2009

612501G
05/08/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.


