
Florida Department of Law Enforcement
       Inspection Tests

Instrument Serial #80-000901

Agency Date Time
Operator

Software Source

FFWCC TAMPA 01/15/2007 12:10:51
CACCIURRI,ANTHONY,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

632102I
11/20/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

COMPLIES

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000901

Agency Date Time
Operator

Software Source

FFWCC TAMPA 02/06/2007 12:30:38
CACCIURRI,ANTHONY,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

632102I
11/20/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

COMPLIES

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000901

Agency Date Time
Operator

Software Source

FFWCC TAMPA 03/16/2007 14:29:53
CACCIURRI,ANTHONY,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

632102I
11/20/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

COMPLIES

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000901

Agency Date Time
Operator

Software Source

FFWCC TAMPA 04/16/2007 13:51:05
CACCIURRI,ANTHONY,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

632102I
11/20/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

COMPLIES

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000901

Agency Date Time
Operator

Software Source

FFWCC TAMPA 05/09/2007 15:27:56
CACCIURRI,ANTHONY,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

632102I
11/20/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

COMPLIES

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000901

Agency Date Time
Operator

Software Source

FFWCC TAMPA 06/22/2007 08:17:26
CACCIURRI,ANTHONY,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

632102I
11/20/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

COMPLIES

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000901

Agency Date Time
Operator

Software Source

FFWCC TAMPA 07/17/2007 09:32:32
CACCIURRI,ANTHONY,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

632102I
11/20/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

COMPLIES

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000901

Agency Date Time
Operator

Software Source

FFWCC TAMPA 08/01/2007 15:42:53
SUERETH,DONALD,P

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

709601I
04/08/2009

# Sims  5 Complies Yes

8100.27

0.0007Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.051
0.08 g/210L Test  #4 0.080
0.20 g/210L Test  #4 0.197
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.051
0.08 g/210L Test  #5 0.079
0.20 g/210L Test  #5 0.198
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.051
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.198
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.051
0.08 g/210L Test  #7 0.080
0.20 g/210L Test  #7 0.198
0.08 g/210L Dry Gas Std Test  #7 0.079
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000901

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.080
0.20 g/210L Test  #8 0.198
0.08 g/210L Dry Gas Std Test  #8 0.079
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.198
0.08 g/210L Dry Gas Std Test  #9 0.079
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.051
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.199
0.08 g/210L Dry Gas Std Test  #10 0.079
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Test  (Std Dev) 0.0006
0.20 g/210L Test  (Std Dev) 0.0018
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0000

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000901

Agency Date Time
Operator

Software Source

FFWCC TAMPA 08/22/2007 19:17:31
CACCIURRI,ANTHONY,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

632102I
11/20/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

COMPLIES

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000901

Agency Date Time
Operator

Software Source

FFWCC TAMPA 09/17/2007 16:15:26
CACCIURRI,ANTHONY,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

632102I
11/20/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

COMPLIES

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000901

Agency Date Time
Operator

Software Source

FFWCC TAMPA 10/15/2007 11:55:09
CACCIURRI,ANTHONY,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

632102I
11/20/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

COMPLIES

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000901

Agency Date Time
Operator

Software Source

FFWCC TAMPA 11/08/2007 20:24:41
CACCIURRI,ANTHONY,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

632102I
11/20/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

COMPLIES

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000901

Agency Date Time
Operator

Software Source

FFWCC TAMPA 12/18/2007 15:17:13
CACCIURRI,ANTHONY,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

632102I
11/20/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

COMPLIES

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000902

Agency Date Time
Operator

Software Source

FFWCC 01/15/2007 12:15:40
CACCIURRI,ANTHONY,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

COMPLIES

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000902

Agency Date Time
Operator

Software Source

FFWCC 02/06/2007 12:26:49
CACCIURRI,ANTHONY,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

610101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

COMPLIES

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000902

Agency Date Time
Operator

Software Source

FFWCC 03/16/2007 14:27:09
CACCIURRI,ANTHONY,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

COMPLIES

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000902

Agency Date Time
Operator

Software Source

FFWCC 04/16/2007 13:46:47
CACCIURRI,ANTHONY,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

COMPLIES

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000902

Agency Date Time
Operator

Software Source

FFWCC 05/09/2007 15:25:23
CACCIURRI,ANTHONY,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

COMPLIES

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000902

Agency Date Time
Operator

Software Source

FFWCC 06/22/2007 08:21:31
CACCIURRI,ANTHONY,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

COMPLIES

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000902

Agency Date Time
Operator

Software Source

FFWCC 07/17/2007 09:38:33
CACCIURRI,ANTHONY,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

COMPLIES

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000902

Agency Date Time
Operator

Software Source

FFWCC 08/01/2007 15:29:11
SUERETH,DONALD,P

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

709601I
04/08/2009

# Sims  5 Complies Yes

8100.27

0.0007Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.051
0.08 g/210L Test  #4 0.078
0.20 g/210L Test  #4 0.199
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.051
0.08 g/210L Test  #5 0.078
0.20 g/210L Test  #5 0.199
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.052
0.08 g/210L Test  #6 0.078
0.20 g/210L Test  #6 0.199
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.052
0.08 g/210L Test  #7 0.078
0.20 g/210L Test  #7 0.198
0.08 g/210L Dry Gas Std Test  #7 0.079
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.052

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000902

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.078
0.20 g/210L Test  #8 0.198
0.08 g/210L Dry Gas Std Test  #8 0.079
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.052
0.08 g/210L Test  #9 0.078
0.20 g/210L Test  #9 0.197
0.08 g/210L Dry Gas Std Test  #9 0.079
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.051
0.08 g/210L Test  #10 0.078
0.20 g/210L Test  #10 0.196
0.08 g/210L Dry Gas Std Test  #10 0.079
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0010
0.08 g/210L Test  (Std Dev) 0.0000
0.20 g/210L Test  (Std Dev) 0.0014
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000902

Agency Date Time
Operator

Software Source

FFWCC 08/22/2007 19:12:30
CACCIURRI,ANTHONY,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

COMPLIES

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000902

Agency Date Time
Operator

Software Source

FFWCC 09/17/2007 16:20:49
CACCIURRI,ANTHONY,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

COMPLIES

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000902

Agency Date Time
Operator

Software Source

FFWCC 10/15/2007 11:52:36
CACCIURRI,ANTHONY,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

COMPLIES

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000902

Agency Date Time
Operator

Software Source

FFWCC 11/08/2007 20:22:50
CACCIURRI,ANTHONY,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

COMPLIES

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000902

Agency Date Time
Operator

Software Source

FFWCC 12/18/2007 15:15:08
CACCIURRI,ANTHONY,W

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

COMPLIES

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000903

Agency Date Time
Operator

Software Source

FFWCC SOUTH REGION 03/19/2007 13:19:32
HACKNEY,DWITE,N

Department Inspection

200509A
09/22/2007

200504D
04/21/2007

200505C
05/05/2007

518702I
07/08/2007

# Sims  5 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.050
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.199
0.08 g/210L Dry Gas Std Test  #4 0.077
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.049
0.08 g/210L Test  #5 0.080
0.20 g/210L Test  #5 0.198
0.08 g/210L Dry Gas Std Test  #5 0.077
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.050
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.198
0.08 g/210L Dry Gas Std Test  #6 0.077
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.050
0.08 g/210L Test  #7 0.080
0.20 g/210L Test  #7 0.199
0.08 g/210L Dry Gas Std Test  #7 0.077
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.049

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000903

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.080
0.20 g/210L Test  #8 0.198
0.08 g/210L Dry Gas Std Test  #8 0.077
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.199
0.08 g/210L Dry Gas Std Test  #9 0.077
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.199
0.08 g/210L Dry Gas Std Test  #10 0.077
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Test  (Std Dev) 0.0005
0.20 g/210L Test  (Std Dev) 0.0006
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0000

HANK R. JUNTUNEN OBSERVED INSPECTION

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000903

Agency Date Time
Operator

Software Source

FFWCC SOUTH REGION 03/19/2007 14:41:13
JUNTUNEN,HANK,R

Agency     Inspection

200509A
09/22/2007

200504D
04/21/2007

200505C
05/05/2007

705001I
02/22/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

A F / M A:NO MOUTH ALCOHOL IN MOUTH ON SECOND SAMPLE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000903

Agency Date Time
Operator

Software Source

FFWCC SOUTH REGION 04/19/2007 18:30:25
JUNTUNEN,HANK,R

Agency     Inspection

200509A
09/22/2007

200504D
04/21/2007

200505C
05/05/2007

705001I
02/22/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.052Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.076Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000903

Agency Date Time
Operator

Software Source

FFWCC SOUTH REGION 05/19/2007 11:34:05
JUNTUNEN,HANK,R

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.052No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.076Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000903

Agency Date Time
Operator

Software Source

FFWCC SOUTH REGION 06/19/2007 14:29:47
JUNTUNEN,HANK,R

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.076Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.076Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000903

Agency Date Time
Operator

Software Source

FFWCC SOUTH REGION 07/20/2007 18:23:29
JUNTUNEN,HANK,R

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.076Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.076Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000903

Agency Date Time
Operator

Software Source

FFWCC SOUTH REGION 08/18/2007 17:05:54
JUNTUNEN,HANK,R

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.076Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.075Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.075
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000903

Agency Date Time
Operator

Software Source

FFWCC SOUTH REGION 09/26/2007 18:49:26
JUNTUNEN,HANK,R

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049Yes
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.075Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.075Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.075
Interferent Detect Test  #3 INT

Time-Date changed. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000903

Agency Date Time
Operator

Software Source

FFWCC SOUTH REGION 10/22/2007 18:32:36
JUNTUNEN,HANK,R

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.075Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.075Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.075
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000903

Agency Date Time
Operator

Software Source

FFWCC SOUTH REGION 11/21/2007 10:39:32
JUNTUNEN,HANK,R

Agency     Inspection

200708A
08/01/2009

200708C
08/01/2009

200708D
08/01/2009

705001I
02/22/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.075Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.075Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.075
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000904

Agency Date Time
Operator

Software Source

FFWCC SOUTH REGION 03/19/2007 13:44:17
HACKNEY,DWITE,N

Department Inspection

200509A
09/22/2007

200504D
04/21/2007

200505C
05/05/2007

518702I
07/08/2007

# Sims  5 Complies Yes

8100.27

0.0008Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.000Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 (Retry) 0.078Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.000Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 (Retry) 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.000
0.08 g/210L Dry Gas Std Test  #3 (Retry) 0.078
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.048
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.197
0.08 g/210L Dry Gas Std Test  #4 0.000
0.08 g/210L Dry Gas Std Test  #4 (Retry) 0.078
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.049
0.08 g/210L Test  #5 0.078
0.20 g/210L Test  #5 0.196
0.08 g/210L Dry Gas Std Test  #5 0.000
0.08 g/210L Dry Gas Std Test  #5 (Retry) 0.078
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.049
0.08 g/210L Test  #6 0.078
0.20 g/210L Test  #6 0.196
0.08 g/210L Dry Gas Std Test  #6 0.000
0.08 g/210L Dry Gas Std Test  #6 (Retry) 0.078
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.050

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000904

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #7 0.079
0.20 g/210L Test  #7 0.197
0.08 g/210L Dry Gas Std Test  #7 0.000
0.08 g/210L Dry Gas Std Test  #7 (Retry) 0.078
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.053
0.08 g/210L Test  #8 0.076
0.20 g/210L Test  #8 0.196
0.08 g/210L Dry Gas Std Test  #8 0.000
0.08 g/210L Dry Gas Std Test  #8 (Retry) 0.078
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.049
0.08 g/210L Test  #9 0.078
0.20 g/210L Test  #9 0.197
0.08 g/210L Dry Gas Std Test  #9 0.000
0.08 g/210L Dry Gas Std Test  #9 (Retry) 0.078
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.078
0.20 g/210L Test  #10 0.197
0.08 g/210L Dry Gas Std Test  #10 0.000
0.08 g/210L Dry Gas Std Test  #10 (Retry) 0.078
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0015
0.08 g/210L Test  (Std Dev) 0.0008
0.20 g/210L Test  (Std Dev) 0.0009
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0000
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0003

GAS LINE NOT CONNECTED. 

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000904

Agency Date Time
Operator

Software Source

FFWCC SOUTH REGION 03/19/2007 14:49:54
JUNTUNEN,HANK,R

Agency     Inspection

200509A
09/22/2007

200504D
04/21/2007

200505C
05/05/2007

612202G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000904

Agency Date Time
Operator

Software Source

FFWCC SOUTH REGION 04/19/2007 19:45:59
JUNTUNEN,HANK,R

Agency     Inspection

200509A
09/22/2007

200504D
04/21/2007

200505C
05/05/2007

612202G
05/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000904

Agency Date Time
Operator

Software Source

FFWCC SOUTH REGION 05/19/2007 13:02:56
JUNTUNEN,HANK,R

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

612202G
05/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000904

Agency Date Time
Operator

Software Source

FFWCC SOUTH REGION 06/19/2007 14:34:52
JUNTUNEN,HANK,R

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

612202G
05/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000904

Agency Date Time
Operator

Software Source

FFWCC SOUTH REGION 07/20/2007 18:19:22
JUNTUNEN,HANK,R

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

612202G
05/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000904

Agency Date Time
Operator

Software Source

FFWCC SOUTH REGION 08/18/2007 17:10:51
JUNTUNEN,HANK,R

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

612202G
05/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000904

Agency Date Time
Operator

Software Source

FFWCC SOUTH REGION 09/26/2007 19:02:54
JUNTUNEN,HANK,R

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

612202G
05/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048Yes
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.008Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 (Retry) 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.191Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.000Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 (Retry) 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.192
0.08 g/210L Dry Gas Std Test  #3 0.000
0.08 g/210L Dry Gas Std Test  #3 (Retry) 0.079
Interferent Detect Test  #3 INT

Time-Date changed. 08: DRY GAS CYLINDER NOT TIGHTENED. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000904

Agency Date Time
Operator

Software Source

FFWCC SOUTH REGION 10/22/2007 18:14:00
JUNTUNEN,HANK,R

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

612202G
05/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000904

Agency Date Time
Operator

Software Source

FFWCC SOUTH REGION 11/21/2007 10:34:41
JUNTUNEN,HANK,R

Agency     Inspection

200708A
08/01/2009

200708C
08/01/2009

200708D
08/01/2009

612202G
05/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.192
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000904

Agency Date Time
Operator

Software Source

FFWCC SOUTH REGION 12/19/2007 19:20:46
JUNTUNEN,HANK,R

Agency     Inspection

200708A
08/01/2009

200708C
08/01/2009

200708D
08/01/2009

612202G
05/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049Yes
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Time-Date changed. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000905

Agency Date Time
Operator

Software Source

FWCC - NORTHEAST 01/10/2007 12:12:27
FRANCIS,RICHARD,R

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

535402I
12/22/2007

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.052
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

OK

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000905

Agency Date Time
Operator

Software Source

FWCC - NORTHEAST 02/13/2007 18:04:26
FRANCIS,RICHARD,R

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

535402I
12/22/2007

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

OK

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000905

Agency Date Time
Operator

Software Source

FWCC - NORTHEAST 03/12/2007 11:03:44
FRANCIS,RICHARD,R

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

535402I
12/22/2007

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

OK

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000905

Agency Date Time
Operator

Software Source

FWCC - NORTHEAST 04/26/2007 10:54:48
FRANCIS,RICHARD,R

Agency     Inspection

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Interferent Detect Test  #1 0.000No
Minimum Sample Volume Check: OK Interferent Detect Test  #1 (Retry) 0.000
Barometric Pressure Sensor Check: OK Alcohol Free Test  #2 0.000
Alcohol Free Subject Test: 0.000 Interferent Detect Test  #2 0.000Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #2 (Retry) 0.000Yes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #3 0.000No
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #3 0.000No
Alcohol Free Test: OK Interferent Detect Test  #3 (Retry) 0.000Yes
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Int Det:NO DETECTION, . Non-compliance:INT. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000905

Agency Date Time
Operator

Software Source

FWCC - NORTHEAST 04/26/2007 11:51:31
FRANCIS,RICHARD,R

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/11/2008

535402I
12/22/2007

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

OK

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000905

Agency Date Time
Operator

Software Source

FWCC - NORTHEAST 05/30/2007 12:14:12
FRANCIS,RICHARD,R

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

535402I
12/22/2007

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

OK

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000905

Agency Date Time
Operator

Software Source

FWCC - NORTHEAST 06/19/2007 12:06:24
FRANCIS,RICHARD,R

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

535402I
12/22/2007

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

OK

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000905

Agency Date Time
Operator

Software Source

FWCC - NORTHEAST 07/03/2007 15:03:42
FRANCIS,RICHARD,R

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

535402I
12/22/2007

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

OK

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000905

Agency Date Time
Operator

Software Source

FWCC - NORTHEAST 08/14/2007 11:29:20
FRANCIS,RICHARD,R

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

535402I
12/22/2007

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

OK

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000905

Agency Date Time
Operator

Software Source

FWCC - NORTHEAST 09/17/2007 16:17:50
FRANCIS,RICHARD,R

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

535402I
12/22/2007

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000905

Agency Date Time
Operator

Software Source

FWCC - NORTHEAST 09/27/2007 13:05:09
SKIPPER,ROGER,G

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

719402I
07/15/2009

# Sims  5 Complies Yes

8100.27

0.0006Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.049
0.08 g/210L Test  #4 0.082
0.20 g/210L Test  #4 0.201
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.048
0.08 g/210L Test  #5 0.081
0.20 g/210L Test  #5 0.201
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.048
0.08 g/210L Test  #6 0.082
0.20 g/210L Test  #6 0.201
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.051
0.08 g/210L Test  #7 0.082
0.20 g/210L Test  #7 0.201
0.08 g/210L Dry Gas Std Test  #7 0.078
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000905

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.081
0.20 g/210L Test  #8 0.202
0.08 g/210L Dry Gas Std Test  #8 0.078
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.081
0.20 g/210L Test  #9 0.202
0.08 g/210L Dry Gas Std Test  #9 0.078
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.081
0.20 g/210L Test  #10 0.202
0.08 g/210L Dry Gas Std Test  #10 0.079
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0010
0.08 g/210L Test  (Std Dev) 0.0005
0.20 g/210L Test  (Std Dev) 0.0008
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000905

Agency Date Time
Operator

Software Source

FWCC - NORTHEAST 10/23/2007 15:28:48
FRANCIS,RICHARD,R

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200708D
08/01/2009

535402I
12/22/2007

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

OK

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000905

Agency Date Time
Operator

Software Source

FWCC - NORTHEAST 11/26/2007 14:14:05
OBRITIS,ALEX,J

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

535402I
12/22/2007

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000906

Agency Date Time
Operator

Software Source

FISH & WILDLIFE CC 07/13/2007 19:15:26
BARBUTO,JOSEPH,L

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

714102I
05/22/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000906

Agency Date Time
Operator

Software Source

FISH & WILDLIFE CC 08/03/2007 15:03:46
BLASCO,LUIS,

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

714102I
05/22/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

FWC MARATHON

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000906

Agency Date Time
Operator

Software Source

FISH & WILDLIFE CC 09/19/2007 11:25:58
MATTSON,CHRISTOPHER,J

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

714102I
05/22/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

FWC SRB

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000906

Agency Date Time
Operator

Software Source

FISH & WILDLIFE CC 09/19/2007 14:54:20
VEIGA,SANDRA,F

Department Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

709601I
08/04/2009

# Sims  5 Complies Yes

8100.27

0.0005Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.049
0.08 g/210L Test  #4 0.080
0.20 g/210L Test  #4 0.197
0.08 g/210L Dry Gas Std Test  #4 0.080
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.048
0.08 g/210L Test  #5 0.079
0.20 g/210L Test  #5 0.198
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.049
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.198
0.08 g/210L Dry Gas Std Test  #6 0.080
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.049
0.08 g/210L Test  #7 0.080
0.20 g/210L Test  #7 0.198
0.08 g/210L Dry Gas Std Test  #7 0.079
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.049

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000906

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.080
0.20 g/210L Test  #8 0.198
0.08 g/210L Dry Gas Std Test  #8 0.079
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.049
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.199
0.08 g/210L Dry Gas Std Test  #9 0.079
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.049
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.198
0.08 g/210L Dry Gas Std Test  #10 0.080
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Test  (Std Dev) 0.0005
0.20 g/210L Test  (Std Dev) 0.0008
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0005

OFFICER C. MATTSON & L. BLASCO WERE PRESENT FOR THE INSPECT

Remarks:

Printed: 11 April 2008 Page: 2
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       Inspection Tests
Instrument Serial #80-000906

Agency Date Time
Operator

Software Source

FISH & WILDLIFE CC 10/23/2007 14:47:59
MATTSON,CHRISTOPHER,J

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

714102I
05/22/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.045Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.045
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

INSPT AT KV DUI ROOM

Remarks:

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000906

Agency Date Time
Operator

Software Source

FISH & WILDLIFE CC 11/23/2007 15:29:34
MATTSON,CHRISTOPHER,J

Agency     Inspection

200612C
12/14/2008

200708C
08/01/2009

200708D
08/01/2009

714102I
05/22/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

KV FWC

Remarks:

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000906

Agency Date Time
Operator

Software Source

FISH & WILDLIFE CC 12/23/2007 13:52:22
MATTSON,CHRIS,J

Agency     Inspection

200708A
08/01/2009

200708C
08/01/2009

200708D
08/01/2009

714102I
05/22/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

FWC MARATHON

Remarks:

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000907

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 01/23/2007 17:39:18
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000907

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 02/14/2007 10:41:26
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047Yes
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Time-Date changed. 

Remarks:

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000907

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 03/06/2007 10:07:01
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.083
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.205
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.052Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.083Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.205Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 (Retry) 0.000Yes

0.05 g/210L Test  #3 0.052
0.08 g/210L Test  #3 0.083
0.20 g/210L Test  #3 0.204
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

00: Ambient Fail. 

Remarks:

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000907

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 04/17/2007 14:43:52
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.206
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.204Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.052
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.204
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000907

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 05/08/2007 10:51:28
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.206
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.052Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.205Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 (Retry) 0.000Yes

0.05 g/210L Test  #3 0.052
0.08 g/210L Test  #3 0.083
0.20 g/210L Test  #3 0.206
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

00: Ambient Fail. 

Remarks:

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000907

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 06/05/2007 14:32:58
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.083
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.203
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000907

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 07/16/2007 13:14:19
VENTURI,GEORGE,L

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  5 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.083Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.052
0.08 g/210L Test  #4 0.082
0.20 g/210L Test  #4 0.199
0.08 g/210L Dry Gas Std Test  #4 0.078
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.052
0.08 g/210L Test  #5 0.082
0.20 g/210L Test  #5 0.199
0.08 g/210L Dry Gas Std Test  #5 0.078
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.051
0.08 g/210L Test  #6 0.082
0.20 g/210L Test  #6 0.199
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.052
0.08 g/210L Test  #7 0.082
0.20 g/210L Test  #7 0.199
0.08 g/210L Dry Gas Std Test  #7 0.078
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.051

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000907

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.082
0.20 g/210L Test  #8 0.199
0.08 g/210L Dry Gas Std Test  #8 0.078
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.051
0.08 g/210L Test  #9 0.082
0.20 g/210L Test  #9 0.200
0.08 g/210L Dry Gas Std Test  #9 0.078
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.052
0.08 g/210L Test  #10 0.082
0.20 g/210L Test  #10 0.199
0.08 g/210L Dry Gas Std Test  #10 0.079
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Test  (Std Dev) 0.0003
0.20 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

INSPECTION FOLLOWING RETURN FROM AUTHORIZED REPAIR FACILITY

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000907

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 08/01/2007 08:53:03
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

634801G
12/18/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.052
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000907

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 09/12/2007 20:00:44
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200612D
12/14/2008

200612A
12/05/2008

634801G
12/18/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.203Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.052
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.203
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000907

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 10/02/2007 11:35:56
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

634801G
12/18/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.052
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000907

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 10/02/2007 12:21:53
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

634801G
12/18/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 (Retry) 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

00: Ambient Fail. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000907

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 11/06/2007 12:55:32
ANDREWS,ROBERT,P

Agency     Inspection

200708A
08/01/2009

200605C
05/04/2008

200612A
12/05/2008

634801G
12/18/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049Yes
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Time-Date changed. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000907

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 12/13/2007 17:21:32
ANDREWS,ROBERT,P

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

634801G
12/18/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.203
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.203Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 (Retry) 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.203
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

00: Ambient Fail./ MOUTH ALCOHOL

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000908

Agency Date Time
Operator

Software Source

PORT ST JOE PD 01/31/2007 21:08:42
TEETER,LARRY,C

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.189
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.195Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.196Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes

Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.194
0.20 g/210L Test  #3 (Retry) 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 (Retry) INT

Int Det: Ambient Fail. 20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000908

Agency Date Time
Operator

Software Source

PORT ST JOE PD 02/28/2007 19:42:24
TEETER,LARRY,C

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048Yes
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 (Retry) INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 (Retry) INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 (Retry) INT

Time-Date changed. Int Det: Ambient Fail. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000908

Agency Date Time
Operator

Software Source

PORT ST JOE PD 03/30/2007 19:03:42
TEETER,LARRY,C

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 (Retry) INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 (Retry) INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 (Retry) INT

Int Det: Ambient Fail. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000908

Agency Date Time
Operator

Software Source

PORT ST JOE PD 04/30/2007 19:45:59
TEETER,LARRY,C

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048Yes
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 (Retry) INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 (Retry) INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 (Retry) INT

Time-Date changed. Int Det: Ambient Fail. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000908

Agency Date Time
Operator

Software Source

PORT ST JOE PD 05/31/2007 19:51:20
TEETER,LARRY,C

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046Yes
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.189
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.194Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.195Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.194
0.20 g/210L Test  #3 (Retry) 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Time-Date changed. 20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000908

Agency Date Time
Operator

Software Source

PORT ST JOE PD 06/30/2007 18:57:11
TEETER,LARRY,C

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000908

Agency Date Time
Operator

Software Source

PORT ST JOE PD 07/20/2007 23:09:48
TEETER,LARRY,C

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.000
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.197Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.197Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes

Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.20 g/210L Test  #3 (Retry) 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 (Retry) INT

Int Det: Ambient Fail. 20: Control Outside FORGOT TO HOOK UP SIMILATOR. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000908

Agency Date Time
Operator

Software Source

PORT ST JOE PD 08/31/2007 05:32:27
TEETER,LARRY,C

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047Yes
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 (Retry) INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 (Retry) INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 (Retry) INT

Time-Date changed. Int Det: Ambient Fail. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000908

Agency Date Time
Operator

Software Source

PORT ST JOE PD 09/04/2007 21:20:51
TEETER,LARRY,C

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 (Retry) INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 (Retry) INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 (Retry) INT

Int Det: Ambient Fail. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000908

Agency Date Time
Operator

Software Source

PORT ST JOE PD 10/31/2007 06:51:04
TEETER,LARRY,C

Agency     Inspection

200708A
08/01/2009

200708C
08/01/2009

200708D
08/01/2009

626101I
09/20/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 (Retry) INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.204Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 (Retry) INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 (Retry) INT

Int Det: Ambient Fail/NOT ENOUGH ROOM VENITILATION. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000909

Agency Date Time
Operator

Software Source

PINECREST PD 01/31/2007 01:04:15
MARRERO,LEONARDO,

Agency     Inspection

200504C
04/21/2007

200504D
04/21/2007

200505C
05/05/2007

615301I
06/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.204
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.205Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.206
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

A F / M A: Interferent Detect. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000909

Agency Date Time
Operator

Software Source

PINECREST PD 02/25/2007 16:04:20
SIDKI,MOHAMED,

Agency     Inspection

200504C
04/21/2007

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot#
Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.000No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 (Retry) 0.000
Barometric Pressure Sensor Check: OK Interferent Detect Test  #1 INT
Alcohol Free Subject Test: 0.000 Alcohol Free Test  #2 0.000Yes
Mouth Alcohol Test: Slope Not Met 0.05 g/210L Test  #2 0.000Yes
Interferent Detect Test: Interferent Detect 0.05 g/210L Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #2 INTNo
Alcohol Free Test: OK Alcohol Free Test  #3 0.000Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #3 0.000No
0.08 g/210L Test: OK 0.05 g/210L Test  #3 (Retry) 0.000No
0.20 g/210L Test: OK Interferent Detect Test  #3 INTNo
0.08 g/210L Dry Gas Std Test: OK No

05: Control Outside Tolerance, Control Outside Tolerance. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000909

Agency Date Time
Operator

Software Source

PINECREST PD 02/25/2007 16:11:15
SIDKI,MOHAMED,

Agency     Inspection

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

22. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000909

Agency Date Time
Operator

Software Source

PINECREST PD 02/25/2007 16:13:57
SIDKI,MOHAMED,

Agency     Inspection

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000909

Agency Date Time
Operator

Software Source

PINECREST PD 02/25/2007 16:21:51
SIDKI,MOHAMED,

Agency     Inspection

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000909

Agency Date Time
Operator

Software Source

PINECREST PD 02/25/2007 17:15:40
SIDKI,MOHAMED,

Agency     Inspection

200504C
04/21/2007

200504D
04/21/2007

200505C
05/05/2007

615301I
06/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.206
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 0.000Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.079Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.207Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 0.000Yes

Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.207
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 0.000
Interferent Detect Test  #3 (Retry) INT

A F / M A: Range Exceeded. Int Det: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000909

Agency Date Time
Operator

Software Source

PINECREST PD 03/29/2007 18:48:17
SIDKI,MOHAMED,

Agency     Inspection

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Alcohol Free Test  #2 0.000No
Minimum Sample Volume Check: OK Alcohol Free Test  #3 0.000
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 Yes
Mouth Alcohol Test: Slope Not Met Yes
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK Yes
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

ABORT TEST

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000909

Agency Date Time
Operator

Software Source

PINECREST PD 03/29/2007 19:30:33
SIDKI,MOHAMED,

Agency     Inspection

200504C
04/21/2007

200504D
04/21/2007

200505C
05/05/2007

615301I
06/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.205
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.206Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.207
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000909

Agency Date Time
Operator

Software Source

PINECREST PD 04/29/2007 15:29:56
SIDKI,MOHAMED,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200505C
05/05/2007

615301I
06/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.205
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.205Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.206
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000909

Agency Date Time
Operator

Software Source

PINECREST PD 05/28/2007 15:03:55
SIDKI,MOHAMED,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

615301I
06/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000909

Agency Date Time
Operator

Software Source

PINECREST PD 06/28/2007 18:38:38
SIDKI,MOHAMED,

Agency     Inspection

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

A F / M A: . Non-compliance:SKIPPED THE NEXT SEQUENCE. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000909

Agency Date Time
Operator

Software Source

PINECREST PD 06/28/2007 19:41:27
SIDKI,MOHAMED,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

615301I
06/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000909

Agency Date Time
Operator

Software Source

PINECREST PD 07/28/2007 15:15:23
SIDKI,MOHAMED,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2005

615301I
06/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000909

Agency Date Time
Operator

Software Source

PINECREST PD 08/26/2007 15:32:02
SIDKI,MOHAMED,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

615301I
06/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000909

Agency Date Time
Operator

Software Source

PINECREST PD 09/12/2007 12:19:15
SIDKI,MOHAMED,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

615301I
06/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000909

Agency Date Time
Operator

Software Source

PINECREST PD 10/16/2007 12:44:14
VEIGA,SANDRA,F

Department Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

709601I
04/08/2009

# Sims  5 Complies Yes

8100.27

0.0008Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.205Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.048
0.08 g/210L Test  #4 0.078
0.20 g/210L Test  #4 0.200
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.049
0.08 g/210L Test  #5 0.078
0.20 g/210L Test  #5 0.201
0.08 g/210L Dry Gas Std Test  #5 0.078
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.048
0.08 g/210L Test  #6 0.078
0.20 g/210L Test  #6 0.200
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.048
0.08 g/210L Test  #7 0.078
0.20 g/210L Test  #7 0.199
0.08 g/210L Dry Gas Std Test  #7 0.078
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.047

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000909

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.078
0.20 g/210L Test  #8 0.200
0.08 g/210L Dry Gas Std Test  #8 0.078
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.047
0.08 g/210L Test  #9 0.078
0.20 g/210L Test  #9 0.200
0.08 g/210L Dry Gas Std Test  #9 0.079
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.048
0.08 g/210L Test  #10 0.078
0.20 g/210L Test  #10 0.200
0.08 g/210L Dry Gas Std Test  #10 0.078
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0006
0.08 g/210L Test  (Std Dev) 0.0004
0.20 g/210L Test  (Std Dev) 0.0017
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0005

OFFICER MOHAMED SIDKI WAS PRESENT DURING INSPECTION.

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000909

Agency Date Time
Operator

Software Source

PINECREST PD 10/20/2007 09:10:34
SIDKI,MOHAMED,

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

615301I
06/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.204
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.204Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.205
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000909

Agency Date Time
Operator

Software Source

PINECREST PD 11/25/2007 07:15:48
SIDKI,MOHAMED,

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

615301I
06/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.203
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.204Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.205
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000909

Agency Date Time
Operator

Software Source

PINECREST PD 12/28/2007 05:53:02
SIDKI,MOHAMED,

Agency     Inspection

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

A F / M A: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000909

Agency Date Time
Operator

Software Source

PINECREST PD 12/28/2007 06:31:12
SIDKI,MOHAMED,

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

615301I
06/05/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.203Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.204
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000910

Agency Date Time
Operator

Software Source

NAS WHITING FIELD 01/15/2007 08:38:56
CRUTCHFIELD,GARY,L

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

606002I
03/03/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000910

Agency Date Time
Operator

Software Source

NAS WHITING FIELD 02/19/2007 07:35:24
CRUTCHFIELD,GARY,L

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

606002I
03/03/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000910

Agency Date Time
Operator

Software Source

NAS WHITING FIELD 03/29/2007 10:02:35
CRUTCHFIELD,GARY,L

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

606002I
03/03/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000910

Agency Date Time
Operator

Software Source

NAS WHITING FIELD 04/29/2007 01:27:58
CRUTCHFIELD,GARY,L

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

606002I
03/03/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 (Retry) 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

00: Ambient Fail. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000910

Agency Date Time
Operator

Software Source

NAS WHITING FIELD 05/31/2007 23:11:48
CRUTCHFIELD,GARY,L

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

606002I
03/03/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000910

Agency Date Time
Operator

Software Source

NAS WHITING FIELD 06/30/2007 23:09:46
CRUTCHFIELD,GARY,L

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

606002I
03/03/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000910

Agency Date Time
Operator

Software Source

NAS WHITING FIELD 07/01/2007 01:59:46
CRUTCHFIELD,GARY,L

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

606002I
03/03/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000910

Agency Date Time
Operator

Software Source

NAS WHITING FIELD 08/26/2007 23:54:44
CRUTCHFIELD,GARY,L

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

606002I
03/03/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000910

Agency Date Time
Operator

Software Source

NAS WHITING FIELD 09/27/2007 23:45:24
CRUTCHFIELD,GARY,L

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

606002I
03/03/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000910

Agency Date Time
Operator

Software Source

NAS WHITING FIELD 10/01/2007 11:19:16
GEDDINGS,MARGARET,M

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

719402I
07/15/2009

# Sims  5 Complies Yes

8100.27

0.0010Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.049
0.08 g/210L Test  #4 0.080
0.20 g/210L Test  #4 0.197
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.050
0.08 g/210L Test  #5 0.081
0.20 g/210L Test  #5 0.197
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.050
0.08 g/210L Test  #6 0.081
0.20 g/210L Test  #6 0.198
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.050
0.08 g/210L Test  #7 0.082
0.20 g/210L Test  #7 0.198
0.08 g/210L Dry Gas Std Test  #7 0.078
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.051

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000910

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.081
0.20 g/210L Test  #8 0.199
0.08 g/210L Dry Gas Std Test  #8 0.078
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.051
0.08 g/210L Test  #9 0.082
0.20 g/210L Test  #9 0.199
0.08 g/210L Dry Gas Std Test  #9 0.079
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.051
0.08 g/210L Test  #10 0.082
0.20 g/210L Test  #10 0.199
0.08 g/210L Dry Gas Std Test  #10 0.079
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0010
0.08 g/210L Test  (Std Dev) 0.0013
0.20 g/210L Test  (Std Dev) 0.0012
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0005

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000910

Agency Date Time
Operator

Software Source

NAS WHITING FIELD 10/28/2007 23:42:15
CRUTCHFIELD,GARY,L

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

606002I
03/03/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000910

Agency Date Time
Operator

Software Source

NAS WHITING FIELD 11/30/2007 00:05:24
CRUTCHFIELD,GARY,L

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

606002I
03/03/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000910

Agency Date Time
Operator

Software Source

NAS WHITING FIELD 12/30/2007 23:24:43
CRUTCHFIELD,GARY,L

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

606002I
03/03/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000912

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 01/23/2007 11:06:33
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 (Retry) 0.000Yes

0.05 g/210L Test  #3 0.052
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

00: Ambient Fail. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000912

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 02/14/2007 12:48:11
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 (Retry) 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

00: Ambient Fail. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000912

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 03/19/2007 19:36:07
VENTURI,GEORGE,L

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  5 Complies Yes

8100.27

0.0005Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.051
0.08 g/210L Test  #4 0.081
0.20 g/210L Test  #4 0.200
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.051
0.08 g/210L Test  #5 0.081
0.20 g/210L Test  #5 0.201
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.051
0.08 g/210L Test  #6 0.081
0.20 g/210L Test  #6 0.200
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.052
0.08 g/210L Test  #7 0.082
0.20 g/210L Test  #7 0.199
0.08 g/210L Dry Gas Std Test  #7 0.079
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.051

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000912

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.081
0.20 g/210L Test  #8 0.199
0.08 g/210L Dry Gas Std Test  #8 0.080
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.051
0.08 g/210L Test  #9 0.082
0.20 g/210L Test  #9 0.199
0.08 g/210L Dry Gas Std Test  #9 0.079
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.051
0.08 g/210L Test  #10 0.081
0.20 g/210L Test  #10 0.198
0.08 g/210L Dry Gas Std Test  #10 0.079
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0003
0.08 g/210L Test  (Std Dev) 0.0007
0.20 g/210L Test  (Std Dev) 0.0008
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

INSPECTION FOLLOWING RETURN FROM AUTHORIZED REPAIR FACILITY

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000912

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 04/17/2007 12:28:06
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000912

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 05/08/2007 14:07:24
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000912

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 06/05/2007 11:00:24
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049No
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000912

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 06/05/2007 12:10:09
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000912

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 07/03/2007 10:04:50
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000912

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 08/01/2007 12:24:10
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000912

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 09/12/2007 09:01:23
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200612D
12/14/2008

200612A
12/05/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048Yes
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Time-Date changed. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000912

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 10/02/2007 16:00:32
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000912

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 11/06/2007 16:20:14
ANDREWS,ROBERT,P

Agency     Inspection

200708A
08/01/2009

200605C
05/04/2008

200612A
12/05/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000912

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 12/13/2007 14:07:10
ANDREWS,ROBERT,P

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

724801G
09/06/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000913

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 01/23/2007 17:36:18
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000913

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 02/14/2007 10:48:03
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048Yes
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Time-Date changed. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000913

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 03/06/2007 15:22:01
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.083Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.085
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000913

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 04/17/2007 11:17:07
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000913

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 05/08/2007 14:16:12
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 (Retry) 0.049
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.078
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.199Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 (Retry) 0.049Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 0.079Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 (Retry) 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

05: RFI Detect. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000913

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 06/05/2007 11:05:44
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000913

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 07/03/2007 10:07:53
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000913

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 08/01/2007 12:30:44
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000913

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 09/12/2007 09:09:29
ANDREWS,ROBERT,P

Agency     Inspection

200605B
05/04/2008

200612D
12/14/2008

200612A
12/05/2008

717102I
06/21/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000913

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 09/12/2007 14:15:12
VENTURI,GEORGE,L

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  5 Complies Yes

8100.27

0.0003Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.049
0.08 g/210L Test  #4 0.080
0.20 g/210L Test  #4 0.197
0.08 g/210L Dry Gas Std Test  #4 0.080
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.049
0.08 g/210L Test  #5 0.080
0.20 g/210L Test  #5 0.197
0.08 g/210L Dry Gas Std Test  #5 0.080
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.049
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.196
0.08 g/210L Dry Gas Std Test  #6 0.080
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.049
0.08 g/210L Test  #7 0.079
0.20 g/210L Test  #7 0.196
0.08 g/210L Dry Gas Std Test  #7 0.081
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.049

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000913

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.079
0.20 g/210L Test  #8 0.197
0.08 g/210L Dry Gas Std Test  #8 0.080
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.049
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.196
0.08 g/210L Dry Gas Std Test  #9 0.081
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.049
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.197
0.08 g/210L Dry Gas Std Test  #10 0.080
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0000
0.08 g/210L Test  (Std Dev) 0.0005
0.20 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000913

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 10/16/2007 21:09:28
VENTURI,GEORGE,L

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  5 Complies Yes

8100.27

0.0005Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.051
0.08 g/210L Test  #4 0.081
0.20 g/210L Test  #4 0.199
0.08 g/210L Dry Gas Std Test  #4 0.080
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.050
0.08 g/210L Test  #5 0.081
0.20 g/210L Test  #5 0.199
0.08 g/210L Dry Gas Std Test  #5 0.080
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.051
0.08 g/210L Test  #6 0.082
0.20 g/210L Test  #6 0.199
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.051
0.08 g/210L Test  #7 0.081
0.20 g/210L Test  #7 0.199
0.08 g/210L Dry Gas Std Test  #7 0.079
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.051

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000913

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.082
0.20 g/210L Test  #8 0.199
0.08 g/210L Dry Gas Std Test  #8 0.080
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.051
0.08 g/210L Test  #9 0.081
0.20 g/210L Test  #9 0.198
0.08 g/210L Dry Gas Std Test  #9 0.080
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.051
0.08 g/210L Test  #10 0.082
0.20 g/210L Test  #10 0.198
0.08 g/210L Dry Gas Std Test  #10 0.079
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Test  (Std Dev) 0.0004
0.20 g/210L Test  (Std Dev) 0.0007
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0005

INSPECTION FOLLOWING RETURN FROM AUTHORIZED REPAIR FACILITY

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000913

Agency Date Time
Operator

Software Source

MANATEE COUNTY SO 12/11/2007 11:52:48
VENTURI,GEORGE,L

Department Inspection

200605B
05/04/2008

200612D
12/14/2008

200612A
12/05/2008

626101I
09/20/2008

# Sims  5 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.076Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.076Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.049
0.08 g/210L Test  #4 0.080
0.20 g/210L Test  #4 0.201
0.08 g/210L Dry Gas Std Test  #4 0.076
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.050
0.08 g/210L Test  #5 0.079
0.20 g/210L Test  #5 0.201
0.08 g/210L Dry Gas Std Test  #5 0.076
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.049
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.201
0.08 g/210L Dry Gas Std Test  #6 0.076
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.049
0.08 g/210L Test  #7 0.080
0.20 g/210L Test  #7 0.200
0.08 g/210L Dry Gas Std Test  #7 0.076
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000913

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.080
0.20 g/210L Test  #8 0.202
0.08 g/210L Dry Gas Std Test  #8 0.076
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.049
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.202
0.08 g/210L Dry Gas Std Test  #9 0.076
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.201
0.08 g/210L Dry Gas Std Test  #10 0.075
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Test  (Std Dev) 0.0003
0.20 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0003

INSPECTION FOLLOWING RETURN FROM AUTHORIZED REPAIR FACILITY

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000914

Agency Date Time
Operator

Software Source

FORT MYERS PD 01/24/2007 13:14:47
CLAFLIN,DAVID,S

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200505C
05/05/2007

612201G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000914

Agency Date Time
Operator

Software Source

FORT MYERS PD 02/02/2007 15:44:46
CLAFLIN,DAVID,S

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200505C
05/05/2007

612201G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000914

Agency Date Time
Operator

Software Source

FORT MYERS PD 03/02/2007 10:15:15
CLAFLIN,DAVID,S

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

612201G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000914

Agency Date Time
Operator

Software Source

FORT MYERS PD 04/03/2007 09:30:34
CLAFLIN,DAVID,S

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200505C
05/05/2007

612201G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.207
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.206Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.206
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000914

Agency Date Time
Operator

Software Source

FORT MYERS PD 05/02/2007 09:14:11
CLAFLIN,DAVID,S

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200505C
05/05/2007

612201G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000914

Agency Date Time
Operator

Software Source

FORT MYERS PD 06/12/2007 09:08:43
CLAFLIN,DAVID,S

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

612201G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000914

Agency Date Time
Operator

Software Source

FORT MYERS PD 07/13/2007 12:19:13
CLAFLIN,DAVID,S

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200605F
05/10/2008

612201G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000914

Agency Date Time
Operator

Software Source

FORT MYERS PD 08/22/2007 13:26:19
CLAFLIN,DAVID,S

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200605F
05/10/2008

602201G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000914

Agency Date Time
Operator

Software Source

FORT MYERS PD 08/22/2007 15:32:30
VENTURI,GEORGE,L

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  5 Complies Yes

8100.27

0.0003Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.049
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.197
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.049
0.08 g/210L Test  #5 0.079
0.20 g/210L Test  #5 0.197
0.08 g/210L Dry Gas Std Test  #5 0.078
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.049
0.08 g/210L Test  #6 0.079
0.20 g/210L Test  #6 0.197
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.049
0.08 g/210L Test  #7 0.079
0.20 g/210L Test  #7 0.197
0.08 g/210L Dry Gas Std Test  #7 0.079
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.049

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000914

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.079
0.20 g/210L Test  #8 0.197
0.08 g/210L Dry Gas Std Test  #8 0.079
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.049
0.08 g/210L Test  #9 0.079
0.20 g/210L Test  #9 0.197
0.08 g/210L Dry Gas Std Test  #9 0.079
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.049
0.08 g/210L Test  #10 0.079
0.20 g/210L Test  #10 0.197
0.08 g/210L Dry Gas Std Test  #10 0.079
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0003
0.08 g/210L Test  (Std Dev) 0.0003
0.20 g/210L Test  (Std Dev) 0.0003
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000914

Agency Date Time
Operator

Software Source

FORT MYERS PD 09/12/2007 11:49:24
CLAFLIN,DAVID,S

Agency     Inspection

200509A
09/22/2007

200612D
12/14/2008

200605F
05/10/2008

612201G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.071
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.080
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.201Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.073Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.080Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.075
0.08 g/210L Test  #3 (Retry) 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

08: Control Outside ToleranceSOLUTION COLD. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000914

Agency Date Time
Operator

Software Source

FORT MYERS PD 10/05/2007 09:02:13
CLAFLIN,DAVID,S

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200605F
05/10/2008

612201G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000914

Agency Date Time
Operator

Software Source

FORT MYERS PD 11/20/2007 14:16:37
CLAFLIN,DAVID,S

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200605F
05/10/2008

612201G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000914

Agency Date Time
Operator

Software Source

FORT MYERS PD 12/11/2007 11:43:56
CLAFLIN,DAVID,S

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200605F
05/10/2008

612201G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000937

Agency Date Time
Operator

Software Source

SANIBEL PD 01/28/2007 09:09:19
WORTH,DUSTIN,L

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200509C
09/22/2007

619101I
07/12/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.045
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000937

Agency Date Time
Operator

Software Source

SANIBEL PD 03/02/2007 10:31:27
WORTH,DUSTIN,L

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200509C
09/22/2007

619101I
07/12/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000937

Agency Date Time
Operator

Software Source

SANIBEL PD 04/23/2007 19:10:08
WORTH,DUSTIN,L

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200509C
09/22/2007

619101I
07/12/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

A F / M A:. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000937

Agency Date Time
Operator

Software Source

SANIBEL PD 05/11/2007 10:13:34
WORTH,DUSTIN,L

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200509C
09/22/2007

619101I
07/12/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000937

Agency Date Time
Operator

Software Source

SANIBEL PD 06/17/2007 12:17:21
WORTH,DUSTIN,L

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200509C
09/22/2007

619101I
07/12/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000937

Agency Date Time
Operator

Software Source

SANIBEL PD 07/28/2007 11:58:13
WORTH,DUSTIN,L

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

619101I
07/12/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000937

Agency Date Time
Operator

Software Source

SANIBEL PD 08/26/2007 15:00:11
WORTH,DUSTIN,L

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

619101I
07/12/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Alcohol Free Test  #1 (Retry) 0.000No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 0.049
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.077
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.193Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 (Retry) 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.079Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 INTYes

Alcohol Free Test  #3 (Retry) 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

00: RFI Detect./OFFFICER CAME IN ROOM WITH RADIO ON

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000937

Agency Date Time
Operator

Software Source

SANIBEL PD 09/04/2007 13:34:05
VENTURI,GEORGE,L

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  4 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.051
0.08 g/210L Test  #4 0.081
0.20 g/210L Test  #4 0.200
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.050
0.08 g/210L Test  #5 0.081
0.20 g/210L Test  #5 0.199
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.051
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.199
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.051
0.08 g/210L Test  #7 0.081
0.20 g/210L Test  #7 0.200
0.08 g/210L Dry Gas Std Test  #7 0.078
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000937

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.080
0.20 g/210L Test  #8 0.200
0.08 g/210L Dry Gas Std Test  #8 0.078
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.051
0.08 g/210L Test  #9 0.081
0.20 g/210L Test  #9 0.199
0.08 g/210L Dry Gas Std Test  #9 0.078
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.051
0.08 g/210L Test  #10 0.081
0.20 g/210L Test  #10 0.199
0.08 g/210L Dry Gas Std Test  #10 0.078
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Test  (Std Dev) 0.0004
0.20 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0005

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000937

Agency Date Time
Operator

Software Source

SANIBEL PD 09/23/2007 13:10:45
WORTH,DUSTIN,L

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

619101I
07/12/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.074
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.080
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.198Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.080Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.078
0.08 g/210L Test  #3 (Retry) 0.081
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

08: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000937

Agency Date Time
Operator

Software Source

SANIBEL PD 10/26/2007 21:06:44
WORTH,DUSTIN,L

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

619101I
07/12/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.188
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.192Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.080Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.195Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.194
0.20 g/210L Test  #3 (Retry) 0.196
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

20: Control Outside Tolerance - LEAK AT GASKET. CORRECTED  .  

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000937

Agency Date Time
Operator

Software Source

SANIBEL PD 11/29/2007 01:43:27
WORTH,DUSTIN,L

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

619101I
07/12/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000937

Agency Date Time
Operator

Software Source

SANIBEL PD 12/31/2007 02:39:30
WORTH,DUSTIN,L

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

619101I
07/12/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000938

Agency Date Time
Operator

Software Source

LEE COUNTY SO 01/26/2007 09:39:40
CLAFLIN,DAVID,S

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200505C
05/05/2007

612202G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000938

Agency Date Time
Operator

Software Source

LEE COUNTY SO 02/02/2007 10:36:42
CLAFLIN,DAVID,S

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200505C
05/05/2007

612202G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.048
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.194Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.076Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.048Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.195Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.048
0.20 g/210L Test  #3 (Retry) 0.196
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

20: Control Outside Tolerance-USED .05 SOLUTION NOT .200. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000938

Agency Date Time
Operator

Software Source

LEE COUNTY SO 03/02/2007 12:07:51
CLAFLIN,DAVID,S

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

701201G
01/15/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.075Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000938

Agency Date Time
Operator

Software Source

LEE COUNTY SO 04/03/2007 11:40:11
CLAFLIN,DAVID,S

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200505C
05/05/2007

702401G
01/26/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000938

Agency Date Time
Operator

Software Source

LEE COUNTY SO 05/02/2007 13:30:59
CLAFLIN,DAVID,S

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200505C
05/05/2007

702401G
01/26/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000938

Agency Date Time
Operator

Software Source

LEE COUNTY SO 06/15/2007 09:21:24
CLAFLIN,DAVID,S

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

701201G
01/15/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000938

Agency Date Time
Operator

Software Source

LEE COUNTY SO 07/17/2007 12:21:43
CLAFLIN,DAVID,S

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200605F
05/10/2008

701201G
01/15/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.072
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.077
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.193Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.075Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.077Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.08 g/210L Test  #3 (Retry) 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

08: Control Outside Tolerance LOOSE HOSE. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000938

Agency Date Time
Operator

Software Source

LEE COUNTY SO 08/16/2007 11:03:33
CLAFLIN,DAVID,S

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200605F
05/10/2008

701201G
01/15/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.075Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.075
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000938

Agency Date Time
Operator

Software Source

LEE COUNTY SO 08/22/2007 15:14:13
VENTURI,GEORGE,L

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  5 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.048
0.08 g/210L Test  #4 0.078
0.20 g/210L Test  #4 0.196
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.048
0.08 g/210L Test  #5 0.078
0.20 g/210L Test  #5 0.196
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.048
0.08 g/210L Test  #6 0.078
0.20 g/210L Test  #6 0.196
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.048
0.08 g/210L Test  #7 0.079
0.20 g/210L Test  #7 0.196
0.08 g/210L Dry Gas Std Test  #7 0.080
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.048

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000938

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.079
0.20 g/210L Test  #8 0.195
0.08 g/210L Dry Gas Std Test  #8 0.080
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.048
0.08 g/210L Test  #9 0.078
0.20 g/210L Test  #9 0.196
0.08 g/210L Dry Gas Std Test  #9 0.079
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.048
0.08 g/210L Test  #10 0.078
0.20 g/210L Test  #10 0.197
0.08 g/210L Dry Gas Std Test  #10 0.080
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0003
0.08 g/210L Test  (Std Dev) 0.0004
0.20 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0005

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000938

Agency Date Time
Operator

Software Source

LEE COUNTY SO 09/12/2007 14:08:37
CLAFLIN,DAVID,S

Agency     Inspection

200509A
09/22/2007

200612D
12/14/2008

200605F
05/10/2008

634801G
12/18/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000938

Agency Date Time
Operator

Software Source

LEE COUNTY SO 10/05/2007 10:57:03
CLAFLIN,DAVID,S

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200605F
05/10/2008

634801G
12/18/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000938

Agency Date Time
Operator

Software Source

LEE COUNTY SO 11/20/2007 10:23:16
CLAFLIN,DAVID,S

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200605F
05/10/2008

634801G
12/18/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.075Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000938

Agency Date Time
Operator

Software Source

LEE COUNTY SO 12/11/2007 09:26:57
CLAFLIN,DAVID,S

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200605F
05/10/2008

717102I
06/19/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000939

Agency Date Time
Operator

Software Source

LEE COUNTY SO 01/26/2007 10:16:51
CLAFLIN,DAVID,S

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200505C
05/05/2007

612202G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000939

Agency Date Time
Operator

Software Source

LEE COUNTY SO 02/02/2007 11:18:47
CLAFLIN,DAVID,S

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200505C
05/05/2007

612202G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000939

Agency Date Time
Operator

Software Source

LEE COUNTY SO 03/02/2007 13:55:54
CLAFLIN,DAVID,S

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

612202G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000939

Agency Date Time
Operator

Software Source

LEE COUNTY SO 04/03/2007 12:44:53
CLAFLIN,DAVID,S

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200505C
05/05/2007

701201G
01/15/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000939

Agency Date Time
Operator

Software Source

LEE COUNTY SO 05/02/2007 14:20:10
CLAFLIN,DAVID,S

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200505C
05/05/2007

701201G
01/15/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000939

Agency Date Time
Operator

Software Source

LEE COUNTY SO 06/15/2007 10:06:20
CLAFLIN,DAVID,S

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

701201G
01/15/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000939

Agency Date Time
Operator

Software Source

LEE COUNTY SO 07/17/2007 13:03:12
CLAFLIN,DAVID,S

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200605F
05/10/2008

702401G
01/26/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000939

Agency Date Time
Operator

Software Source

LEE COUNTY SO 08/16/2007 11:44:12
CLAFLIN,DAVID,S

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200605F
05/10/2008

702401G
01/26/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000939

Agency Date Time
Operator

Software Source

LEE COUNTY SO 08/22/2007 15:00:03
VENTURI,GEORGE,L

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  5 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.049
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.196
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.049
0.08 g/210L Test  #5 0.080
0.20 g/210L Test  #5 0.196
0.08 g/210L Dry Gas Std Test  #5 0.078
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.049
0.08 g/210L Test  #6 0.079
0.20 g/210L Test  #6 0.196
0.08 g/210L Dry Gas Std Test  #6 0.078
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.050
0.08 g/210L Test  #7 0.079
0.20 g/210L Test  #7 0.196
0.08 g/210L Dry Gas Std Test  #7 0.078
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.049

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000939

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.079
0.20 g/210L Test  #8 0.196
0.08 g/210L Dry Gas Std Test  #8 0.077
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.049
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.196
0.08 g/210L Dry Gas Std Test  #9 0.078
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.049
0.08 g/210L Test  #10 0.079
0.20 g/210L Test  #10 0.196
0.08 g/210L Dry Gas Std Test  #10 0.078
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0003
0.08 g/210L Test  (Std Dev) 0.0005
0.20 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0005

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000939

Agency Date Time
Operator

Software Source

LEE COUNTY SO 09/12/2007 14:01:10
CLAFLIN,DAVID,S

Agency     Inspection

200509A
09/22/2007

200612D
12/14/2008

200605F
05/10/2008

702401G
01/26/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000939

Agency Date Time
Operator

Software Source

LEE COUNTY SO 10/05/2007 10:51:13
CLAFLIN,DAVID,S

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200605F
05/10/2008

702401G
01/26/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000939

Agency Date Time
Operator

Software Source

LEE COUNTY SO 11/20/2007 10:16:51
CLAFLIN,DAVID,S

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200605F
05/10/2008

717102I
06/19/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000939

Agency Date Time
Operator

Software Source

LEE COUNTY SO 12/11/2007 09:18:19
CLAFLIN,DAVID,S

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200605F
05/10/2008

717102I
06/19/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.074
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.076
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.188Yes
Mouth Alcohol Test: Slope Not Met 0.20 g/210L Test  #1 (Retry) 0.194Yes
Interferent Detect Test: Interferent Detect 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #1 INTYes
Alcohol Free Test: OK Alcohol Free Test  #2 0.000Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 0.047Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 0.076Yes
0.20 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.077Yes
0.08 g/210L Dry Gas Std Test: OK 0.20 g/210L Test  #2 0.192Yes

0.20 g/210L Test  #2 (Retry) 0.195
0.08 g/210L Dry Gas Std Test  #2 0.079
Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.08 g/210L Test  #3 (Retry) 0.077
0.20 g/210L Test  #3 0.193
0.20 g/210L Test  #3 (Retry) 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

08: Control Outside Tolerance. 20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000940

Agency Date Time
Operator

Software Source

BREVARD S.O. 01/23/2007 16:55:23
WAGNER,ROBERT,F

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200505C
05/05/2007

612202G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000940

Agency Date Time
Operator

Software Source

BREVARD S.O. 02/21/2007 09:31:22
WAGNER,ROBERT,F

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

612202G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000940

Agency Date Time
Operator

Software Source

BREVARD S.O. 03/28/2007 14:54:12
WAGNER,ROBERT,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

612202G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000940

Agency Date Time
Operator

Software Source

BREVARD S.O. 04/04/2007 18:24:10
WAGNER,ROBERT,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

612202G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 (Retry) 0.045
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.078
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.194Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.044Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 (Retry) 0.047Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.044
0.05 g/210L Test  #3 (Retry) 0.047
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

05: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000940

Agency Date Time
Operator

Software Source

BREVARD S.O. 05/14/2007 10:23:46
WAGNER,ROBERT,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

612202G
05/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000940

Agency Date Time
Operator

Software Source

BREVARD S.O. 06/19/2007 17:11:03
WAGNER,ROBERT,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

706102I
03/05/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000940

Agency Date Time
Operator

Software Source

BREVARD S.O. 07/08/2007 13:33:33
WAGNER,ROBERT,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

706102I
03/05/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000940

Agency Date Time
Operator

Software Source

BREVARD S.O. 08/20/2007 12:24:16
WAGNER,ROBERT,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

706102I
03/05/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

DID NOT READ M/A. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000940

Agency Date Time
Operator

Software Source

BREVARD S.O. 09/17/2007 19:55:20
WAGNER,ROBERT,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

706102I
03/05/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000940

Agency Date Time
Operator

Software Source

BREVARD S.O. 10/09/2007 14:08:45
AGNER,ROBERT,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

706102I
03/05/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000940

Agency Date Time
Operator

Software Source

BREVARD S.O. 10/09/2007 16:36:54
SKIPPER,ROGER,G

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200708D
08/01/2009

719402I
07/15/2009

# Sims  5 Complies Yes

8100.27

0.0006Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.049
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.196
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.049
0.08 g/210L Test  #5 0.079
0.20 g/210L Test  #5 0.196
0.08 g/210L Dry Gas Std Test  #5 0.078
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.049
0.08 g/210L Test  #6 0.079
0.20 g/210L Test  #6 0.197
0.08 g/210L Dry Gas Std Test  #6 0.078
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.049
0.08 g/210L Test  #7 0.080
0.20 g/210L Test  #7 0.196
0.08 g/210L Dry Gas Std Test  #7 0.078
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000940

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.080
0.20 g/210L Test  #8 0.196
0.08 g/210L Dry Gas Std Test  #8 0.078
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.196
0.08 g/210L Dry Gas Std Test  #9 0.078
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.196
0.08 g/210L Dry Gas Std Test  #10 0.077
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Test  (Std Dev) 0.0006
0.20 g/210L Test  (Std Dev) 0.0007
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0008

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000940

Agency Date Time
Operator

Software Source

BREVARD S.O. 11/13/2007 11:57:55
WAGNER,ROBERT,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

706102I
03/05/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.079Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 INTYes

Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Interferent Detect Test  #3 (Retry) INT

Int Det: RFI Detect. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000940

Agency Date Time
Operator

Software Source

BREVARD S.O. 12/17/2007 11:16:44
WAGNER,ROBERT,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

706102I
03/05/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000941

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 01/01/2007 12:44:47
NEIDERHISER,JOHN,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

617202I
06/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

TESTED AT NJC MOVED FROM B TO P

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000941

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 02/01/2007 09:50:28
NEIDERHISER,JOHN,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

617202I
06/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

TESTED AT NJC AS P

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000941

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 03/14/2007 16:04:29
NEIDERHISER,JOHN,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

617202I
06/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

TESTED AT NJC

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000941

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 04/02/2007 13:10:52
NEIDERHISER,JOHN,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

617202I
06/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.053No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.083
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.206
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.052Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.083Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.206Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.052
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.204
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

TESTED AT SPEC OPS

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000941

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 05/01/2007 15:57:18
PEABODY,MICHAEL,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

617202I
06/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

TESTED AT SPECIAL OPS.

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000941

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 06/25/2007 18:39:23
VENTURI,GEORGE,L

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  4 Complies Yes

8100.27

0.0007Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.052No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.204Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.052Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.204Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.052
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.203
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.052
0.08 g/210L Test  #4 0.082
0.20 g/210L Test  #4 0.202
0.08 g/210L Dry Gas Std Test  #4 0.078
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.053
0.08 g/210L Test  #5 0.082
0.20 g/210L Test  #5 0.201
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.053
0.08 g/210L Test  #6 0.081
0.20 g/210L Test  #6 0.200
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.052
0.08 g/210L Test  #7 0.082
0.20 g/210L Test  #7 0.200
0.08 g/210L Dry Gas Std Test  #7 0.079
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.052

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000941

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.082
0.20 g/210L Test  #8 0.200
0.08 g/210L Dry Gas Std Test  #8 0.079
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.053
0.08 g/210L Test  #9 0.082
0.20 g/210L Test  #9 0.201
0.08 g/210L Dry Gas Std Test  #9 0.079
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.053
0.08 g/210L Test  #10 0.083
0.20 g/210L Test  #10 0.201
0.08 g/210L Dry Gas Std Test  #10 0.078
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Test  (Std Dev) 0.0006
0.20 g/210L Test  (Std Dev) 0.0015
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0005

INSPECTION FOLLOWING RETURN FROM AUTHORIZED REPAIR FACILITY

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000941

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 07/02/2007 10:51:30
NEIDERHISER,JOHN,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

622802I
08/18/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

TESTED AT SPECIAL OPS OBSERVED BY CPL. PEABODY 2279

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000941

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 08/01/2007 15:58:15
PEABODY,MICHAEL,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

622802I
08/18/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.204Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.203
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

TESTED AT SPECIAL OPS OBSERVED BY CPL. NEIDERHISER

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000941

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 09/04/2007 11:59:52
PEABODY,MICHAEL,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

622802I
08/18/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.203
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

TESTED AT SPECIAL OPS. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000941

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 10/01/2007 09:30:45
PEABODY,MICHAEL,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

622802I
08/18/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

TESTED AT SPECIAL OPS. OBSERVED BY CPL. NEIDERHISER

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000941

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 11/05/2007 11:35:34
PEABODY,MICHAEL,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

622802I
08/18/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

TESTED AT SPEC OPS. WITNESSED BY CPL. NEIDERHISER

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000941

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 12/03/2007 16:38:28
PEABODY,MICHAEL,F

Agency     Inspection

200708A
08/01/2008

200612D
12/14/2008

200708D
08/01/2009

622802I
08/18/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

TESTED AT SOG  0.050 SOLUTION EXPIRY DATE 08/01/2009.

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000942

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 01/01/2007 15:27:36
NEIDERHISER,JOHN,E

Agency     Inspection

200605B
05/04/2006

200605C
05/04/2008

200605F
05/10/2008

617202I
06/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

TESTED AT SPEC OPS

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000942

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 02/01/2007 12:03:42
NEIDERHISER,JOHN,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

617202I
06/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.203
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

TESTED AT SPEC OPS

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000942

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 03/14/2007 14:09:05
NEIDERHISER,JOHN,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

617202I
06/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.204
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.076Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.203Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.076Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

TESTED AT SPEC OPS

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000942

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 04/02/2007 13:21:40
NEIDERHISER,JOHN,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

617202I
06/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

TESTED AT SPEC OPS

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000942

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 05/01/2007 15:54:17
PEABODY,MICHAEL,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

617202I
06/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.075Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.076Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.075
Interferent Detect Test  #3 INT

TESTED AT SPECIAL OPS. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000942

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 06/04/2007 11:42:11
NEIDERHISER,JOHN,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

617202I
06/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.076Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

NJC B

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000942

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 07/02/2007 14:23:48
PEABODY,MICHAEL,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

617202I
06/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.076Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.075Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.075
Interferent Detect Test  #3 INT

TESTED AT SPEC OPS CPL. NEIDERHISER 1287 OBSERVED.

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000942

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 08/10/2007 20:46:11
VENTURI,GEORGE,L

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  5 Complies Yes

8100.27

0.0005Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.052No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.052
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.052
0.08 g/210L Test  #4 0.081
0.20 g/210L Test  #4 0.201
0.08 g/210L Dry Gas Std Test  #4 0.077
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.052
0.08 g/210L Test  #5 0.080
0.20 g/210L Test  #5 0.201
0.08 g/210L Dry Gas Std Test  #5 0.077
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.052
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.201
0.08 g/210L Dry Gas Std Test  #6 0.078
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.052
0.08 g/210L Test  #7 0.080
0.20 g/210L Test  #7 0.201
0.08 g/210L Dry Gas Std Test  #7 0.077
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.052

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000942

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.079
0.20 g/210L Test  #8 0.201
0.08 g/210L Dry Gas Std Test  #8 0.077
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.051
0.08 g/210L Test  #9 0.079
0.20 g/210L Test  #9 0.200
0.08 g/210L Dry Gas Std Test  #9 0.077
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.052
0.08 g/210L Test  #10 0.079
0.20 g/210L Test  #10 0.202
0.08 g/210L Dry Gas Std Test  #10 0.077
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Test  (Std Dev) 0.0008
0.20 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

INSPECTION FOLLOWING RETURN FROM AUTHORIZED REPAIR FACILITY

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000942

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 09/04/2007 12:04:46
PEABODY,MICHAEL,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

714101I
05/22/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

TESTED AT SPECIAL OPS.

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000942

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 10/01/2007 11:56:09
NEIDERHISER,JOHN,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

714101I
05/22/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

TESTED AT SPEC OPS OBSERVED BY CPL PEABODY

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000942

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 11/05/2007 09:46:26
NEIDERHISER,JOHN,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

714101I
05/22/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

TESTED AT SPEC OPS

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000942

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 12/03/2007 17:19:01
NEIDERHISER,JOHN,E

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

714101I
05/22/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

TESTED AT SPEC OPS OBSERVED BY CPL PEABODY

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000943

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 01/01/2007 15:23:45
NEIDERHISER,JOHN,E

Agency     Inspection

200605B
05/04/2006

200605C
05/10/2006

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

TESTED AT SPEC OPS

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000943

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 02/01/2007 11:53:00
NEIDERHISER,JOHN,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

TESTED AT SPEC OPS

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000943

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 04/19/2007 13:32:53
VENTURI,GEORGE,L

Department Inspection

200509A
09/22/2007

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  4 Complies Yes

8100.27

0.0003Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.080Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 INTYes

Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT
Interferent Detect Test  #3 (Retry) INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.049
0.08 g/210L Test  #4 0.080
0.20 g/210L Test  #4 0.199
0.08 g/210L Dry Gas Std Test  #4 0.078
Interferent Detect Test  #4 (Retry) INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.049
0.08 g/210L Test  #5 0.080
0.20 g/210L Test  #5 0.198
0.08 g/210L Dry Gas Std Test  #5 0.078
Interferent Detect Test  #5 (Retry) INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.049
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.198
0.08 g/210L Dry Gas Std Test  #6 0.077
Interferent Detect Test  #6 (Retry) INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.049
0.08 g/210L Test  #7 0.081
0.20 g/210L Test  #7 0.199
0.08 g/210L Dry Gas Std Test  #7 0.077

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000943

Agency Date Time
Operator

Software Source

Interferent Detect Test  #7 (Retry) INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.049
0.08 g/210L Test  #8 0.080
0.20 g/210L Test  #8 0.199
0.08 g/210L Dry Gas Std Test  #8 0.078
Interferent Detect Test  #8 (Retry) INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.198
0.08 g/210L Dry Gas Std Test  #9 0.078
Interferent Detect Test  #9 (Retry) INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.049
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.198
0.08 g/210L Dry Gas Std Test  #10 0.077
Interferent Detect Test  #10 (Retry) INT
0.05 g/210L Test  (Std Dev) 0.0003
0.08 g/210L Test  (Std Dev) 0.0004
0.20 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

Int Det: RFI Detect - CELL PHONE IN HALL.                  

Remarks:

Printed: 11 April 2008 Page: 2
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       Inspection Tests
Instrument Serial #80-000943

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 06/04/2007 11:42:29
NEIDERHISER,JOHN,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

NJC P

Remarks:

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000943

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 07/02/2007 14:06:31
NEIDERHISER,JOHN,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

TESTED AT SPEC OPS OBSERVED BY CPL PEABODY 2279

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000943

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 08/01/2007 13:28:10
PEABODY,MICHAEL,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 (Retry) 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.080Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 (Retry) 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 (Retry) 0.078
Interferent Detect Test  #3 INT

08: Sequence Aborted.SUBJECT ENTERED ROOM WITH CELL PHONE.

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000943

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 08/01/2007 14:22:08
PEABODY,MICHAEL,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

TESTED AT SPECIAL OPS OBSERVED BY CPL. NEIDERHISER

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000943

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 09/04/2007 14:52:32
PEABODY,MICHAEL,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

TESTED AT SPECIAL OPS. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000943

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 10/01/2007 15:18:08
PEABODY,MICHAEL,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

TESTED AT IJC OBSERVED BY CPL. NEIDERHISER

Remarks:

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000943

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 11/05/2007 15:08:13
PEABODY,MICHAEL,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

TESTED AT IJC OBSERVED BY CPL. NEIDERHISER

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000943

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 11/20/2007 13:34:23
VENTURI,GEORGE,L

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  5 Complies Yes

8100.27

0.0003Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.050
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.198
0.08 g/210L Dry Gas Std Test  #4 0.077
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.050
0.08 g/210L Test  #5 0.079
0.20 g/210L Test  #5 0.199
0.08 g/210L Dry Gas Std Test  #5 0.077
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.050
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.198
0.08 g/210L Dry Gas Std Test  #6 0.076
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.050
0.08 g/210L Test  #7 0.079
0.20 g/210L Test  #7 0.198
0.08 g/210L Dry Gas Std Test  #7 0.076
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000943

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.080
0.20 g/210L Test  #8 0.198
0.08 g/210L Dry Gas Std Test  #8 0.076
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.199
0.08 g/210L Dry Gas Std Test  #9 0.076
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.199
0.08 g/210L Dry Gas Std Test  #10 0.077
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0000
0.08 g/210L Test  (Std Dev) 0.0005
0.20 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0005

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000943

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 12/04/2007 09:10:41
PEABODY,MICHAEL,F

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.203
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.203Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

TESTED AT IJC

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000944

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 01/01/2007 11:56:21
NEIDERHISER,JOHN,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

617202I
06/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.188
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.191Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.191Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.191Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.192
0.20 g/210L Test  #3 (Retry) 0.192
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

20: Control Outside Tolerance. TEST AT NJC P

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000944

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 01/01/2007 12:31:23
NEIDERHISER,JOHN,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

617202I
06/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

TESTED AT NJC MOVED FROM P TO B

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000944

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 02/01/2007 10:06:24
NEIDERHISER,JOHN,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

617202I
06/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.191Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.191
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

TESTED AT NJC AS B

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000944

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 03/14/2007 16:08:34
NEIDERHISER,JOHN,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

617202I
06/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

TESTED AT NJC B

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000944

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 04/02/2007 11:01:55
NEIDERHISER,JOHN,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

617202I
06/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

TESTED AT NJC R TEMP 63.8

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000944

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 05/01/2007 11:06:26
PEABODY,MICHAEL,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

617202I
06/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

NJC OBSERVED CPL. NEIDERHISER

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000944

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 06/04/2007 14:48:52
NEIDERHISER,JOHN,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Alcohol Free Test  #1 (Retry) 0.000No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 0.050
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.079
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.203Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2Yes
Alcohol Free Test: OK Alcohol Free Test  #2 (Retry) 0.000Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 0.049Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 0.080Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 (Retry) 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

00: RFI Detect. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000944

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 07/02/2007 10:56:44
NEIDERHISER,JOHN,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

TESTED ST SPEC OPS OBSERVED BY CPL PEABODY 2279

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000944

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 08/01/2007 16:02:17
NEIDERHISER,JOHN,E

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

TESTED AT SPEC OPS OBSERVED BY CPL PEABODY

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000944

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 09/04/2007 12:06:46
PEABODY,MICHAEL,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

617202I
06/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.076Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.076Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

TESTED AT SPECIAL OPS. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000944

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 11/20/2007 13:23:59
VENTURI,GEORGE,L

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  5 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.049
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.196
0.08 g/210L Dry Gas Std Test  #4 0.076
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.049
0.08 g/210L Test  #5 0.078
0.20 g/210L Test  #5 0.196
0.08 g/210L Dry Gas Std Test  #5 0.076
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.049
0.08 g/210L Test  #6 0.079
0.20 g/210L Test  #6 0.197
0.08 g/210L Dry Gas Std Test  #6 0.076
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.048
0.08 g/210L Test  #7 0.079
0.20 g/210L Test  #7 0.196
0.08 g/210L Dry Gas Std Test  #7 0.076
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.049

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000944

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.079
0.20 g/210L Test  #8 0.196
0.08 g/210L Dry Gas Std Test  #8 0.076
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.049
0.08 g/210L Test  #9 0.079
0.20 g/210L Test  #9 0.196
0.08 g/210L Dry Gas Std Test  #9 0.077
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.049
0.08 g/210L Test  #10 0.078
0.20 g/210L Test  #10 0.196
0.08 g/210L Dry Gas Std Test  #10 0.076
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Test  (Std Dev) 0.0004
0.20 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

INSPECTION FOLLOWING RETURN FROM AUTHORIZED REPAIR FACILITY

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000944

Agency Date Time
Operator

Software Source

COLLIER COUNTY SO 12/03/2007 14:26:00
PEABODY,MICHAEL,F

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

622802I
08/18/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

TESTED AT SPEC OPS WITNESS CPL. NEIDERHISER.

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000945

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 01/09/2007 20:36:03
PUTMAN,BRIAN,A

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200505C
05/05/2007

611501G
04/27/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

JANUARY INSPECTION

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000945

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 02/10/2007 12:48:50
SPEICHER,DALE,A

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200505C
05/05/2007

611501G
04/27/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000945

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 02/11/2007 16:54:44
SPEICHER,DALE,A

Agency     Inspection

# Sims  0 Complies Yes

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK No
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

REVIEW DATA

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000945

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 02/11/2007 18:44:11
SPEICHER,DALE,A

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200505C
05/05/2007

611501G
04/27/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

RETEST OF FEBRUARY AGENCY INSPECTION

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000945

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 03/09/2007 08:05:36
SPEICHER,DALE,A

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200505C
05/05/2007

611501G
04/27/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

MARCH 2007 AGENCY INSPECTION

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000945

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 04/21/2007 19:38:30
PUTMAN,BRIAN,A

Agency     Inspection

200509A
09/22/2007

200612D
12/14/2008

200505C
05/05/2007

611501G
04/27/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

APRIL INSPECTION

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000945

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 05/23/2007 12:28:54
SPEICHER,DALE,A

Agency     Inspection

200612C
12/14/2008

200509B
09/22/2007

200605F
05/10/2008

611501G
04/27/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

MAY 2007 AGENCY INSPECTION

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000945

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 06/17/2007 09:35:39
SPEICHER,DALE,A

Agency     Inspection

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

A F / M A: No Sample Provided. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000945

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 06/17/2007 12:28:44
SPEICHER,DALE,A

Agency     Inspection

# Sims  5 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 Yes
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

A F / M A: . Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000945

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 06/17/2007 13:04:23
SPEICHER,DALE,A

Agency     Inspection

200612C
12/14/2008

200509B
09/22/2007

200605F
05/10/2008

611501G
04/27/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

JUNE AGENCY INSP

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000945

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 08/10/2007 19:31:27
VENTURI,GEORGE,L

Department Inspection

# Sims  0 Complies No

8100.27

Avg Std Dev

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK No
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK No
Barometric Pressure Sensor Check: OK No
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

WILL NOT DETECT SAMPLE BEING PROVIDEDNon-compliance:DOES NOT DETECT BREATH SAMPLE BEING
PROVIDED. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000945

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 08/24/2007 18:54:56
VENTURI,GEORGE,L

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  5 Complies Yes

8100.27

0.0003Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.052No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.052Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.052
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.052
0.08 g/210L Test  #4 0.083
0.20 g/210L Test  #4 0.197
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.052
0.08 g/210L Test  #5 0.082
0.20 g/210L Test  #5 0.197
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.052
0.08 g/210L Test  #6 0.082
0.20 g/210L Test  #6 0.197
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.051
0.08 g/210L Test  #7 0.082
0.20 g/210L Test  #7 0.197
0.08 g/210L Dry Gas Std Test  #7 0.079
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.051

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000945

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.082
0.20 g/210L Test  #8 0.197
0.08 g/210L Dry Gas Std Test  #8 0.079
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.082
0.20 g/210L Test  #9 0.197
0.08 g/210L Dry Gas Std Test  #9 0.078
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.082
0.20 g/210L Test  #10 0.197
0.08 g/210L Dry Gas Std Test  #10 0.079
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0008
0.08 g/210L Test  (Std Dev) 0.0003
0.20 g/210L Test  (Std Dev) 0.0000
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

INSPECTION FOLLOWING RETURN FROM AUTHORIZED REPAIR FACILITY

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000945

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 09/08/2007 14:28:27
SPEICHER,DALE,A

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200605F
05/10/2008

611501G
04/27/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

AGENCY INSPECTION FOR SEPTEMBER

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000945

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 10/07/2007 21:34:21
WRIGHT,TAMMY,M

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200605F
05/10/2008

611501G
04/27/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

AGENCY ISPECTION FOR OCTOBER

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000945

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 11/16/2007 21:47:33
WRIGHT,TAMMY,M

Agency     Inspection

611501G
04/27/2008

611501G
04/27/2008

611501G
04/27/2008

# Sims  5 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 Interferent Detect Test  #1 INTYes
Mouth Alcohol Test: Slope Not Met Alcohol Free Test  #2 0.000Yes
Interferent Detect Test: Interferent Detect 0.05 g/210L Test  #2 0.049Yes
Diagnostic Check (Post-Inspection): OK 0.08 g/210L Test  #2 0.081No
Alcohol Free Test: OK 0.20 g/210L Test  #2 0.194Yes
0.05 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Test: OK Alcohol Free Test  #3 0.000Yes
0.20 g/210L Test: OK 0.05 g/210L Test  #3 0.049Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Test  #3 0.080No

0.20 g/210L Test  #3 0.194
Interferent Detect Test  #3 INT

USED WRONG LOT / EXP NUMBER REDO USED WRONG LOT AND EXP INFO. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000945

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 11/16/2007 22:34:39
WRIGHT,TAMMY,M

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

611501G
04/27/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

AGENCY INSPECTION FOR NOV 2007

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000945

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 12/20/2007 17:31:49
WRIGHT,TAMMY,M

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

611501G
04/27/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

AGENCY INSPECTION MONTH OF DECEMBER

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000946

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 01/09/2007 21:38:33
SPEICHER,DALE,A

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200505C
05/05/2007

611501G
04/27/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.203
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.205Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.205
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

JANUARY INSPECTION

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000946

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 02/10/2007 10:31:04
SPEICHER,DALE,A

Agency     Inspection

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 Yes
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

A F / M A: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000946

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 02/10/2007 11:31:47
SPEICHER,DALE,A

Agency     Inspection

# Sims  5 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Interferent Detect Test  #1 0.000No
Minimum Sample Volume Check: OK Interferent Detect Test  #1 (Retry) 0.000
Barometric Pressure Sensor Check: OK Alcohol Free Test  #2 0.000
Alcohol Free Subject Test: 0.000 Interferent Detect Test  #2 0.000Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #2 (Retry) INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #3 0.000No
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #3 INTNo
Alcohol Free Test: OK Interferent Detect Test  #3 (Retry) INTYes
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

NO DETECTION FOUN ON 1ST TEST. NO DETECTION FOUND ON 1ST TEST. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000946

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 02/10/2007 20:14:23
PUTMAN,BRIAN,A

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200505C
05/05/2007

611501G
04/27/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

FEBRUARY INSPECTION COMPLETED

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000946

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 02/11/2007 18:31:15
SPEICHER,DALE,A

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200505C
05/05/2007

611501G
04/27/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

RETEST OF FEBRUARY AGENCY INSPECTION

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000946

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 03/09/2007 10:27:35
SPEICHER,DALE,A

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200505C
05/05/2007

611501G
04/27/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.203Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.203
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

MARCH 2007 AGENCY INSPECTION

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000946

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 04/21/2007 19:34:18
PUTMAN,BRIAN,A

Agency     Inspection

200509A
09/22/2007

200612D
12/14/2008

200505C
05/05/2007

515902I
06/13/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

APRIL INSPECTION

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000946

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 05/23/2007 13:41:22
SPEICHER,DALE,A

Agency     Inspection

200612C
12/14/2008

200509B
09/22/2007

200605F
05/10/2008

515902I
06/13/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

MAY 2007 AGENCY INSPECTION

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000946

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 06/17/2007 11:38:27
SPEICHER,DALE,A

Agency     Inspection

200612C
12/14/2008

200509B
09/22/2007

200605F
05/10/2008

615301I
06/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

JUNE AGENCY INSP

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000946

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 07/28/2007 15:18:55
SPEICHER,DALE,A

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200605F
05/10/2008

615301I
06/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

JULY AGENCY INSPECTION

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000946

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 08/11/2007 14:10:52
SPEICHER,DALE,A

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200605F
05/10/2008

615301I
06/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

AUGUST AGENCY INSPECTION

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000946

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 08/30/2007 14:07:08
VENTURI,GEORGE,L

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  5 Complies Yes

8100.27

0.0006Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.050
0.08 g/210L Test  #4 0.078
0.20 g/210L Test  #4 0.200
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.049
0.08 g/210L Test  #5 0.079
0.20 g/210L Test  #5 0.201
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.049
0.08 g/210L Test  #6 0.079
0.20 g/210L Test  #6 0.200
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.051
0.08 g/210L Test  #7 0.079
0.20 g/210L Test  #7 0.201
0.08 g/210L Dry Gas Std Test  #7 0.078
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000946

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.079
0.20 g/210L Test  #8 0.201
0.08 g/210L Dry Gas Std Test  #8 0.078
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.201
0.08 g/210L Dry Gas Std Test  #9 0.078
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.049
0.08 g/210L Test  #10 0.079
0.20 g/210L Test  #10 0.201
0.08 g/210L Dry Gas Std Test  #10 0.077
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0007
0.08 g/210L Test  (Std Dev) 0.0006
0.20 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0010

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000946

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 09/08/2007 13:04:46
SPEICHER,DALE,A

Agency     Inspection

# Sims  5 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

RETEST FOR PURGE FAILRange Exceeded. PURGE FAIL WILL RETEST. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000946

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 09/08/2007 13:20:54
SPEICHER,DALE,A

Agency     Inspection

# Sims  5 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

A F / M A: No Sample Provided. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000946

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 09/08/2007 14:16:02
SPEICHER,DALE,A

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200605F
05/10/2008

615301I
06/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

AGENCY INSPECTION FOR SEPT 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000946

Agency Date Time
Operator

Software Source

CHARLOTTE COUNTY SO 10/07/2007 21:01:06
WRIGHT,TAMMY,M

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200605F
05/10/2008

615301I
06/05/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

A F / M A: Range Exceeded. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000947

Agency Date Time
Operator

Software Source

GLADES COUNTY SO 02/05/2007 18:57:22
GADSON,JOHN,P

Agency     Inspection

# Sims  3 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 Yes
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

A F / M A: Range ExceededRange Exceeded. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000947

Agency Date Time
Operator

Software Source

GLADES COUNTY SO 02/05/2007 19:59:54
GADSON,JOHN,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.169
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.192Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.181Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.193Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.189
0.20 g/210L Test  #3 (Retry) 0.193
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000947

Agency Date Time
Operator

Software Source

GLADES COUNTY SO 03/30/2007 08:18:33
GADSON,JOHN,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000947

Agency Date Time
Operator

Software Source

GLADES COUNTY SO 04/28/2007 10:31:58
GADSON,JOHN,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.164
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.192Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.181Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.193Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.190
0.20 g/210L Test  #3 (Retry) 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000947

Agency Date Time
Operator

Software Source

GLADES COUNTY SO 05/31/2007 07:17:17
GADSON,JOHN,P

Agency     Inspection

# Sims  3 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 Yes
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

A F / M A: . Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000947

Agency Date Time
Operator

Software Source

GLADES COUNTY SO 05/31/2007 14:18:54
GADSON,JOHN,P

Agency     Inspection

# Sims  0 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK No
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000947

Agency Date Time
Operator

Software Source

GLADES COUNTY SO 05/31/2007 14:59:46
GADSON,JOHN,P

Agency     Inspection

200605B
05/04/2008

200605
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000947

Agency Date Time
Operator

Software Source

GLADES COUNTY SO 06/14/2007 15:20:33
GADSON,JOHN,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

A F / M A: Range ExceededRange Exceeded. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000947

Agency Date Time
Operator

Software Source

GLADES COUNTY SO 07/23/2007 20:36:25
VENTURI,GEORGE,L

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  5 Complies Yes

8100.27

0.0006Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 (Retry) 0.049Yes
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.080Yes
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.198Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.076Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.050Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 (Retry) 0.050Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 0.080Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.050
0.05 g/210L Test  #3 (Retry) 0.050
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.049
0.05 g/210L Test  #4 (Retry) 0.050
0.08 g/210L Test  #4 0.080
0.20 g/210L Test  #4 0.199
0.08 g/210L Dry Gas Std Test  #4 0.077
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.049
0.05 g/210L Test  #5 (Retry) 0.051
0.08 g/210L Test  #5 0.080
0.20 g/210L Test  #5 0.200
0.08 g/210L Dry Gas Std Test  #5 0.077
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.048
0.05 g/210L Test  #6 (Retry) 0.050
0.08 g/210L Test  #6 0.081
0.20 g/210L Test  #6 0.200
0.08 g/210L Dry Gas Std Test  #6 0.077
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.047

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000947

Agency Date Time
Operator

Software Source

0.05 g/210L Test  #7 (Retry) 0.049
0.08 g/210L Test  #7 0.081
0.20 g/210L Test  #7 0.200
0.08 g/210L Dry Gas Std Test  #7 0.077
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.047
0.05 g/210L Test  #8 (Retry) 0.048
0.08 g/210L Test  #8 0.080
0.20 g/210L Test  #8 0.200
0.08 g/210L Dry Gas Std Test  #8 0.077
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 INT
0.05 g/210L Test  #9 (Retry) 0.049
0.08 g/210L Test  #9 0.079
0.20 g/210L Test  #9 0.199
0.08 g/210L Dry Gas Std Test  #9 0.077
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 (Retry) 0.048
0.08 g/210L Test  #10 0.078
0.20 g/210L Test  #10 0.199
0.08 g/210L Dry Gas Std Test  #10 0.077
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0009
0.08 g/210L Test  (Std Dev) 0.0009
0.20 g/210L Test  (Std Dev) 0.0006
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0003

05: Interferent Detect:HAND CLEANER USED JUST OUTSIDE DOOR . 

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000947

Agency Date Time
Operator

Software Source

GLADES COUNTY SO 07/30/2007 07:17:28
GADSON,JOHN,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

A F / M A: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000947

Agency Date Time
Operator

Software Source

GLADES COUNTY SO 08/31/2007 23:20:35
GADSON,JOHN,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000947

Agency Date Time
Operator

Software Source

GLADES COUNTY SO 09/01/2007 04:17:14
GADSON,JOHN,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.192
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000947

Agency Date Time
Operator

Software Source

GLADES COUNTY SO 10/31/2007 21:42:32
GADSON,JOHN,P

Agency     Inspection

200708A
08/01/2009

200708C
08/01/2009

200708D
08/01/2009

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Alcohol Free Test  #1 (Retry) 0.000No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 0.045
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.077
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.191Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 (Retry) 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.046Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 INTYes

Alcohol Free Test  #3 (Retry) 0.000
0.05 g/210L Test  #3 0.045
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

A F / M A: Range Exceeded/TO MUCH MOUTH ALCOHOLAmbient Fail. 00: Ambient Fail/POOR CIRCULATION. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000947

Agency Date Time
Operator

Software Source

GLADES COUNTY SO 11/30/2007 22:11:49
GADSON,JOHN,P

Agency     Inspection

200708A
08/01/2009

200708C
08/01/2009

200708D
08/01/2007

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.076Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.076Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000947

Agency Date Time
Operator

Software Source

GLADES COUNTY SO 12/01/2007 03:16:08
GADSON,JOHN,P

Agency     Inspection

200708C
08/01/2009

200708C
08/01/2007

200708D
08/01/2009

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.076Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.076Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000948

Agency Date Time
Operator

Software Source

GLADES COUNTY SO 02/05/2007 20:49:09
GADSON,JOHN,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.007Yes
Date and/or Time Adjusted Alcohol Free Test  #1 (Retry) 0.000No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 0.050
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.080
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.184Yes
Mouth Alcohol Test: Slope Not Met 0.20 g/210L Test  #1 (Retry) 0.192Yes
Interferent Detect Test: Interferent Detect 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #1 INTYes
Alcohol Free Test: OK Alcohol Free Test  #2 0.000Yes
0.05 g/210L Test: OK Alcohol Free Test  #2 (Retry) 0.000Yes
0.08 g/210L Test: OK 0.05 g/210L Test  #2 0.050Yes
0.20 g/210L Test: OK 0.08 g/210L Test  #2 0.081Yes
0.08 g/210L Dry Gas Std Test: OK 0.20 g/210L Test  #2 0.191Yes

0.20 g/210L Test  #2 (Retry) 0.193
0.08 g/210L Dry Gas Std Test  #2 0.077
Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
Alcohol Free Test  #3 (Retry) 0.000
0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.192
0.20 g/210L Test  #3 (Retry) 0.193
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

00: Control Outside Tolerance. 20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000948

Agency Date Time
Operator

Software Source

GLADES COUNTY SO 03/30/2007 07:37:49
GADSON,JOHN,P

Agency     Inspection

# Sims  3 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met Yes
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000948

Agency Date Time
Operator

Software Source

GLADES COUNTY SO 03/30/2007 08:23:01
GADSON,JOHN,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000948

Agency Date Time
Operator

Software Source

GLADES COUNTY SO 04/28/2007 10:40:21
GADSON,JOHN,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

A F / M A: Range ExceededAmbient Fail. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000948

Agency Date Time
Operator

Software Source

GLADES COUNTY SO 05/31/2007 07:48:44
GADSON,JOHN,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.191Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.191
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000948

Agency Date Time
Operator

Software Source

GLADES COUNTY SO 06/14/2007 15:15:13
GADSON,JOHN,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.183
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.191Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.046Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.191Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.192Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.191
0.20 g/210L Test  #3 (Retry) 0.192
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000948

Agency Date Time
Operator

Software Source

GLADES COUNTY SO 07/23/2007 20:10:55
VENTURI,GEORGE,L

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  5 Complies Yes

8100.27

0.0007Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.075Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 (Retry) 0.076Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.050Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.080Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.074Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 (Retry) 0.076Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.075
0.08 g/210L Dry Gas Std Test  #3 (Retry) 0.076
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.050
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.202
0.08 g/210L Dry Gas Std Test  #4 0.076
0.08 g/210L Dry Gas Std Test  #4 (Retry) 0.076
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.050
0.08 g/210L Test  #5 0.078
0.20 g/210L Test  #5 0.202
0.08 g/210L Dry Gas Std Test  #5 0.075
0.08 g/210L Dry Gas Std Test  #5 (Retry) 0.076
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.050
0.08 g/210L Test  #6 0.077
0.20 g/210L Test  #6 0.201
0.08 g/210L Dry Gas Std Test  #6 0.075
0.08 g/210L Dry Gas Std Test  #6 (Retry) 0.076
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.050

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000948

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #7 0.078
0.20 g/210L Test  #7 0.201
0.08 g/210L Dry Gas Std Test  #7 0.075
0.08 g/210L Dry Gas Std Test  #7 (Retry) 0.076
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050
0.08 g/210L Test  #8 0.077
0.20 g/210L Test  #8 0.202
0.08 g/210L Dry Gas Std Test  #8 0.076
0.08 g/210L Dry Gas Std Test  #8 (Retry) 0.076
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.077
0.20 g/210L Test  #9 0.201
0.08 g/210L Dry Gas Std Test  #9 0.076
0.08 g/210L Dry Gas Std Test  #9 (Retry) 0.076
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.077
0.20 g/210L Test  #10 0.200
0.08 g/210L Dry Gas Std Test  #10 0.076
0.08 g/210L Dry Gas Std Test  #10 (Retry) 0.075
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Test  (Std Dev) 0.0015
0.20 g/210L Test  (Std Dev) 0.0007
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0006
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0003

08: Control Outside Tolerance: PRINT STATION HAND CLEANER  . 

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000948

Agency Date Time
Operator

Software Source

GLADES COUNTY SO 07/30/2007 07:07:56
GADSON,JOHN,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.151
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.195Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.079Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.179Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.193Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.192
0.20 g/210L Test  #3 (Retry) 0.194
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

A F / M A: Range ExceededNo Sample Provided. 20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000948

Agency Date Time
Operator

Software Source

GLADES COUNTY SO 08/31/2007 23:12:31
GADSON,JOHN,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.185
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.193Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.080Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.190Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.194Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.192
0.20 g/210L Test  #3 (Retry) 0.195
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000948

Agency Date Time
Operator

Software Source

GLADES COUNTY SO 09/01/2007 04:19:13
GADSON,JOHN,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.181
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.192Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.079Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.186Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.192Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.190
0.20 g/210L Test  #3 (Retry) 0.192
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000948

Agency Date Time
Operator

Software Source

GLADES COUNTY SO 10/31/2007 21:34:35
GADSON,JOHN,P

Agency     Inspection

200708A
08/01/2009

200708C
08/01/2009

200708D
08/01/2009

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.075Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.076Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000948

Agency Date Time
Operator

Software Source

GLADES COUNTY SO 11/30/2007 21:55:37
GADSON,JOHN,P

Agency     Inspection

200708A
08/01/2009

200708C
08/01/2009

200708D
08/01/2009

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.076Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000948

Agency Date Time
Operator

Software Source

GLADES COUNTY SO 12/01/2007 03:07:49
GADSON,JOHN,P

Agency     Inspection

200708A
08/01/2009

200708C
08/01/2009

200708D
08/01/2009

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.185
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.193Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.079Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.191Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.194Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.192
0.20 g/210L Test  #3 (Retry) 0.195
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

20: Control Outside/TIGHTEN CONNECTIONS. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000949

Agency Date Time
Operator

Software Source

TALLAHASSEE PD 01/25/2007 10:36:44
GIANGROSSO,JOE,P

Agency     Inspection

# Sims  5 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 INTYes
Date and/or Time Adjusted Alcohol Free Test  #1 (Retry) 0.000No
Minimum Sample Volume Check: OK Alcohol Free Test  #2 (Retry) 0.000
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 Yes
Mouth Alcohol Test: Slope Not Met Yes
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

00: Interferent Detect, RFI Detect. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000949

Agency Date Time
Operator

Software Source

TALLAHASSEE PD 01/25/2007 11:11:52
GIANGROSSO,JOE,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.044No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 (Retry) 0.047
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.076
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.196Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.046Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 (Retry) 0.047Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.046
0.05 g/210L Test  #3 (Retry) 0.046
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

05: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000949

Agency Date Time
Operator

Software Source

TALLAHASSEE PD 02/21/2007 08:35:32
GIANGROSSO,JOE,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

# Sims  5 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.183
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.177Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049No
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.183Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.202Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTNo
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 (Retry) 0.000No

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.180
0.20 g/210L Test  #3 (Retry) 0.201
Interferent Detect Test  #3 INT

00: Ambient Fail. 20: Control Outside Tolerance, Control Outside Tolerance. Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000949

Agency Date Time
Operator

Software Source

TALLAHASSEE PD 02/21/2007 09:20:10
GIANGROSSO,JOE,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

REPLACED SIMULATOR O-RING

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000949

Agency Date Time
Operator

Software Source

TALLAHASSEE PD 03/19/2007 14:00:11
GIANGROSSO,JOE,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000949

Agency Date Time
Operator

Software Source

TALLAHASSEE PD 04/19/2007 13:07:39
GIANGROSSO,JOE,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000949

Agency Date Time
Operator

Software Source

TALLAHASSEE PD 05/02/2007 07:46:44
GIANGROSSO,JOE,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000949

Agency Date Time
Operator

Software Source

TALLAHASSEE PD 06/21/2007 12:42:14
GIANGROSSO,JOE,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000949

Agency Date Time
Operator

Software Source

TALLAHASSEE PD 07/02/2007 10:31:43
GIANGROSSO,JOE,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 (Retry) 0.045
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.075
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.193Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.044Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 (Retry) 0.046Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 0.076Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.045
0.05 g/210L Test  #3 (Retry) 0.047
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

05: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000949

Agency Date Time
Operator

Software Source

TALLAHASSEE PD 08/20/2007 15:29:06
GEDDINGS,MARGARET,M

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

719402I
07/15/2009

# Sims  5 Complies Yes

8100.27

0.0005Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.050
0.08 g/210L Test  #4 0.080
0.20 g/210L Test  #4 0.200
0.08 g/210L Dry Gas Std Test  #4 0.076
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.051
0.08 g/210L Test  #5 0.080
0.20 g/210L Test  #5 0.201
0.08 g/210L Dry Gas Std Test  #5 0.076
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.051
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.201
0.08 g/210L Dry Gas Std Test  #6 0.076
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.051
0.08 g/210L Test  #7 0.080
0.20 g/210L Test  #7 0.200
0.08 g/210L Dry Gas Std Test  #7 0.076
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.052

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000949

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.080
0.20 g/210L Test  #8 0.200
0.08 g/210L Dry Gas Std Test  #8 0.076
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.052
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.200
0.08 g/210L Dry Gas Std Test  #9 0.076
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.051
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.199
0.08 g/210L Dry Gas Std Test  #10 0.076
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0007
0.08 g/210L Test  (Std Dev) 0.0003
0.20 g/210L Test  (Std Dev) 0.0009
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000949

Agency Date Time
Operator

Software Source

TALLAHASSEE PD 08/27/2007 08:10:39
GIANGROSSO,JOE,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

619101I
07/12/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000949

Agency Date Time
Operator

Software Source

TALLAHASSEE PD 09/24/2007 08:35:50
GIANGROSSO,JOE,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000949

Agency Date Time
Operator

Software Source

TALLAHASSEE PD 10/08/2007 13:43:30
GIANGROSSO,JOE,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000949

Agency Date Time
Operator

Software Source

TALLAHASSEE PD 11/18/2007 13:18:11
GIANGROSSO,JOE,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.052No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000949

Agency Date Time
Operator

Software Source

TALLAHASSEE PD 12/17/2007 14:35:01
GIANGROSSO,JOE,P

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000950

Agency Date Time
Operator

Software Source

HAVANA POLICE DEPT 01/03/2007 10:38:19
STRICKLAND,JAMES,M

Agency     Inspection

200509A
09/22/2007

200504D
04/21/2007

200505C
05/05/2007

# Sims  5 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.052No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.084
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 (Retry) 0.083
Alcohol Free Subject Test: 0.000 Interferent Detect Test  #1 INTYes
Mouth Alcohol Test: Slope Not Met Alcohol Free Test  #2 0.000Yes
Interferent Detect Test: Interferent Detect 0.05 g/210L Test  #2 0.051Yes
Diagnostic Check (Post-Inspection): OK 0.08 g/210L Test  #2 0.082No
Alcohol Free Test: OK 0.20 g/210L Test  #2 (Retry) 0.082Yes
0.05 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Test: OK Alcohol Free Test  #3 0.000Yes
0.20 g/210L Test: OK 0.05 g/210L Test  #3 0.052No
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Test  #3 0.082No

0.20 g/210L Test  #3 (Retry) 0.083
Interferent Detect Test  #3 INT

RFI-CEL PX,FAILED TO CHANGE SIMULNon-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000950

Agency Date Time
Operator

Software Source

HAVANA POLICE DEPT 01/03/2007 13:02:25
STRICKLAND,JAMES,M

Agency     Inspection

200509A
09/22/2007

200504D
04/21/2007

200505C
05/05/2007

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000950

Agency Date Time
Operator

Software Source

HAVANA POLICE DEPT 02/15/2007 11:19:01
INGRAM,BRETT,F

Agency     Inspection

200509A
09/22/2007

200504D
04/21/2007

200505C
05/05/2007

618801I
07/10/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.000Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 (Retry) 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.000Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 (Retry) 0.080Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.000
0.08 g/210L Dry Gas Std Test  #3 (Retry) 0.080
Interferent Detect Test  #3 INT

08: Control Outside Tolerance-CH DRYGAS 627101I 10/03/08   

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000950

Agency Date Time
Operator

Software Source

HAVANA POLICE DEPT 03/29/2007 04:34:05
INGRAM,BRETT,F

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

627101I
10/03/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000950

Agency Date Time
Operator

Software Source

HAVANA POLICE DEPT 04/02/2007 16:27:11
INGRAM,BRETT,F

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

627101I
10/03/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000950

Agency Date Time
Operator

Software Source

HAVANA POLICE DEPT 05/11/2007 03:41:47
INGRAM,BRETT,F

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

515902I
06/13/2007

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.076Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000950

Agency Date Time
Operator

Software Source

HAVANA POLICE DEPT 06/28/2007 03:03:26
INGRAM,BRETT,F

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

714101I
05/22/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000950

Agency Date Time
Operator

Software Source

HAVANA POLICE DEPT 07/27/2007 03:17:40
INGRAM,BRETT,F

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

714101I
05/22/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000950

Agency Date Time
Operator

Software Source

HAVANA POLICE DEPT 08/30/2007 04:27:50
INGRAM,BRETT,F

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

714101I
05/22/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000950

Agency Date Time
Operator

Software Source

HAVANA POLICE DEPT 09/28/2007 04:32:23
INGRAM,BRETT,F

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

714101I
05/22/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000950

Agency Date Time
Operator

Software Source

HAVANA POLICE DEPT 10/30/2007 03:24:06
INGRAM,BRETT,F

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

714101I
05/22/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000950

Agency Date Time
Operator

Software Source

HAVANA PD 11/19/2007 15:01:43
GEDDINGS,MARGARET,M

Department Inspection

# Sims  5 Complies No

8100.27

Avg Std Dev

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK Yes
Barometric Pressure Sensor Check: OK Yes
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

A F / M A: . Non-compliance:OPERATOR HAD ALCOHOL IN MOUTH. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000950

Agency Date Time
Operator

Software Source

HAVANA PD 11/19/2007 16:26:32
GEDDINGS,MARGARET,M

Department Inspection

200708A
08/01/2009

200708C
08/01/2009

200708D
08/01/2009

719402I
07/15/2009

# Sims  5 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.049
0.08 g/210L Test  #4 0.080
0.20 g/210L Test  #4 0.196
0.08 g/210L Dry Gas Std Test  #4 0.077
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.049
0.08 g/210L Test  #5 0.081
0.20 g/210L Test  #5 0.197
0.08 g/210L Dry Gas Std Test  #5 0.078
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.049
0.08 g/210L Test  #6 0.081
0.20 g/210L Test  #6 0.196
0.08 g/210L Dry Gas Std Test  #6 0.077
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.050
0.08 g/210L Test  #7 0.081
0.20 g/210L Test  #7 0.197
0.08 g/210L Dry Gas Std Test  #7 0.078
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.049

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000950

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.081
0.20 g/210L Test  #8 0.196
0.08 g/210L Dry Gas Std Test  #8 0.077
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.196
0.08 g/210L Dry Gas Std Test  #9 0.078
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.081
0.20 g/210L Test  #10 0.196
0.08 g/210L Dry Gas Std Test  #10 0.078
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Test  (Std Dev) 0.0004
0.20 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0005

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000950

Agency Date Time
Operator

Software Source

HAVANA PD 11/21/2007 17:34:14
INGRAM,BRETT,F

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

714101I
05/22/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000950

Agency Date Time
Operator

Software Source

HAVANA PD 12/31/2007 19:09:47
INGRAM,BRETT,F

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

714101I
05/22/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000951

Agency Date Time
Operator

Software Source

HENDRY COUNTY SO 01/31/2007 13:22:00
LEWIS,ANDY,

Agency     Inspection

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) INTYes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 Yes
Mouth Alcohol Test: Slope Not Met Yes
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

00: Ambient Fail, Interferent Detect. Non-compliance:MISTAKE IN PROCEDURE. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000951

Agency Date Time
Operator

Software Source

HENDRY COUNTY SO 01/31/2007 14:13:09
LEWIS,ANDY,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

608301G
03/27/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 (Retry) 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

00: Ambient Fail, CLEARED ROOM. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000951

Agency Date Time
Operator

Software Source

HENDRY COUNTY SO 02/28/2007 11:43:39
LEWIS,ANDY,

Agency     Inspection

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Interferent Detect Test  #1 0.000No
Minimum Sample Volume Check: OK Interferent Detect Test  #1 (Retry) 0.000
Barometric Pressure Sensor Check: OK Alcohol Free Test  #2 0.000
Alcohol Free Subject Test: 0.000 Interferent Detect Test  #2 0.000Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #2 (Retry) 0.000Yes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #3 0.000No
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #3 0.000No
Alcohol Free Test: OK Interferent Detect Test  #3 (Retry) 0.000Yes
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Int Det:YES. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000951

Agency Date Time
Operator

Software Source

HENDRY COUNTY SO 02/28/2007 13:02:24
LEWIS,ANDY,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

608301G
03/27/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000951

Agency Date Time
Operator

Software Source

HENDRY COUNTY SO 03/30/2007 13:12:36
LEWIS,ANDY,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

608301G
03/27/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000951

Agency Date Time
Operator

Software Source

HENDRY COUNTY SO 04/20/2007 11:56:25
LEWIS,ANDY,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

608301G
03/27/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000951

Agency Date Time
Operator

Software Source

HENDRY COUNTY SO 05/31/2007 15:18:59
LEWIS,ANDY,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

608301G
03/27/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 0.000Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 (Retry) INTYes

Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 (Retry) INT

Int Det: Improper Sample BLEW INTO SIMULATOR TO CHECK SEAL . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000951

Agency Date Time
Operator

Software Source

HENDRY COUNTY SO 06/30/2007 11:40:52
LEWIS,ANDY,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.182
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.188Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048No
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.184Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.190Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTNo
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000No

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.186
0.20 g/210L Test  #3 (Retry) 0.191
Interferent Detect Test  #3 INT

20: Control Outside CHECKED SEAL. Non-compliance: .200 OUTSIDE TOL. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000951

Agency Date Time
Operator

Software Source

HENDRY COUNTY SO 07/03/2007 15:18:46
LEWIS,ANDY,

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

608301G
03/27/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000951

Agency Date Time
Operator

Software Source

HENDRY COUNTY SO 07/31/2007 14:05:12
LEWIS,ANDY,

Agency     Inspection

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Alcohol Free Test  #2 0.000No
Minimum Sample Volume Check: OK Alcohol Free Test  #3 0.000
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 Yes
Mouth Alcohol Test: Slope Not Met Yes
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK Yes
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Non-compliance:HIT ESCAPE KEY BY MISTAKE. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000951

Agency Date Time
Operator

Software Source

HENDRY COUNTY SO 07/31/2007 15:05:25
LEWIS,ANDY,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

608301G
03/27/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000951

Agency Date Time
Operator

Software Source

HENDRY COUNTY SO 08/30/2007 15:08:05
LEWIS,ANDY,

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200605F
05/10/2008

608301G
03/27/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 0.000Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 INTYes

Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Interferent Detect Test  #3 (Retry) INT

Int Det:. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000951

Agency Date Time
Operator

Software Source

HENDRY COUNTY SO 09/27/2007 12:24:39
LEWIS,ANDY,

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

634801G
12/18/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000951

Agency Date Time
Operator

Software Source

HENDRY COUNTY SO 09/27/2007 16:48:14
VENTURI,GEORGE,L

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  5 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.075Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 (Retry) 0.076Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.075Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 (Retry) 0.076Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.075
0.08 g/210L Dry Gas Std Test  #3 (Retry) 0.076
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.048
0.08 g/210L Test  #4 0.077
0.20 g/210L Test  #4 0.197
0.08 g/210L Dry Gas Std Test  #4 0.074
0.08 g/210L Dry Gas Std Test  #4 (Retry) 0.075
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.049
0.08 g/210L Test  #5 0.077
0.20 g/210L Test  #5 0.197
0.08 g/210L Dry Gas Std Test  #5 0.074
0.08 g/210L Dry Gas Std Test  #5 (Retry) 0.076
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.049
0.08 g/210L Test  #6 0.078
0.20 g/210L Test  #6 0.196
0.08 g/210L Dry Gas Std Test  #6 0.074
0.08 g/210L Dry Gas Std Test  #6 (Retry) 0.075
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.048

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000951

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #7 0.078
0.20 g/210L Test  #7 0.196
0.08 g/210L Dry Gas Std Test  #7 0.074
0.08 g/210L Dry Gas Std Test  #7 (Retry) 0.076
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.049
0.08 g/210L Test  #8 0.077
0.20 g/210L Test  #8 0.197
0.08 g/210L Dry Gas Std Test  #8 0.074
0.08 g/210L Dry Gas Std Test  #8 (Retry) 0.076
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.049
0.08 g/210L Test  #9 0.078
0.20 g/210L Test  #9 0.198
0.08 g/210L Dry Gas Std Test  #9 0.074
0.08 g/210L Dry Gas Std Test  #9 (Retry) 0.076
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.049
0.08 g/210L Test  #10 0.078
0.20 g/210L Test  #10 0.197
0.08 g/210L Dry Gas Std Test  #10 0.074
0.08 g/210L Dry Gas Std Test  #10 (Retry) 0.076
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Test  (Std Dev) 0.0005
0.20 g/210L Test  (Std Dev) 0.0006
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

08: Control Outside Tolerance: AMBIENT CONDITION SPRAY. 

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000951

Agency Date Time
Operator

Software Source

HENDRY COUNTY SO 10/23/2007 15:07:20
LEWIS,ANDY,N

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

634801G
12/18/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 (Retry) 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

00: Ambient Fail CLEARED ROOM. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000951

Agency Date Time
Operator

Software Source

HENDRY COUNTY SO 11/28/2007 13:26:26
LEWIS,ANDY,

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

634801G
12/18/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000951

Agency Date Time
Operator

Software Source

HENDRY COUNTY SO 12/27/2007 15:37:06
LEWIS,ANDY,

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

634801G
12/18/2008

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000952

Agency Date Time
Operator

Software Source

FRANKLIN COUNTY SO 01/08/2007 12:27:06
STRICKLAND,JAMES,M

Agency     Inspection

200509A
09/22/2007

200504D
04/21/2007

200505C
05/05/2007

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 0.000Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 0.000Yes

Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 0.000
Interferent Detect Test  #3 (Retry) INT

Int Det:INTERFERANT NOT ADDED TO SOLU. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000952

Agency Date Time
Operator

Software Source

FRANKLIN COUNTY SO 02/20/2007 12:16:08
STRICKLAND,JAMES,M

Agency     Inspection

200509A
09/22/2007

200605C
05/04/2008

200505C
05/05/2007

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.083Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.204Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.083Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 (Retry) 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.083
0.20 g/210L Test  #3 0.203
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

00: Ambient Fail.JAIL FLOORS BEING CLEANED.

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000952

Agency Date Time
Operator

Software Source

FRANKLIN COUNTY SO 03/08/2007 11:28:01
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.083Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.052Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.083Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.083
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000952

Agency Date Time
Operator

Software Source

FRANKLIN COUNTY SO 04/10/2007 09:56:48
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.083Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.084Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.083
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000952

Agency Date Time
Operator

Software Source

FRANKLIN COUNTY SO 05/16/2007 12:52:04
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.083Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000952

Agency Date Time
Operator

Software Source

FRANKLIN COUNTY SO 06/11/2007 14:22:19
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.085Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.191Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.085Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.075
0.20 g/210L Test  #3 0.191
0.08 g/210L Dry Gas Std Test  #3 0.085
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000952

Agency Date Time
Operator

Software Source

FRANKLIN COUNTY SO 07/10/2007 13:47:57
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.188
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.193Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.076Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.191Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.195Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.192
0.20 g/210L Test  #3 (Retry) 0.196
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000952

Agency Date Time
Operator

Software Source

FRANKLIN COUNTY SO 08/16/2007 12:39:21
STRICKLAND,JAMES,M

Agency     Inspection

# Sims  0 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK No
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000952

Agency Date Time
Operator

Software Source

FRANKLIN COUNTY SO 08/16/2007 13:33:58
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000952

Agency Date Time
Operator

Software Source

FRANKLIN COUNTY SO 09/12/2007 12:43:41
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.085Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.084Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.084
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000952

Agency Date Time
Operator

Software Source

FRANKLIN COUNTY SO 09/20/2007 12:16:11
GEDDINGS,MARGARET,M

Department Inspection

200605B
05/04/2008

200612D
12/14/2008

200612A
12/05/2008

719402I
07/15/2009

# Sims  5 Complies Yes

8100.27

0.0005Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075Yes
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.075Yes
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.196Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.046Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.076Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 (Retry) 0.076
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.047
0.08 g/210L Test  #4 (Retry) 0.076
0.20 g/210L Test  #4 0.194
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.047
0.08 g/210L Test  #5 (Retry) 0.075
0.20 g/210L Test  #5 0.194
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.047
0.08 g/210L Test  #6 (Retry) 0.075
0.20 g/210L Test  #6 0.194
0.08 g/210L Dry Gas Std Test  #6 0.080
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.047
0.08 g/210L Test  #7 (Retry) 0.076
0.20 g/210L Test  #7 0.195
0.08 g/210L Dry Gas Std Test  #7 0.079
Interferent Detect Test  #7 INT

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000952

Agency Date Time
Operator

Software Source

Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.047
0.08 g/210L Test  #8 (Retry) 0.076
0.20 g/210L Test  #8 0.195
0.08 g/210L Dry Gas Std Test  #8 0.079
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.047
0.08 g/210L Test  #9 (Retry) 0.076
0.20 g/210L Test  #9 0.194
0.08 g/210L Dry Gas Std Test  #9 0.079
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.047
0.08 g/210L Test  #10 (Retry) 0.076
0.20 g/210L Test  #10 0.195
0.08 g/210L Dry Gas Std Test  #10 0.078
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Test  (Std Dev) 0.0004
0.20 g/210L Test  (Std Dev) 0.0006
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0006

08: RFI DetectTURNED CELL PHONE OFF. 

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000952

Agency Date Time
Operator

Software Source

FRANKLIN COUNTY SO 10/10/2007 19:26:47
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.084Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.083Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.083
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000952

Agency Date Time
Operator

Software Source

FRANKLIN COUNTY SO 11/15/2007 15:17:52
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

719101I
07/15/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000952

Agency Date Time
Operator

Software Source

FRANKLIN COUNTY SO 12/17/2007 13:56:31
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

719101I
07/15/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.053No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.206
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.085Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.053Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.203Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.084Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.053
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.083
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000953

Agency Date Time
Operator

Software Source

FRANKLIN COUNTY SO 01/08/2007 12:39:52
STRICKLAND,JAMES,M

Agency     Inspection

200509A
09/22/2007

200504D
04/21/2007

200505C
05/05/2007

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.000Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 (Retry) 0.078Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 (Retry) 0.078Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.077
0.08 g/210L Dry Gas Std Test  #3 (Retry) 0.078
Interferent Detect Test  #3 INT

08: Control Outside Tolerance.HOSE LEFT OFF.. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000953

Agency Date Time
Operator

Software Source

FRANKLIN COUNTY SO 02/20/2007 12:20:46
STRICKLAND,JAMES,M

Agency     Inspection

200505A
09/22/2007

200605C
05/04/2008

200505C
05/05/2007

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000953

Agency Date Time
Operator

Software Source

FRANKLIN COUNTY SO 03/08/2007 11:34:12
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

512502I
05/10/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.076Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000953

Agency Date Time
Operator

Software Source

FRANKLIN COUNTY SO 04/10/2007 10:03:09
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.206
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.204Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.204
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000953

Agency Date Time
Operator

Software Source

FRANKLIN COUNTY SO 05/16/2007 12:49:00
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000953

Agency Date Time
Operator

Software Source

FRANKLIN COUNTY SO 06/11/2007 14:20:06
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000953

Agency Date Time
Operator

Software Source

FRANKLIN COUNTY SO 07/10/2007 13:42:00
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.074
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.078
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.196Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.075Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.078Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.076
0.08 g/210L Test  #3 (Retry) 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

08: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000953

Agency Date Time
Operator

Software Source

FRANKLIN COUNTY SO 08/16/2007 13:28:13
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000953

Agency Date Time
Operator

Software Source

FRANKLIN COUNTY SO 09/12/2007 12:41:39
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000953

Agency Date Time
Operator

Software Source

FRANKLIN COUNTY SO 09/20/2007 11:53:18
GEDDINGS,MARGARET,M

Department Inspection

200605B
05/04/2008

200612D
12/14/2008

200612A
12/05/2008

719402I
07/15/2008

# Sims  5 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 0.000Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 0.000Yes

Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 0.000
Interferent Detect Test  #3 (Retry) INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.047
0.08 g/210L Test  #4 0.077
0.20 g/210L Test  #4 0.198
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 (Retry) INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.048
0.08 g/210L Test  #5 0.077
0.20 g/210L Test  #5 0.198
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 (Retry) INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.048
0.08 g/210L Test  #6 0.077
0.20 g/210L Test  #6 0.197
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 (Retry) INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.048
0.08 g/210L Test  #7 0.078
0.20 g/210L Test  #7 0.197
0.08 g/210L Dry Gas Std Test  #7 0.079

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000953

Agency Date Time
Operator

Software Source

Interferent Detect Test  #7 (Retry) INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.048
0.08 g/210L Test  #8 0.078
0.20 g/210L Test  #8 0.198
0.08 g/210L Dry Gas Std Test  #8 0.079
Interferent Detect Test  #8 (Retry) INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.048
0.08 g/210L Test  #9 0.077
0.20 g/210L Test  #9 0.198
0.08 g/210L Dry Gas Std Test  #9 0.079
Interferent Detect Test  #9 (Retry) INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.049
0.08 g/210L Test  #10 0.078
0.20 g/210L Test  #10 0.198
0.08 g/210L Dry Gas Std Test  #10 0.079
Interferent Detect Test  #10 (Retry) INT
0.05 g/210L Test  (Std Dev) 0.0006
0.08 g/210L Test  (Std Dev) 0.0006
0.20 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0003

Int Det: RFI DetectTURNED OFF CELL PHONE. 

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000953

Agency Date Time
Operator

Software Source

FRANKLIN COUNTY SO 10/10/2007 19:21:16
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000953

Agency Date Time
Operator

Software Source

FRANKLIN COUNTY SO 11/15/2007 15:12:47
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

719101I
07/15/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.206
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.205Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.206
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000953

Agency Date Time
Operator

Software Source

FRANKLIN COUNTY SO 12/17/2007 13:52:52
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

719101I
07/15/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.052No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.083
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.209
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.052Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.207Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.204
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000954

Agency Date Time
Operator

Software Source

JEFFERSON COUNTY SO 01/11/2007 12:52:50
STRICKLAND,JAMES,M

Agency     Inspection

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Alcohol Free Test  #2 0.000No
Minimum Sample Volume Check: OK Alcohol Free Test  #3 0.000
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 Yes
Mouth Alcohol Test: Slope Not Met Yes
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK Yes
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000954

Agency Date Time
Operator

Software Source

JEFFERSON COUNTY SO 01/11/2007 13:38:54
STRICKLAND,JAMES,M

Agency     Inspection

200509A
09/22/2007

200504D
04/21/2007

200505C
05/05/2007

512502I
05/10/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.076Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.076Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 (Retry) 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.203
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

00: Ambient Fail.RECIRCULATE ROOM AIR.. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000954

Agency Date Time
Operator

Software Source

JEFFERSON COUNTY SO 02/15/2007 16:02:36
STRICKLAND,JAMES,M

Agency     Inspection

200509A
09/22/2007

200504D
04/21/2007

200505C
05/05/2007

512502I
05/10/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.056No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 (Retry) 0.052
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.083
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.205Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.076Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.055Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 (Retry) 0.052Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 0.083Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.205Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.054
0.05 g/210L Test  #3 (Retry) 0.052
0.08 g/210L Test  #3 0.083
0.20 g/210L Test  #3 0.204
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

05: Control Outside Tolerance-BLEW OFF HEAD PRESSURE. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000954

Agency Date Time
Operator

Software Source

JEFFERSON COUNTY SO 03/06/2007 15:01:52
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

512502I
05/10/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.052No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.083
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.075Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.052Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.084Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.076Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.053
0.08 g/210L Test  #3 0.083
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000954

Agency Date Time
Operator

Software Source

JEFFERSON COUNTY SO 04/05/2007 13:47:36
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

627101I
10/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.053No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.203
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.054Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.053
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000954

Agency Date Time
Operator

Software Source

JEFFERSON COUNTY SO 05/09/2007 14:10:15
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

627101I
10/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.000Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 (Retry) 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.051Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.079Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.000Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 (Retry) 0.080Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.052
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
0.08 g/210L Dry Gas Std Test  #3 (Retry) 0.080
Interferent Detect Test  #3 INT

08: Control Outside Tolerance.LEFT DRY GAS LINE OFF.. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000954

Agency Date Time
Operator

Software Source

JEFFERSON COUNTY SO 06/12/2007 14:50:19
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000954

Agency Date Time
Operator

Software Source

JEFFERSON COUNTY SO 07/12/2007 17:19:15
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000954

Agency Date Time
Operator

Software Source

JEFFERSON COUNTY SO 08/07/2007 10:03:15
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

A F / M A: RFI Detect.CEL PX LEFT ON.

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000954

Agency Date Time
Operator

Software Source

JEFFERSON COUNTY SO 09/13/2007 13:47:40
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

627101I
10/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.051Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.081Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 (Retry) INTYes

Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 (Retry) INT

Int Det: RFI Detect.CEL PX LEFT ON.. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000954

Agency Date Time
Operator

Software Source

JEFFERSON COUNTY SO 10/04/2007 14:20:14
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

719101I
07/15/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000954

Agency Date Time
Operator

Software Source

JEFFERSON COUNTY SO 11/13/2007 14:47:04
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

719101I
07/15/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000954

Agency Date Time
Operator

Software Source

JEFFERSON COUNTY SO 12/04/2007 13:20:29
GEDDINGS,MARGARET,M

Department Inspection

200708A
08/01/2009

200708C
08/01/2009

200708D
08/01/2009

719402I
07/15/2009

# Sims  5 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.051
0.08 g/210L Test  #4 0.082
0.20 g/210L Test  #4 0.199
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.051
0.08 g/210L Test  #5 0.082
0.20 g/210L Test  #5 0.200
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.051
0.08 g/210L Test  #6 0.083
0.20 g/210L Test  #6 0.199
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.051
0.08 g/210L Test  #7 0.082
0.20 g/210L Test  #7 0.200
0.08 g/210L Dry Gas Std Test  #7 0.080
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.052

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000954

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.083
0.20 g/210L Test  #8 0.200
0.08 g/210L Dry Gas Std Test  #8 0.079
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.052
0.08 g/210L Test  #9 0.083
0.20 g/210L Test  #9 0.199
0.08 g/210L Dry Gas Std Test  #9 0.079
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.052
0.08 g/210L Test  #10 0.083
0.20 g/210L Test  #10 0.200
0.08 g/210L Dry Gas Std Test  #10 0.079
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Test  (Std Dev) 0.0005
0.20 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0003

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000954

Agency Date Time
Operator

Software Source

JEFFERSON COUNTY SO 12/10/2007 15:16:38
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

627101I
10/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.052No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.052Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.052
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000955

Agency Date Time
Operator

Software Source

CLEWISTON PD 01/30/2007 14:36:41
LEWIS,ANDY,

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000955

Agency Date Time
Operator

Software Source

CLEWISTON PD 02/16/2007 21:24:45
VAN DHUYNSLAGER,MAX,G

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

606002I
03/03/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.176
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.197Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.082Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.174Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.198Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.174
0.20 g/210L Test  #3 (Retry) 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000955

Agency Date Time
Operator

Software Source

CLEWISTON PD 03/19/2007 16:38:07
VAN DHUYNSLAGER,MAX,G

Agency     Inspection

200509A
09/22/2007

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000955

Agency Date Time
Operator

Software Source

CLEWISTON PD 04/17/2007 18:04:03
VAN DHUYNSLAGER,MAX,G

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000955

Agency Date Time
Operator

Software Source

CLEWISTON PD 05/14/2007 17:25:37
VAN DHUYNSLAGER,MAX,G

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000955

Agency Date Time
Operator

Software Source

CLEWISTON PD 06/14/2007 13:36:53
VAN DHUYNSLAGER,MAX,G

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000955

Agency Date Time
Operator

Software Source

CLEWISTON PD 07/25/2007 17:29:52
MCNEIL,DEBBIE,A

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200612A
12/05/2008

606002I
03/03/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000955

Agency Date Time
Operator

Software Source

CLEWISTON PD 08/24/2007 11:45:19
VAN DHUYNSLAGER,MAX,G

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200605F
05/10/2008

606002I
03/03/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000955

Agency Date Time
Operator

Software Source

CLEWISTON PD 09/17/2007 17:20:32
VAN DHUYNSLAGER,MAX,G

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

606002I
03/03/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000955

Agency Date Time
Operator

Software Source

CLEWISTON PD 09/27/2007 16:13:08
VENTURI,GEORGE,L

Department Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

626101I
09/20/2008

# Sims  5 Complies Yes

8100.27

0.0007Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.075Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 (Retry) 0.076Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.079Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.074Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 (Retry) 0.076Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.074
0.08 g/210L Dry Gas Std Test  #3 (Retry) 0.075
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.048
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.198
0.08 g/210L Dry Gas Std Test  #4 0.073
0.08 g/210L Dry Gas Std Test  #4 (Retry) 0.076
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.048
0.08 g/210L Test  #5 0.078
0.20 g/210L Test  #5 0.198
0.08 g/210L Dry Gas Std Test  #5 0.075
0.08 g/210L Dry Gas Std Test  #5 (Retry) 0.076
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.048
0.08 g/210L Test  #6 0.079
0.20 g/210L Test  #6 0.199
0.08 g/210L Dry Gas Std Test  #6 0.074
0.08 g/210L Dry Gas Std Test  #6 (Retry) 0.075
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.048

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000955

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #7 0.079
0.20 g/210L Test  #7 0.199
0.08 g/210L Dry Gas Std Test  #7 0.074
0.08 g/210L Dry Gas Std Test  #7 (Retry) 0.075
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.049
0.08 g/210L Test  #8 0.079
0.20 g/210L Test  #8 0.199
0.08 g/210L Dry Gas Std Test  #8 0.075
0.08 g/210L Dry Gas Std Test  #8 (Retry) 0.075
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.049
0.08 g/210L Test  #9 0.079
0.20 g/210L Test  #9 0.199
0.08 g/210L Dry Gas Std Test  #9 0.074
0.08 g/210L Dry Gas Std Test  #9 (Retry) 0.075
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.049
0.08 g/210L Test  #10 0.079
0.20 g/210L Test  #10 0.199
0.08 g/210L Dry Gas Std Test  #10 0.074
0.08 g/210L Dry Gas Std Test  #10 (Retry) 0.075
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0009
0.08 g/210L Test  (Std Dev) 0.0004
0.20 g/210L Test  (Std Dev) 0.0010
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0006
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0005

08: Control Outside Tolerance: CHANGED O-RING. 

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000955

Agency Date Time
Operator

Software Source

CLEWISTON PD 10/17/2007 17:26:28
VAN DHUYNSLAGER,MAX,G

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

606002I
03/03/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000955

Agency Date Time
Operator

Software Source

CLEWISTON PD 11/16/2007 18:18:34
VAN DHUYNSLAGER,MAX,G

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

606002I
03/03/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 (Retry) 0.048
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.080
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.199Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 (Retry) 0.049Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 0.079Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 (Retry) 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

05: RFI Detect. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000955

Agency Date Time
Operator

Software Source

CLEWISTON PD 12/18/2007 16:07:13
VAN DHUYNSLAGER,MAX,G

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

606002I
03/03/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000956

Agency Date Time
Operator

Software Source

JEFFERSON COUNTY SO 01/11/2007 13:23:04
STRICKLAND,JAMES,M

Agency     Inspection

200509A
09/22/2007

200504D
04/21/2007

200505C
05/05/2007

512502I
05/10/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000956

Agency Date Time
Operator

Software Source

JEFFERSON COUNTY SO 02/15/2007 15:57:36
STRICKLAND,JAMES,M

Agency     Inspection

200509A
09/22/2007

200504D
04/21/2007

200505C
05/05/2007

512502I
05/10/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.052No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.085
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.207
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.084Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.207Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.084
0.20 g/210L Test  #3 0.205
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000956

Agency Date Time
Operator

Software Source

JEFFERSON COUNTY SO 03/06/2007 15:05:38
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

627101I
10/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000956

Agency Date Time
Operator

Software Source

JEFFERSON COUNTY SO 04/05/2007 13:44:19
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

627101I
10/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.053No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.203
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.053Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.204Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 (Retry) 0.000Yes

0.05 g/210L Test  #3 0.053
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.204
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

A F / M A: Improper Sample.BLEW DURING REF SEQ. 00: Ambient Fail. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000956

Agency Date Time
Operator

Software Source

JEFFERSON COUNTY SO 05/09/2007 13:54:40
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

627101I
10/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000956

Agency Date Time
Operator

Software Source

JEFFERSON COUNTY SO 06/12/2007 14:56:00
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

627101I
10/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

A F / M A: RFI Detect.CEL PX LEFT ON. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000956

Agency Date Time
Operator

Software Source

JEFFERSON COUNTY SO 07/12/2007 17:16:10
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

627101I
10/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000956

Agency Date Time
Operator

Software Source

JEFFERSON COUNTY SO 08/07/2007 09:59:27
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

627101I
10/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 (Retry) 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

A F / M A: RFI Detect. 00: Ambient Fail.RECIRCULATED ROOM 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000956

Agency Date Time
Operator

Software Source

JEFFERSON COUNTY SO 09/13/2007 13:43:29
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

627101I
10/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.203Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000956

Agency Date Time
Operator

Software Source

JEFFERSON COUNTY SO 10/04/2007 14:17:19
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

627101I
10/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000956

Agency Date Time
Operator

Software Source

JEFFERSON COUNTY SO 11/13/2007 14:45:26
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

627101I
10/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000956

Agency Date Time
Operator

Software Source

JEFFERSON COUNTY SO 12/04/2007 13:09:30
GEDDINGS,MARGARET,M

Department Inspection

200708A
08/01/2009

200708C
08/01/2009

200708D
08/01/2009

719402I
07/15/2009

# Sims  5 Complies Yes

8100.27

0.0006Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Alcohol Free Test  #1 (Retry) 0.000No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 0.050Yes
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.081Yes
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.195Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK Alcohol Free Test  #2 (Retry) 0.000Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 0.050Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 0.081Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
Alcohol Free Test  #3 (Retry) 0.000
0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
Alcohol Free Test  #4 (Retry) 0.000
0.05 g/210L Test  #4 0.050
0.08 g/210L Test  #4 0.082
0.20 g/210L Test  #4 0.197
0.08 g/210L Dry Gas Std Test  #4 0.080
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
Alcohol Free Test  #5 (Retry) 0.000
0.05 g/210L Test  #5 0.050
0.08 g/210L Test  #5 0.082
0.20 g/210L Test  #5 0.198
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 (Retry) 0.000
0.05 g/210L Test  #6 0.051
0.08 g/210L Test  #6 0.083
0.20 g/210L Test  #6 0.198
0.08 g/210L Dry Gas Std Test  #6 0.080
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 (Retry) 0.000
0.05 g/210L Test  #7 0.050
0.08 g/210L Test  #7 0.082

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000956

Agency Date Time
Operator

Software Source

0.20 g/210L Test  #7 0.197
0.08 g/210L Dry Gas Std Test  #7 0.080
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 (Retry) 0.000
0.05 g/210L Test  #8 0.051
0.08 g/210L Test  #8 0.083
0.20 g/210L Test  #8 0.198
0.08 g/210L Dry Gas Std Test  #8 0.079
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 (Retry) 0.000
0.05 g/210L Test  #9 0.051
0.08 g/210L Test  #9 0.083
0.20 g/210L Test  #9 0.198
0.08 g/210L Dry Gas Std Test  #9 0.080
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 (Retry) 0.000
0.05 g/210L Test  #10 0.051
0.08 g/210L Test  #10 0.083
0.20 g/210L Test  #10 0.198
0.08 g/210L Dry Gas Std Test  #10 0.079
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Test  (Std Dev) 0.0007
0.20 g/210L Test  (Std Dev) 0.0010
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0005

00: Ambient FailBLEW MOUTH ALCOHOL TOO CLOSE TO INSTRUMENT. 

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000956

Agency Date Time
Operator

Software Source

JEFFERSON COUNTY SO 12/10/2007 15:08:33
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

627101I
10/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.204Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.052
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.203
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

RTCLOCK SLOW. REMOVED FROM SERVICE FOR REPAIR.

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000957

Agency Date Time
Operator

Software Source

LEON COUNTY SO 01/03/2007 08:24:51
STRICKLAND,JAMES,M

Agency     Inspection

200509A
09/22/2007

200504D
04/21/2007

200505C
05/05/2007

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.083
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.083Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.203
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000957

Agency Date Time
Operator

Software Source

LEON COUNTY SO 02/05/2007 14:53:25
STRICKLAND,JAMES,M

Agency     Inspection

200509A
09/22/2007

200504D
04/21/2007

200505C
05/05/2007

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.083Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.083Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000957

Agency Date Time
Operator

Software Source

LEON COUNTY SO 03/06/2007 09:20:13
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

512502I
05/10/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.085
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.204
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.052Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.085Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.203Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.052
0.08 g/210L Test  #3 0.085
0.20 g/210L Test  #3 0.205
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000957

Agency Date Time
Operator

Software Source

LEON COUNTY SO 04/04/2007 09:29:42
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

515902I
06/13/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000957

Agency Date Time
Operator

Software Source

LEON COUNTY SO 05/03/2007 10:05:17
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

515902I
06/13/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000957

Agency Date Time
Operator

Software Source

LEON COUNTY SO 06/06/2007 13:37:16
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

515902I
06/13/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000957

Agency Date Time
Operator

Software Source

LEON COUNTY SO 07/11/2007 13:31:13
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.074
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.077
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.189Yes
Mouth Alcohol Test: Slope Not Met 0.20 g/210L Test  #1 (Retry) 0.195Yes
Interferent Detect Test: Interferent Detect 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #1 INTYes
Alcohol Free Test: OK Alcohol Free Test  #2 0.000Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 0.048Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 0.076Yes
0.20 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.078Yes
0.08 g/210L Dry Gas Std Test: OK 0.20 g/210L Test  #2 0.192Yes

0.20 g/210L Test  #2 (Retry) 0.197
0.08 g/210L Dry Gas Std Test  #2 0.081
Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.08 g/210L Test  #3 (Retry) 0.078
0.20 g/210L Test  #3 0.193
0.20 g/210L Test  #3 (Retry) 0.198
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

08: Control Outside Tolerance. 20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000957

Agency Date Time
Operator

Software Source

LEON COUNTY SO 08/07/2007 14:12:51
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000957

Agency Date Time
Operator

Software Source

LEON COUNTY SO 09/06/2007 09:43:35
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000957

Agency Date Time
Operator

Software Source

LEON COUNTY SO 10/03/2007 10:38:48
STRICKLAND,JAMES,M

Agency     Inspection

# Sims  5 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Interferent Detect Test  #1 0.000No
Minimum Sample Volume Check: OK Interferent Detect Test  #1 (Retry) 0.000
Barometric Pressure Sensor Check: OK Alcohol Free Test  #2 0.000
Alcohol Free Subject Test: 0.000 Interferent Detect Test  #2 0.000Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #2 (Retry) 0.000Yes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #3 0.000No
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #3 0.000No
Alcohol Free Test: OK Interferent Detect Test  #3 (Retry) 0.000Yes
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Int Det: , . Non-compliance:WEAK ACETONE SOLUTION. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000957

Agency Date Time
Operator

Software Source

LEON COUNTY SO 10/03/2007 13:23:45
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000957

Agency Date Time
Operator

Software Source

LEON COUNTY SO 10/18/2007 15:14:22
GEDDINGS,MARGARET,M

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

719402I
07/15/2009

# Sims  5 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.048
0.08 g/210L Test  #4 0.078
0.20 g/210L Test  #4 0.198
0.08 g/210L Dry Gas Std Test  #4 0.080
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.049
0.08 g/210L Test  #5 0.078
0.20 g/210L Test  #5 0.199
0.08 g/210L Dry Gas Std Test  #5 0.080
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.048
0.08 g/210L Test  #6 0.079
0.20 g/210L Test  #6 0.198
0.08 g/210L Dry Gas Std Test  #6 0.080
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.049
0.08 g/210L Test  #7 0.079
0.20 g/210L Test  #7 0.199
0.08 g/210L Dry Gas Std Test  #7 0.080
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.049

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000957

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.079
0.20 g/210L Test  #8 0.199
0.08 g/210L Dry Gas Std Test  #8 0.081
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.049
0.08 g/210L Test  #9 0.079
0.20 g/210L Test  #9 0.199
0.08 g/210L Dry Gas Std Test  #9 0.080
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.049
0.08 g/210L Test  #10 0.078
0.20 g/210L Test  #10 0.199
0.08 g/210L Dry Gas Std Test  #10 0.080
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Test  (Std Dev) 0.0005
0.20 g/210L Test  (Std Dev) 0.0006
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0003

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000957

Agency Date Time
Operator

Software Source

LEON COUNTY SO 11/08/2007 10:34:20
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

714901I
05/31/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.211
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.202Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.051Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.081Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.209Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.202Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.210
0.20 g/210L Test  #3 (Retry) 0.202
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

20: Control Outside Tolerance.BLEW OFF HAD PRESSURE.       

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000957

Agency Date Time
Operator

Software Source

LEON COUNTY SO 12/05/2007 09:23:50
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605C
05/04/2008

629302I
10/23/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

CORRECT .20 SOLUTION LOT#200605F XP 5/10/2008

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000958

Agency Date Time
Operator

Software Source

LEON COUNTY SO 01/03/2007 08:30:32
STRICKLAND,JAMES,M

Agency     Inspection

200509A
09/22/2007

200504D
04/21/2007

200505C
05/05/2007

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000958

Agency Date Time
Operator

Software Source

LEON COUNTY SO 02/05/2007 15:00:28
STRICKLAND,JAMES,M

Agency     Inspection

200509A
09/22/2007

200504D
04/21/2007

200505C
05/05/2007

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.083Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.083Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.083
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000958

Agency Date Time
Operator

Software Source

LEON COUNTY SO 03/06/2007 09:27:25
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.052No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.083
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.203
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.052Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.083Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.203Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.083Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.083
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000958

Agency Date Time
Operator

Software Source

LEON COUNTY SO 04/04/2007 09:41:31
STRICKLAND,JAMES,M

Agency     Inspection

200605C
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

512502I
05/10/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000958

Agency Date Time
Operator

Software Source

LEON COUNTY SO 05/03/2007 10:08:35
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

518701I
07/08/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000958

Agency Date Time
Operator

Software Source

LEON COUNTY SO 06/06/2007 13:41:50
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

518701I
07/08/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000958

Agency Date Time
Operator

Software Source

LEON COUNTY SO 07/11/2007 13:43:32
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

714901I
05/31/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000958

Agency Date Time
Operator

Software Source

LEON COUNTY SO 08/07/2007 14:19:21
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

724901I
05/31/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000958

Agency Date Time
Operator

Software Source

LEON COUNTY SO 09/06/2007 09:51:31
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

714901I
05/31/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000958

Agency Date Time
Operator

Software Source

LEON COUNTY SO 10/03/2007 10:40:21
STRICKLAND,JAMES,M

Agency     Inspection

# Sims  5 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Interferent Detect Test  #1 0.000No
Minimum Sample Volume Check: OK Interferent Detect Test  #1 (Retry) 0.000
Barometric Pressure Sensor Check: OK Alcohol Free Test  #2 0.000
Alcohol Free Subject Test: 0.000 Interferent Detect Test  #2 0.000Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #2 (Retry) 0.000Yes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #3 0.000No
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #3 0.000No
Alcohol Free Test: OK Interferent Detect Test  #3 (Retry) 0.000Yes
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Int Det:WEAK ACETONE SOLUTION. Non-compliance:WEAK ACETONE SOLUTION.. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000958

Agency Date Time
Operator

Software Source

LEON COUNTY SO 10/03/2007 13:32:44
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

714901I
05/31/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000958

Agency Date Time
Operator

Software Source

LEON COUNTY SO 10/18/2007 14:36:26
GEDDINGS,MARGARET,M

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

719402I
07/15/2009

# Sims  5 Complies Yes

8100.27

0.0006Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.046
0.08 g/210L Test  #4 0.077
0.20 g/210L Test  #4 0.196
0.08 g/210L Dry Gas Std Test  #4 0.081
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.046
0.08 g/210L Test  #5 0.077
0.20 g/210L Test  #5 0.197
0.08 g/210L Dry Gas Std Test  #5 0.081
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.046
0.08 g/210L Test  #6 0.077
0.20 g/210L Test  #6 0.196
0.08 g/210L Dry Gas Std Test  #6 0.081
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.046
0.08 g/210L Test  #7 0.077
0.20 g/210L Test  #7 0.196
0.08 g/210L Dry Gas Std Test  #7 0.081
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.047

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000958

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.078
0.20 g/210L Test  #8 0.197
0.08 g/210L Dry Gas Std Test  #8 0.080
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.047
0.08 g/210L Test  #9 0.077
0.20 g/210L Test  #9 0.197
0.08 g/210L Dry Gas Std Test  #9 0.081
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.047
0.08 g/210L Test  #10 0.077
0.20 g/210L Test  #10 0.197
0.08 g/210L Dry Gas Std Test  #10 0.081
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0006
0.08 g/210L Test  (Std Dev) 0.0004
0.20 g/210L Test  (Std Dev) 0.0012
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000958

Agency Date Time
Operator

Software Source

LEON COUNTY SO 11/08/2007 10:40:01
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

714901I
05/31/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.199Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.079Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.199Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 INTYes

Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 (Retry) 0.199
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

20: RFI Detect.CEL PX ON.. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000958

Agency Date Time
Operator

Software Source

LEON COUNTY SO 12/05/2007 09:32:20
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

714901I
05/31/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000959

Agency Date Time
Operator

Software Source

GADSDEN COUNTY SO 01/02/2007 16:46:46
STRICKLAND,JAMES,M

Agency     Inspection

200509A
09/22/2007

200504D
04/21/2007

200505C
05/05/2007

518701I
07/08/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.187
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.204Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 (Retry) 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.050Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.081Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.204Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.203Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 (Retry) 0.000
0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.204
0.20 g/210L Test  #3 (Retry) 0.204
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

00: Ambient Fail. 20: Control Outside Tolerance SIMUL-LEAK. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000959

Agency Date Time
Operator

Software Source

GADSDEN COUNTY SO 02/07/2007 13:17:04
STRICKLAND,JAMES,M

Agency     Inspection

200509A
09/22/2007

200504D
04/21/2007

200505C
05/05/2007

518701I
07/08/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.083
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.209
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.205Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.205
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000959

Agency Date Time
Operator

Software Source

GADSDEN COUNTY SO 03/05/2007 12:13:44
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

702401G
01/26/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.204
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.204Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.203
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000959

Agency Date Time
Operator

Software Source

GADSDEN COUNTY SO 04/03/2007 14:36:48
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

702401G
01/26/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

A F / M A: No Sample Provided.TIMED OUT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000959

Agency Date Time
Operator

Software Source

GADSDEN COUNTY SO 05/07/2007 15:02:46
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

702401G
01/26/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.203
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000959

Agency Date Time
Operator

Software Source

GADSDEN COUNTY SO 06/07/2007 10:36:43
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

702401G
01/26/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.204
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.203Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000959

Agency Date Time
Operator

Software Source

GADSDEN COUNTY SO 07/09/2007 13:27:59
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

702401G
01/26/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000959

Agency Date Time
Operator

Software Source

GADSDEN COUNTY SO 08/06/2007 11:36:02
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

702401G
01/26/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000959

Agency Date Time
Operator

Software Source

GADSDEN COUNTY SO 09/05/2007 12:43:26
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

702401G
01/26/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000959

Agency Date Time
Operator

Software Source

GADSDEN COUNTY SO 10/02/2007 12:18:11
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605C
05/04/2008

702401G
01/26/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 (Retry) 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

00: Ambient Fail.RECIRCULATED ROOM AIR.

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000959

Agency Date Time
Operator

Software Source

GADSDEN COUNTY SO 11/06/2007 13:11:31
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

702401G
01/26/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 (Retry) 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

00: Ambient Fail.RECIR/ROOM AIR. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000959

Agency Date Time
Operator

Software Source

GADSDEN COUNTY SO 11/19/2007 16:13:54
GEDDINGS,MARGARET,M

Department Inspection

200708A
08/01/2009

200708C
08/01/2009

200708D
08/01/2009

719402I
07/15/2009

# Sims  5 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.047
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.194
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.047
0.08 g/210L Test  #5 0.078
0.20 g/210L Test  #5 0.194
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.047
0.08 g/210L Test  #6 0.079
0.20 g/210L Test  #6 0.194
0.08 g/210L Dry Gas Std Test  #6 0.078
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.047
0.08 g/210L Test  #7 0.079
0.20 g/210L Test  #7 0.194
0.08 g/210L Dry Gas Std Test  #7 0.078
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.047

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000959

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.078
0.20 g/210L Test  #8 0.194
0.08 g/210L Dry Gas Std Test  #8 0.079
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.047
0.08 g/210L Test  #9 0.079
0.20 g/210L Test  #9 0.194
0.08 g/210L Dry Gas Std Test  #9 0.079
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.047
0.08 g/210L Test  #10 0.078
0.20 g/210L Test  #10 0.194
0.08 g/210L Dry Gas Std Test  #10 0.079
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Test  (Std Dev) 0.0006
0.20 g/210L Test  (Std Dev) 0.0003
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000959

Agency Date Time
Operator

Software Source

GADSDEN COUNTY SO 12/05/2007 13:29:10
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

702401G
01/26/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000960

Agency Date Time
Operator

Software Source

LIBERTY COUNTY SO 01/02/2007 14:15:01
STRICKLAND,JAMES,M

Agency     Inspection

200509A
09/22/2007

200504D
04/21/2007

200505C
05/05/2007

512502I
05/10/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

A F / M A: No Sample Provided.TIMED OUT.

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000960

Agency Date Time
Operator

Software Source

LIBERTY COUNTY SO 02/06/2007 10:12:44
STRICKLAND,JAMES,M

Agency     Inspection

200509A
09/22/2007

200504D
04/21/2007

200505C
05/05/2007

512502I
05/10/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.198Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.080Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.199Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 (Retry) 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

20: RFI Detect. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000960

Agency Date Time
Operator

Software Source

LIBERTY COUNTY SO 03/05/2007 14:09:31
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

702401G
01/26/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.000Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 (Retry) 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.050Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.082Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.000Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 (Retry) 0.080Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.000
0.08 g/210L Dry Gas Std Test  #3 (Retry) 0.080
Interferent Detect Test  #3 INT

08: Control Outside ToleranceLEFT GAS LINE OFF.. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000960

Agency Date Time
Operator

Software Source

LIBERTY COUNTY SO 04/04/2007 13:40:48
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

702401G
01/26/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000960

Agency Date Time
Operator

Software Source

LIBERTY COUNTY SO 05/08/2007 14:57:41
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

702401G
01/26/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 (Retry) 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.050Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.079Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 (Retry) 0.080Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.203
0.08 g/210L Dry Gas Std Test  #3 (Retry) 0.079
Interferent Detect Test  #3 INT

08: RFI Detect.CEL PX LEFT ON.

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000960

Agency Date Time
Operator

Software Source

LIBERTY COUNTY SO 06/05/2007 10:55:45
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

702401G
01/26/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 0.000Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 0.000Yes

Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 0.000
Interferent Detect Test  #3 (Retry) INT

Int Det: RFI Detect.CEL PX ON.

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000960

Agency Date Time
Operator

Software Source

LIBERTY COUNTY SO 07/31/2007 11:53:02
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.000
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.081
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.194Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.000Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.081Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.000
0.08 g/210L Test  #3 (Retry) 0.081
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

08: Control Outside Tolerance. TIGHTEN FITTINGS. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000960

Agency Date Time
Operator

Software Source

LIBERTY COUNTY SO 08/06/2007 15:08:50
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

702401G
01/26/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 (Retry) 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

00: Ambient Fail.RECIRULATED ROOM AIR.

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000960

Agency Date Time
Operator

Software Source

LIBERTY COUNTY SO 09/07/2007 09:40:07
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

702401G
01/26/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000960

Agency Date Time
Operator

Software Source

LIBERTY COUNTY SO 09/20/2007 16:38:42
GEDDINGS,MARGARET,M

Department Inspection

200605B
05/04/2008

200612D
12/14/2008

200612A
12/05/2008

719402I
07/15/2009

# Sims  5 Complies Yes

8100.27

0.0003Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.050
0.08 g/210L Test  #4 0.080
0.20 g/210L Test  #4 0.201
0.08 g/210L Dry Gas Std Test  #4 0.078
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.050
0.08 g/210L Test  #5 0.080
0.20 g/210L Test  #5 0.201
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.050
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.201
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.050
0.08 g/210L Test  #7 0.080
0.20 g/210L Test  #7 0.201
0.08 g/210L Dry Gas Std Test  #7 0.079
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.051

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000960

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.080
0.20 g/210L Test  #8 0.201
0.08 g/210L Dry Gas Std Test  #8 0.078
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.201
0.08 g/210L Dry Gas Std Test  #9 0.078
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.051
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.202
0.08 g/210L Dry Gas Std Test  #10 0.078
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Test  (Std Dev) 0.0000
0.20 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0005

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000960

Agency Date Time
Operator

Software Source

LIBERTY COUNTY SO 10/02/2007 15:20:38
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

702401G
01/26/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.208
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.206Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.206
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000960

Agency Date Time
Operator

Software Source

LIBERTY COUNTY SO 11/08/2007 14:56:37
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

702401G
01/26/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.053No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.083
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.207
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.052Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.208Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.052
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.204
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000960

Agency Date Time
Operator

Software Source

LIBERTY COUNTY SO 12/06/2007 13:46:03
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

702401G
01/26/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.206
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.208Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.207
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000961

Agency Date Time
Operator

Software Source

WAKULLA COUNTY SO 01/09/2007 10:02:39
STRICKLAND,JAMES,M

Agency     Inspection

200509A
09/22/2007

200504D
04/21/2007

200505C
05/05/2007

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.084
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.083Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000961

Agency Date Time
Operator

Software Source

WAKULLA COUNTY SO 02/13/2007 13:39:28
STRICKLAND,JAMES,M

Agency     Inspection

200509A
09/22/2007

200504D
04/21/2007

200505C
05/05/2007

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000961

Agency Date Time
Operator

Software Source

WAKULLA COUNTY SO 03/08/2007 14:45:49
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 (Retry) 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

00: Ambient Fail.RECIRCULATED ROOM AIR.. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000961

Agency Date Time
Operator

Software Source

WAKULLA COUNTY SO 04/09/2007 12:22:47
STRICKLAND,JAMES,M

Agency     Inspection

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Alcohol Free Test  #2 0.000No
Minimum Sample Volume Check: OK Alcohol Free Test  #3 0.000
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 Yes
Mouth Alcohol Test: Slope Not Met Yes
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK Yes
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000961

Agency Date Time
Operator

Software Source

WAKULLA COUNTY SO 04/09/2007 12:57:54
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

512502I
05/10/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000961

Agency Date Time
Operator

Software Source

WAKULLA COUNTY SO 05/16/2007 09:27:17
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000961

Agency Date Time
Operator

Software Source

WAKULLA COUNTY SO 06/11/2007 16:50:44
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.204
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

NONR

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000961

Agency Date Time
Operator

Software Source

WAKULLA COUNTY SO 07/10/2007 16:40:22
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

714901I
05/31/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000961

Agency Date Time
Operator

Software Source

WAKULLA COUNTY SO 08/16/2007 09:45:54
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

714901I
05/31/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000961

Agency Date Time
Operator

Software Source

WAKULLA COUNTY SO 09/12/2007 15:11:15
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

714901I
05/31/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000961

Agency Date Time
Operator

Software Source

WAKULLA COUNTY SO 09/19/2007 19:16:57
GEDDINGS,MARGARET,M

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

719402I
07/15/2009

# Sims  5 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.046
0.08 g/210L Test  #4 0.077
0.20 g/210L Test  #4 0.196
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.047
0.08 g/210L Test  #5 0.077
0.20 g/210L Test  #5 0.197
0.08 g/210L Dry Gas Std Test  #5 0.080
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.047
0.08 g/210L Test  #6 0.077
0.20 g/210L Test  #6 0.196
0.08 g/210L Dry Gas Std Test  #6 0.080
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.046
0.08 g/210L Test  #7 0.077
0.20 g/210L Test  #7 0.197
0.08 g/210L Dry Gas Std Test  #7 0.080
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.047

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000961

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.077
0.20 g/210L Test  #8 0.196
0.08 g/210L Dry Gas Std Test  #8 0.080
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.047
0.08 g/210L Test  #9 0.077
0.20 g/210L Test  #9 0.197
0.08 g/210L Dry Gas Std Test  #9 0.080
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.047
0.08 g/210L Test  #10 0.077
0.20 g/210L Test  #10 0.197
0.08 g/210L Dry Gas Std Test  #10 0.080
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0006
0.08 g/210L Test  (Std Dev) 0.0004
0.20 g/210L Test  (Std Dev) 0.0006
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0003

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000961

Agency Date Time
Operator

Software Source

WAKULLA COUNTY SO 10/09/2007 09:33:42
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

714901I
05/31/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.074
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.077
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.190Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.046Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.075Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.077Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.076
0.08 g/210L Test  #3 (Retry) 0.077
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

08: Control Outside Tolerance.CHKD FOR LEAKS.

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000961

Agency Date Time
Operator

Software Source

WAKULLA COUNTY SO 11/15/2007 10:11:58
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

714901I
05/31/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000961

Agency Date Time
Operator

Software Source

WAKULLA COUNTY SO 12/13/2007 13:41:26
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

714901I
05/31/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.189
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.193Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.046Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.075Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.191Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.193Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.075
0.20 g/210L Test  #3 0.192
0.20 g/210L Test  #3 (Retry) 0.193
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000962

Agency Date Time
Operator

Software Source

WAKULLA COUNTY SO 01/09/2007 11:10:29
STRICKLAND,JAMES,M

Agency     Inspection

200509A
09/22/2007

200504D
04/21/2007

200505C
05/05/2007

618801I
07/10/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000962

Agency Date Time
Operator

Software Source

WAKULLA COUNTY SO 02/13/2007 13:47:49
STRICKLAND,JAMES,M

Agency     Inspection

200509A
09/22/2007

200504D
04/21/2007

200505C
05/05/2007

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000962

Agency Date Time
Operator

Software Source

WAKULLA COUNTY SO 03/08/2007 14:50:27
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

512502I
05/10/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.050Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.079Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 (Retry) INTYes

Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 (Retry) INT

Int Det: RFI Detect. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000962

Agency Date Time
Operator

Software Source

WAKULLA COUNTY SO 04/09/2007 13:05:01
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000962

Agency Date Time
Operator

Software Source

WAKULLA COUNTY SO 05/16/2007 09:36:12
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.000Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 (Retry) 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.079Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 (Retry) 0.080Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
0.08 g/210L Dry Gas Std Test  #3 (Retry) 0.081
Interferent Detect Test  #3 INT

08: Control Outside Tolerance.LEFT GRY GAS LINE OFF.

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000962

Agency Date Time
Operator

Software Source

WAKULLA COUNTY SO 06/11/2007 16:53:30
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.203
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000962

Agency Date Time
Operator

Software Source

WAKULLA COUNTY SO 07/10/2007 16:44:00
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000962

Agency Date Time
Operator

Software Source

WAKULLA COUNTY SO 08/16/2007 09:55:24
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

714901I
05/31/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000962

Agency Date Time
Operator

Software Source

WAKULLA COUNTY SO 10/11/2007 13:34:25
N,MARGARET,M

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

719402I
07/15/2009

# Sims  5 Complies Yes

8100.27

0.0008Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 (Retry) 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 (Retry) 0.000
0.05 g/210L Test  #4 0.049
0.08 g/210L Test  #4 0.078
0.20 g/210L Test  #4 0.196
0.08 g/210L Dry Gas Std Test  #4 0.082
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 (Retry) 0.000
0.05 g/210L Test  #5 0.049
0.08 g/210L Test  #5 0.078
0.20 g/210L Test  #5 0.196
0.08 g/210L Dry Gas Std Test  #5 0.082
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 (Retry) 0.000
0.05 g/210L Test  #6 0.049
0.08 g/210L Test  #6 0.079
0.20 g/210L Test  #6 0.196
0.08 g/210L Dry Gas Std Test  #6 0.082
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 (Retry) 0.000
0.05 g/210L Test  #7 0.048
0.08 g/210L Test  #7 0.079
0.20 g/210L Test  #7 0.196
0.08 g/210L Dry Gas Std Test  #7 0.081
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 (Retry) 0.000
0.05 g/210L Test  #8 0.049

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000962

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.079
0.20 g/210L Test  #8 0.196
0.08 g/210L Dry Gas Std Test  #8 0.082
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 (Retry) 0.000
0.05 g/210L Test  #9 0.049
0.08 g/210L Test  #9 0.079
0.20 g/210L Test  #9 0.198
0.08 g/210L Dry Gas Std Test  #9 0.081
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 (Retry) 0.000
0.05 g/210L Test  #10 0.049
0.08 g/210L Test  #10 0.079
0.20 g/210L Test  #10 0.197
0.08 g/210L Dry Gas Std Test  #10 0.081
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0007
0.08 g/210L Test  (Std Dev) 0.0009
0.20 g/210L Test  (Std Dev) 0.0015
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

00: Ambient FailBOTTLES OF ARS TOO CLOSE TO INSTRUMENT. 

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000962

Agency Date Time
Operator

Software Source

WAKULLA COUNTY SO 11/27/2007 09:44:10
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

606002I
03/03/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.083
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000962

Agency Date Time
Operator

Software Source

WAKULLA COUNTY SO 12/13/2007 13:34:11
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

# Sims  5 Complies No

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot#
Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK Interferent Detect Test  #1 INT
Alcohol Free Subject Test: 0.000 Alcohol Free Test  #2 0.000Yes
Mouth Alcohol Test: Slope Not Met 0.05 g/210L Test  #2 0.049Yes
Interferent Detect Test: Interferent Detect 0.08 g/210L Test  #2 0.078Yes
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #2 INTNo
Alcohol Free Test: OK Alcohol Free Test  #3 0.000Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #3 0.049Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #3 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #3 INTNo
0.08 g/210L Dry Gas Std Test: OK No

Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000962

Agency Date Time
Operator

Software Source

WAKULLA COUNTY SO 12/13/2007 14:24:59
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

714901I
05/31/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

A F / M A:NOT AN AMPLE SAMPLE.. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000963

Agency Date Time
Operator

Software Source

ORANGE COUNTY SO 01/17/2007 12:50:53
MELVILLE,KELLY,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

518702I
07/08/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000963

Agency Date Time
Operator

Software Source

ORANGE COUNTY SO 02/14/2007 12:32:05
MELVILLE,KELLY,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

518801I
07/12/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.083Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000963

Agency Date Time
Operator

Software Source

ORANGE COUNTY SO 03/21/2007 13:39:41
MELVILLE,KELLY,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200505C
05/05/2007

518801I
07/12/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.083Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.083Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.083
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000963

Agency Date Time
Operator

Software Source

ORANGE COUNTY SO 04/17/2007 10:59:16
MELVILLE,KELLY,M

Agency     Inspection

200605B
05/04/2008

200612D
12/14/2008

200612A
12/05/2008

626903I
09/28/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000963

Agency Date Time
Operator

Software Source

ORANGE COUNTY SO 04/18/2007 17:11:59
SKIPPER,ROGER,G

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

627201I
10/03/2008

# Sims  5 Complies Yes

8100.27

0.0011Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.070Yes
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.075Yes
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.192Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.070Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.076Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.083Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.071
0.08 g/210L Test  #3 (Retry) 0.077
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.083
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.049
0.08 g/210L Test  #4 0.070
0.08 g/210L Test  #4 (Retry) 0.078
0.20 g/210L Test  #4 0.196
0.08 g/210L Dry Gas Std Test  #4 0.083
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.049
0.08 g/210L Test  #5 0.071
0.08 g/210L Test  #5 (Retry) 0.078
0.20 g/210L Test  #5 0.197
0.08 g/210L Dry Gas Std Test  #5 0.083
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.050
0.08 g/210L Test  #6 0.071
0.08 g/210L Test  #6 (Retry) 0.079
0.20 g/210L Test  #6 0.198
0.08 g/210L Dry Gas Std Test  #6 0.083
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.049

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000963

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #7 0.071
0.08 g/210L Test  #7 (Retry) 0.078
0.20 g/210L Test  #7 0.198
0.08 g/210L Dry Gas Std Test  #7 0.083
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050
0.08 g/210L Test  #8 0.070
0.08 g/210L Test  #8 (Retry) 0.079
0.20 g/210L Test  #8 0.199
0.08 g/210L Dry Gas Std Test  #8 0.083
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.070
0.08 g/210L Test  #9 (Retry) 0.079
0.20 g/210L Test  #9 0.198
0.08 g/210L Dry Gas Std Test  #9 0.083
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.068
0.08 g/210L Test  #10 (Retry) 0.079
0.20 g/210L Test  #10 0.198
0.08 g/210L Dry Gas Std Test  #10 0.083
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0006
0.08 g/210L Test  (Std Dev) 0.0009
0.08 g/210L Test  (Std Dev) 0.0013
0.20 g/210L Test  (Std Dev) 0.0022
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0003

08: Control Outside Tolerance CONNECTOR SEAL FAILED IN SIM.. SIMULATOR CHANGED.

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000963

Agency Date Time
Operator

Software Source

ORANGE COUNTY SO 05/16/2007 12:56:32
MELVILLE,KELLY,M

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200605F
05/10/2008

518801I
07/12/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000963

Agency Date Time
Operator

Software Source

ORANGE COUNTY SO 06/13/2007 13:18:03
MELVILLE,KELLY,M

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200605F
05/10/2008

518801I
07/12/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000963

Agency Date Time
Operator

Software Source

ORANGE COUNTY SO 07/18/2007 12:53:46
MELVILLE,KELLY,M

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200605F
05/10/2008

626903I
09/28/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000963

Agency Date Time
Operator

Software Source

ORANGE COUNTY SO 08/08/2007 12:20:06
MELVILLE,KELLY,M

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200605F
05/10/2008

626903I
09/28/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000963

Agency Date Time
Operator

Software Source

ORANGE COUNTY SO 09/12/2007 13:19:10
MELVILLE,KELLY,M

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200605F
05/10/2008

714102I
05/22/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.082
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000963

Agency Date Time
Operator

Software Source

ORANGE COUNTY SO 10/03/2007 13:06:47
MELVILLE,KELLY,M

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200708D
08/01/2009

714102I
05/22/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 (Retry) 0.082Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 (Retry) 0.082Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.081
0.08 g/210L Dry Gas Std Test  #3 (Retry) 0.082
Interferent Detect Test  #3 INT

A F / M A: RFI Detect.-BEFORE 1ST SAMPLE HAD BEEN GIVEN    OXIMITY TO INSTRUMENT  . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000963

Agency Date Time
Operator

Software Source

ORANGE COUNTY SO 11/14/2007 12:34:49
MELVILLE,KELLY,M

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

714102I
05/22/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000963

Agency Date Time
Operator

Software Source

ORANGE COUNTY SO 12/12/2007 12:36:41
MELVILLE,KELLY,M

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

714102I
05/22/2009

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000964

Agency Date Time
Operator

Software Source

ORANGE COUNTY SO 01/17/2007 12:36:25
MELVILLE,KELLY,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

518801I
07/12/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079No
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000964

Agency Date Time
Operator

Software Source

ORANGE COUNTY SO 01/17/2007 13:56:26
MELVILLE,KELLY,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

518801I
07/12/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000964

Agency Date Time
Operator

Software Source

ORANGE COUNTY SO 02/14/2007 12:25:15
MELVILLE,KELLY,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

518801I
07/12/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000964

Agency Date Time
Operator

Software Source

ORANGE COUNTY SO 03/21/2007 13:25:12
MELVILLE,KELLY,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200505C
05/05/2007

518801I
07/12/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000964

Agency Date Time
Operator

Software Source

ORANGE COUNTY S.O. 04/05/2007 12:37:43
SKIPPER,ROGER,G

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

627201I
10/03/2008

# Sims  5 Complies Yes

8100.27

0.0003Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.000Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 (Retry) 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.080Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.000Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 (Retry) 0.081Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.000
0.08 g/210L Dry Gas Std Test  #3 (Retry) 0.080
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.049
0.08 g/210L Test  #4 0.080
0.20 g/210L Test  #4 0.202
0.08 g/210L Dry Gas Std Test  #4 0.080
0.08 g/210L Dry Gas Std Test  #4 (Retry) 0.080
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.050
0.08 g/210L Test  #5 0.080
0.20 g/210L Test  #5 0.202
0.08 g/210L Dry Gas Std Test  #5 0.080
0.08 g/210L Dry Gas Std Test  #5 (Retry) 0.080
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.050
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.202
0.08 g/210L Dry Gas Std Test  #6 0.079
0.08 g/210L Dry Gas Std Test  #6 (Retry) 0.080
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.050

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000964

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #7 0.080
0.20 g/210L Test  #7 0.202
0.08 g/210L Dry Gas Std Test  #7 0.079
0.08 g/210L Dry Gas Std Test  #7 (Retry) 0.080
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050
0.08 g/210L Test  #8 0.080
0.20 g/210L Test  #8 0.202
0.08 g/210L Dry Gas Std Test  #8 0.079
0.08 g/210L Dry Gas Std Test  #8 (Retry) 0.080
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.202
0.08 g/210L Dry Gas Std Test  #9 0.079
0.08 g/210L Dry Gas Std Test  #9 (Retry) 0.079
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.079
0.20 g/210L Test  #10 0.201
0.08 g/210L Dry Gas Std Test  #10 0.079
0.08 g/210L Dry Gas Std Test  #10 (Retry) 0.079
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Test  (Std Dev) 0.0003
0.20 g/210L Test  (Std Dev) 0.0003
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0383
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0005

08: Control Outside Tolerance DRY GAS HOSE NOT CONNECTED.  . 1ST 3 0.08 DAY GAS HOSE NOT
CONNECTED. REPEATED.

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000964

Agency Date Time
Operator

Software Source

ORANGE COUNTY S.O. 04/11/2007 12:48:17
MELVILLE,KELLY,M

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

518801I
07/12/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.190Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.191
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000964

Agency Date Time
Operator

Software Source

ORANGE COUNTY S.O. 05/16/2007 12:45:54
MELVILLE,KELLY,M

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200605F
05/10/2008

518801I
07/12/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000964

Agency Date Time
Operator

Software Source

ORANGE COUNTY S.O. 06/13/2007 13:13:39
MELVILLE,KELLY,M

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200605F
05/10/2008

518801I
07/12/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000964

Agency Date Time
Operator

Software Source

ORANGE COUNTY S.O. 07/18/2007 12:35:17
MELVILLE,KELLY,M

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200605F
05/10/2008

626903I
09/28/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000964

Agency Date Time
Operator

Software Source

ORANGE COUNTY S.O. 08/08/2007 12:32:12
MELVILLE,KELLY,M

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200605F
05/10/2008

626903I
09/28/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

A F / M A: Ambient Fail. REPEATED TEST

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000964

Agency Date Time
Operator

Software Source

ORANGE COUNTY S.O. 09/12/2007 13:08:33
MELVILLE,KELLY,M

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200605F
05/10/2008

626903I
09/28/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000964

Agency Date Time
Operator

Software Source

ORANGE COUNTY S.O. 10/03/2007 13:06:27
MELVILLE,KELLY,M

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200708D
08/01/2009

626903I
09/28/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000964

Agency Date Time
Operator

Software Source

ORANGE COUNTY S.O. 11/14/2007 12:33:06
MELVILLE,KELLY,M

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

626903I
09/28/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000964

Agency Date Time
Operator

Software Source

ORANGE COUNTY S.O. 12/12/2007 12:35:21
MELVILLE,KELLY,M

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

626903I
09/28/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000965

Agency Date Time
Operator

Software Source

QUINCY PD 01/04/2007 10:02:32
STRICKLAND,JAMES,M

Agency     Inspection

200509A
09/22/2007

200504D
04/21/2007

200505C
05/05/2007

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.203
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.075Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.075Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.075
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000965

Agency Date Time
Operator

Software Source

QUINCY PD 02/07/2007 12:21:47
STRICKLAND,JAMES,M

Agency     Inspection

200509A
09/22/2007

200504D
04/21/2007

200505C
05/05/2007

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.083Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.204Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.205
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000965

Agency Date Time
Operator

Software Source

QUINCY PD 03/05/2007 10:20:01
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000965

Agency Date Time
Operator

Software Source

QUINCY PD 04/03/2007 13:26:44
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.054No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.205
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.053Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.204Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.053
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.204
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000965

Agency Date Time
Operator

Software Source

QUINCY PD 05/02/2007 14:52:32
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.075Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000965

Agency Date Time
Operator

Software Source

QUINCY PD 06/07/2007 11:23:42
STRICKLAND,JAMES,M

Agency     Inspection

# Sims  5 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) INTYes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 Yes
Mouth Alcohol Test: Slope Not Met Yes
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

00: Ambient Fail, Interferent Detect.WRONG SIMULATOR.. Non-compliance:AMBIENT-CLEARED
ROOM,INTERFERANT-WRONG SIM. . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000965

Agency Date Time
Operator

Software Source

QUINCY PD 06/07/2007 11:55:39
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.076Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.076Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.075
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000965

Agency Date Time
Operator

Software Source

QUINCY PD 07/09/2007 11:40:41
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.076Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.076Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 (Retry) 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

00: Ambient Fail.RECIRCULATED ROOM AIR.

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000965

Agency Date Time
Operator

Software Source

QUINCY PD 08/06/2007 10:24:24
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.210
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.075Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 (Retry) 0.075Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.050Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.082Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.206Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.074Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 (Retry) 0.075Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.206
0.08 g/210L Dry Gas Std Test  #3 0.075
0.08 g/210L Dry Gas Std Test  #3 (Retry) 0.075
Interferent Detect Test  #3 INT

08: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000965

Agency Date Time
Operator

Software Source

QUINCY PD 09/05/2007 11:13:08
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.076Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.076Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000965

Agency Date Time
Operator

Software Source

QUINCY PD 10/02/2007 11:06:33
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.075Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.075Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.075
Interferent Detect Test  #3 INT

NONE

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000965

Agency Date Time
Operator

Software Source

QUINCY PD 10/18/2007 14:45:59
GEDDINGS,MARGARET,M

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

719402I
07/15/2009

# Sims  5 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.048
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.198
0.08 g/210L Dry Gas Std Test  #4 0.078
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.048
0.08 g/210L Test  #5 0.078
0.20 g/210L Test  #5 0.199
0.08 g/210L Dry Gas Std Test  #5 0.078
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.048
0.08 g/210L Test  #6 0.078
0.20 g/210L Test  #6 0.199
0.08 g/210L Dry Gas Std Test  #6 0.078
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.048
0.08 g/210L Test  #7 0.079
0.20 g/210L Test  #7 0.199
0.08 g/210L Dry Gas Std Test  #7 0.079
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.048

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000965

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.079
0.20 g/210L Test  #8 0.199
0.08 g/210L Dry Gas Std Test  #8 0.079
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.048
0.08 g/210L Test  #9 0.079
0.20 g/210L Test  #9 0.199
0.08 g/210L Dry Gas Std Test  #9 0.078
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.049
0.08 g/210L Test  #10 0.079
0.20 g/210L Test  #10 0.198
0.08 g/210L Dry Gas Std Test  #10 0.078
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0003
0.08 g/210L Test  (Std Dev) 0.0005
0.20 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0005

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000965

Agency Date Time
Operator

Software Source

QUINCY PD 11/06/2007 11:56:05
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 (Retry) 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.076Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 (Retry) 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 (Retry) 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 (Retry) 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

00: Ambient Fail.RECIR/ROOM AIR

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000965

Agency Date Time
Operator

Software Source

QUINCY PD 12/05/2007 12:26:27
STRICKLAND,JAMES,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.204
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.076Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.052Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.076Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 (Retry) 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

00: Ambient Fail.RECIRCULATED ROOM AIR. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000966

Agency Date Time
Operator

Software Source

OSCEOLA CORRECTIONS 01/15/2007 07:27:33
CAVINEE,KEVIN,A

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

610201G
04/17/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000966

Agency Date Time
Operator

Software Source

OSCEOLA CORRECTIONS 02/12/2007 06:54:36
CAVINEE,KEVIN,A

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

610201G
04/17/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000966

Agency Date Time
Operator

Software Source

OSCEOLA CORRECTIONS 03/25/2007 07:25:53
CAVINEE,KEVIN,A

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

610201G
04/17/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000966

Agency Date Time
Operator

Software Source

OSCEOLA CORRECTIONS 04/24/2007 17:31:42
CAVINEE,KEVIN,A

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200505C
05/05/2007

610201G
04/17/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000966

Agency Date Time
Operator

Software Source

OSCEOLA CORRECTIONS 05/19/2007 07:05:13
CAVINEE,KEVIN,A

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

610201G
04/17/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000966

Agency Date Time
Operator

Software Source

OSCEOLA CORRECTIONS 06/28/2007 07:22:43
CAVINEE,KEVIN,A

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

610201G
04/17/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 (Retry) 0.050
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.077
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.196Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 (Retry) 0.050Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.050
0.05 g/210L Test  #3 (Retry) 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 (Retry) INT

Int Det: RFI Detect. 05: RFI Detect. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000966

Agency Date Time
Operator

Software Source

OSCEOLA CORRECTIONS 07/25/2007 02:29:46
CAVINEE,KEVIN,A

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

610201G
04/17/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000966

Agency Date Time
Operator

Software Source

OSCEOLA CORRECTIONS 08/27/2007 07:21:49
CAVINEE,KEVIN,A

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

610201G
04/17/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000966

Agency Date Time
Operator

Software Source

OSCEOLA CORRECTIONS 09/05/2007 08:51:24
CAVINEE,KEVIN,A

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

610201G
04/17/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Alcohol Free Test  #1 (Retry) 0.000No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 0.049
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.081
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.197Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 (Retry) 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.050Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.080Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 INTYes

Alcohol Free Test  #3 (Retry) 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

00: RFI Detect CELL PHONE SET THE RFI. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000966

Agency Date Time
Operator

Software Source

OSCEOLA CORRECTIONS 09/05/2007 15:32:23
HACKNEY,DWITE,N

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

627201I
10/03/2008

# Sims  5 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.052
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.049
0.08 g/210L Test  #4 0.080
0.20 g/210L Test  #4 0.199
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.050
0.08 g/210L Test  #5 0.080
0.20 g/210L Test  #5 0.198
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.050
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.198
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.051
0.08 g/210L Test  #7 0.080
0.20 g/210L Test  #7 0.199
0.08 g/210L Dry Gas Std Test  #7 0.080
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.049

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000966

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.080
0.20 g/210L Test  #8 0.199
0.08 g/210L Dry Gas Std Test  #8 0.080
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.199
0.08 g/210L Dry Gas Std Test  #9 0.080
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.199
0.08 g/210L Dry Gas Std Test  #10 0.080
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0009
0.08 g/210L Test  (Std Dev) 0.0000
0.20 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0005

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000966

Agency Date Time
Operator

Software Source

OSCEOLA CORRECTIONS 10/26/2007 07:36:18
CAVINEE,KEVIN,A

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

610201G
04/17/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000966

Agency Date Time
Operator

Software Source

OSCEOLA CORRECTIONS 11/28/2007 07:04:05
CAVINEE,KEVIN,A

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

610201G
04/17/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000966

Agency Date Time
Operator

Software Source

OSCEOLA CORRECTIONS 12/17/2007 06:52:27
CAVINEE,KEVIN,A

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

622802I
08/18/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000967

Agency Date Time
Operator

Software Source

APOPKA P.D. 01/09/2007 09:40:55
KRAFT,JOHN,R

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

611801G
05/01/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000967

Agency Date Time
Operator

Software Source

APOPKA P.D. 02/07/2007 09:30:52
KRAFT,JOHN,R

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

611801G
05/01/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000967

Agency Date Time
Operator

Software Source

APOPKA P.D. 03/07/2007 11:30:06
KRAFT,JOHN,R

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

611801G
05/01/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000967

Agency Date Time
Operator

Software Source

APOPKA P.D. 04/04/2007 09:12:58
KRAFT,JOHN,R

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

611801G
05/01/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000967

Agency Date Time
Operator

Software Source

APOPKA P.D. 05/17/2007 09:57:05
KRAFT,JOHN,R

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200605F
05/10/2008

611801G
05/01/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000967

Agency Date Time
Operator

Software Source

APOPKA P.D. 06/09/2007 10:21:45
KRAFT,JOHN,R

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200605F
05/10/2008

615301I
06/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.009Yes
Date and/or Time Adjusted Alcohol Free Test  #1 (Retry) 0.000No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 0.049
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.079
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.194Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.082Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK Alcohol Free Test  #2 (Retry) 0.000Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #2 0.049Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 0.080Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
Alcohol Free Test  #3 (Retry) 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

00: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000967

Agency Date Time
Operator

Software Source

APOPKA P.D. 07/05/2007 10:55:19
KRAFT,JOHN,R

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200605F
05/10/2008

615301I
06/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000967

Agency Date Time
Operator

Software Source

APOPKA P.D. 08/04/2007 10:30:37
KRAFT,JOHN,R

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200605F
05/10/2008

615301I
06/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000967

Agency Date Time
Operator

Software Source

APOPKA P.D. 09/06/2007 11:40:57
KRAFT,JOHN,R

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200605F
05/10/2008

615301I
06/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000967

Agency Date Time
Operator

Software Source

APOPKA P.D. 09/26/2007 10:05:14
SKIPPER,ROGER,G

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

719402I
07/15/2009

# Sims  4 Complies Yes

8100.27

0.0006Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.074Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 (Retry) 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 (Retry) 0.080Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
0.08 g/210L Dry Gas Std Test  #3 (Retry) 0.080
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.048
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.197
0.08 g/210L Dry Gas Std Test  #4 0.080
0.08 g/210L Dry Gas Std Test  #4 (Retry) 0.080
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.049
0.08 g/210L Test  #5 0.078
0.20 g/210L Test  #5 0.197
0.08 g/210L Dry Gas Std Test  #5 0.080
0.08 g/210L Dry Gas Std Test  #5 (Retry) 0.080
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.050
0.08 g/210L Test  #6 0.079
0.20 g/210L Test  #6 0.197
0.08 g/210L Dry Gas Std Test  #6 0.080
0.08 g/210L Dry Gas Std Test  #6 (Retry) 0.080
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.049

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000967

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #7 0.079
0.20 g/210L Test  #7 0.198
0.08 g/210L Dry Gas Std Test  #7 0.080
0.08 g/210L Dry Gas Std Test  #7 (Retry) 0.079
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.049
0.08 g/210L Test  #8 0.078
0.20 g/210L Test  #8 0.197
0.08 g/210L Dry Gas Std Test  #8 0.080
0.08 g/210L Dry Gas Std Test  #8 (Retry) 0.079
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.079
0.20 g/210L Test  #9 0.198
0.08 g/210L Dry Gas Std Test  #9 0.080
0.08 g/210L Dry Gas Std Test  #9 (Retry) 0.080
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.079
0.20 g/210L Test  #10 0.198
0.08 g/210L Dry Gas Std Test  #10 0.080
0.08 g/210L Dry Gas Std Test  #10 (Retry) 0.080
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0007
0.08 g/210L Test  (Std Dev) 0.0006
0.20 g/210L Test  (Std Dev) 0.0009
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0018
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

08: Control Outside Tolerance GAS TUBE NOT SEATED 1ST SAMPL. 

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000967

Agency Date Time
Operator

Software Source

APOPKA P.D. 10/05/2007 10:14:10
KRAFT,JOHN,R

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200605F
05/10/2008

615301I
06/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000967

Agency Date Time
Operator

Software Source

APOPKA P.D. 12/06/2007 15:02:58
SKIPPER,ROGER,G

Department Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

719402I
07/15/2009

# Sims  4 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.082Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.206Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.082Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.206Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.203
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.050
0.08 g/210L Test  #4 0.082
0.20 g/210L Test  #4 0.204
0.08 g/210L Dry Gas Std Test  #4 0.080
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.050
0.08 g/210L Test  #5 0.082
0.20 g/210L Test  #5 0.204
0.08 g/210L Dry Gas Std Test  #5 0.080
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.050
0.08 g/210L Test  #6 0.082
0.20 g/210L Test  #6 0.204
0.08 g/210L Dry Gas Std Test  #6 0.081
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.050
0.08 g/210L Test  #7 0.082
0.20 g/210L Test  #7 0.205
0.08 g/210L Dry Gas Std Test  #7 0.080
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000967

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.082
0.20 g/210L Test  #8 0.204
0.08 g/210L Dry Gas Std Test  #8 0.080
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.082
0.20 g/210L Test  #9 0.204
0.08 g/210L Dry Gas Std Test  #9 0.080
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.082
0.20 g/210L Test  #10 0.205
0.08 g/210L Dry Gas Std Test  #10 0.080
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0003
0.08 g/210L Test  (Std Dev) 0.0000
0.20 g/210L Test  (Std Dev) 0.0009
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0005

INSPECTION AFTER REPAIR.

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000967

Agency Date Time
Operator

Software Source

APOPKA P.D. 12/11/2007 15:05:35
KRAFT,JOHN,R

Agency     Inspection

200612C
12/14/2008

200605C
05/04/2008

200605F
05/10/2008

615301I
06/05/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000968

Agency Date Time
Operator

Software Source

OSCEOLA CORRECTIONS 01/15/2007 07:36:01
CAVINEE,KEVIN,A

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

610201G
04/17/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000968

Agency Date Time
Operator

Software Source

OSCEOLA CORRECTIONS 02/12/2007 07:00:00
CAVINEE,KEVIN,A

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

610201G
04/17/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000968

Agency Date Time
Operator

Software Source

OSCEOLA CORRECTIONS 03/25/2007 07:35:44
CAVINEE,KEVIN,A

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

705001I
02/22/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.191Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.191
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000968

Agency Date Time
Operator

Software Source

OSCEOLA CORRECTIONS 04/24/2007 17:40:14
CAVINEE,KEVIN,A

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200505C
05/05/2007

705001I
02/22/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000968

Agency Date Time
Operator

Software Source

OSCEOLA CORRECTIONS 05/19/2007 07:13:56
CAVINEE,KEVIN,A

Agency     Inspection

200509B
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

705001I
02/22/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000968

Agency Date Time
Operator

Software Source

OSCEOLA CORRECTIONS 06/28/2007 07:30:05
CAVINEE,KEVIN,A

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000968

Agency Date Time
Operator

Software Source

OSCEOLA CORRECTIONS 07/25/2007 02:39:49
CAVINEE,KEVIN,A

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079No
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

A F / M A: Improper Sample. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000968

Agency Date Time
Operator

Software Source

OSCEOLA CORRECTIONS 07/25/2007 03:32:05
CAVINEE,KEVIN,A

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000968

Agency Date Time
Operator

Software Source

OSCEOLA CORRECTIONS 08/27/2007 07:30:56
CAVINEE,KEVIN,A

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000968

Agency Date Time
Operator

Software Source

OSCEOLA CORRECTIONS 09/05/2007 09:00:55
CAVINEE,KEVIN,A

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000968

Agency Date Time
Operator

Software Source

OSCEOLA CORRECTIONS 09/05/2007 15:19:35
HACKNEY,DWITE,N

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

627201I
10/03/2008

# Sims  5 Complies Yes

8100.27

0.0003Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.049
0.08 g/210L Test  #4 0.078
0.20 g/210L Test  #4 0.195
0.08 g/210L Dry Gas Std Test  #4 0.081
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.048
0.08 g/210L Test  #5 0.078
0.20 g/210L Test  #5 0.196
0.08 g/210L Dry Gas Std Test  #5 0.081
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.048
0.08 g/210L Test  #6 0.078
0.20 g/210L Test  #6 0.196
0.08 g/210L Dry Gas Std Test  #6 0.081
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.048
0.08 g/210L Test  #7 0.078
0.20 g/210L Test  #7 0.196
0.08 g/210L Dry Gas Std Test  #7 0.080
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.048

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000968

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.078
0.20 g/210L Test  #8 0.196
0.08 g/210L Dry Gas Std Test  #8 0.080
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.048
0.08 g/210L Test  #9 0.078
0.20 g/210L Test  #9 0.196
0.08 g/210L Dry Gas Std Test  #9 0.080
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.048
0.08 g/210L Test  #10 0.078
0.20 g/210L Test  #10 0.195
0.08 g/210L Dry Gas Std Test  #10 0.080
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Test  (Std Dev) 0.0000
0.20 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0005

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000968

Agency Date Time
Operator

Software Source

OSCEOLA CORRECTIONS 10/26/2007 07:27:49
CAVINEE,KEVIN,A

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

705001I
02/22/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000968

Agency Date Time
Operator

Software Source

OSCEOLA CORRECTIONS 11/28/2007 06:54:59
CAVINEE,KEVIN,A

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

622802I
08/18/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000968

Agency Date Time
Operator

Software Source

OSCEOLA CORRECTIONS 12/17/2007 06:45:40
CAVINEE,KEVIN,A

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

622802I
08/18/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000994

Agency Date Time
Operator

Software Source

WINTER PARK P.D. 01/31/2007 18:23:41
BOSWORTH,RICHARD,L

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

6031011
02/02/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.082Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000994

Agency Date Time
Operator

Software Source

WINTER PARK P.D. 02/23/2007 15:02:01
BISHOP,MICHAEL,R

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

603101I
02/02/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000994

Agency Date Time
Operator

Software Source

WINTER PARK P.D. 03/31/2007 11:13:00
BISHOP,MICHAEL,R

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

603101I
02/02/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.189
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.193Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.193Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.193
0.20 g/210L Test  #3 (Retry) 0.193
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

20: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000994

Agency Date Time
Operator

Software Source

WINTER PARK P.D. 04/30/2007 04:56:40
BISHOP,MICHAEL,R

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

603101I
02/02/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000994

Agency Date Time
Operator

Software Source

WINTER PARK P.D. 05/31/2007 10:55:49
BISHOP,MICHAEL,R

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

603101I
02/02/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000994

Agency Date Time
Operator

Software Source

WINTER PARK P.D. 06/29/2007 14:24:28
BOSWORTH,RICHARD,L

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

603101I
02/02/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000994

Agency Date Time
Operator

Software Source

WINTER PARK P.D. 07/29/2007 13:06:59
BISHOP,MICHAEL,R

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

603101I
02/02/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000994

Agency Date Time
Operator

Software Source

WINTER PARK P.D. 08/30/2007 20:38:33
BISHOP,MICHAEL,R

Agency     Inspection

200708A
08/01/2009

200605C
05/04/2008

200605F
05/10/2008

603101I
02/02/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000994

Agency Date Time
Operator

Software Source

WINTER PARK P.D. 09/25/2007 14:59:07
SKIPPER,ROGER,G

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

719402I
07/15/2009

# Sims  4 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.202Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.203
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.049
0.08 g/210L Test  #4 0.080
0.20 g/210L Test  #4 0.203
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.050
0.08 g/210L Test  #5 0.080
0.20 g/210L Test  #5 0.203
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.049
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.203
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.050
0.08 g/210L Test  #7 0.080
0.20 g/210L Test  #7 0.203
0.08 g/210L Dry Gas Std Test  #7 0.079
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000994

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.081
0.20 g/210L Test  #8 0.203
0.08 g/210L Dry Gas Std Test  #8 0.079
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.050
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.203
0.08 g/210L Dry Gas Std Test  #9 0.078
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.203
0.08 g/210L Dry Gas Std Test  #10 0.078
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Test  (Std Dev) 0.0004
0.20 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0005

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000994

Agency Date Time
Operator

Software Source

WINTER PARK P.D. 09/28/2007 05:51:13
BISHOP,MICHAEL,R

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

603101I
02/02/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.045No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000994

Agency Date Time
Operator

Software Source

WINTER PARK P.D. 10/30/2007 14:43:20
BISHOP,MICHAEL,R

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

603101I
02/02/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000994

Agency Date Time
Operator

Software Source

WINTER PARK P.D. 11/27/2007 12:05:28
BOSWORTH,RICHARD,L

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

717102I
06/21/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

REPLACED DRY GAS CYLINDER

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000994

Agency Date Time
Operator

Software Source

WINTER PARK P.D. 12/28/2007 10:52:18
BOSWORTH,RICHARD,L

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

717102I
06/21/2009

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 (Retry) 0.197Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.047Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.076Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.197Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 (Retry) 0.197
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

20: RFI Detect. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000995

Agency Date Time
Operator

Software Source

COCOA BEACH P.D. 01/29/2007 05:22:38
POTENZIANI,DONALD,F

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

611801G
05/01/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000995

Agency Date Time
Operator

Software Source

COCOA BEACH P.D. 02/26/2007 04:56:14
POTENZIANI,DONALD,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

611801G
05/01/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000995

Agency Date Time
Operator

Software Source

COCOA BEACH P.D. 03/26/2007 05:08:33
POTENZIANI,DONALD,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

611801G
05/01/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000995

Agency Date Time
Operator

Software Source

COCOA BEACH P.D. 04/30/2007 23:13:35
POTENZIANI,DONALD,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

611801G
05/01/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000995

Agency Date Time
Operator

Software Source

COCOA BEACH P.D. 05/30/2007 01:06:13
POTENZIANI,DONALD,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

611801G
05/01/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000995

Agency Date Time
Operator

Software Source

COCOA BEACH P.D. 06/30/2007 04:53:52
POTENZIANI,DONALD,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

611801G
05/01/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000995

Agency Date Time
Operator

Software Source

COCOA BEACH P.D. 07/29/2007 04:51:05
POTENZIANI,DONALD,F

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

611801G
05/01/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000995

Agency Date Time
Operator

Software Source

COCOA BEACH P.D. 08/30/2007 04:34:13
POTENZIANI,DONALD,F

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

611801G
05/01/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000995

Agency Date Time
Operator

Software Source

COCOA BEACH P.D. 09/29/2007 00:45:30
POTENZIANI,DONALD,F

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

611801G
05/01/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000995

Agency Date Time
Operator

Software Source

COCOA BEACH P.D. 10/16/2007 23:55:52
SKIPPER,ROGER,G

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

719402I
07/15/2009

# Sims  4 Complies Yes

8100.27

0.0003Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.049
0.08 g/210L Test  #4 0.080
0.20 g/210L Test  #4 0.201
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.049
0.08 g/210L Test  #5 0.080
0.20 g/210L Test  #5 0.201
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.049
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.200
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.049
0.08 g/210L Test  #7 0.080
0.20 g/210L Test  #7 0.201
0.08 g/210L Dry Gas Std Test  #7 0.079
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.049

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000995

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.079
0.20 g/210L Test  #8 0.201
0.08 g/210L Dry Gas Std Test  #8 0.078
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.049
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.200
0.08 g/210L Dry Gas Std Test  #9 0.079
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.049
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.201
0.08 g/210L Dry Gas Std Test  #10 0.079
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0000
0.08 g/210L Test  (Std Dev) 0.0004
0.20 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0003

A F / M A: MA SAMPLE GIVEN AT ALCO FREE. REPEATED.         . 

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000995

Agency Date Time
Operator

Software Source

COCOA BEACH P.D. 10/31/2007 04:52:52
POTENZIANI,DONALD,F

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

611801G
05/01/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000995

Agency Date Time
Operator

Software Source

COCOA BEACH P.D. 11/30/2007 21:20:42
POTENZIANI,DONALD,F

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

611801G
05/01/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000995

Agency Date Time
Operator

Software Source

COCOA BEACH P.D. 12/25/2007 23:26:22
BURNETT,GUY,D

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

611801G
05/01/2008

# Sims  2 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000996

Agency Date Time
Operator

Software Source

TITUSVILLE P.D. 01/26/2007 09:50:06
MCCOURT,F,D

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

518801I
07/12/2007

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000996

Agency Date Time
Operator

Software Source

TITUSVILLE P.D. 02/23/2007 10:03:17
MCCOURT,F,D

Agency     Inspection

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Interferent Detect Test  #1 INTNo
Minimum Sample Volume Check: OK Alcohol Free Test  #2 0.000
Barometric Pressure Sensor Check: OK Interferent Detect Test  #2 INT
Alcohol Free Subject Test: 0.000 Alcohol Free Test  #3 0.000Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #3 0.000Yes
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK Yes
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Int Det: . Non-compliance: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000996

Agency Date Time
Operator

Software Source

TITUSVILLE P.D. 02/23/2007 12:20:02
MCCOURT,F,D

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

518801I
07/12/2007

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 0.000Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 0.000Yes

Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 0.000
Interferent Detect Test  #3 (Retry) INT

Int Det: .SIM JAR TIGHTENED ON 2ND TESTS.

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000996

Agency Date Time
Operator

Software Source

TITUSVILLE P.D. 03/21/2007 16:22:28
MCCOURT,F,D

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

518801I
07/12/2007

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000996

Agency Date Time
Operator

Software Source

TITUSVILLE P.D. 04/13/2007 15:50:09
MCCOURT,F,D

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot#
Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.074
Barometric Pressure Sensor Check: OK Interferent Detect Test  #1 INT
Alcohol Free Subject Test: 0.000 Alcohol Free Test  #2 0.000Yes
Mouth Alcohol Test: Slope Not Met 0.05 g/210L Test  #2 0.047Yes
Interferent Detect Test: Interferent Detect 0.08 g/210L Test  #2 0.075Yes
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #2 INTNo
Alcohol Free Test: OK Alcohol Free Test  #3 0.000Yes
0.05 g/210L Test: OK 0.05 g/210L Test  #3 0.048Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #3 0.075No
0.20 g/210L Test: OK Interferent Detect Test  #3 INTNo
0.08 g/210L Dry Gas Std Test: OK No

08: Control Outside Tolerance. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000996

Agency Date Time
Operator

Software Source

TITUSVILLE P.D. 04/22/2007 09:02:49
MCCOURT,F,D

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

518801I
07/12/2007

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

FIRST INSP. BUTTON ACCIDENTALLY PUSHED/SKIPPER NOTIFIED    

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000996

Agency Date Time
Operator

Software Source

TITUSVILLE P.D. 05/30/2007 16:00:39
MCCOURT,F,D

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200605F
05/10/2008

518801I
07/12/2007

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000996

Agency Date Time
Operator

Software Source

TITUSVILLE P.D. 06/29/2007 10:27:25
MCCOURT,F,D

Agency     Inspection

200509A
09/22/2007

200605C
05/04/2008

200605F
05/10/2008

518801I
07/12/2007

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000996

Agency Date Time
Operator

Software Source

TITUSVILLE P.D. 07/02/2007 13:54:43
MCCOURT,F,D

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

518801I
07/12/2007

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 0.000Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.048Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.077Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 0.000Yes

Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 0.000
Interferent Detect Test  #3 (Retry) INT

Int Det:ACETONE NOT DETECTED. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000996

Agency Date Time
Operator

Software Source

TITUSVILLE P.D. 08/31/2007 12:56:25
ANDREWS,SCOTT,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

717102I
06/21/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 0.000Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.078Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 0.000Yes

Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 0.000
Interferent Detect Test  #3 (Retry) INT

Int Det: .DEPLETED ACET SOLUTION USED. RETESTED WITH NEW.  

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000996

Agency Date Time
Operator

Software Source

TITUSVILLE P.D. 09/27/2007 16:07:51
SKIPPER,ROGER,G

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

719402I
07/15/2009

# Sims  4 Complies Yes

8100.27

0.0007Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.081Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.082
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.051
0.08 g/210L Test  #4 0.081
0.20 g/210L Test  #4 0.202
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.051
0.08 g/210L Test  #5 0.081
0.20 g/210L Test  #5 0.202
0.08 g/210L Dry Gas Std Test  #5 0.078
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.051
0.08 g/210L Test  #6 0.081
0.20 g/210L Test  #6 0.202
0.08 g/210L Dry Gas Std Test  #6 0.078
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.052
0.08 g/210L Test  #7 0.082
0.20 g/210L Test  #7 0.202
0.08 g/210L Dry Gas Std Test  #7 0.078
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.051

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000996

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.082
0.20 g/210L Test  #8 0.201
0.08 g/210L Dry Gas Std Test  #8 0.079
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.051
0.08 g/210L Test  #9 0.081
0.20 g/210L Test  #9 0.201
0.08 g/210L Dry Gas Std Test  #9 0.078
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.052
0.08 g/210L Test  #10 0.081
0.20 g/210L Test  #10 0.201
0.08 g/210L Dry Gas Std Test  #10 0.078
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Test  (Std Dev) 0.0006
0.20 g/210L Test  (Std Dev) 0.0015
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0005

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000996

Agency Date Time
Operator

Software Source

TITUSVILLE P.D. 09/29/2007 12:45:10
ANDREWS,SCOTT,M

Agency     Inspection

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

A F / M A: Range Exceeded. 

Remarks:

Printed: 11 April 2008
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       Inspection Tests
Instrument Serial #80-000996

Agency Date Time
Operator

Software Source

TITUSVILLE P.D. 09/29/2007 13:21:03
ANDREWS,SCOTT,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

717102I
06/21/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

1ST INSP TOO MUCH M A USED.  MCCOURT PRESENT FOR INSP

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000996

Agency Date Time
Operator

Software Source

TITUSVILLE P.D. 10/31/2007 17:38:00
MCCOURT,F,D

Agency     Inspection

200505B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

717102I
06/21/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.062
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 (Retry) 0.077
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.194Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.063Yes
0.08 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.077Yes
0.20 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Dry Gas Std Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes

Interferent Detect Test  #2 INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.062
0.08 g/210L Test  #3 (Retry) 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

08: Control Outside Tolerance.CHIP ON 08 JAR, JAR REPLACED 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000996

Agency Date Time
Operator

Software Source

TITUSVILLE P.D. 11/29/2007 14:10:29
ANDREWS,SCOTT,M

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200612A
12/05/2008

717102I
06/21/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

OFC DAVE MCCOURT PRESENT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000996

Agency Date Time
Operator

Software Source

TITUSVILLE P.D. 12/31/2007 16:10:35
ANDREWS,SCOTT,M

Agency     Inspection

200605B
05/04/2008

200612D
12/14/2008

200612A
12/05/2008

717102I
06/21/2009

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

OFC DAVE MCCOURT PRESENT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000997

Agency Date Time
Operator

Software Source

ALTAMONTE SPRINGS PD 01/04/2007 16:09:40
HOOVER,DANIEL,C

Agency     Inspection

200605B
05/04/2008

200509B
09/22/2007

200509C
09/22/2007

618801I
07/10/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000997

Agency Date Time
Operator

Software Source

ALTAMONTE SPRINGS PD 02/26/2007 20:44:59
HOOVER,DANIEL,C

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000997

Agency Date Time
Operator

Software Source

ALTAMONTE SPRINGS PD 03/27/2007 22:51:23
HOOVER,DANIEL,C

Agency     Inspection

# Sims  4 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Interferent Detect Test  #1 0.000No
Minimum Sample Volume Check: OK Interferent Detect Test  #1 (Retry) 0.000
Barometric Pressure Sensor Check: OK Alcohol Free Test  #2 0.000
Alcohol Free Subject Test: 0.000 Interferent Detect Test  #2 0.000Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #2 (Retry) 0.000Yes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #3 0.000No
Diagnostic Check (Post-Inspection): OK Interferent Detect Test  #3 0.000No
Alcohol Free Test: OK Interferent Detect Test  #3 (Retry) 0.000Yes
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Int Det:INTERFERENT NOT DETECTED, CHANGED SIMULATOR        . Non-compliance:INTERFERENT NOT
DETECTED                    . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000997

Agency Date Time
Operator

Software Source

ALTAMONTE SPRINGS PD 03/27/2007 23:45:36
HOOVER,DANIEL,C

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.190
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.192Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.194
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000997

Agency Date Time
Operator

Software Source

ALTAMONTE SPRINGS PD 04/27/2007 23:02:04
HOOVER,DANIEL,C

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000997

Agency Date Time
Operator

Software Source

ALTAMONTE SPRINGS PD 05/12/2007 20:25:39
HOOVER,DANIEL,C

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000997

Agency Date Time
Operator

Software Source

ALTAMONTE SPRINGS PD 06/20/2007 18:17:27
HOOVER,DANIEL,C

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000997

Agency Date Time
Operator

Software Source

ALTAMONTE SPRINGS PD 07/17/2007 21:30:01
HOOVER,DANIEL,C

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

618801I
07/10/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 (Retry) 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 (Retry) 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 (Retry) 0.199
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

20: RFI Detect NEXTEL PHONE ON DUTY BELT DURING TEST. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000997

Agency Date Time
Operator

Software Source

ALTAMONTE SPRINGS PD 08/15/2007 21:25:48
HOOVER,DANIEL,C

Agency     Inspection

200509A
09/22/2007

200612D
12/14/2008

200612A
12/05/2008

618801I
07/10/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.201
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.202Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.202
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000997

Agency Date Time
Operator

Software Source

ALTAMONTE SPRINGS PD 09/24/2007 21:07:24
HOOVER,DANIEL,C

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

618801I
07/10/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000997

Agency Date Time
Operator

Software Source

ALTAMONTE SPRINGS PD 09/25/2007 17:57:56
SKIPPER,ROGER,G

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

719402I
07/15/2009

# Sims  4 Complies Yes

8100.27

0.0007Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.201Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.201
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.050
0.08 g/210L Test  #4 0.081
0.20 g/210L Test  #4 0.202
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.050
0.08 g/210L Test  #5 0.081
0.20 g/210L Test  #5 0.202
0.08 g/210L Dry Gas Std Test  #5 0.078
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.050
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.202
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.050
0.08 g/210L Test  #7 0.081
0.20 g/210L Test  #7 0.202
0.08 g/210L Dry Gas Std Test  #7 0.079
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.050

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000997

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.080
0.20 g/210L Test  #8 0.202
0.08 g/210L Dry Gas Std Test  #8 0.079
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.051
0.08 g/210L Test  #9 0.081
0.20 g/210L Test  #9 0.202
0.08 g/210L Dry Gas Std Test  #9 0.079
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.051
0.08 g/210L Test  #10 0.081
0.20 g/210L Test  #10 0.202
0.08 g/210L Dry Gas Std Test  #10 0.079
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0007
0.08 g/210L Test  (Std Dev) 0.0010
0.20 g/210L Test  (Std Dev) 0.0009
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0004

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000997

Agency Date Time
Operator

Software Source

ALTAMONTE SPRINGS PD 10/05/2007 21:10:28
HOOVER,DANIEL,C

Agency     Inspection

200605B
05/04/2008

200612D
12/14/2008

200612A
12/05/2008

618801I
07/10/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1Yes
Date and/or Time Adjusted Alcohol Free Test  #1 (Retry) 0.000No
Minimum Sample Volume Check: OK 0.05 g/210L Test  #1 0.049
Barometric Pressure Sensor Check: OK 0.08 g/210L Test  #1 0.079
Alcohol Free Subject Test: 0.000 0.20 g/210L Test  #1 0.200Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 (Retry) 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.049Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.080Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 INTYes

Alcohol Free Test  #3 (Retry) 0.000
0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

00: RFI Detect CELL PHONE IN POCKET DURING TEST            . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000997

Agency Date Time
Operator

Software Source

ALTAMONTE SPRINGS PD 11/14/2007 02:13:11
HOOVER,DANIEL,C

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

618801I
07/10/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000997

Agency Date Time
Operator

Software Source

ALTAMONTE SPRINGS PD 12/20/2007 23:57:31
HOOVER,DANIEL,C

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200612A
12/05/2008

618801I
07/10/2008

# Sims  4 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000998

Agency Date Time
Operator

Software Source

SEMINOLE S.O. 01/30/2007 01:18:23
BETHAM,KEITH,D

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

512402I
05/06/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000998

Agency Date Time
Operator

Software Source

SEMINOLE S.O. 02/23/2007 01:17:56
BETHAM,KEITH,D

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

512402I
05/06/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000998

Agency Date Time
Operator

Software Source

SEMINOLE S.O. 03/30/2007 00:25:47
BETHAM,KEITH,D

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

610301G
04/18/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.197
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000998

Agency Date Time
Operator

Software Source

SEMINOLE S.O. 04/27/2007 23:26:39
BETHAM,KEITH,D

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

610301G
04/18/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000998

Agency Date Time
Operator

Software Source

SEMINOLE S.O. 05/23/2007 23:41:03
BETHAM,KEITH,D

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

610301G
04/18/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000998

Agency Date Time
Operator

Software Source

SEMINOLE S.O. 06/20/2007 22:21:36
BETHAM,KEITH,D

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

610301G
04/18/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

A F / M A:NO ALCOHOL IN MOUTH/INTRODUCED ALCOHOL WRONG TIME. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000998

Agency Date Time
Operator

Software Source

SEMINOLE S.O. 07/25/2007 23:19:42
BETHAM,KEITH,D

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

610301G
04/18/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.081Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.077Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000998

Agency Date Time
Operator

Software Source

SEMINOLE S.O. 08/29/2007 23:00:52
BETHAM,KEITH,D

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

610301G
04/18/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.047
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000998

Agency Date Time
Operator

Software Source

SEMINOLE S.O. 09/04/2007 20:04:52
SKIPPER,ROGER,G

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

719402I
07/15/2009

# Sims  5 Complies Yes

8100.27

0.0004Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.048
0.08 g/210L Test  #4 0.078
0.20 g/210L Test  #4 0.197
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.049
0.08 g/210L Test  #5 0.078
0.20 g/210L Test  #5 0.197
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.049
0.08 g/210L Test  #6 0.079
0.20 g/210L Test  #6 0.197
0.08 g/210L Dry Gas Std Test  #6 0.079
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.049
0.08 g/210L Test  #7 0.078
0.20 g/210L Test  #7 0.197
0.08 g/210L Dry Gas Std Test  #7 0.079
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.049

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000998

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.078
0.20 g/210L Test  #8 0.197
0.08 g/210L Dry Gas Std Test  #8 0.079
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.049
0.08 g/210L Test  #9 0.078
0.20 g/210L Test  #9 0.197
0.08 g/210L Dry Gas Std Test  #9 0.078
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.049
0.08 g/210L Test  #10 0.078
0.20 g/210L Test  #10 0.197
0.08 g/210L Dry Gas Std Test  #10 0.078
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Test  (Std Dev) 0.0003
0.20 g/210L Test  (Std Dev) 0.0006
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0005

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000998

Agency Date Time
Operator

Software Source

SEMINOLE S.O. 09/21/2007 22:12:34
BETHAM,KEITH,D

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

610301G
04/18/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.046No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.046Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.076Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.193Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.046
0.08 g/210L Test  #3 0.076
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000998

Agency Date Time
Operator

Software Source

SEMINOLE S.O. 10/25/2007 01:16:15
BETHAM,KEITH,D

Agency     Inspection

200605B
05/04/2008

200612D
12/14/2008

200708D
08/01/2009

610301G
04/18/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.195
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000999

Agency Date Time
Operator

Software Source

SEMINOLE S.O. 01/30/2007 01:01:11
BETHAM,KEITH,D

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

520201I
07/26/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 0.000Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 (Retry) INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.050Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 0.080Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.081Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 INTYes

Interferent Detect Test  #2 (Retry) INT
Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT
Interferent Detect Test  #3 (Retry) INT

Int Det: INTERFERENT NOT ADDED. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000999

Agency Date Time
Operator

Software Source

SEMINOLE S.O. 02/23/2007 01:07:37
BETHAM,KEITH,D

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

520201I
07/26/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000999

Agency Date Time
Operator

Software Source

SEMINOLE S.O. 03/30/2007 00:06:26
BETHAM,KEITH,D

Agency     Inspection

# Sims  5 Complies No

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Alcohol Free Test  #1 (Retry) 0.000No
Minimum Sample Volume Check: OK Alcohol Free Test  #2 0.000
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 Yes
Mouth Alcohol Test: Slope Not Met Yes
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

00: Ambient Fail, Ambient Fail. Non-compliance:PICKING UP ALCOHOL VAPOR . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000999

Agency Date Time
Operator

Software Source

SEMINOLE S.O. 03/30/2007 00:53:48
BETHAM,KEITH,D

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

520201I
07/26/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.080Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.080
Interferent Detect Test  #3 INT

A F / M A: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000999

Agency Date Time
Operator

Software Source

SEMINOLE S.O. 04/27/2007 23:28:52
BETHAM,KEITH,D

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

520201I
07/26/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000999

Agency Date Time
Operator

Software Source

SEMINOLE S.O. 05/23/2007 23:53:36
BETHAM,KEITH,D

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

520201I
07/26/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.081
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000999

Agency Date Time
Operator

Software Source

SEMINOLE S.O. 06/20/2007 22:13:39
BETHAM,KEITH,D

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

520201I
07/26/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.194Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.193
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

A F / M A:NO ALCOHOL IN MOUTH/INTRODUCED ALCOHOL WRONG TIME. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000999

Agency Date Time
Operator

Software Source

SEMINOLE S.O. 07/25/2007 23:13:01
BETHAM,KEITH,D

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

520201I
07/26/2007

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.076Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000999

Agency Date Time
Operator

Software Source

SEMINOLE S.O. 08/29/2007 22:40:49
BETHAM,KEITH,D

Agency     Inspection

200509A
09/22/2007

200509B
09/22/2007

200509C
09/22/2007

610301G
04/18/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.077
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000999

Agency Date Time
Operator

Software Source

SEMINOLE S.O. 09/04/2007 22:29:09
SKIPPER,ROGER,G

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

719402I
07/15/2009

# Sims  5 Complies Yes

8100.27

0.0005Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 (Retry) 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.200Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 (Retry) 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 (Retry) 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 (Retry) 0.000
0.05 g/210L Test  #4 0.050
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.201
0.08 g/210L Dry Gas Std Test  #4 0.079
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 (Retry) 0.000
0.05 g/210L Test  #5 0.050
0.08 g/210L Test  #5 0.080
0.20 g/210L Test  #5 0.200
0.08 g/210L Dry Gas Std Test  #5 0.079
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 (Retry) 0.000
0.05 g/210L Test  #6 0.050
0.08 g/210L Test  #6 0.079
0.20 g/210L Test  #6 0.200
0.08 g/210L Dry Gas Std Test  #6 0.078
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 (Retry) 0.000
0.05 g/210L Test  #7 0.050
0.08 g/210L Test  #7 0.080
0.20 g/210L Test  #7 0.201
0.08 g/210L Dry Gas Std Test  #7 0.078
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 (Retry) 0.000
0.05 g/210L Test  #8 0.049

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000999

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.079
0.20 g/210L Test  #8 0.201
0.08 g/210L Dry Gas Std Test  #8 0.078
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 (Retry) 0.000
0.05 g/210L Test  #9 0.051
0.08 g/210L Test  #9 0.079
0.20 g/210L Test  #9 0.201
0.08 g/210L Dry Gas Std Test  #9 0.078
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 (Retry) 0.000
0.05 g/210L Test  #10 0.050
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.200
0.08 g/210L Dry Gas Std Test  #10 0.078
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0004
0.08 g/210L Test  (Std Dev) 0.0006
0.20 g/210L Test  (Std Dev) 0.0005
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0005

00: Ambient Fail TOO MUCH MA SOL USED DID NOT PURGE ALL. 

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000999

Agency Date Time
Operator

Software Source

SEMINOLE S.O. 09/21/2007 21:56:03
BETHAM,KEITH,D

Agency     Inspection

200708A
08/01/2009

200612D
12/14/2008

200708D
08/01/2009

610301G
04/18/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.055No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 (Retry) 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.195
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met 0.08 g/210L Dry Gas Std Test  #1 (Retry) 0.080Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #1 INTYes
Diagnostic Check (Post-Inspection): OK Alcohol Free Test  #2 0.000Yes
Alcohol Free Test: OK 0.05 g/210L Test  #2 0.055Yes
0.05 g/210L Test: OK 0.08 g/210L Test  #2 (Retry) 0.077Yes
0.08 g/210L Test: OK 0.20 g/210L Test  #2 0.196Yes
0.20 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 (Retry) 0.081Yes
0.08 g/210L Dry Gas Std Test: OK Interferent Detect Test  #2 INTYes

Alcohol Free Test  #3 0.000
0.05 g/210L Test  #3 0.054
0.08 g/210L Test  #3 (Retry) 0.076
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 (Retry) 0.079
Interferent Detect Test  #3 INT

08: Ambient Fail. 08: Ambient Fail. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000999

Agency Date Time
Operator

Software Source

SEMINOLE S.O. 10/25/2007 01:01:50
BETHAM,KEITH,D

Agency     Inspection

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test
Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted Interferent Detect Test  #1 0.048No
Minimum Sample Volume Check: OK Interferent Detect Test  #1 (Retry) 0.049
Barometric Pressure Sensor Check: OK Alcohol Free Test  #2 0.000
Alcohol Free Subject Test: 0.000 Interferent Detect Test  #2 (Retry) 0.049Yes
Mouth Alcohol Test: Slope Not Met Alcohol Free Test  #3 0.000Yes
Interferent Detect Test: Interferent Detect Interferent Detect Test  #3 (Retry) 0.050No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK Yes
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Int Det: Purge Fail, . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-000999

Agency Date Time
Operator

Software Source

SEMINOLE S.O. 10/25/2007 01:49:03
BETHAM,KEITH,D

Agency     Inspection

200605B
05/04/2008

200612D
12/14/2008

200708D
08/01/2009

610301G
04/18/2008

# Sims  5 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.080Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 (Retry) INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.079Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 (Retry) INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.081
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.079
Interferent Detect Test  #3 (Retry) INT

A F / M A: . Int Det: Ambient Fail. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-001000

Agency Date Time
Operator

Software Source

COCOA PD 01/16/2007 09:25:49
FRAZIER,JAMES,H

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

504601I
02/17/2007

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-001000

Agency Date Time
Operator

Software Source

COCOA PD 02/14/2007 09:18:34
FRAZIER,JAMES,H

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.192
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

A F / M A: . 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-001000

Agency Date Time
Operator

Software Source

COCOA PD 03/07/2007 09:09:09
FRAZIER,JAMES,H

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

A F / M A: Range Exceeded. 

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-001000

Agency Date Time
Operator

Software Source

COCOA PD 04/17/2007 09:23:03
FRAZIER,JAMES,H

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.080Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-001000

Agency Date Time
Operator

Software Source

COCOA PD 05/15/2007 09:44:12
FRAZIER,JAMES,H

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.079Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.199Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-001000

Agency Date Time
Operator

Software Source

COCOA PD 06/06/2007 09:49:43
FRAZIER,JAMES,H

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.197Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-001000

Agency Date Time
Operator

Software Source

COCOA PD 07/03/2007 09:49:51
FRAZIER,JAMES,H

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.050No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.197
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.078
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.076
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-001000

Agency Date Time
Operator

Software Source

COCOA PD 08/07/2007 10:15:43
BRADSHAW,CHRIS,B

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.051No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.194
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.051Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.051
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.198
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-001000

Agency Date Time
Operator

Software Source

COCOA PD 09/19/2007 09:59:30
HACKNEY,DWITE,N

Department Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

627201I
10/03/2008

# Sims  5 Complies Yes

8100.27

0.0005Avg Std Dev

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.047No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.079Yes
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.199Yes
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.077Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.047Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.048
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT
Alcohol Free Test  #4 0.000
0.05 g/210L Test  #4 0.048
0.08 g/210L Test  #4 0.079
0.20 g/210L Test  #4 0.198
0.08 g/210L Dry Gas Std Test  #4 0.077
Interferent Detect Test  #4 INT
Alcohol Free Test  #5 0.000
0.05 g/210L Test  #5 0.049
0.08 g/210L Test  #5 0.079
0.20 g/210L Test  #5 0.199
0.08 g/210L Dry Gas Std Test  #5 0.077
Interferent Detect Test  #5 INT
Alcohol Free Test  #6 0.000
0.05 g/210L Test  #6 0.048
0.08 g/210L Test  #6 0.080
0.20 g/210L Test  #6 0.199
0.08 g/210L Dry Gas Std Test  #6 0.078
Interferent Detect Test  #6 INT
Alcohol Free Test  #7 0.000
0.05 g/210L Test  #7 0.049
0.08 g/210L Test  #7 0.079
0.20 g/210L Test  #7 0.199
0.08 g/210L Dry Gas Std Test  #7 0.077
Interferent Detect Test  #7 INT
Alcohol Free Test  #8 0.000
0.05 g/210L Test  #8 0.048

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-001000

Agency Date Time
Operator

Software Source

0.08 g/210L Test  #8 0.080
0.20 g/210L Test  #8 0.200
0.08 g/210L Dry Gas Std Test  #8 0.077
Interferent Detect Test  #8 INT
Alcohol Free Test  #9 0.000
0.05 g/210L Test  #9 0.049
0.08 g/210L Test  #9 0.080
0.20 g/210L Test  #9 0.200
0.08 g/210L Dry Gas Std Test  #9 0.077
Interferent Detect Test  #9 INT
Alcohol Free Test  #10 0.000
0.05 g/210L Test  #10 0.049
0.08 g/210L Test  #10 0.080
0.20 g/210L Test  #10 0.199
0.08 g/210L Dry Gas Std Test  #10 0.077
Interferent Detect Test  #10 INT
0.05 g/210L Test  (Std Dev) 0.0007
0.08 g/210L Test  (Std Dev) 0.0005
0.20 g/210L Test  (Std Dev) 0.0006
0.08 g/210L Dry Gas Std Test  (Std Dev) 0.0003

Remarks:

Printed: 11 April 2008 Page: 2
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-001000

Agency Date Time
Operator

Software Source

COCOA PD 09/19/2007 11:59:56
FRAZIER,JAMES,H

Agency     Inspection

200605B
05/04/2008

200605C
05/04/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.193
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.049Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.195Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.196
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-001000

Agency Date Time
Operator

Software Source

COCOA PD 10/03/2007 09:49:07
FRAZIER,JAMES,H

Agency     Inspection

200605B
05/04/2008

200612D
12/14/2008

200605F
05/10/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.048No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.198
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.048Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.078Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.049
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.078
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-001000

Agency Date Time
Operator

Software Source

COCOA PD 11/22/2007 09:01:49
FRAZIER,JAMES,H

Agency     Inspection

200612C
12/14/2008

200612D
12/14/2008

200612A
12/05/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.196
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.200Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.077Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.080
0.20 g/210L Test  #3 0.200
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.



       Inspection Tests
Instrument Serial #80-001000

Agency Date Time
Operator

Software Source

COCOA PD 12/19/2007 08:41:32
FRAZIER,JAMES,H

Agency     Inspection

200605B
05/04/2008

200612D
12/14/2008

200612A
12/05/2008

701201G
01/15/2009

# Sims  3 Complies Yes

8100.27

TestResult ResultCheck or Test

0.05 Lot# 0.08 Lot# 0.20 Lot# 0.08 Gas Lot#
Expiration Expiration Expiration Expiration

Diagnostic Check (Pre-Inspection): OK Alcohol Free Test  #1 0.000Yes
Date and/or Time Adjusted 0.05 g/210L Test  #1 0.049No
Minimum Sample Volume Check: OK 0.08 g/210L Test  #1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test  #1 0.191
Alcohol Free Subject Test: 0.000 0.08 g/210L Dry Gas Std Test  #1 0.078Yes
Mouth Alcohol Test: Slope Not Met Interferent Detect Test  #1 INTYes
Interferent Detect Test: Interferent Detect Alcohol Free Test  #2 0.000Yes
Diagnostic Check (Post-Inspection): OK 0.05 g/210L Test  #2 0.050Yes
Alcohol Free Test: OK 0.08 g/210L Test  #2 0.079Yes
0.05 g/210L Test: OK 0.20 g/210L Test  #2 0.198Yes
0.08 g/210L Test: OK 0.08 g/210L Dry Gas Std Test  #2 0.078Yes
0.20 g/210L Test: OK Interferent Detect Test  #2 INTYes
0.08 g/210L Dry Gas Std Test: OK Alcohol Free Test  #3 0.000Yes

0.05 g/210L Test  #3 0.050
0.08 g/210L Test  #3 0.079
0.20 g/210L Test  #3 0.199
0.08 g/210L Dry Gas Std Test  #3 0.077
Interferent Detect Test  #3 INT

Remarks:

Printed: 11 April 2008
COBRA ©1997-2006 CMI, Inc.


